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1.  INTRODUCTION:  As  the  elderly  population  increases,  dementia  due  to  Alzheimer's  disease  (AD)  has 
emerged  as  a  major  threat  to  human’s  health1"3.  Recently,  the  x-ray  CT  based  on  a  new  imaging 
mechanism-refraction-is  emerging  as  a  new  technology  to  improve  CT’s  capability  of  differentiating  soft 
tissues4'10.  We  propose  to  develop  the  x-ray  phase  contrast  CT  imaging  method  with  an  x-ray  tube  and 
gratings  for  direct  detecting  of  amyloid  plaques  in  Alzheimer’s  brain.  It  is  hypothesized  that  the  disparity  in 
their  refractive  property  can  generate  contrast  between  amyloid  plaques  and  surrounding  neuronal  tissues 
in  AD  and  the  contrast  is  sufficient  for  imaging.  Without  the  involvement  of  contrast  agent  or  molecular 
probes,  the  so-called  BBB  (brain  blood  barrier)  can  thus  be  avoided.  The  project  started  on  05/15/2012 
and  ended  on  05/14/2016,  with  a  no  cost  one  year  extension  from  05/15/2015  to  05/14/2016.  Here  is  the 
final  report  of  the  project,  covering  the  key  research  accomplishments,  reportable  outcomes  and 
conclusions,  based  on  the  preliminary  data  acquired  over  the  span  of  four  years. 

2.  KEYWORDS:  Alzheimer’s  disease,  amyloid  plaque,  A-beta,  x-ray  phase  contrast,  CT,  x-ray  phase  contrast 
CT,  x-ray  differential  phase  contrast  CT,  Talbot  interferometer,  grating-based  differential  phase  contrast  CT. 

3.  ACCOMPLISHMENTS: 

What  were  the  major  goals  of  the  project? 

In  order  to  be  objective  and  complete,  the  three  Specific  Aims  (SAs)  specified  in  the  Statement  of  Work 
(SOW)  are  reiterated  here,  and  the  final  report  is  organized  in  line  with  these  SAs  as  adequately  as 
possible. 

SA#1  Develop  and  optimize  an  x-ray  phase  CT  to  explore  the  methodology  of  direct  imaging  of  AP; 
Outcome:  An  x-ray  tube-  and  grating-based  phase  CT  as  the  foundation  for  the  pursuit  of  SA  #2  and  #3. 

SA#2  Evaluate  the  x-ray  phase  CT’s  capability  of  imaging  Ap^o/Ap^  peptides/fibrils  at  the 
concentrations  existing  in  AD  brain; 

Outcome:  A  quantitative  understanding  of  x-ray  phase  CT’s  capability  in  imaging  the  Ap^o  and  Ap^ 
fibrils. 

SA#3  Verify  the  x-ray  phase  CT’s  capability  of  direct  imaging  of  AP  in  AD  using  postmortem  brain 
specimens. 

Outcome:  Quantitatively  evaluated  and  verified  performance  of  x-ray  phase  CT  for  imaging  APs  in  AD. 

What  was  accomplished  under  these  goals? 

Project  Timeline:  The  original  timeline  specified  in  the  SOW  is  presented  in  Table  I.  Mainly  due  to  two 
reasons  -  (/)  the  fabrication/optimization  of  x-ray  gratings  were  much  more  complicated  and  challenging 
than  what  we  initially  anticipated  and  (/'/)  the  acquisition  of  one  set  of  projection  data  in  the  x-ray  phase 
contrast  CT  takes  about  12  hours  because  of  the  limitation  in  output  power  of  the  micro-focus  x-ray  tube, 
a  one  year  no-cost  extension  of  this  project  has  been  request  and  approved.  Presented  in  Table  II  is  the 
revised  timeline,  with  the  new  ending  date  at  05/14/2016/. 


Table  I.  The  original  project  timeline  specified  in  the  project’s  SOW. 


Tasks 

Q1 

Q2 

Q3 

Q4 

Q5 

Q6 

Q7 

Q8 

Q9 

Q10 

Q11 

Q12 

D.1.1:  System  construction 

- ► 

D.1.2:  System  optimization 

- ► 

D.2:  Performance:  Phantom  study 

- ► 

D.3:  Performance:  Specimen  study 

- ► 
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Table  II.  The  revised  project  timeline  specified  in  the  project’s  SOW  with  one  year  extension. 


Tasks 

Qi 

Q2 

Q3 

q4 

Qs 

Qe 

Qy 

Qg 

Qg 

QlO 

Qll 

Qi  2 

Qi  3 

Qi  4 

Ql5 

Qi  6 

D.1.1 :  System  construction 

— ► 

D.1.2:  System  optimization 

- ► 

D.2:  Phantom  study 

- ► 

D.3:  Specimen  study 

— ► 

Accomplishments  towards  Specific  Aim  1  and  2: 

An  x-ray  phase  contrast  CT,  which  consists  of  a  micro-focus  tube,  a  C-MOS  flat  panel  x-ray  detector 
with  48 jum  detector  cell  dimension,  a  linear  motor-driven  stepper  and  two  x-ray  gratings  G1  and  G2,  has 
been  prototyped  in  the  Pi’s  lab  (see  Fig.  1)  for  carrying  out  the  tasks  of  this  project.  The  two  gratings  G ■, 
and  G2  are  the  key  components  of  the  prototype  system,  which  were  fabricated  in  the  NanoTechnology 
Research  Center  of  GaTech  (see  Fig.  2).  The  imaging  performance  of  this  prototype  system  has  gone 
through  optimization,  with  an  emphasis  on  coping  with  phase  wrapping11  and  the  imperfection13  in  Gi 
and  G2  and  the  possible  negative  influence  on  imaging  performance.  The  prototype  x-ray  phase 
contrast  CT  system  is  now  fully  functioning,  with  every  aspect  of  imaging  performance,  but  the  x-ray 
source  power  and  the  resultant  data  acquisition  time,  approaches  what  is  designed  (see  Fig.  1).  The 
relatively  long  data  acquisition  time  can  be  proportionally  shortened  using  a  micro-focus  tube  with  a 
larger  output  power.  We  summarize  the  development  and  optimization  that  have  been  made  by  us  to 
substantially  improve  the  prototype  x-ray  phase  contrast  CT  system’s  imaging  performance  for  imaging 
specimen  of  AD  brain  as  listed  below. 

A.  System  integration  and  optimization-Phase  de-wrapping:  There  inevitably  exists 
imperfection  in  either  grating  GI  or  G2,  or  both,  which  may  cause  the  so-called  phase  wrapping 
phenomenon  in  projection  data,  as  illustrated  in  Fig.  3  (a).  We  developed  a  phase  de-wrapping 
approach  based  on  a  theoretical  framework  derived  by  us11,  which  can  substantially  reduce,  if  not 
eliminate,  the  artifacts  caused  by  the  phase-wrapping  phenomenon,  as  demonstrated  in  Fig.  3  (b),  in 
which  a  cylindrical  water  phantom  consisting  of  four  (4)  cylindrical  targets  made  of  glycerol,  alchohol, 
isopropanol  and  air  (namely  organic  phantom  henceforth)  is  utilized. 


mm  ■ 


0ra,lnfl01^“D" 
AD  \ 


specim 


Linear 

stepper 


Figure  1.  A  picture  of  the  prototype  x-ray  phase  CT  system  that  is  fully  functioning  in  the  Pi's  lab:  (a)  the 
micro  focus  x-ray  tube  and  (b)  the  rest  of  the  system,  including  rotating  stage,  grating  GI,  grating  G2,  linear 
stepper,  flat  panel  x-ray  detector  and  data  acquisition  system. 
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Figure  2.  The  lithography  mask  of  phase  grating  G-i  photographed  by  a  microscope  at  50  time  magnification  (a), 
the  grating  G1  photographed  by  an  SEM  (scanning  electronic  microscope)  (b),  and  a  picture  of  the  PI  who  is 
working  at  the  clean  room  of  GaTech’s  NanoTechnology  Research  Center  (c). 


differentiakphase  contrast  radiography 
of  the  phantorm, without  de-wrapping’"**. 

differential  phase  contrast  radiography 
of  the  phantom:  after  de-wrapping 

. —  ' 

X 

x 

(a) 

detector  cell  dimension:  48x48  nm  ; 
disoiav  ranae=f-it  n\ 

(b) 

detector  cell  dimension :48x48  urn2; 
display  range=[-it  rr] 

Figure  3.  The  x-ray  phase  contrast  projection  images  of  an  organic  material  phantom  without  phase  de¬ 
wrapping  (a)  and  with  phase  de-wrapping  (b). 


B.  System  integration  and  Optimization-Extension  of  FOV:  As  we  can  see  in  Fig.  4,  with  phase 
de-wrapping,  the  field  of  view  in  the  projection  image  can  be  effectively  extended  to  be  equal  to  the 
active  area  of  gratings  G •)  and  G2  (60x60  mm2).  As  such,  the  FOV  in  tomographic  image  can  be 
extended  accordingly,  as  demonstrated  in  Fig.  4. 
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Figure  4.  The  x-ray  phase  contrast  CT  images  of  the  organic  material  phantom  with  FOV  truncated 
by  artifacts  due  to  phase-wrapping  (a)  and  with  FOV  extended  by  removing  the  artifacts  caused  by 
phase  wrapping  in  the  projection  domain  (b). 


C.  System  integration  and  Optimization-Reduction  of  artifacts  caused  by  twin-peaks:  The 

imperfection  in  fabrication  of  grating  G1  and  G2  causes  not  only  phase  wrapping  in  data  acquisition,  but 
also  the  so-called  feature  of  “twin-peaks”  in  the  phase-shifting  curves  (PSCs),  as  illustrated  in  Fig. 
5(a)13,14.  If  not  handled  adequately,  the  twin-peaks  can  generate  artifacts  in  reconstructed  x-ray  phase 
contrast  images,  as  exemplified  in  Fig.  5  (b).  We  derived  a  theoretical  framework  to  characterize  the 
twin-peaks  phenomenon  and  developed  an  algorithm  to  significantly  reduce,  if  not  eliminate,  the 
artifacts  caused  by  the  phenomenon  of  twin  peaks,  as  shown  in  Fig.  5  (c). 


Figure  5.  The  twin-peaks  phenomenon  existing  in  phase  stepping  curve  of  the  phase  contrast  CT 
prototyped  in  the  Pi’s  lab  (a)  and  image  of  the  organic  material  phantom  with  artifacts  caused  by  the 
twin-peaks  phenomenon  (b)  and  that  with  the  artifacts  removed. 
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D.  System  integration  &  optimization-imaging  performance:  Transverse  x-ray  phase  contrast 
CT  image  of  the  organic  material  phantom  reconstructed  from  the  projection  data  acquired  at  cell 
dimension  96x96  pm2  and  144x144  pm2  are  presented  in  Fig.  6  (a')  and  (b'),  respectively.  For 
comparison,  their  counterparts  in  the  attenuation  contrast  acquired  at  roughly  identical  x-ray  dose  are 
displayed  in  Fig.  6  (a)  and  (b).  The  contrast-to-noise  ratio  (CNR)  is  measured  between  the  glycerol 
target  and  its  surroundings.  It  is  observed  that,  given  identical  x-ray  dose,  the  CNR  in  phase  contrast 
CT  images  at  detector  cell  dimension  96x96  pm2  and  144x144  pm2  are  140-  and  76-folds  larger  than 
their  counterparts  in  the  attenuation  contrast,  showing  the  huge  potential  capability  of  x-ray  phase 
contrast  CT  in  soft  tissue  differentiation. 


Alcohol 


Glycerol 


Isopropanol 


Display  window  f-1000  20001  Display  window  f-300  6001 


Display  window  f-500  15001  Display  window  f-300  6001 


Figure  6.  CT  images  of  the  organic  material  phantom  corresponding  to  attenuation  contrast  (left  column) 
and  phase  contrast  (right  column)  at  detector  cell  dimension  96  pm  (top  row)  and  144  pm  (bottom  row). 


E.  Subsystem/components-Ap-peptide  phantoms:  As  specified  in  SA#2  of  the  SOW,  using  the 
specially  designed  Ap-phantoms,  we’ll  investigate  the  CNR  of  Ap^o  and  Ap^  fibrils  in  x-ray  phase 
contrast  CT  imaging,  as  a  function  over  the  molar  concentrations  corresponding  to  normal,  pathologic 
and  Alzheimer’s  brains,  in  which  the  amyloid  precursor  protein  (APP)  will  be  included  as  a  reference. 
Toward  this  goal,  we  have  made  three  PMMA  (Polymethyl  methacrylate)  frames  for  installing  the  Ap- 
phantoms,  and  shown  in  Fig.  7(a)  are  the  major  parts  (bodies  and  caps).  As  initially  specified,  the 
tunnels  drilled  in  the  PMMA  body  will  be  filled  with  Ap1.40/Ap1_42  peptides/fibrils  solutions  at  selected 
concentrations  (see  Table  I).  The  Ap-phantoms  with  the  Ap^0  and  Ap^  fibrils  filled  and  sealed  will  be 
installed  in  the  rotation  stage  of  the  prototype  x-ray  phase  contrast  CT  in  the  way  illustrated  in  Fig.  1(b) 
to  carry  out  the  tasks  toward  SA#2.  However,  to  avoid  biological  decay,  these  targets  filled  with  the  Ap^ 
40  and  Ap^  and  their  fibrils  have  to  be  stored  in  refrigerator  at  -20  C°.  For  convenience  in  storage  and 
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repeated  scan,  the  Ap^o  and  Ap^  peptides  and  fibrils  are  filled  in  PCR  (Polymerase  Chain  Reaction) 
tubes  as  illustrated  in  Fig.  7(b).  These  A-beta  targets  are  stored  in  refrigerator  and  are  mounted  on  top 
of  the  Ap-phantom  body  made  of  PMMA  (Fig.  7(a))  during  scan. 


Figure  7.  A  picture  showing:  (a)  the  phantom  body  made  of  PMMA  for  making  the  image  quality  phantom 
and  (b)  the  PCR  tubes  filled  with  amyloid  precursor  protein  (A)  and  Ap  peptides  (B,  C,  D)  and  Ap  peptides/ 
fibrils  (E,  F,  G)  to  be  installed  on  top  of  the  phantom  body  (see  Table  I). 


Accomplishments  towards  Specific  Aim  3. 

To  complete  the  tasks  towards  Specific  Aim  3,  we  need  to  have  a  collection  of  specimen  of  AD  brain, 
normally  aged  brain  and  pathologically  aged  brain.  Then,  we  scan  them  using  the  prototyped  x-ray  phase 
contrast  CT,  sort  and  analyze  the  acquired  images. 

A.  Collection  of  AD  brain  specimen:  Itemized  in  Table  III  are  the  specimen,  including  AD  brain, 
normally  aged  brain  and  pathologically  aged  brain,  collected  by  us  for  the  project  at  the  Emory 
Alzheimer  Disease  Research  Center.  Displayed  in  Fig.  8  are  the  pictures  of  an  AD  brain  specimen  (Fig. 
8(a))  and  a  normally  aged  brain.  Note  that  amyloid  plaques  are  visible  in  the  AD  brain  specimen  (Fig. 
8(a)). 
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Figure  8.  Photographs  showing  the  collection  of  brain  tissue  specimen  (a),  a  AD  brain  specimen  with  amyloid 
plaques  (b)  and  normal  brain  specimen  without  amyloid  plaques  (c). 


Table  III.  Collection  of  postmortem  specimen  of  AD  brain  and  normal  pathologically  aged  brain. 


Case 

Emory  Number 

Wet  Tissues 

Primary 

Secondary 

Tertiary  Neuro 

Number 

Provided 

Neuro  Diag. 

Neuro  Diag. 

Diagnosis 

E07-38 

A07-38 

F,T,0 

AD 

El  6-21 

A16-21 

F,T,0 

AD 

El  1-97 

All -97 

F 

AD 

El  1-1 39 

All -139 

F 

AD 

E05-74 

A05-74 

F,T,0 

Control 

El  0-1 42 

A10-142 

F,T,0 

Control 

Microinfarct-Hp 

NFT-Braak  stage  II 

El  6-45 

A16-45 

F,T,0 

Control 

Braak  1 

E04-74 

A04-74 

F,T,0 

Control/MCI 

AD  -  possible 

El  5-97 

A15-97 

F,T,0 

Control 

Possible  AD 

Braak  IV 

=  normal  aging 

=  asymtomatic  AD  or 
pathological  aging 

B.  Evaluation  and  comparison  of  imaging  AD  specimen  in  phase  contrast  and  attenuation 
contrast:  Typical  transverse  CT  images  corresponding  to  the  attenuation  contrast  and  phase  contrast 
acquired  by  the  prototype  x-ray  phase  contrast  CT  system  are  presented  in  Fig.  9  (a)  and  (b), 
respectively.  Given  identical  dose,  it  is  observed  that,  in  the  tomographic  image  corresponding  to  phase 
contrast,  the  gray  material  and  white  material  are  in  different  CT  number,  though  there  is  no  clear 
boundary  between  them.  However,  no  such  difference  in  their  CT  number  is  observed  in  the  image 
corresponding  to  attenuation  contrast.  In  addition,  there  seem  some  microstructures  in  the  AD  brain 
specimen  visible  in  the  image  corresponding  to  phase  contrast,  though  they  need  further  verification. 

Key  Research  Accomplishments:  We  have  accomplished  the  tasks  specified  in  the  Statement  of  Work 

and  below  is  a  summary  of  our  major  findings,  including  positive  and  negative,  and  related  discussions. 

Development  of  x-ray  phase  contrast  CT,  system  integration  and  Performance  Optimization:  The 

prototype  x-ray  phase  contrast  CT  has  been  built  and  working  at  its  full  functionality  as  a  “three-in-one” 
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imaging  system  that  generates  images  corresponding  to  the  attenuation  contrast,  differential  phase  contrast 
and  dark  field  contrast,  respectively.  The  imaging  performance  of  the  prototype  system  has  been  optimized 
by  significantly  improving  quality  of  the  key  components  -  gratings  G1  and  G2,  as  well  as  the  mechanical 
accuracy  and  precision  in  optical  component  installation  and  alignment. 


Figure  9.  CT  images  of  the  AD  brain  specimen  corresponding  to  attenuation  contrast  (a)  and  phase  contrast 
(b)  (image  in-plane  resolution:  48x48  |im;  image  slice  thickness:  0.96  mm). 


Figure  10.  Transverse  phase  contrast  CT  images  of  postmortem  AD  brain  specimen  from  the  front  lobe 
(a),  temporal  lobe  (b),  occipital  lobe  (c)  and  that  of  normally  aged  brain  specimen  (d)  (resolution  48  ^im3; 
display  window:  [-600  600]).  8 


Imaging  specimen  of  AD  brain,  normally  aged  brain,  and  pathologically  aged  brain,  with  x-ray  phase 
contrast  CT : 

•  To  the  best  of  our  knowledge,  it  is  the  first  time  that  the  specimen  of  AD  brain  is  imaged  and  compared 
to  normally  aged  brain  specimen  and  pathologically  aged  brain  specimen  using  the  grating-based  x-ray 
differential  phase  contrast  CT  (Fig.  10). 

•  It  has  been  shown  that  the  contrast  between  grey  matter  and  white  matter  in  the  grating  based 
differential  x-ray  phase  contrast  CT  image  is  substantially  higher  than  that  in  conventional  attenuation 
contrast  CT  image  (Fig.  9). 

•  It  has  been  demonstrated  that,  given  identical  x-ray  dose,  the  phase  contrast  CT  image  of  brain 
specimen  is  of  substantially  better  signal-to-noise  ratio  (SNR)  than  that  of  conventional  attenuation 
contrast  CT  image  (Fig.  9). 

•  Fiowever,  even  with  substantially  improved  SNR,  the  x-ray  phase  contrast  CT  still  cannot  convincingly 
differentiate  the  AD  brain  specimen  with  amyloid  plaques  from  the  normal  aged  brain  specimen  without 
amyloid  plaques  (Fig.  10). 

•  Two  major  factors  may  contribute  to  the  insufficient  SNR  for  differentiation  of  the  AD  brain  specimen 
with  amyloid  plaques  from  the  normal  aged  brain  specimen  without  amyloid  plaques:  (i)  the  micro-focus 
x-ray  tube  is  of  limited  power  and  cannot  reach  the  tube  current  that  may  generate  the  desired  SNR;  (ii) 
the  time  to  acquire  the  projection  data  for  tomographic  image  generation  is  approximately  12  hours, 
during  which  the  working  conditions  of  both  micro-focus  x-ray  tube  and  C-MOS  x-ray  detector  drift 
significantly,  which  may  significantly  degrade  the  performance  in  SNR. 

•  These  two  factors  can  be  effectively  addressed  simultaneously  using  a  micro-focus  tube  with 
significantly  larger  power  and  this  is  believed  to  be  a  major  opportunity  for  continuation  of  the 
investigation  initiated  and  carried  out  in  this  project  in  the  near  future. 

Scientific  leadership  establishment:  With  the  valued  support  by  this  grant,  the  research  group  led  by  the 
PI  at  Emory  University  has  established  an  international  scientific  leadership  in  x-ray  phase  contrast  CT 
imaging,  demonstrated  by  its  publication  in  the  prestigious  scientific  journals  and  conferences,  and  the 
invitation  by  journal’s  editorial  board  to  review  manuscripts,  and  by  federal  and  non-profit  funding  agencies 
for  the  study  sections  to  review  research  proposals  related  to  x-ray  phase  contrast  CT  imaging.  Especially, 
the  PI  was  the  co-chair  of  a  session  entitled  “Phase-contrast  CT  and  Few  View  CT”  in  the  3rd  International 
Conference  on  CT  Image  Formation  in  X-ray  Computed  Tomography  (Salt  Lake  City,  Utah,  June  22-25, 
2014),  as  well  as  the  chair  of  another  session  entitled  “Optical,  Ultrasound,  and  Emerging  Imaging 
Techniques”  in  the  AAPM’s  (American  Association  of  Physicists  in  Medicine)  52nd  Annual  Meeting  in  Austin, 
TX  (August  20-24,  2014). 

What  opportunities  for  training  and  professional  development  has  the  project  provided? 

The  project  provided  a  training  opportunity  for  Yi  Yang,  PhD,  a  post-doc  fellow  at  the  Department  of 
Radiology  and  Imaging  Sciences,  Emory  University  School  of  Medicine,  to  transit  from  the  career  path 
of  an  atomic/plasma  physicist  and  successfully  grow  into  an  imaging  scientist,  with  a  formal  position  of 
senior  research  associate  initially  at  the  Department  of  Radiology  and  Imaging  Sciences,  Emory 
University  School  of  Medicine  and  then  switched  to  a  formal  job  position  in  CT  industry  after  he  has 
gained  knowledge,  expertise  and  extensive  experience  in  CT  sciences  and  technologies,  via  his 
training  supported  under  this  grant. 

How  were  the  results  disseminated  to  communities  of  interest? 
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Nothing  to  report. 


What  do  you  plan  to  do  during  the  next  reporting  period  to  accomplish  the  goals? 

The  project  completes  at  the  end  of  this  reporting  period. 

4.  IMPACT 

What  was  the  impact  on  the  development  of  the  principal  discipline(s)  of  the  project? 

•  We  found  that,  in  addition  to  the  1s,-order  derivative  (existing  art),  the  2nd-order  derivative  also  play  a 
significant  role  in  the  grating  based  x-ray  phase  contrast  imaging.  We  derived  the  theoretical  foundation 
for  system  modeling  and  analysis  and  provide  a  practical  approach  for  imaging  applications,  which  has 
been  published  in  Medical  Physics  -  the  scientific  journal  of  American  Society  of  Physicist  in  Medicine 
(AAPM)11. 

•  We  found  that  the  dark  field  signal  in  the  grating  based  x-ray  phase  contrast  imaging  is  actually  a 
complex  signal,  rather  than  only  a  real  signal  as  what  has  been  assumed  in  the  literature  (existing 
knowledge).  We  derived  the  theoretical  foundation  for  system  modeling  and  analysis  and  provide  a 
practical  approach  for  signal  retrieval  and  imaging,  which  has  been  published  in  Medical  Physics  -  the 
scientific  journal  of  AAPM12. 

•  We  found  that  there  inevitably  exists  imperfection  in  gratings  -  the  key  components  of  x-ray  phase 
contrast  CT.  We  derived  the  theoretical  foundation  for  system  modeling  and  analysis  and  provide  an 
effective  approach  to  successfully  cope  with  it,  which  has  been  published  in  Medical  Physics  -  the 
scientific  journal  of  AAPM13. 

•  We  found  that,  in  the  situation  with  twin-peaks,  the  radiation  dose  required  by  grating  based  x-ray 
phase  contrast  CT  can  still  be  significantly  reduced  by  algebraic  method.  We  derived  the  theoretical 
foundation  for  system  modeling  and  analysis  and  provide  an  effective  approach  to  successfully  reduce 
radiation  dose.  The  method  and  preliminary  data  have  been  submitted  to  Medical  Physics  as  a  paper 
that  is  in  revision14. 

What  was  the  impact  on  other  disciplines? 

Nothing  to  report. 

What  was  the  impact  on  technology  transfer? 

Nothing  to  report. 

What  was  the  impact  on  society  beyond  science  and  technology? 

Nothing  to  report. 

5.  CHANGES/PROBLEMS 

Nothing  to  report. 


6.  PRODUCTS: 

Publications,  conference  papers,  and  presentations 


to 


In  Peer-reviewed  Journals  (manuscript  attached  in  appendix):  Five  papers  that  are  partially 
supported  by  the  grant  or  related  to  the  subject  of  the  project  were  published  in  Medical  Physics,  one  of 
the  leading  scientific  journals  in  Medical  Imaging.  In  addition,  one  manuscript  has  been  submitted  to 
Medical  Physics  and  in  the  revision  process. 

1 .  Tang  X,  Yang  Y  and  Tang  S,  “Characterization  of  imaging  performance  in  differential  phase  contrast  CT 
compared  with  the  conventional  CT  -  Spectrum  of  noise  equivalent  quanta  NEQ(k)”  Med.  Phys.,  39(7):  4467- 
82,2012. 

2.  Yang  Y  and  Tang  X,  “The  second-order  differential  phase  contrast  and  its  retrieval  for  imaging  with  x-ray 
Talbot  interferometry,”  Med.  Phys.,  v.39,  pp. 7237-53,  2012. 

3.  Tang  S  and  Tang  X,  “Radial  differential  interior  tomography  and  its  image  reconstruction  with  differentiated 
backprojection  and  projection  onto  convex  sets,”  Med.  Phys.,  v.40,  101914  (14pp.),  2013. 

4.  Yang  Y  and  Tang  X,  “Complex  dark-field  contrast  and  its  retrieval  in  x-ray  phase  contrast  imaging 
implemented  with  Talbot  interferometry,”  Med.  Phys.,  v.4l,  101914  (1 9pp.),  2014. 

5.  Yang  Y,  Xie  H,  Cai  W,  Mao  H  and  Tang  X,  “Grating-based  x-ray  differential  phase  contrast  imaging 
with  twin  peaks  in  phase-stepping  curves-phase  retrieval  and  dewrapping,”  Med.  Phys.,  v.42, 

pp. 2855-69,  201 6. 

6.  Xie  H,  Cai  W,  Yang  L,  Mao  H  and  Tang  X,  “Reducing  radiation  dose  in  grating  based  x-ray  phase 
contrast  CT  with  twin-peaks  in  its  phase  stepping  curves,”  submitted  to  Med.  Phys.,  in  revision,  2016 

In  peer-reviewed  Conferences  (manuscript  not  attached  in  appendix):  Seven  papers  were 
published  in  SPIE  Medical  Imaging  Conference,  RSNA’s  Scientific  Assembly  and  Exibition,  and  AAPM 
Annual  Meetings  etc.. 

1 .  X  Tang,  Y  Yang  and  S  Tang,  “The  potential  imaging  performance  of  differential  phase  contrast  CT  -  NPS(k), 
MTF(k)  and  NEQ(k),”  Proc.  2nd  International  Conf.  Image  Formation  in  X-ray  CT,  pp.271-74,  201 2. 

2.  X.  Tang,  Y.  Yang  and  S.  Tang,  “NEQ(k):  The  signal  and  noise  transfer  properties  in  differential  phase 
contrast  CT,”  54™  AAPM  (American  Association  of  Physicists  in  Medicine)  annual  Meeting,  Charlotte,  NC, 

July  29  -  Aug.  2,  2012. 

3.  X.  Tang,  Y.  Yang  and  S.  Tang,  “The  property  of  signal-to-noise  and  its  variation  over  spatial  frequency  in 
differential  phase  contrast  CT,”  IEEE  Medical  Imaging  Conference,  Anaheim,  Oct.  27  -  Nov.  3,  2012. 

4.  X.  Tang,  Y.  Yang  and  S.  Tang,  “Spectrum  of  noise  equivalent  quanta  NEQ(k)  -  Differential  phase  contrast  CT 
vs.  conventional  CT,”  RSNA  98th  Scientific  Assembly  and  Annual  Meeting  Program,  Chicago,  Nov.  25  -  30, 
2012. 

5.  X  Tang,  Y  Yang  and  S  Tang,  “Detectability  index  of  differential  phase  contrast  CT  compared  with 
conventional  CT:  a  preliminary  channelized  Hotelling  observer  study,”  Proc.  SPIE,  v.8668,  2013. 

6.  X.  Tang  and  Y.  Yang,  “Internal  noise  in  channelized  Hotelling  observer  (CHO)  study  of  detectability 
index  -  differential  phase  contrast  CT  vs.  conventional  CT,”  SPIE  Proc.  vol.  9033,  Medical  Imaging 
2014:  Physics  of  Medical  Imaging,  903326  (March  19,  2014):  doi:1 0.1 11 7/1 2.2043251. 

7.  Y.  Yang  and  X.  Tang,  “Complex  dark-field  contrast  in  grating-based  x-ray  phase  contrast  imaging,” 
SPIE  Proc.  vol.  9421,  Medical  Imaging  2014:  Physics  of  Medical  Imaging,  941257  (March  18, 

201 5):  doi:1 0.1 1 1 7/1 2.2082294. 


Website(s)  or  other  Internet  site(s):  No 


Technologies  or  techniques:  Nothing  to  report. 


li 


Inventions,  patent  applications,  and/or  licenses:  Nothing  to  report. 


Other  Products:  Collection  of  specimens  of  AD  brain,  normally  aged  brain  and  pathologically  aged  brain. 

7.  PARTICIPANTS  &  OTHER  COLLABORATING  ORGANIZATIONS 


What  individuals  have  worked  on  the  project?  The  senior  personnel  who  have  participated  in  the  project 
are  listed  in  Table  IV. 

Table  IV.  Senior  personnel  of  the  project. 


Name 

Role 

Effort  (m/yr) 

Contribution 

X.  Tang,  PhD 

PI 

1.2 

Project  design  and  leadership,  x-ray  phase  contrast  CT 
development,  optimization,  data  acquisition  and  image 
analysis 

C  Meltzer,  MD 

Co-inv 

0.12 

Project  design,  AD  radiologic  guidance 

H  Mao,  PhD 

Co-inv 

0.24 

Biochemistry  guidance  and  support 

M  Gearing,  PhD 

Co-inv 

1.2 

AD  pathology  guidance  and  support,  collection  of  specimen 

Has  there  been  a  change  in  the  active  other  support  of  the  PD/PI(s)  or  senior/key  personnel  since 
the  last  reporting  period? 

Nothing  to  report. 

What  other  organizations  were  involved  as  partners? 

Nothing  to  report. 

8.  SPECIAL  REPORTING  REQUIREMENTS 
COLLABORATIVE  AWARDS:  Nothing  to  report. 

QUAD  CHARTS:  Nothing  to  report. 

9.  APPENDICES:  See  attachments. 
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Characterization  of  imaging  performance  in  differential  phase  contrast 
CT  compared  with  the  conventional  CT:  Spectrum  of  noise  equivalent 
quanta  NEQ(/c) 

Xiangyang  Tang,a)  Yi  Yang,  and  Shaojie  Tang 

Imaging  and  Medical  Physics,  Department  of  Radiology  and  Imaging  Sciences,  Emory  University  School 
of  Medicine,  1701  Uppergate  Drive,  C-501 8,  Atlanta,  Georgia  30322 

(Received  8  December  2011;  revised  4  June  2012;  accepted  for  publication  6  June  2012; 
published  29  June  2012) 

Purpose:  Differential  phase  contrast  CT  (DPC-CT)  is  emerging  as  a  new  technology  to  improve  the 
contrast  sensitivity  of  conventional  attenuation-based  CT.  The  noise  equivalent  quanta  as  a  function 
over  spatial  frequency,  i.e.,  the  spectrum  of  noise  equivalent  quanta  NEQ(k),  is  a  decisive  indicator  of 
the  signal  and  noise  transfer  properties  of  an  imaging  system.  In  this  work,  we  derive  the  functional 
form  of  NEQ(k)  in  DPC-CT.  Via  system  modeling,  analysis,  and  computer  simulation,  we  evaluate 
and  verify  the  derived  NEQ(k)  and  compare  it  with  that  of  the  conventional  attenuation-based  CT. 

Methods:  The  DPC-CT  is  implemented  with  x-ray  tube  and  gratings.  The  x-ray  propagation  and  data 
acquisition  are  modeled  and  simulated  through  Fresnel  and  Fourier  analysis.  A  monochromatic  x-ray 
source  (30  keV)  is  assumed  to  exclude  any  system  imperfection  and  interference  caused  by  scatter 
and  beam  hardening,  while  a  360°  full  scan  is  carried  out  in  data  acquisition  to  avoid  any  weight¬ 
ing  scheme  that  may  disrupt  noise  randomness.  Adequate  upsampling  is  implemented  to  simulate  the 
x-ray  beam’s  propagation  through  the  gratings  G\  and  Go  with  periods  8  and  4  pt m,  respectively,  while 
the  intergrating  distance  is  193.6  mm  (1/16  of  the  Talbot  distance).  The  dimensions  of  the  detector 
cell  for  data  acquisition  are  32  x  32,  64  x  64,  96  x  96,  and  128  x  128  /im2,  respectively,  corre¬ 
sponding  to  a  40.96  x  40.96  mm2  field  of  view  in  data  acquisition.  An  air  phantom  is  employed  to 
obtain  the  noise  power  spectrum  NPS(k),  spectrum  of  noise  equivalent  quanta  NEQ(k),  and  detective 
quantum  efficiency  DQE(k).  A  cylindrical  water  phantom  at  5.1  mm  diameter  and  complex  refraction 
coefficient  n  —  1  —  8  +  if  —  1  —2.5604  x  10-7  +  11.2353  x  10-10  is  placed  in  air  to  measure  the 
edge  transfer  function,  line  spread  function  and  then  modulation  transfer  function  MTF(k),  of  both 
DPC-CT  and  the  conventional  attenuation-based  CT.  The  x-ray  flux  is  set  at  5  x  106  photon/cm2 
per  projection  and  observes  the  Poisson  distribution,  which  is  consistent  with  that  of  a  micro-CT  for 
preclinical  applications.  Approximately  360  regions,  each  at  128  x  128  matrix,  are  used  to  calculate 
the  NPS(k)  via  2D  Fourier  transform,  in  which  adequate  zero  padding  is  carried  out  to  avoid  aliasing 
in  noise. 

Results:  The  preliminary  data  show  that  the  DPC-CT  possesses  a  signal  transfer  property  [MTF(k)] 
comparable  to  that  of  the  conventional  attenuation-based  CT.  Meanwhile,  though  there  exists  a  radical 
difference  in  their  noise  power  spectrum  NPS(k)  (trait  1/lkl  in  DPC-CT  but  \k\  in  the  conventional 
attenuation-based  CT)  the  NEQ(k)  and  DQE(k)  of  DPC-CT  and  the  conventional  attenuation-based 
CT  are  in  principle  identical. 

Conclusions:  Under  the  framework  of  ideal  observer  study,  the  joint  signal  and  noise  transfer  prop¬ 
erty  NEQ(k)  and  detective  quantum  efficiency  DQE(k)  of  DPC-CT  are  essentially  the  same  as  those 
of  the  conventional  attenuation-based  CT.  The  findings  reported  in  this  paper  may  provide  insight¬ 
ful  guidelines  on  the  research,  development,  and  performance  optimization  of  DPC-CT  for  exten¬ 
sive  preclinical  and  clinical  applications  in  the  future.  ©  2012  American  Association  of  Physicists  in 
Medicine,  [http://dx.doi.org/10.!  1 18/1.4730287] 

Key  words:  CT,  x-ray  CT,  x-ray  phase  CT,  x-ray  differential  phase  contrast  CT,  x-ray  tube  and 
grating-based  phase  CT,  imaging  performance,  modulation  transfer  function,  MTF,  noise,  noise 
power  spectrum,  NPS,  noise  equivalent  quanta,  NEQ,  detective  quantum  efficiency,  DQE. 


I.  INTRODUCTION 

Motivated  to  reach  higher  subject  contrast  over  soft  tis¬ 
sues  in  x-ray  CT  imaging,  the  scientific  community  has  de¬ 
voted  increasing  effort  to  the  investigation  of  x-ray  tube 
and  grating-based  differential  phase  contrast  CT  (DPC-CT) 
for  early  detection  of  cancer  and  other  diseases.1-5  The  ini¬ 
tial  exploration  was  relatively  qualitative  and  demonstrated 


significant  improvement  in  the  contrast  of  soft  tissues  in 
human  specimens  or  very  small  animals.1-2  4'3  Recently,  the 
investigation  has  become  quantitative,  and  preliminary  re¬ 
sults  on  the  noise  property  of  DPC-CT,6-13  such  as  pixel- 
based  gross  variance,6-9  contrast-to-noise  ratio,8,10  and 
spatial  autocovariance  function,  have  been  reported.  It  is  a 
fundamental  understanding  that  the  subject  contrast  of  soft 
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tissues  in  an  imaging  system  is  intrinsically  determined  by 
their  interaction  with  the  x-ray  beam,14-16  while  the  system’s 
performance  is  determined  by  its  signal  and  noise  transfer 
properties.11, 1 7-3:1  In  principle,  the  signal  transfer  property  of 
an  imaging  system  is  dependent  on  its  modulation  transfer 
function  MTF(k), 17-30  while  the  noise  transfer  property  can 
only  be  thoroughly  characterized  by  its  noise  power  spectrum 
NPS(k),  i.e.,  the  variation  of  noise  intensity  as  a  function  over 
spatial  frequency  k. 17-35  It  has  been  reported  that  there  ex¬ 
ists  a  radical  difference  in  the  noise  power  spectrum  NPS(k) 
between  DPC-CT  and  the  conventional  attenuation-based  CT 
(referred  to  as  conventional  CT  hereafter):  the  NPS(k)  of 
the  former  manifests  itself  with  the  trait  \l\k\,  and  the  latter 
with  Ifcl. 11,12 

In  general,  an  imaging  system  can  be  cascaded  into  two 
stages — image  formation  (or  record  or  detection  as  termed 
in  the  literature)  and  image  presentation  or  display.2"'27'23 
Such  a  separation  is  straightforward  in  digital  imaging  modal¬ 
ities,  e.g.,  the  DPC-CT  and  conventional  CT  to  be  investi¬ 
gated  in  this  work,  but  quite  intricate  in  the  early  days  when 
only  analog  imaging  modalities,  e.g.,  x-ray  screen-film  ra¬ 
diography,  were  available.  Quite  a  few  factors  may  degrade 
the  performance  of  an  imaging  system,  which  include  but 
are  not  limited  to  (i)  the  ubiquitous  random  fluctuation — 
noise — in  data  acquisition,  (ii)  the  anatomic  and  physiologic 
variation  in  patient  population,  and  (iii)  the  intra-  and  in¬ 
terobserver  variability  when  a  diagnosis  is  made  based  on 
the  images  presented.27'2,11  These  factors  work  in  concert 
with  one  another  and  thus  make  the  performance  assess¬ 
ment  of  an  imaging  system  extremely  challenging.  With  re¬ 
course  to  Bayesian  statistical  decision  and  information  the¬ 
ories,  a  framework  for  the  performance  assessment  of  an 
imaging  system  has  been  established  through  the  tremendous 
and  successful  effort  of  leading  scientists  in  this  field,17-28 
in  which  the  detection  of  pathological  lesions  with  a  medi¬ 
cal  imaging  system  is  mathematically  treated  as  a  decision 
making  process.  An  observer  makes  the  decision  between 
two  hypotheses — Hi:  lesion  present  (abnormal  or  positive); 
H2:  lesion  absent  (normal  or  negative) — according  to  whether 
the  value  of  a  decision  function  exceeds  a  threshold  or 
not.  If  the  decision  function  is  the  Bayesian  likelihood, 
the  decision  maker  becomes  an  ideal  observer,  who  mini¬ 
mizes  the  risks  while  making  the  decision,  i.e.,  maximizing 
the  area  under  the  receiver  operating  characteristics  (ROC) 
curve.20-27'28 

Suppose  the  imaging  system  under  study  is  linear  and 
shift-invariant,  and  the  noise  corrupting  the  system  is 
Gaussian  and  stationary.  Given  a  signal  specified  in  the 
spatial  frequency  domain  as  AS (k),  i.e.,  the  signal  and 
background  known  exactly  (SKE/BKE),27'28'3"  the  squared 
signal-to-noise  ratio  or  the  detectability  index  defined 
by 

SNR2dca|  =  j  |  AS(k)\2NEQ(k)dk  (1) 

is  an  ideal  observer  figure  of  merit  (FOM)  to  assess  an 
imaging  system’s  performance,27'30  wherein  the  spectrum  of 
noise  equivalent  quanta  NEQ(k)  may  be  in  different  func¬ 


tional  forms  over  imaging  modalities.20, 21,26,28  An  ideal  ob¬ 
server  is  assumed  to  have  prior  knowledge  of  the  task  and 
the  statistical  properties  of  the  noise.  Equation  (1)  is  an  in¬ 
tegration  of  factorization  and  implies  that,  given  a  specific 
task  IAS(k)l2,  the  ideal  observer  performance  of  an  imag¬ 
ing  system  can  be  optimized  by  maximizing  its  NEQ(k).27'30 
Usually,  the  task  is  to  differentiate  a  lesion  from  the  sur¬ 
rounding  tissues  or  organs  or  simply  an  object  from  its 
background.  Therefore,  the  signal  AS (k)  in  Eq.  (1)  should 
be  perceived  as  a  difference  or  contrast  between  the  ob¬ 
ject  to  be  imaged  and  background. 20,2 1,27,30  In  practice, 
Eq.  (1)  can  be  extended  to  deal  with  more  complicated  sit¬ 
uations,  wherein  the  noise  observes  the  Poisson  distribu¬ 
tion  and  is  not  stationary,  the  imaging  system  is  nonlinear 
and  shift-variant,  or  the  signal  is  superimposed  on  a  random 
background.20, 27 - 28' 30 

Recognizing  the  important  role  played  by  NEQ(k)  as  a 
FOM  to  assess  the  ideal  observer  performance  of  an  imag¬ 
ing  system,20,27,28’30,32-35  we  investigate  the  NEQ(fc)  and  re¬ 
sultant  spectrum  of  detective  quantum  efficiency  DQE(k)  of 
DPC-CT  in  this  work.  In  a  way  analogous  to  the  investi¬ 
gation  of  conventional  CT’s  NEQ(fc)  and  DQE(k),  we  treat 
the  DPC-CT  as  a  linear  and  shift-invariant  system.  Owing  to 
the  fact  that  Gaussian  noise  approaches  Poisson  noise  if  the 
detected  number  of  photons  is  large,  we  assume  the  noise  in 
the  DPC-CT  is  Gaussian.29  To  avoid  any  interference  caused 
by  scatter  and  beam  hardening,  a  monochromatic  x-ray  source 
is  assumed  in  both  the  DPC-CT  and  conventional  CT  in  this 
investigation,  though  they  are  actually  configured  with  a  poly¬ 
chromatic  one  in  practice.  Under  the  framework  of  an  ideal 
observer,  we  derive,  analyze,  evaluate,  and  verify  the  NEQ(k) 
and  DQE(k)  of  DPC-CT  through  computer  simulation  stud¬ 
ies  and  compare  the  result  with  that  of  conventional  CT.  For 
clarity  in  expression  henceforth,  AS (k),  SNR^eai,  NPS(k), 
MTF(Af),  NEQ(k),  and  DQE(k)  denote  the  quantities  corre¬ 
sponding  to  an  imaging  system  in  general,  which  can  be  ei¬ 
ther  DPC-CT  or  conventional  CT.  Specifically,  the  quantities 
corresponding  to  the  DPC-CT  are  denoted  with  subscript  “p,” 
while  those  corresponding  to  the  conventional  CT  are  denoted 
with  subscript  “a.” 


II.  MATERIALS  AND  METHODS 

To  characterize  the  spectrum  of  noise  equivalent  quanta 
NEQp(k)  and  spectrum  of  detective  quantum  efficiency 
DQEp(k)  of  DPC-CT,  we  start  out  by  deriving  its  functional 
form  and  comparing  it  with  that  of  the  conventional  CT. 
Subsequently,  we  introduce  the  methods  and  procedures  to 
evaluate  and  verify  the  derived  NEQ p(k)  and  DQE;,(k)  and 
compare  them  with  their  counterparts  in  conventional  CT.  We 
constrain  ourselves  in  this  work  to  conducting  computer  sim¬ 
ulation  study  only;  thereby  the  systematic  and  random  errors, 
such  as  the  fabrication  accuracy  and  alignment  of  gratings, 
and  the  effects  due  to  beam  hardening  and  scattering  that 
may  exist  in  a  physical  DPC-CT  and  compromise  or  bias  the 
accuracy  and  precision  of  evaluation  and  verification  can  be 
excluded. 


Medical  Physics,  Vol.  39,  No.  7,  July  2012 


4469 


Tang,  Yang,  and  Tang:  Spectrum  of  noise  equivalent  quanta  NEQ(k)  of  DPC-CT 


4469 


Micro-focus  x- 
ray  tube 

oa 


Fig.  1.  The  diagrams  showing  (a)  the  schematic  of  an  x-ray  tube  and 
grating-based  DPC-CT  and  (b)  the  schematic  of  virtual  grating  decomposi¬ 
tion,  in  which  the  upper  and  lower  Talbot  patterns  are  associated  with  gratings 
A  and  B,  respectively. 


II.A.  Imaging  mechanism  of  DPC-CT  implemented 
with  x-ray  tube  and  gratings 

The  architecture  of  DPC-CT  implemented  with  a  micro¬ 
focus  x-ray  tube  and  gratings2  is  shown  in  Fig.  1(a).  Gi  is 
a  phase  grating  and  G2  an  absorption  grating,  which  can 
be  fabricated  with  photolithography,  deep  chemical  etching, 
and  electroplating. 36  G 1  and  G2  work  together  as  a  shearing 
interferometer37-39  to  detect  the  wavefront  alteration  caused 
by  the  object  in  x-ray  beam.  The  x-ray  tube  irradiates  the 
specimen,  while  the  specimen  stage  rotates  by  a  range  sat¬ 
isfying  the  data  sufficiency  condition,  and  the  CCD  x-ray  de¬ 
tector  is  employed  for  data  acquisition.  The  key  component 
of  the  imaging  chain  is  grating  Gi,  a  diffraction  interferom¬ 
eter  based  on  the  Talbot  effect.37-39  Figure  1(b)  shows  how 
Gi  works  by  virtually  decomposing  it  into  gratings  A  and  B. 
The  extra  optical  path  corresponding  to  grating  B  relative  to 
that  through  grating  A  is  half  wavelength,  which  is  equivalent 
to  a  180°  phase  shift.  The  beams  corresponding  to  gratings 
A  and  B  recombine  after  they  pass  through  the  gratings,  and 
interference  fringe  appears  if  the  object  to  be  imaged  is  in  the 
x-ray  beam. 

The  imaging  mechanism  of  x-ray  tube  and  grating-based 
DPC-CT  is  elaborated  in  Refs.  11-13  and  37-39  and  only 
a  concise  review  is  given  below.  According  to  Fresnel 
analysis,40-41  the  irradiance  I(x,  z)  at  the  CCD  detector  is 


where  Ax  is  a  displacement  in  the  jr-direction,  and  <p(x,  y)  is 
the  phase  variation  over  Ax,  which  is  the  projection  of  refrac¬ 
tive  coeffiecient  8(x.  y,  z)  along  the  x-ray  path 

,  y)  =  J  S(x,y,z)dz.  (3) 


Note  that  the  refractive  coefficient  has  been  denoted  by  <5(x, 
y,  z)  in  the  literature.  However,  to  avoid  its  confusion  with  the 
Dirac  function  and  Kronecker  delta  that  are  used  to  derive  the 
functional  form  of  NEQ;,(k)  later  in  this  paper,  <5(jc  ,  y,  z)  is 
adopted  to  represent  the  refractive  coeficient. 

Equation  (2)  shows  that  the  irradiance  depends  on  the 
derivative  of  the  phase  variation  along  the  x  axis.  After  the 
x-ray  passes  grating  G2,  the  irradiance  at  detector  D  is41 

E°°  /  2  Tcmx 

am(u,  v)  cos  I - b  <Pm(u,  v) 

m= 1  '  Sl 

(4) 


where  ( u ,  v)  is  the  coordinate  of  a  detector  cell  and  gz  the 
period  of  grating  G2.  By  linearly  shifting  grating  G2  along  the 
x  axis  and  carrying  out  a  Fourier  analysis,  one  can  determine 
ao(u,  v),  a\(u,  v),  and  (pi (u,  v)  from  Eq.  (4).41  In  fact,  one  has 


d(p{x,  y) 
dx 


=  V i(m,  v) 


82 

^Zt 


(5) 


where  zt  is  the  fractional  Talbot  distance.2  -'7  41  Substituting 
the  </>(x,  y)  defined  in  Eq.  (3)  into  Eq.  (5),  one  gets 


V i(«,  v)  = 


Xzt  9</>(x,  y)  2txzt  9 


82  dx 
2: tzt  C  9 
82  Jz  dx 


82  dx  jz 
<5(x,  y,  z)dz. 


J  8(x,y,z)dz 


(6) 


This  means  that  the  phase  retrieved  through  a  Fourier  analy¬ 
sis  of  Eq.  (4)  is  the  projection  of  the  refractive  coefficient’s 
derivative,  and  this  is  the  underlying  reason  that  the  phase 
CT  implemented  with  x-ray  tube  and  gratings  is  called  dif¬ 
ferential  phase  contrast  CT.  Once  data  <p\(u,  v )  are  acquired, 
tomographic  images  of  refraction  are  reconstructed  using 
the  filtered  backprojection  (FBP)  algorithms.42-4'1  Since  the 
reconstruction  is  carried  out  directly  from  3 <5(x,  y,  z)/dx,  the 
ramp  kernel  is  replaced  with  the  Hilbert  kernel.  It  should  be 
pointed  out  that  the  modeling  of  data  acquisition  in  the  x- 
ray  tube  and  grating-based  DPC-CT  through  the  schematic  of 
Fig.  1(b)  and  Eqs.  (2)-(6)  has  been  evaluated  and  veri¬ 
fied  in  Ref.  11,  which  is  in  principle  the  same  as  the  five 
steps  detailed  in  Ref.  13.  The  well-known  contrast-detail  (C- 
D)  phantom- 9  (see  Sec.  Ill)  is  used  to  evaluate  and  verify 
the  correctness  and  accuracy  of  the  data  acquisition  mod¬ 
eling  and  image  reconstruction,  and  the  result  is  presented 
in  Fig.  2. 


Ia+bOdz)  ~4>(x+A^,y)  -</>(x-  A^,y) 

^  d<P(x ,  y) 

—  - Ax, 

dx 


II. B.  Spectrum  of  noise  equivalent  quanta  in  DPC-CT 
and  conventional  CT 

In  the  early  days  of  conventional  CT,  an  observation  of 
- 1  the  morphologic  difference  in  the  noise  of  CT  images  against 
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Fig.  2.  Transverse  images  of  the  C-D  phantom  generated  by  the  x-ray  tube 
and  grating-based  DPC-CT  CT  (a)  and  the  conventional  CT  (b)  (x-ray  expo¬ 
sure  107  photon/cm2  per  projection,  detector  cell  48  x  48  /xm2). 


CT,  and  all  lead  to  the  same  functional  form 

NPSa(*)  =  |*|  |MTFfl(*)|2 

NgN 

=  1*1  |MTF„(*)|2  ,  (7) 

bNgI0 

where  a  is  the  detector  pitch,  b  is  the  detector  height,  and  k  is 
the  radial  frequency  defined  as 

k = y** + *2.  (8) 

Ng  is  the  number  of  angular  locations  at  which  the  projection 
data  are  acquired,  Iq  is  the  measured  photon  flux,  and  N  is 
the  mean  number  of  x-ray  photons  detected  at  each  detector 
cell.  Since  no  object  should  be  placed  in  the  x-ray  beam  in 
the  investigation  of  noise  property,  N  is  assumed  equal  across 
all  the  detector  cells.  MTF„(*)  is  the  overall  algorithmic  con¬ 
tribution,  including  the  windowing  and/or  boosting  in  the  fre¬ 
quency  domain  for  an  optimization  between  noise  and  spatial 
resolution,  to  the  modulation  transfer  function. 

The  multiplication  of  Ng  and  Iq  has  been  defined  as  the 
noise  equivalent  quanta.20,21,23  Accordingly,  Eq.  (7)  can  be 
expressed  as 

NPSfl(*)  =  TTiErT  1*1  lMTF^)l2  ■  W 

/;NEQ„ 

Consequently,  the  spectrum  of  noise  equivalent  quanta 
NFQ„(T)  and  detective  quantum  efficiency  DQEfl(*)  of  the 
conventional  CT  are 13-21 

NEQ-(*)=w^w|4||M1F“(t)|2-  (10) 


DQEfl(*)  = 


NEQfl(*) 

Ngl0 


(ID 


the  white  noise  suggested  that  there  existed  an  interpixel  cor¬ 
relation.  By  analyzing  the  distribution  of  noise  power  over 
spatial  frequency  k,  i.e.,  the  noise  power  spectrum  NPS„(*), 
the  interpixel  correlation  is  confirmed,  even  though  there  is 
no  intercell  correlation  in  the  noise  of  the  detector  used  for 
data  acquisition.  Since  then,  the  groundwork  of  using  noise 
power  spectrum  NPS„(*)  and  spectrum  of  noise  equivalent 
quanta  NEQ„(*)  to  analyze  the  signal  and  noise  behavior  of 
a  conventional  CT  system  or  CT  imaging  method  has  been 
laid  out.17-23  In  this  section,  we  follow  the  mathematic  treat¬ 
ment  to  derive  the  functional  form  of  NPS/;(*)  and  NEQp(*) 
in  the  DPC-CT  implemented  with  x-ray  tube  and  gratings  and 
compare  it  with  that  of  the  conventional  CT. 


II. B.  1.  Spectrum  of  noise  equivalent  quanta  NEQa(k) 
of  the  conventional  CT 

A  number  of  strategies,  e.g.,  the  method  proposed  by 
Barret,18  the  central  slice  theorem,19  information  theory,20 
and  statistical  detection  theory,21  have  been  exercised  to  ob¬ 
tain  the  noise  power  spectrum  NPSa(*)  of  the  conventional 


II.B.2.  Spectrum  of  noise  equivalent  quanta  NEQp(k) 
of  the  DPC-CT 


As  indicated  above,  the  phase  information  <p\  (u.  v)  can  be 
retrieved  by  stepping  grating  G2  linearly  along  the  x  axis  (see 
Fig.  1).  At  each  step 
k 

x„  =  — gT,  k  —  1,2,...  ,M,  (12) 

the  measured  x-ray  irradiance  at  (m,  v)  in  a  detector  repre¬ 
sented  in  Eq.  (4)  can  be  rewritten  as 

M_ _ j 

N(k)  (11,  v)  =  ^2  A/  — ~ ~ exp 

t _ _ M_  ^ 

l~  2 

(13) 


Ik 

iipi  ( u ,  v)+2 Tti  — 
M 


where  Ni  is  non-negative  and  real  and  d\(l  is  the  Kronecker’s 
delta  <5/,„  by  setting  the  2nd  subscript  m  equal  to  zero,  i.e., 


(  1  /  =  0 

[0  1^0 


(14) 


Note  that  cpi(u,  v)  (1  =  1)  is  the  phase  we  want  to  retrieve  for 
reconstruction  of  the  3D  distribution  of  refractive  coefficient 
[see  Eq.  (6)]. 
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The  discrete  Fourier  transform  of  both  sides  of  Eq.  (13) 
gives 

1  ^  (  k  \ 

-MN\zxp  [itp\  («,  v )]  =  N(k)  (n,  u)exp  (  —2i ri  —  J . 

k=  l  x  ' 


Since  N \  is  non-negative  and  real,  Eq.  (15)  further  gives 

E"i  W(t)(ii,u)exp(-2ff/£) 
exp  [icpi  (u,  d)J  = - — - : — ,  (16) 


E*=i N(k)  («>  ^)exP  (~2ni  h) 


(15)  or  equivalently 


exp  [i<p\  (u ,  i>)]  = 


Eitli  N(k)  v )  exP  h) 


{ [El!! i  N(k)  («-  v)  exp  (2 TTi  ^)]  [E*Li  («-  «)  exP  (-2?ri'  £) 


1/2  • 


(17) 


Differentiating  both  sides  of  Eq.  (17),  one  gets 


/exp  [/<pi  (u,  v)]  A<pi  (u,  v) 


E*L  i  AAr®  («.  tt)exp 


Y!Li  N(k)(u,  u)exp  (2771—^  Erli  u)exp  ^—2 ttj 


A: 

M 


1 1  1/2 


E*=i /vrt)  («>  v)  exP  ( -2?n  ^ 


Erlt  AN(k)  (n,  i>)  exp  ^2jt/  — 


E*=i  («.  v)  exp  (2 7r/'  — 


E/r=]  («,  f)  exp  ( -2?r/  — 


3/2 


Erl  1  N(k)  («.  v)  exP  2tt/  Erli  ^(t)  («.  it)  exp  (2^/  ^  j 


Er=i  AA?(<:)  (u,  v )  exp  (  -27ri  — 


(18) 


Er=i  #(t)  («>  it)  exp  (  2;r/  — 


Er=i  'vtt)  («>  exp  (  —  2jtZ  — 


-1 1 3/2 


Substituting  Eq.  (15)  into  Eq.  (18)  yields 


/exp  [itp  1  (n,  i>)]  Aipi  (n,  i>) 


Y2k=i  AAt(i)  (n,  u)exp  y—2Tci—J  ^  exp  [2/y?i  (w,  u)]  2  2M2N2 

2 


1/W/V! 


2~2M2N2  Erli  (m.  >t)  exp  (  -2jr/ 


2~3M3N3 


A^V<<:)  (m,  it)  exp  (  2tt /  — 


M 


2~3M3N3 


(19) 


which  can  be  concisely  rewritten  as 


Aip\(u,  v )  =  — /  ^ 


*=1 


exp  — 27r/  — 

F  V  M 

MN\exp  [i(p\(u,  t>)]  MN\tx p  [— iq>\{u,  12)] 


exp  (2jt/a) 


AN(k\u,  v). 


(20) 


Consequently,  one  has 
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(A<pi  (m,  v)  A^i  (mi,  ui)>  = 


M 

■  E 

*,*1=1 


exp 


k 

-2ici  — 
M 


exp  I  2j ri  — 
F 1  M 


MN iexp  [iip i  («,  u)]  MN\txp  [— (m,  u)] 


fci 

exp  —  2717  — 
F '  M 


exp  2jn  — 
F '  M 


MN  iexp  [;^i  (mi,  iq)]  MAjexp  [—i<p  \  (u  i,  tq)] 
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where  (mi ,  Vi)  represents  a  location  that  is  different  from  (n,  v)  in  the  detector.  Since  the  measured  x-ray  flux  observes  the  Poisson 
distribution  and  is  spatially  uncorrelated,  one  has 
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where  subscripts  k  and  k/  correspond  to  different  shifting  steps  of  grating  G2.  Inserting  Eq.  (22)  into  Eq.  (21)  and  substituting 
N^k\u,  v)  with  Eq.  (13),  one  obtains 
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It  is  interesting  to  note  that  only  N- 2,  lV_i,  No,  N\,  and  N2 
survive  the  last  step  in  getting  Eq.  (23). 

Subsequently,  defining 
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Eq.  (23)  can  be  concisely  rewritten  as 
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Note  that  the  random  variables  No,  N\ ,  and  N2  have  been 
replaced  with  their  corresponding  mean  values  No,  N  \  and 
N2,  respectively,  in  a  way  analogous  to  that  in  Ref.  10.  Con¬ 
sequently,  one  gets 
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Meanwhile,  according  to  Eq.  (6),  it  is  not  hard  for  one  to  get 
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where  Ng  is  the  total  number  of  projections  in  data  acquisi¬ 
tion,  (7q  is  the  noise  at  each  detector  cell,  and  qo  —  No/ablo. 
In  a  way  analogous  to  that  of  the  conventional  CT, 20,21,23  we 
define  the  noise  equivalent  quanta  as 


NEQ  =  NgMIo, 


and  then  Eq.  (28)  can  be  rewritten  as 
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On  the  other  hand,  according  to  Eq.  (A25)  in  the  Appendix, 
one  has 
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By  equating  the  right  sides  of  Eqs.  (30)  and  (31),  one  attains 
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Furthermore,  as  derived  in  the  Appendix,  the  noise  power 
spectrum  NPSp(A:)  is 
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It  should  be  pointed  out  that,  if  No  and  N-2  are  assumed  to  be 
zero,  one  gets  s2  —  0  and  Eq.  (27)  becomes  exactly  the  same 
as  that  derived  in  Ref.  10,  in  which  only  No,  N\,  and  /V_i  are 
considered.  In  general,  however,  No  and  N- 2  are  small  but  not 
equal  to  zero.  Hence,  the  derivation  given  here  is  a  more  gen¬ 
eral  treatment  in  physics  and  mathematics.  In  addition,  the 
factor  \k\  in  the  numerator  of  Eqs.  (9)  and  (10)  moves  to  the 
denominators  of  Eqs.  (32)  and  (34).  Readers  are  referred  to 
the  Appendix  of  this  paper  for  the  details  related  to  the  deriva¬ 
tion  of  Eq.  (34). 


II.C.  Measurement  of  the  modulation  transfer  function 
MTFp(fc)  of  DPC-CT 

It  has  been  an  established  practice  in  conventional  CT  to 
measure  the  MTFa(k)  with  a  thin  wire  phantom.29, 46,4  The 
wire  is  usually  made  of  metal,  such  as  tungsten,  and  placed 
in  either  air  or  water,  as  long  as  the  attenuation  of  the  thin 
wire  does  not  exceed  the  dynamic  range  of  the  CT  detec¬ 
tor.  Moreover,  it  has  been  well  evaluated  and  verified  that, 
as  long  as  its  diameter  is  substantially  smaller  than  the  detec¬ 
tor  cell  dimension,  the  influence  of  the  wire’s  thickness  on  the 
MTFfl(k)  measurement  can  be  ignored.47  Unfortunately,  how¬ 
ever,  this  approach  cannot  be  directly  adopted  for  measure¬ 
ment  of  MTF;,(k)  in  the  x-ray  tube  and  grating-based  DPC- 
CT,  because  the  detection  of  the  signal  generated  by  such 
a  thin  wire  may  be  substantially  compromised.13  The  major 
reasons  underlying  this  difficulty  are:  (i)  the  signal  gener¬ 
ated  in  the  DPC-CT  is  the  projection  of  the  refractive  coef¬ 
ficient’s  derivative,  which  is  an  odd  function  in  the  case  of  a 
cylindrical  object;  (ii)  the  detection  of  such  a  projection  can 
be  severely  compromised  because  the  integration  of  an  odd 
function  over  the  finite  dimension  of  a  detector  cell  may  be 
null.  As  indicated  in  Ref.  13,  a  better  approach  is  to  utilize 
a  cylindrical  object  with  a  diameter  substantially  larger  than 
the  detector  cell  dimension.  The  cylinder  is  placed  parallel  to 
the  y  axis  of  the  DPC-CT  and  thus  it  becomes  a  circle  in  a 
reconstructed  transverse  image.  The  distribution  along  a  line 
starting  at  the  center  of  the  circle  (namely,  a  semiradial  line) 
is  actually  an  edge  spread  function  (ESF).  In  order  to  reduce 


random  interference,  a  total  of  360  semiradial  lines  at  1°  in¬ 
tervals  are  engaged,  and  the  intensity  profiles  reconstructed 
along  these  semiradial  lines  are  averaged  to  get  the  ESF.  The 
line  spread  function  (LSF)  is  attained  from  the  ESF  via  a  nu¬ 
merical  method,  in  which  an  adequate  upsampling  is  carried 
out  to  assure  that  the  distance  between  adjacent  pixels  along 
each  semiradial  line  be  4.0  fim  for  numerical  accuracy.  Sub¬ 
sequently,  the  DPC-CT’s  MTFp(k)  is  attained  through  a  ID 
discrete  Fourier  transform  of  the  LSF.  To  assure  a  fair  evalu¬ 
ation  and  comparison  between  the  DPC-CT  and  conventional 
CT,  this  ESF  — >  LSF  — »■  MTF(k)  approach,  rather  than  the 
conventional  method  using  a  thin  wire,  is  also  employed  to 
obtain  the  MTF„(k)  of  the  conventional  CT. 

It  should  be  noted  that,  in  theory,  the  so-called  phase  wrap¬ 
ping  phenomenon,  i.e.,  the  detected  phase  exceeds  the  unam¬ 
biguous  2 it  phase  range,  can  occur  in  the  measurement  of 
DPC-CT’s  MTF;,(k)  with  the  method  specified  above.  As  indi¬ 
cated  in  the  literature  [Eq.  (19)  in  Ref.  13],  given  a  cylindrical 
object,  phase  wrapping  occurs  at 

R 

—  ~F  j  ?  (35) 

yj  1  +  (mg2a/it)2 

where  m  is  the  index  of  fractional  Talbot  distance,  R  is  the 
radius  of  the  cylindrical  object,  and  a  is  the  phase  shift  in¬ 
duced  by  the  object  per  unit  length  along  the  x  axis.  Since 
g2  is  very  small  in  comparison  to  a,  [e.g.,  a  ~  46  rad/mm  in 
soft  tissues  at  25  keV  (Ref.  13)],  xw  is  almost  equal  to  R ,  i.e., 
phase  wrapping  occurs  at  the  locations  immediately  adjacent 
to  the  cylinder’s  edge.  It  is  argued  in  Ref.  13  that,  because  of 
the  finite  size  of  a  detector  cell,  the  phase  wrapping  in  the  case 
of  a  cylindrical  object  made  of  soft  tissue  may  be  reduced  to 
an  extent  that  is  not  detectable  in  the  DPC-CT.  This  may  be 
perceived  as  a  form  of  the  partial  volume  effect  as  we  ex¬ 
perienced  in  the  conventional  CT,  and  interested  readers  are 
referred  to  Ref.  13  for  more  details. 


II. D.  Quantitative  evaluation  of  the  spectrum  of  noise 
equivalent  quanta  NEQ(k)  and  detective  quantum 
efficiency  DQE(fr) 

According  to  Eqs.  (9)  and  (34),  the  noise  power  spectrum 
NPS(k)  and  modulation  transfer  function  MTF(T)  are  the 
two  prerequisites  to  obtain  the  spectrum  of  noise  equivalent 
quanta  NEQ(k).  The  noise  power  spectrum  can  be  calculated 
by  taking  the  Fourier  transform  of  the  autocorrelation  func¬ 
tion  that  is  obtained  using  a  large  number  of  noise  images. 
An  alternative  approach  that  is  more  efficient  in  computation 
is  to  take  the  average  of  the  squared  Fourier  transform  of  a 
large  number  of  noise  images  or  regions  within  the  images 
containing  noise  only.21  The  obtained  2D  NPS(k)  is  circularly 
symmetric  about  its  origin,  as  predicted  in  Eqs.  (9)  and  (34). 
The  modulation  transfer  function  MTF(k)  is  acquired  using 
the  method  depicted  in  Subsection  II.C  and  is  also  in  circu¬ 
lar  symmetry.  Thereby,  the  spectra  of  noise  equivalent  quanta 
NEQ(k)  of  the  conventional  CT  and  DPC-CT  can  be  ob¬ 
tained  using  Eqs.  (10)  and  (32),  which  are  also  in  circular 
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symmetry,  followed  by  the  spectra  of  detective  quantum  ef¬ 
ficiency  DQE(A)  using  Eqs.  (11)  and  (33),  respectively. 

III.  EVALUATION  VIA  SIMULATION  STUDIES 

The  spectrum  of  noise  equivalent  quanta  NEQfl(A)  of  con¬ 
ventional  CT  specified  in  Eq.  (10)  has  been  evaluated  and 
verified  through  studies  based  on  computer  simulation  and 
physical  CT  systems.20,21,23,33-35  It  is  essential  for  us  to  eval¬ 
uate  and  verify  the  DPC-CT’s  spectrum  of  noise  equivalent 
quanta  NEQp(A)  derived  in  this  paper.  We  carry  out  a  com¬ 
puter  simulation  study  as  the  initial  effort.  For  the  following 
reasons,  we  constrain  ourselves  to  conducting  the  computer 
simulation  study  in  the  parallel  beam  geometry:  (i)  the  x-ray 
beam  in  differential  phase  contrast  CT  satisfies  the  paraxial 
condition  and  thus  the  beam  is  almost  parallel,  (ii)  the  im¬ 
age  reconstruction  algorithms  in  the  parallel  beam  geometry 
outperform  those  in  the  fan  beam  geometry  from  the  perspec¬ 
tive  of  noise  uniformity  and  thus  almost  all  the  clinical  CT 
scanners  based  on  the  third  generation  geometry  (fan  beam  or 
cone  beam)  adopt  the  parallel  beam  reconstruction  algorithms 
via  fan-to-parallel  rebinning,45,4'1  and  (iii)  most  of  the  simu¬ 
lation  studies  to  investigate  the  noise  power  spectrum  of  CT 
imaging  thus  far  have  been  carried  out  in  the  parallel  beam 
geometry  to  exclude  the  influence  of  rebinning  and  weight¬ 
ing  schemes.  The  x-ray  source  is  assumed  monochromatic  at 
30  keV,  which  irradiates  an  object  by  360°  at  1°  steps  so  that 
no  weighting  effect  can  be  induced  to  degrade  the  noise  uni¬ 
formity.  At  30  keV,  a  20-fold  upsampling  is  assumed  to  sim¬ 
ulate  the  x-ray  beam’s  propagation  through  the  gratings  G i 
and  Gi  with  periods  8  and  4  /iin,  respectively,  while  the  dis¬ 
tance  between  these  two  gratings  is  193.6  mm,  i.e.,  1/16  of 
the  Talbot  distance.  The  field  of  view  (FOV)  in  data  acqui¬ 
sition  and  image  reconstruction  is  40.96  x  40.96  mm2.  The 
size  of  each  detector  cell  is  set  at  32  x  32  /rm2,  64  x  64  /im2, 
96  x  96  /rm2,  and  128  x  128  /im2,  resulting  in  the  detec¬ 
tor  consisting  of  1280,  640,  426  and  320  cells,  respectively. 
Grating  Go  shifts  ten  times  at  step  0.4  /rm  along  the  x  axis  to 
retrieve  the  phase  information  corresponding  to  the  refractive 
property  of  the  object  to  be  imaged. 

Since  the  purpose  of  this  work  is  to  investigate  the  po¬ 
tential  imaging  performance  of  the  DPC-CT  and  compare  it 
with  that  of  the  conventional  CT,  no  windowing  or  boosting 
techniques42  are  adopted  in  image  reconstruction  for  both  the 
DPC-CT  and  conventional  CT.  The  data  <p\(u,  v)  specified  in 
Eq.  (6)  is  used  to  reconstruct  the  DPC-CT  images,  in  which 
the  classical  FBP  (Ref.  42)  with  the  Hilbert  transform43,44  is 
used.  The  projection  data  corresponding  to  the  conventional 
CT  are  acquired  without  the  G\  and  G2  gratings  in  place,  and 
the  ramp  filter  is  used  to  reconstruct  the  images  with  the  clas¬ 
sical  FBP  algorithm.42  It  has  been  claimed  in  the  literature 
that  the  data  corresponding  to  the  ao(u,  v)  in  Eq.  (4),  which 
are  acquired  with  the  gratings  G 1  and  G2  in  place,  are  equal 
to  the  attenuation  projection  data  acquired  in  the  conven¬ 
tional  CT.  However,  we  agree  with  the  discussion  presented  in 
Ref.  13  that  such  a  claim  only  holds  approximately,  i.e.,  the 
ao(u,  v)  in  Eq.  (4)  is  not  exactly  the  same  as  the  attenuation 
projection  acquired  in  the  conventional  CT.  Hence,  we  do  not 


include  the  results  corresponding  to  the  «o(«,  v)  in  Eq.  (4)  in 
this  paper. 

Prior  to  analyzing  the  spectrum  of  noise  equivalent  quanta 
NEQ(A),  the  C-D  phantom24  with  outer  dimension  37.68 
x  28.26  mm2  is  employed  to  evaluate  and  verify  the  mod¬ 
eling  and  simulation  accuracy  of  x-ray  propagation,  data  ac¬ 
quisition  and  image  reconstruction  of  the  DPC-CT.  The  bulk 
of  the  C-D  phantom  is  made  of  water  with  its  complex  refrac¬ 
tive  coefficient  equal  to  n 1  =  1  —  8  +  i/3  =  1  —2.5604  x  1 0  7 
+  i  1 .2353  x  1 0  l0,  which  is  consistent  with  that  specified  in 
Ref.  2.  Other  parameters  used  to  simulate  the  C-D  phantom 
are:  rod  size  (left  to  right):  16,  32,  64,  96,  128,  192,  256,  384, 
512,  and  1024  /tm;  contrast  of  the  rods  against  phantom  body 
(bottom  to  top):  5%-50%  at  step  5%. 

To  have  an  accurate  and  precise  measurement  of  the  modu¬ 
lation  transfer  functions  MTF/;(A)  and  MTF„(A),  a  cylindrical 
water  phantom  at  diameter  5.1  mm  is  placed  in  air  and  thus 
the  edge  is  sharp  and  at  high  contrast.  To  avoid  any  interfer¬ 
ence  caused  by  noise  nonuniformity,  other  than  a  water  phan¬ 
tom,  an  air  phantom,  i.e.,  nothing  placed  in  the  x-ray  beam, 
is  employed  to  study  the  noise  power  spectra  NPSp(A)  and 
NPStf  (A),  and  the  spectra  of  noise  equivalent  quanta  NEQp(&) 
and  NEQ„(A).  The  x-ray  flux  observing  the  Poisson  distri¬ 
bution  is  set  at  5  x  106  photon/cm2  per  projection  in  the 
simulation  study,  which  is  consistent  with  that  of  an  x-ray 
micro-CT  in  preclinical  applications.  At  the  detector  cell  size 
corresponding  to  32  x  32  /tm2,  64  x  64  /tm2,  96  x  96  /tm2, 
and  128  x  128  /tm2,  ~360  regions  of  interest  (ROI)  at  128 
x  128  matrix  dimension  are  used  to  obtain  the  noise  power 
spectrum  via  2D  Fourier  transform,16  in  which  the  technique 
of  zero  padding  is  implemented  to  convert  the  data  matrix 
from  the  dimension  128  x  128  to  256  x  256  so  that  the  noise 
aliasing  effect  can  be  avoided. 

By  definition,  the  noise  equivalent  quanta  is  the  total  effec¬ 
tive  number  of  x-ray  quanta  detected  per  unit  of  detector  area 
in  the  data  acquisition.20-23,27,28,30,32  Hence,  the  specification 
of  the  total  number  of  x-ray  quanta,  i.e.,  x-ray  exposure,  is 
crucial  in  the  investigation  of  noise  equivalent  quanta,  partic¬ 
ularly  in  the  scenario  wherein  two  imaging  methods  are  to  be 
compared.  As  indicated  in  Sec.  II.A,  at  each  angular  position 
in  the  data  acquisition  of  DPC-CT  implemented  with  x-ray 
tube  and  gratings,  grating  G2  needs  to  linearly  shift  M  steps 
( M  =  10  in  this  work).  To  take  this  fact  into  account,  we  set 
the  x-ray  exposure  corresponding  to  the  conventional  CT  as  M 
times  as  that  of  the  DPC-CT  at  each  angular  position.  Thus, 
the  x-ray  exposure  in  the  data  acquisition  of  DPC-CT  and  the 
conventional  CT  are  kept  identical. 

IV.  RESULTS 

IV.A.  MTFp(/r)  of  DPC-CT  compared  with  MTFa(/r) 
of  the  conventional  CT 

The  modulation  transfer  functions  of  the  DPC-CT  and  con¬ 
ventional  CT  have  been  thoroughly  evaluated  in  our  quantita¬ 
tive  investigation.  Plotted  in  Figs.  3-6(a)  are  the  MTFp(Aj  and 
MTFa(A)  at  detector  cell  size  32  x  32  /rm2,  64  x  64  /rm2, 
96  x  96  /rm2,  and  128  x  128  /rm2,  respectively.  A  close 
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Fig.  3.  The  imaging  performance  of  DPC-CT  compared  with  that  of  the 
conventional  CT:  (a)  MTFp(/:)  and  MTFfl(£),  (b)  NE Qp(k)  and  NEQ a(k),  and 
(c)  DQEp(k)  and  DQEa(£)  (detector  cell  dimension:  32  x  32  jitm2;  x-ray 
exposure  5  x  106  photon/cm2  per  projection). 


DQE(k) 


Spatial  frequency  k  (mm'1)  (c) 


Fig.  4.  The  imaging  performance  of  DPC-CT  compared  with  that  of  the 
conventional  CT:  (a)  MTFp(i)  and  MTF„(C),  (b)  NEQp(T)  and  NEQ„(&),  and 
(c)  DQEp(i)  and  DQE„(&)  (detector  cell  dimension:  64  x  64  /xrrr;  x-ray 
exposure  5  x  1 0fl  photon/cm2  per  projection). 


inspection  of  these  plots  shows  that  their  spatial  resolution 
measured  by  the  modulation  transfer  functions  MTFp(A:)  and 
MTFfl(A)  is  almost  identical.  We  have  experienced  in  the  con¬ 
ventional  CT  that  a  difference  in  the  noise  texture/granularity 
in  general  means  a  difference  in  the  spatial  resolution.  For¬ 
tunately,  however,  this  is  not  the  case  with  regards  to  the 
MTFp(/r)  and  MTF„(T)  between  DPC-CT  and  conventional 
CT.  It  is  important  to  note  that  the  equality  between  MTFp(&) 
and  MTF„(T)  is  of  theoretical  and  practical  relevance,  and  a 
detailed  discussion  on  this  respect  is  deferred  to  Sec.  V. 

IV.B.  NEQp(fc)  of  DPC-CT  compared  with  NEQa(k) 
of  the  conventional  CT 

The  profiles  along  the  radial  line  that  crosses  the  2D 
spectra  of  noise  equivalent  quanta  NEQ(£)  of  both  DPC- 


CT  and  conventional  CT  at  45°  are  plotted  in  Figs.  3-6(b), 
corresponding  to  detector  cell  dimension  32  x  32  /xm2, 
64  x  64  /xm2,  96  x  96  /xm2,  and  128  x  128  /xm2,  respec¬ 
tively.  As  such,  the  variation  of  NEQ,/ A:)  of  the  DPC-CT  as 
a  function  over  the  detector  cell  dimension  can  be  evaluated. 
Note  that  the  fluctuation  in  the  profiles  of  the  spectra  of  noise 
equivalent  quanta  NEQp(&)  and  NEQfl(A:)  are  quite  severe,  be¬ 
cause  only  360  ROIs  at  matrix  dimension  128  x  128  in  the  air 
phantom  are  engaged  in  the  measurement.  With  an  increasing 
number,  e.g.,  more  than  1000  (see  Ref.  21),  of  ensemble  sam¬ 
ples  (images  or  ROIs  within  the  images  of  the  air  phantom), 
smoother  profiles  corresponding  to  the  noise  power  spectra 
can  be  obtained.  Note  that  the  order  of  the  polynomial  fit¬ 
ting  is  determined  empirically  via  trial-and-error  to  assure  that 
the  fitted  profile  adequately  follows  the  trend  in  NEQ;/A:)  and 
NEQ  a(k). 
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MTF(k) 


Spatial  frequency  k  (mm _1)  (b) 


Spatial  frequency  k  (mm'1)  (c) 


Fig.  5.  The  imaging  performance  of  DPC-CT  compared  with  that  of  the 
conventional  CT:  (a)  MTFp(k)  and  MTFa(i),  (b)  NFQ/;(T)  and  NEQ„(£),  and 
(c)  DQEp(i)  and  DQE„(A:)  (detector  cell  dimension:  96  x  96  /; nr :  x-ray 
exposure  5  x  106  photon/cm2  per  projection). 


IV.C.  DQEp(fr)  of  DPC-CT  compared  with  DQEa(fr) 
of  the  conventional  CT 

The  profiles  along  the  radial  line  that  crosses  the  2D  spec¬ 
tra  of  detective  quantum  efficiency  DQE(k)  of  both  DPC- 
CT  and  conventional  CT  at  45°  are  plotted  in  Figs.  3-6(c), 
corresponding  to  detector  cell  dimension  32  x  32  /rm2,  64 
x  64  fim2,  96  x  96  /im2,  and  128  x  128  /nrr .  respectively.  It 
should  be  noted  that  the  only  difference  between  Figs.  3-6(b) 
and  6(c)  is  the  scaling  by  the  x-ray  exposure  in  the  DPC-CT 
and  conventional  CT,  respectively. 


V.  DISCUSSIONS 


MTF(k) 


Spatial  frequency  k  (mm'1)  (b) 


DQE(k) 


Fig.  6.  The  imaging  performance  of  DPC-CT  compared  with  that  of  the 
conventional  CT:  (a)  MTFp(Zr)  and  MTF„(i),  (b)  NEQp(Ar)  and  NEQ„(&),  and 
(c)  DQEp(i)  and  DQE„(k)  (detector  cell  dimension:  128  x  128  //m2;  x-ray 
exposure  5  x  106  photon/cm2  per  projection). 


evaluate  and  verify  the  derived  functional  forms  and  compare 
them  with  their  counterparts  in  the  conventional  CT.  To  sum¬ 
marize  the  results,  a  number  of  observations  and  clarifications 
are  given  below. 

In  general,  the  spectrum  of  noise  equivalent  quanta  of  an 
imaging  system  is  in  the  functional  form20, 2 1,26-30 


NEQ(k)  =  G2 


MTF2(k) 
NPS(k)  ' 


(36) 


This  work  is  a  continuation  of  our  previous  investigation 
focused  on  the  noise  power  spectrum  NPSp(£)  of  DPC-CT.11 
The  primary  contribution  of  this  work  is  derivation  of  the 
functional  forms  of  noise  power  spectrum  NPS;,(k),  spec¬ 
trum  of  noise  equivalent  quanta  NEQ;,(k),  and  DQEp(Ai)  of 
the  DPC-CT.  By  conducting  a  computer  simulation  study,  we 


By  definition,  G,  MTF(k)  and  NPS(k)  denote  the  imaging 
system’s  transfer  characteristics  of  large  area  gain,  signal,  and 
noise,  respectively.  In  various  imaging  modalities,  Eq.  (36) 
can  be  in  different  expressions.  For  instance,  the  spectrum  of 
noise  equivalent  quanta  of  x-ray  radiography  and  fluoroscopy 
is  expressed  in  exactly  the  same  way  as  Eq.  (36),  whereas  that 
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of  the  conventional  CT  is  expressed  in  Eq.  (10).  The  spectrum 
of  noise  equivalent  quanta  NEQ;,(£)  of  the  DPC-CT  imple¬ 
mented  with  x-ray  tube  and  grating  is  specified  in  Eq.  (32). 
It  is  interesting  and  important  to  note  that  the  term  \k\  is  in 
the  denominator  of  NEQp(k),  whereas  it  is  in  the  numerator 
of  NEQfl(C). 

The  computer  simulation  study  shows  that,  given  detec¬ 
tor  cell  dimension,  the  modulation  transfer  function  MTFp(/c) 
of  the  DPC-CT  is  virtually  the  same  as  the  MTFa(T)  of  the 
conventional  CT  [see  Figs.  3-6(a)].  It  should  be  indicated 
that  no  widowing  or  boosting  technique  is  utilized  to  ob¬ 
tain  the  modulation  transfer  functions  investigated  in  this 
work.  This  means  that,  despite  the  difference  in  the  imaging 
mechanisms  between  DPC-CT  and  conventional  CT,  their 
modulation  transfer  functions  are  essentially  determined  by 
dimension  of  the  detector  cells  used  for  data  acquisition,  war¬ 
ranting  that  the  signal  transfer  characteristics  and  spatial  res¬ 
olution  are  in  principle  identical  in  these  two  imaging  meth¬ 
ods.  This  result  is  consistent  with  what  has  been  published  in 
the  literature.12,13  Note  that  such  a  fact  is  of  not  only  theo¬ 
retical  but  also  practical  importance,  especially  in  the  scenar¬ 
ios  wherein  the  complementary  information  drawn  from  the 
DPC-CT  and  the  conventional  CT  are  jointly  of  relevance  for 
applications. 

The  primary  finding  of  this  work  is  that,  except  at  the  spa¬ 
tial  frequency  close  to  zero,  the  spectrum  of  noise  equivalent 
quanta  NEQ,//:)  and  detective  quantum  efficiency  DQEp(£) 
of  DPC-CT  are  in  principle  identical  to  their  counterparts 
NEQ,//:)  and  DQEfl(£)  in  the  conventional  CT,  though  there 
exists  a  radical  difference  in  their  noise  power  spectrum 
NPSp(A:)  and  NPS„(/:).  This  means  that  the  DPC-CT  makes 
use  of  x-ray  flux  as  efficiently  as  the  conventional  CT  if 
the  object  to  be  imaged  is  of  finite  size.  This  fact  ini¬ 
tially  seems  surprising  since  there  is  a  significant  difference 
between  NPSp(/:)  and  NPS,//:).  However,  it  should  become 
readily  understandable  if  we  inspect  Eqs.  (10)  and  (32)  care¬ 
fully.  The  term  l/cl  is  at  the  numerator  and  denominator  of 
NEQ,//:)  and  NEQ p{k),  respectively,  offsetting  the  substan¬ 
tial  difference  in  their  corresponding  NPS,//:)  and  NPS;//:). 
Hence,  NEQ p(k),  DQEp(k),  NEQn(/:),  and  DQE„(A:)  are  essen¬ 
tially  determined  by  MTF,//:)  and  MTF)//:),  as  analytically 
specified  by  Eqs.  (10),  (11),  (32)  and  (33)  and  experimentally 
verified  by  the  simulation  study  as  demonstrated  in  Figs.  3— 
6(b)  and  6(c). 

By  referring  to  Eq.  (1),  one  may  reason  that  the  advan¬ 
tage  of  DPC-CT  in  squared  signal-to-noise  ratio  or  detectabil¬ 
ity  index  over  the  conventional  CT  is  solely  dependent  on 
the  extent  to  which  the  AS p(f)  in  DPC-CT  is  larger  than  its 
counterpart  AS„(/)  in  the  conventional  CT,  since  the  NEQp(k) 
and  NEQ,//:)  are  essentially  identical.  Again,  this  seems  in¬ 
consistent  with  our  anticipation  based  on  the  observation  that 
there  exists  a  radical  difference  in  their  noise  power  spectrum 
NPS;//:)  and  NPSn(/:).  However,  it  should  be  understood  that 
the  SNR2 ideai  specified  in  Eq.  (1)  is  defined  under  the  frame¬ 
work  of  ideal  observer,  wherein  an  ideal  observer  is  assumed 
to  be  capable  of  undoing  or  removing  any  correlation  in  noise, 
i.e.,  “pre-whitening”  colored  noise.2'1'2'  It  is  interesting  and 
important  to  note  that,  the  “pre-whitening”  is  accomplished 


by  the  term  I/d  at  the  numerator  and  denominator  of  NEQ„(/:) 
and  NEQp(/c),  respectively,  which  offsets  the  substantial  dif¬ 
ference  in  their  corresponding  NPS,//:)  and  NPS,//:). 

We  would  like  to  point  out  and  emphasize  that  a  human 
observer  is  not  an  ideal  observer,  i.e.,  a  human  observer  is  not 
able  to  “pre-whiten”  colored  noise  while  making  a  decision. 
The  colored  noise  plays  a  significant  role  in  disturbing  a  hu¬ 
man  observer’s  realistic  decision-making  capacity.26-23  As  we 
have  observed,  the  noise  in  DPC-CT  is  abundant  at  low  fre¬ 
quencies  (see  Fig.  2),  while  that  in  the  conventional  CT  occurs 
at  high  frequencies.  Hence,  it  is  reasonable  to  anticipate  that, 
if  the  object  to  be  imaged  is  of  relatively  higher  frequency, 
i.e.,  smaller  in  size,  a  human  observer  may  make  a  better  de¬ 
cision  based  on  DPC-CT  images  than  that  made  based  on 
conventional  CT  images.  This  means  that,  even  if  AS p(f) 
=  AS a(f),  the  SNR2 nonideai  of  DPC-CT  can  still  be  higher  than 
SNR2 nonideal  of  the  conventional  CT,  while  the  object  to  be 
imaged  is  small  in  size.  In  practice,  a  tomographic  imaging 
method  that  is  less  susceptible  to  high  frequency  noise  has 
been  desired  for  a  long  time.  The  DPC-CT  implemented  with 
x-ray  tube  and  grating  is  just  such  an  imaging  modality,  which 
can  be  of  profound  significance  in  clinical  and  preclinical  ap¬ 
plications,  e.g.,  the  early  detection  of  tumor  or  atherosclerosis, 
because  a  pathophysiological  lesion  usually  starts  at  a  small 
size. 

We  have  indicated  that  the  root  cause  for  the  radical  dif¬ 
ference  between  NPS,//:)  and  NPSfl(/:)  is  the  adoption  of  the 
Hilbert  filter  kernel,  rather  than  the  ramp  filter  kernel,  for  im¬ 
age  reconstruction  in  the  DPC-CT  using  a  filtered  backprojec- 
tion  algorithm.11  However,  it  is  interesting  to  note  that  such  a 
radical  difference  between  the  NPS p(k)  and  NPS,//:)  has  also 
been  reported  in  Ref.  12,  wherein  an  integration  is  carried 
out  on  the  projection  data,  followed  by  the  well-known  ramp 
filtering,  i.e.,  no  Hilbert  filtering  is  carried  out  explicitly.  In 
fact,  however,  a  cascading  of  integration  and  ramp  filtering 
is  equivalent  to  a  Hilbert  filtering.  Thus,  we  still  believe  that 
the  root  cause  underlying  the  significant  difference  between 
NPS,//:)  and  NPSfl(/c)  and  the  resultant  difference  in  NEQ,//:) 
and  NEQ,//:)  is  that  the  data  acquired  in  DPC-CT  is  the  pro¬ 
jection  of  the  derivative  of  the  refractive  coefficient  and  in 
principle  only  a  Hilbert  filtering  is  needed  for  image  recon¬ 
struction.  In  addition,  we  would  like  to  indicate  that,  though 
the  image  reconstruction  scheme  used  in  Ref.  12  may  be  ben¬ 
eficial  in  terms  of  inheriting  the  filtering  strategies  established 
in  the  conventional  CT,  the  degradation  in  accuracy  and  spa¬ 
tial  resolution  due  to  the  cumulative  sum  cannot  be  ignored 
in  practice,  especially  in  the  cases  wherein  the  detector  cell 
dimension  is  not  small. 

The  imaging  chain  of  both  DPC-CT  and  conventional  CT 
is  assumed  ideal,  which  should  not  be  confused  with  the  con¬ 
cept  of  an  ideal  observer  mentioned  above,  in  its  system  mod¬ 
eling,  analysis,  and  evaluation.  For  example,  the  x-ray  source 
is  assumed  monochromatic  in  this  work  and  thus  the  conven¬ 
tional  CT  investigated  in  this  work  is  actually  a  “monochro¬ 
matic”  one.  However,  the  conventional  CT  in  reality  usually 
utilizes  a  polychromatic  x-ray  source.  Hence,  the  readers  are 
advised  to  understand  that  the  imaging  performance,  includ¬ 
ing  the  spectrum  of  noise  equivalent  quanta  and  detective 
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quantum  efficiency,  of  both  DPC-CT  and  the  conventional  CT 
may  be  degraded  by  the  imperfection  in  its  imaging  chain  in 
practical  situations. 

The  implementation  of  a  DPC-CT  is  more  challenging, 
because  of  the  stringent  requirements  on  the  optoelectronic 
accuracy  of  grating  fabrication,  mechanical  alignment,  and 
stability.  The  time  for  data  acquisition  in  the  grating-based 
DPC-CT  can  be  longer  if  grating  G i  or  G2  needs  to  shift  mul¬ 
tiple  times.  Owing  to  the  phase  wrapping  phenomenon,  the 
unambiguous  phase  detection  range  of  DPC-CT  is  2n ,  which 
may  impose  limitations  on  the  dynamic  range  over  preclini- 
cal  and  clinical  applications.  In  addition,  the  noise  morphol¬ 
ogy  in  DPC-CT  images  is  similar  to  the  texture  of  some  soft 
tissues.  On  the  other  hand,  it  has  been  tabulated  in  Ref.  15 
that  the  refractive  coefficients  of  low  atomic  number  materials 
are  substantially  larger  than  their  attenuation  counterpart.  The 
preliminary  data  reported  in  the  literature1- 4  5  have  demon¬ 
strated  that  the  AS p(f)  in  soft  tissues  is  significantly  larger 
than  its  counterpart  AS a(f).  Moreover,  as  indicated  above, 
there  may  exist  an  extra  gain  in  the  DPC-CT’s  SNR2nonideai 
over  that  of  the  conventional  CT.  Hence,  it  is  hoped  that  the 
potential  of  significantly  increased  contrast  sensitivity  over 
soft  tissues  may  outweigh  the  DPC-CT’s  implemental  short¬ 
comings  and  enable  it  to  outperform  the  conventional  CT 
as  an  imaging  modality  for  extensive  preclinical  and  clinical 
applications. 

VI.  CONCLUSIONS 

The  spectrum  of  noise  equivalent  quanta  NEQ;,(k)  and  de¬ 
tective  quantum  efficiency  DQEp(k)  of  the  DPC-CT  is  ana¬ 
lytically  derived  in  this  paper,  followed  by  an  evaluation  and 
verification  via  computer  simulation  study,  as  well  as  its  com¬ 
parison  with  that  of  the  conventional  CT.  The  signal  trans¬ 
fer  property  of  the  DPC-CT  characterized  by  the  modulation 
transfer  function  MTFp(T)  is  virtually  identical  to  the 
MTFfl(k)  of  conventional  CT.  Moreover,  though  there  exists 
a  radical  difference  in  their  noise  property  characterized  by 
the  noise  power  spectrum  XPS;,(T)  and  NPS p(k),  the  spectrum 
of  noise  equivalent  quanta  KEQp(k)  and  detective  quantum 
efficiency  DQEp(A:)  of  DPC-CT  are  essentially  identical  to 
their  counterparts  NEQ„(A:)  and  DQE„(T)  in  the  conventional 
CT.  It  is  believed  that  the  NEQp(k)  and  DQEp(A:)  character¬ 
istics  of  the  DPC-CT  unveiled  in  this  study  can  be  of  theo¬ 
retical  and  practical  relevance  in  the  design  and  optimization 
of  DPC-CT  for  extensive  preclinical  and  ultimately  clinical 
applications. 
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APPENDIX:  DERIVATION  OF  THE  NOISE  POWER 
SPECTRUM  NPSp(K)  IN  DPC-CT 


Letting  the  projection  of  an  object  function /(.v,  y)  be 


Po(t)= 


/OO  /»C 

dx  I 
-OO  J  —  C 


dyfix,  y)8(x  cos0+ysin0— t), 


(Al) 

the  object  function  fix,  y)  can  be  reconstructed  from  its  pro¬ 
jection  by 


fix,  y) 


nTZ  /*  C 

=  de 
JO  J-c 


\k\Sg(k ) 


x  exp[27r/k(x  cos0  +  y  sin0)]<JA:, 


(A2) 


where  the  character  A  is  used  to  differentiate  the  reconstructed 
object  function  from  the  original  object  function.  The  Fourier 
transform  of  projection  Pg(t)  is  defined  as 


-i 


Se(k)  =  Pg  ( t)  exp  (—2tz  ikt)  dt , 


and  its  inverse  Fourier  transform  can  be  written  as 


L 


Po  it)  =  /  Sg  ( k )  exp  (2 jzikt)  dk. 


(A3) 


(A4) 


According  to  the  property  of  Fourier  transform,  if  Dg(t)  de¬ 
notes  the  derivative  of  Pg(t),  one  has  the  Fourier  transform 
pair 

dPg(t )  r°° 

Dg(t)  =  - =  /  2izikSg  (k)exp(2rcikt)dk, 

3 t  J-o o 


(A5a) 


Dg(k)  = 


Dg(t)exp(—2Tcikt)dt  =  2jt  ikSg(k). 


(A5b) 


Substituting  Eq.  (A5b)  into  Eq.  ( A2),  one  obtains 


fix,  y)  = 


Dg  ( k )  — exp[27r/k  ( x  cos 9  +  y  sin0)]<fk 
ik 

Dg  ( k )  (— i  sgn (k))  exp[27 rik  {x  cosd  +  y  sinP)]<fk 
Dg  ( k )  H(k)e,xp[2nik  (x  cosd  +  y  sin0)]c/k , 


(A6) 
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where  H{k )  represents  the  Fourier  transform  of  Hilbert  filter  kernel  h(t),  i.e.. 


H(k)=  /  h(t)exp  {—2nikt)dt, 


h  it)  = 


L 

/OO 

-CO 


sgn(k))  exp  ilitikt)  dk. 


(A7a) 

(A7b) 


In  the  way  similar  to  Ref.  20,  without  losing  generality,  we  assume  the  object  function  fix,  y )  is  circularly  symmetric,  i.e.,/(x,  y) 
=f(r,  9)  =f(r,  0 )  =f(r).  In  the  polar  coordinate  system,  one  has 


f  (r)  = —  /  dO  I  Dg  (k)H  (k)  exp  (2nikr  cost?)  dk. 
2jt  J0  J_oo 


(A8) 


Note  that  the  subscript  9  is  kept  in  Dg(f)  for  consistence  in  expression,  though  Dg(t)  is  actually  not  a  function  of  9  due  to  the 
circular  symmetry  i  n  fix,  y).  It  should  be  easy  to  show  that  the  Fourier  transform  F(k)  of  a  circularly  symmetric  function /(r)  is 


an  even  function  and  thus 
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Comparing  Eqs.  (A8)  and  (A9),  one  gets 

F(k)  = 


On  (k)  H  (k) 
2tt  \k\ 


(A9) 


(A10) 


Letting  the  object  function  fix,  y)  be  a  delta  function,  i.e.,  fix,  v)  =  5(x)5(v),  the  magnitude  of  the  Fourier  Transform  of  the 
reconstructed  object  function  is  the  modulation  transfer  function,  i.e., 


MTF„  (k)  =  \F(k)\  while  fix,  y)  =  S(x)S(y) . 
Noting  that 

'dPo(t) 


(All) 


Oo  (k)  =  dt  exp  (—27Tikt)~ 


-L 

r 

=  2nik  / 

J  — C 

ik  ( 

J —c 


dt 


dt  exp  (—2itikt) 


r 

=  2  nik  1 

J —a 

rdj 

J  —  oo  J  —  oo 


dtPg  (t)e\p(—2nikt) 


dyS  ( x )  S  ( y )  S  (x  cos 9  +  y  sin0  —  t ) 


=  2ni 


dt  e\p(—2nikt)S  (—t)  =  2 nik, 


and  substituting  Eqs.  (A1 1)  and  (A12)  into  Eq.  (A10),  one  obtains 
ikH  ( k ) 


MTF„  (k)  = 


\k\ 


=  \i  sgn(k)H(k)\  =  \H(k)\. 


On  the  other  hand,  the  autocovariance  function  of  the  reconstructed  object  function  is 
C(x,  y)  =  (A/(x,  y)Af  (0,  0)), 


(A  12) 


(A  13) 


(A  14) 
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where  A  f(x,  y)  represents  the  deviation  of  f(x,  y)  from  its  mean  value.20  Substituting  Eqs.  (A5b)  and  (A7a)  into  Eq.  (A6),  one 
gets 


f(x,y)=  /  — 


r  de  r° 

Jo  2jt  j  r 

L 


dkexp[2jtik(x  cosO  +  ysinO)]  /  dt  Dg  (t)  exp  (—2tt i kt) 


r 

J  —c 


x  dt\h  (fi) exp {—2nikt\) 


r  de  r° 

Jo  2  JT  J  , 

r  de  r° 

Jo  2it  J_c 


dtDg  it)  I  dt\h{t\)  /  dk  exp[2itik  (x  cos0  +  y  sin0  —  t  —  tj)] 


>  f  dhh{h)  f 

J  —  OO  J  — 


—  I  dtDg  (f)  I  dt\h  (ti)  5  (.v  cos0  +  y  sin0  —  t  —  t\) 


A  f{x,  y)=  — 


r  de  r° 

Jo  2it  J_c 

r  de  r° 

Jo  2jt  J  r 


dtDg  (r)  h  (x  cos0  +  y  sin0  —  t). 


dtADg  (r)  h  (x  cos  0  +  y  sin0  —  t). 


Subsequently,  the  autocovariance  function  becomes 


r  de  r 

Jo  2  n  J 


C(x,y)  =  [l  —  /  dtADg  {t)h  {x  cos  6  +  y  sin0  —  t)  /  — —  /  dt\  ADBl  (?i )  h  (— fi) 


-»rpr 

Jo  2tt  J_c 


r  de  r 

Jo  2  n  J_ 


—  /  —  /  dth  (x  cos  e  +  y  sin 


c71  ho  r°° 

e-t)  -1  dt\h  (—tl)(ADg  (t)  AD8l  (E)). 
Jo  2tt  J_oq 


Assuming  the  recorded  data  Dg{t)  are  uncorrelated,  i.e., 

I  dOi  I  dt\h(x  cos0  +  v  sin0  —  t)h{— ti)(ADg(t)ADgl{ti)) 
JO  J  —CO 


(A15) 

(A16) 


(A17) 


(A18) 


art 


—  — ajjh(x  cos0  +  y  sin0  —  t)h(—t) 
Ng 


(A19) 


where  05  is  the  noise  at  each  detector  cell,  a  is  the  detector  pitch,  and  Ng  is  the  total  number  of  projection  Dg(t).  Then,  Eq.  (A17) 
becomes 

C  (x,  y)  = 


cu 75 
4jt  Ng 


pTT  pC 

/  M 

Jo  J-c 


dth  (x  cos0  +  y  sin0  —  t)  h  (—t)  . 


(A20) 


Again,  without  losing  generality,  we  assume  a  circular  symmetry  in  C(x,  y),  i.e.. 


C  (x,  y)—C  ( r ,  0)  =  C  (r)  = 


aab 

4j tNg 


pTT  pC 

/  M 

Jo  J-c 


dth  ( r  cos0  —  t)  h  (—  f)  . 


(A21) 


Substituting  Eq.  (A7b)  into  Eq.  (A2a),  one  gets 


C(r)  =  - 


cio 


D 


47T Ng  Jo 
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47 tNg 


dkH  (k)  exp  {2nikr  cos0)  /  dk\H  (k\) &  (k\  +  k) 


r 
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(A22) 


The  noise  power  spectrum  NPS;,(£),  defined  as  the  Fourier  transform  of  autocovariance  function,  is  an  even  function.  Thus,  the 
autocovariance  function  becomes20,21 
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p  2n  poo 
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Jo  Jo 
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Comparing  Eqs.  (A22)  and  (A23),  one  obtains 


NPS„  (k)  = 


™b\H(k)\2 
4 jtNg  \k\ 


(A23) 


(A24) 


Substituting  Eq.  (A13)  into  Eq.  (A24)  and  reformatting, 
one  finally  arrives  at 


Ng 


a 


2 
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a 

4: r  \k\NPSp  ( k ) 


MTF2p  (k) . 


(A25) 


a) Author  to  whom  correspondence  should  be  addressed.  Electronic  mail: 
xiangyang.tang@emory.edu;  Telephone:  (404)  778-1732;  Fax:  (404)  712- 
5813. 
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Purpose:  The  x-ray  differential  phase  contrast  imaging  implemented  with  the  Talbot  interferom¬ 
etry  has  recently  been  reported  to  be  capable  of  providing  tomographic  images  corresponding  to 
attenuation-contrast,  phase-contrast,  and  dark-held  contrast,  simultaneously,  from  a  single  set  of  pro¬ 
jection  data.  The  authors  believe  that,  along  with  small-angle  x-ray  scattering,  the  second-order  phase 
derivative  plays  a  role  in  the  generation  of  dark-held  contrast.  In  this  paper,  the  authors  derive 
the  analytic  formulae  to  characterize  the  contribution  made  by  the  second-order  phase  derivative  to 
the  dark-held  contrast  (namely,  second-order  differential  phase  contrast)  and  validate  them  via  com¬ 
puter  simulation  study.  By  proposing  a  practical  retrieval  method,  the  authors  investigate  the  potential 
of  second-order  differential  phase  contrast  imaging  for  extensive  applications. 

Methods:  The  theoretical  derivation  starts  at  assuming  that  the  refractive  index  decrement  of  an  ob¬ 
ject  can  be  decomposed  into  S  =  Ss  +  8f,  where  8f  corresponds  to  the  object’s  hne  structures  and 
manifests  itself  in  the  dark-held  contrast  via  small-angle  scattering.  Based  on  the  paraxial  Fresnel- 
Kirchhoff  theory,  the  analytic  formulae  to  characterize  the  contribution  made  by  Ss,  which  corre¬ 
sponds  to  the  object’s  smooth  structures,  to  the  dark-held  contrast  are  derived.  Through  computer 
simulation  with  specially  designed  numerical  phantoms,  an  x-ray  differential  phase  contrast  imaging 
system  implemented  with  the  Talbot  interferometry  is  utilized  to  evaluate  and  validate  the  derived  for¬ 
mulae.  The  same  imaging  system  is  also  utilized  to  evaluate  and  verify  the  capability  of  the  proposed 
method  to  retrieve  the  second-order  differential  phase  contrast  for  imaging,  as  well  as  its  robustness 
over  the  dimension  of  detector  cell  and  the  number  of  steps  in  grating  shifting. 

Results:  Both  analytic  formulae  and  computer  simulations  show  that,  in  addition  to  small-angle  scat¬ 
tering,  the  contrast  generated  by  the  second-order  derivative  is  magnihed  substantially  by  the  ratio 
of  detector  cell  dimension  over  grating  period,  which  plays  a  signihcant  role  in  dark-held  imaging 
implemented  with  the  Talbot  interferometry. 

Conclusions:  The  analytic  formulae  derived  in  this  work  to  characterize  the  second-order  differential 
phase  contrast  in  the  dark-held  imaging  implemented  with  the  Talbot  interferometry  are  of  signifi¬ 
cance,  which  may  initiate  more  activities  in  the  research  and  development  of  x-ray  differential  phase 
contrast  imaging  for  extensive  preclinical  and  eventually  clinical  applications.  ©  2012  American  As¬ 
sociation  of  Physicists  in  Medicine.  [http://dx.doi.Org/10.1118/l.4764901] 

Key  words:  x-ray  phase  contrast  imaging,  x-ray  differential  phase  contrast  imaging,  x-ray  Talbot 
interferometry,  x-ray  phase  contrast  CT,  x-ray  differential  phase  contrast  CT,  second-order  derivative, 
second-order  differential  phase  contrast 

I.  INTRODUCTION 

In  the  energy  range  of  x  ray,  the  refractive  index  of  a  material 
is  expressed  as  n  =  1  —  8  +  i[J> . 1  The  variation  in  x  ray’s  am¬ 
plitude  (attenuation)  depends  on  the  distribution  of  attenua¬ 
tion  index  ft  and  can  be  utilized  for  imaging  in  x-ray  radiogra¬ 
phy/fluoroscopy  and  computed  tomography  (CT),  while  that 
in  the  phase  (refraction)  is  determined  by  the  distribution  of 
refractive  index  decrement  8  and  can  also  be  utilized  for  imag¬ 
ing,  as  has  been  implemented  in  the  recently  proposed  x-ray 
differential  phase  contrast  imaging  and  CT.4-6 

In  the  literature,7-9  the  structure  of  an  object  is  assumed 
falling  into  two  categories:  smooth  and  fine.  Smooth  structure 
is  the  feature  at  a  scale  that  is  comparable  to  or  larger  than 
the  dimension  of  detector  cell  used  for  signal  detection  and 
thus  is  resolvable  by  the  detector,  whereas  the  fine  structure 


is  that  at  a  scale  that  is  significantly  smaller  than  the  detector 
dimension  and  thus  not  resolvable  by  the  detector.  According 
to  Refs.  7-9,  one  in  principle  has 

(8  =  A +  £/»&,  (1) 

i.e.,  the  attenuation  index  ft  of  an  object  can  be  decomposed 
into  fts  and  ftp  corresponding  to  the  object’s  smooth  (resolv¬ 
able)  and  fine  (unresolvable)  structures,  respectively.  Equa¬ 
tion  ( 1 )  also  means  that  the  effect  induced  by  the  fine  compo¬ 
nent  of  attenuation  index  in  x  ray’s  propagation  is  negligible8. 
In  analogue,  the  refractive  index  decrement  8  of  an  object  can 
be  decomposed  into7-9 

8  =  8s+8f,  (2) 

where  8S  and  <5S  correspond  to  the  object’s  smooth  (re¬ 
solvable)  and  fine  (unresolvable)  structures,  respectively.  In 
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Fig.  1.  The  schematic  of  a  grating  based ; 


the  investigation  9  into  the  x-ray  differential  phase  contrast 
imaging,  it  has  been  shown  that  the  following  relationships 
hold: 


2n  f 

<J>s(x,y)=  —  J  Ss  (x,  y,  z)dz. 


®f(x,y) 


2n  r 
^  Jz 


Sj  (x,  y,  z)dz, 


(3) 


(4) 


where  <t>s(x,  y)  and  cfy{x,  y)  are  the  phase  shifts  induced  by 
the  smooth  (resolvable)  and  fine  (unresolvable)  features  of  an 
object,  respectively.  Usually,  <t>v(x,  v)  is  assumed  to  be  a  func¬ 
tion  that  varies  slowly  in  space,  while  tt>/(x,  v)  is  modeled  as 
a  Gaussian  random  process  and  is  determined  by  the  object’s 
small-angle  scattering.8,9 

The  x-ray  differential  phase  contrast  CT  (DPC-CT)  imple¬ 
mented  with  the  Talbot  interferometry  has  recently  been  re¬ 
ported  to  be  capable  of  providing  tomographic  images  corre¬ 
sponding  to  the  attenuation-contrast  (/3),  phase-contrast  (<$,), 
and  dark-field  contrast  ( Sf ),  simultaneously,  from  a  single 
set  of  projection  data.10-12  Figure  1  shows  the  schematic 
of  a  DPC-CT  implemented  with  an  x-ray  tube  and  three 
gratings.5' 13  The  source  grating  Go  is  employed  to  enable 
the  system  using  a  conventional  x-ray  source  with  finite  fo¬ 
cal  spot  such  that  the  spatial  coherence  condition  can  be 
satisfied.4  '’1’  Based  on  the  Talbot  interferometry,1’  phase 
grating  Gi  and  absorption  grating  Gn_  work  together  as  a 
shearing  interferometer5, 12  to  detect  the  wavefront  alteration 
caused  by  the  object  in  the  x-ray  beam.  Keeping  grating  Gi 
fixed  and  shifting  grating  G2  along  the  transverse  direction  xg, 
the  x-ray  irradiance  recorded  at  each  pixel  (m,  n)  of  detector 
D  oscillates  as  a  periodic  function  and  thus  can  be  expanded 
into  a  Fourier  series,10,11 


I?n,n(Xg )  =  ao(m,  n )  +  n) 

1=1 


x  cos  I  2tt l  — —  +  <f>i(m ,  n) 
§2 


(5) 


where  g2  is  the  period  of  grating  G2 .  The  attenuation-contrast 
(/S),  phase-contrast  ( Ss ),  and  dark-field  contrast  (<5/)  images 
can  be  reconstructed  from  the  zeroth-  and  first-order  Fourier 
components  ciq,  (pi,  and  at ,  respectively.  Specifically,  the  re¬ 
duction  in  the  interference  fringe  visibility  is  defined  as11 
nj  (m,n)  /as0  (m,  n)  nj  (in,  n)a'0  (m,n) 


V  (in,  n )  = 


a\  (m ,  n )  /a'^  (m ,  n)  as0  (m ,  n )  a\  (m ,  n )  ’ 


(6) 


where  the  superscripts  “s”  and  “r”  refer  to  the  projection  data 
obtained  with  and  without  the  object  in  x-ray  beam,  respec¬ 
tively.  A  relationship  between  the  scaled  logarithm  of  V(m,  n ) 
and  the  projection  of  the  so-called  linear  diffusion  coefficient 
sm  n(z)  along  x-ray  propagation  direction  z  has  been  denoted 
as 10-12 

J  sm,n  (z)  dz=  —  2  J22^2  In  V  (m,  n) ,  (7) 

where  zt  is  the  distance  between  gratings  Gi  and  G2.  A  tomo¬ 
graphic  image  corresponding  to  s,„:  n(z)  can  be  reconstructed 
from  V(m,  n)  using  Eq.  (7). 11,12 

It  has  been  claimed10,11  that  ao(m,  ri)  in  Eq.  (5)  is 
equivalent  to  the  attenuation  that  is  solely  determined  by 
Moreover,  in  the  derivation  of  Eq.  (7), 11,14  it  is  implicitly 
assumed  that  the  reduction  in  the  interference  fringe  visibility 
is  attributed  to  Sf,  the  fine  component  of  refractive  index 
decrement  S  that  is  solely  dependent  on  the  small-angle 
scattering  caused  by  the  microstructures  of  an  object.  The 
small-angle  scattering  is  characterized  by  a  Gaussian  angle 
distribution11,14,15  and  the  linear  diffusion  coefficient  is 
determined  by  the  width  of  the  Gaussian  angle 
distribution.11,14  Hence,  Eq.  (7)  implies  that,  under  the 
existing  theoretical  framework  of  x-ray  dark-field  imaging 
implemented  with  the  Talbot  interferometry,  Ss — the  smooth 
component  of  the  refractive  index  decrement  8 — does  not 
play  a  role.  Moreover,  in  the  investigation  of  x-ray  phase 
contrast  imaging  with  the  Talbot  interferometry  that  has  so 
far  been  reported  in  the  literature,  the  second  and  higher 
order  derivatives  of  the  resolvable  phase  shift  <f>5(x)  are 
assumed  negligible.  For  example,  under  the  assumption  that 
the  derivative  of  ^fx)  higher  than  the  first-order  can  be 
ignored,  Yashiro  et  al .8  derived  a  formula  for  the  interference 
fringe  visibility  based  on  the  first-principle  wave  calculation, 
in  which  <f>J(x)  and  its  first-order  derivative  are  absent. 

However,  based  on  our  understanding  and  analysis  of  the 
existing  results,  we  speculate  that,  even  though  <t>s(x)  and  its 
first-order  derivative  O'jfx)  have  no  influence  on  the  interfer¬ 
ence  fringe  visibility  of  the  Talbot  interferometry,  the  second- 
order  derivative  <J>"(x)  may  play  a  role  and  thus  contribute 
to  the  signal  V(m,  n )  [Eq.  (6)]  and  generate  dark-field  con¬ 
trast  in  the  x-ray  phase  contrast  imaging  implemented  with 
the  Talbot  interferometry.  Therefore,  in  this  work,  we  investi¬ 
gate  the  effect  of  0"(x)  on  the  reduction  of  interference  fringe 
visibility  in  the  x-ray  phase  contrast  imaging  implemented 
with  the  Talbot  interferometry.  In  particular,  we  focus  on  the 
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grating-based  differential  phase  contrast  imaging  system  with 
its  detector  cell  dimension  Id  large  enough  to  satisfy 

2nd  =  -  »  1,  (8) 

82 

where  nd  is  assumed  to  be  an  integer.  It  should  be  noted  that 
Eq.  (8)  can  be  readily  fulfilled  in  x-ray  phase  contrast  imag¬ 
ing  implemented  with  the  Talbot  interferometry.10' 1 1  By  tak¬ 
ing  the  second-order  differential  phase  shift  into  account,  we 
derive  the  analytic  formulae  based  on  the  paraxial  Fresnel- 
Kirchhoff  theory  to  characterize  the  effect  of  the  second-order 
differential  contrast  and  its  potential  for  imaging.  Through 
computer  simulation  studies,  we  evaluate  and  verify  the  accu¬ 
racy  of  the  derived  analytic  formulae  with  specially  designed 
numerical  phantoms.  We  show  and  analyze  the  contribution  of 
second-order  differential  contrast  to  dark-field  imaging,  and 
investigate  the  approaches  to  retrieve  the  second-order  differ¬ 
ential  contrast  for  imaging.  Finally,  we  provide  an  in-depth 
discussion  on  the  underlying  reasons  why  the  second-order 
derivative  <t>"(-x)  manifests  itself  as  contrast  in  phase  contrast 
imaging  implemented  with  the  Talbot  interferometry,  as  well 
as  its  potential  for  preclinical  and  eventually  clinical  applica¬ 
tions. 

II.  MATERIALS  AND  METHODS 

Since  the  paraxial  condition  is  met  in  the  Talbot 
interferometry,12  the  analytic  formulae  to  characterize  the 
second-order  derivative  <t>"(x)  in  x-ray  phase  contrast  imag¬ 
ing  implemented  with  the  Talbot  interferometry  are  derived  in 
the  parallel  beam  geometry.  The  x-ray  beam  propagates  along 
the  z-axis,  and  the  object  to  be  imaged  and  the  detector  are 
placed  immediately  in  front  of  the  phase  grating  G\  and  be¬ 
hind  the  analyzer  grating  Go,  respectively.8  As  illustrated  in 
Fig.  1,  since  the  orientation  of  gratings  is  along  the  y-axis,  we 
assume  henceforth 

P  (x,  y,  z)  =  1 8  (x,  z) ,  and  S  (x,  y,z)=  8  (x,  z)  .  (9) 


ll.  A.  The  second-order  derivative  in  x-ray  phase 
imaging  implemented  with  the  Talbot  interferometry 

We  constrain  our  focus  on  the  smooth  (resolvable)  features 
of  an  object  by  letting  <5/=  0.  Supposing  grating  G2  be  linearly 
shifted  along  the  transverse  direction  xg,  the  mean  intensity  of 
the  interference  fringe  intensity  recorded  at  a  cell  indexed  by 
(m,  n)  in  a  detector  can  be  expressed  as8'9 

1  f'i  r'i 

lm, n(xg)  =  72  /  dy  dx\EXs(xm+x,yn  +  y,Z2b)\  , 

ld 

(10) 

where 

xm  =  ^ m  —  ld,  m  =  0,  ±1,  ±2,  ....  (11) 

y»=(n-^)/rf,  n  =  0,±1,±2,...  .,  (12) 
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Ex  ( x ,  y,  zib)  is  the  electric  field  at  location  ( x ,  y,  Z2b),  and 
Z2b  is  the  distance  between  the  detector  and  the  x-ray  source 
along  the  direction  of  x-ray  propagation.  The  incident  x-ray 
beam  is  assumed  as  a  monochromatic  plane  wave  with  wave¬ 
length  X  and  amplitude  Ef).  G 1  is  a  phase  grating  and  G2  is 
an  absorption  grating  with  50%  duty  cycle.  Furthermore,  sup¬ 
pose  that  the  distance  from  Gi  to  G2  be  selected  as  the  mT th 
fractional  Talbot  distance 


ZT  =  wj-1-,  mj  =  1,  3,  5, ... , 
oX 


(13) 


where  g\  is  the  pitch  of  the  phase  grating  Gi.  If  one  sets 
gi  =  2g2,  (14) 


a  maxima  in  the  interference  fringe  visibility  can  occur  in  the 
detector  plane.  According  to  the  derivation  detailed  in  the  Ap¬ 
pendix,  the  intensity  /,„  n(xg)  is  a  periodic  function  of  xg  with 
period  g2  and  thus  can  be  expanded  into  a  Fourier  series 

Im,n{xg)  =  ^2  Ci  (m ,  n )  exp  (ijril—J,  (15) 

/=- 00  s  S2  ’ 


and  the  zeroth-  and  first-order  Fourier  coefficients  are  given 
by 


Cq  (m,  n)  =  ciq  ( m ,  n)  — 


aJd^Tgl  exP(-S(-T»)) 

8  1  -%v;(xmy 


(16) 


n) 

C\(m,  n)  =  - exp(/0i(m,  n )) 


anldmTg2 


2  i  exp  I  —S  (xm  )  +  i 


In2 


x  sine  I  2 nd 


1  — ^<t"(xm) 


'  -  '^^(xm)/ 


in  which  Eq.  (5)  is  utilized.  In  addition. 
An  f 

S  ( xm )  =  —  J  P  (xm ,  z)dz,, 


(17) 


(18) 


\Eo\ 


X2lW 


dzT  J- 


nld_  n  h 

/:  a 


.  (y  +  yn  -  yif 

exp  (  1  n  - 


Xzt 


dyi 


dy, 


(19) 


and  Ly  is  the  dimension  of  gratings  along  the  y  direction. 
Combining  Eqs.  (16)  and  (17),  one  may  analytically  express 
the  reduction  in  the  maxima  of  interference  fringe  visibility 
induced  by  the  second-order  derivative  <t>"(x)  as 

^"Axm) 


Vs(m,  n)  = 


sine  I  2 nd 


2  n 


1  -%VliXm). 


sine  (  2nd^L\<t>r'  (xm)\ 


,  h 

sine  —  |  As(xm)| 

g2 


=  |sinc(|@(xm)|)|  ,  (20) 
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where 


A  y  (xm  ) 


able)  and  fine  (unresolvable)  features  of  an  object  are  consid¬ 
ered,  the  measured  interference  fringe  visibility  is  the  product 
of  two  factors 


®(xm)  =  —  As(xm)  =  2 (xm) ,  (22) 

8 2  2jt 

in  which,  similar  to  the  smooth-phase  condition  in  the  in-line 
x-ray  phase  contrast  imaging, 16-18  we  have  assumed  that  the 
resolvable  phase  shift  varies  slowly,  i.e., 

I  A, v Um) I  <sC  1.  (23) 


II. B.  The  effect  of  second-order  derivative  on  the 
attenuation-equivalent  imaging 


It  has  been  claimed  that  the  attenuation-equivalent  im¬ 
age,  as  termed  in  the  literature,1011  in  the  x-ray  phase  con¬ 
trast  imaging  implemented  with  the  Talbot  interferometry, 
can  be  formed  by  Co(m,  n)  [or  ao(m,  «)].  In  the  conven¬ 
tional  attenuation-contrast  x-ray  radiography,  the  contrast  is 
assumed  to  be  solely  determined  by  attenuation  index  fi. 
However,  as  shown  in  Eq.  (16),  in  addition  to  depending 
on  the  attenuation  index  /l  [exp(— S(xm))  in  the  numerator], 
the  attenuation-equivalent  image  formed  in  the  x-ray  phase 
contrast  imaging  implemented  with  the  Talbot  interferome¬ 
try  is  also  dependent  on  <J>"(xm)  in  a  way  that  is  the  same 
as  that  in  the  propagation-based  in-line  x-ray  phase  contrast 
imaging.161711’-22  Based  on  the  paraxial  Fresnel-Kirchhoff 
diffraction  theory,  the  x-ray  intensity  at  the  detector  plane  in 
the  propagation-based  in-line  phase  contrast  imaging  can  be 
estimated  as16- 17-21 

y.  z)  =  I(x,  y,  0)  (l  +  A  QL  +  1_)  ,)) 


l(x,y,0) 

~  +  (24) 

in  which  the  slowly  varying  phase  (SVP)  approximation23 
was  used  and  the  absorption  is  assumed  to  vary  slowly  in  com¬ 
parison  to  phase  modulation.  7(x,  y,  0)  and  7(x,  y,  z)  denote  the 
intensity  immediately  and  at  distance  z,  respectively,  behind 
the  object  to  be  imaged.  It  should  be  noted  that  Eq.  (24)  is 
similar  to  Eq.  (16).  According  to  Eq.  (24),  the  image  contrast 
in  the  propagation-based  in-line  x-ray  phase  contrast  imaging 
can  be  written  as16, 17,23 


A(x,  y,  z)  = 


I(x,  y,  z) 

7(x,y,0)  2jt 


_02_\ 
\3x2  +  3 y2  ) 


®s(x,y). 


(25) 


Equation  (25)  means  that  an  edge  between  different  tissues  or 
organs,  e.g.,  between  a  tumor  and  surrounding  structures,  can 
be  substantially  enhanced.22'24 


II.C.  The  effect  of  second-order  derivative  on 
dark-field  imaging  contrast 

According  to  Eq.  (57)  in  Ref.  9,  and  the  convolution  rela¬ 
tionship  shown  in  Refs.  1 1  and  14,  if  both  the  smooth  (resolv- 


Vmeasured  ('«,«)  =  Vs  (m ,  n)  Vf  ( m ,  n)  ,  (26) 


where 


Vf  (m,  n)  =  exp 


(27) 


is  actually  a  reformat  of  Eq.  (7).11, 12  Thus  far,  it  has  been  im¬ 
plicitly  assumed  that  Vs(m,  n)  m  1  in  the  literature.1  *• 14, 15  As 
such,  Vf(m,  n),  the  contribution  from  small-angle  scattering, 
is  the  only  source  of  the  contrast  in  the  dark-field  imaging  im¬ 
plemented  with  the  Talbot  interferometry.  However,  as  shown 
in  Eq.  (20),  the  assumption  Vs(m,  n)  ^  1  is  quite  heuristic.  In 
fact,  as  illustrated  below,  the  second-order  derivative  |  <t>  "(-xm)| 
may  make  significant  contribution  to  the  contrast  in  dark-field 
imaging,  in  addition  to  the  small-angle  scattering. 

In  a  way  analogous  to  Eq.  (25), 16' 17,23  given  Eq.  (20),  the 
contrast  induced  by  the  second-order  derivative  |  <t>"  (xm)|  in 
Vs(m,  n)  can  be  denoted  as 


T s(w,  n)  =  1 

=  1 


sine  (  —  |A.,(xm)|  )  . 
\82  ) 


(28) 


As  shown  in  Eq.  (23),  |  AJ(xm)|  is  usually  significantly  smaller 
than  unity,  but  the  factor  IJg 2  is  very  large  in  x-ray  phase 
contrast  imaging  implemented  with  the  Talbot  interferometry, 
which  magnifies  the  effect  induced  by  |  As(x„,)|  substantially. 
Hence,  the  contrast  induced  by  the  second-order  derivative 
|3>"  (x„,)|,  i.e.,  the  edge  enhancement,  can  be  significant.  For 
example,  in  a  typical  x-ray  phase  contrast  imaging  system  im¬ 
plemented  with  Talbot  interferometry  at  g2  =  2  /xm,  Fig.  2  il¬ 
lustrates  how  the  contrast  T s(m,  n)  varies  over  |A,(x„,)|,  which 
is  proportional  to  |<J>"  (xm)| ,  and  the  detector  cell  size.  It 
is  observed  that,  T s(m,  n)  increases  rapidly  with  |  As(xm)|, 
while  As(x,„)|  is  relatively  small,  and  reaches  its  maximum 
T s(m,  n)  =  1  at  |A,(xm)|  =  gijld- 


Fig.  2.  The  variation  of  visibility  contrast  Ts  as  a  function  of  the 
second-order  derivative  As(xm)  =  (kz^Hn)  •  over  detector  cell 

dimension  /j. 
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II. D.  The  retrieval  of  second-order  differential 
phase  contrast 

As  shown  in  Eqs.  (20)  and  (26),  the  second-order  deriva¬ 
tive  |<t>s"(xm)|  modulates  the  contrast  in  the  dark-field  imag¬ 
ing.  This  means  that  the  effect  induced  by  |<t>"(x„,)|  entangles 
with  that  induced  by  small-angle  scattering.  However,  in  cer¬ 
tain  scenarios,  it  is  desirable  to  have  the  image  generated  by 
the  small-angle  scattering  only11,  wherein  the  effect  induced 
by  the  second-order  derivative  |<f>s"(xm)|  needs  to  be  removed. 
In  other  cases,  the  tissue  or  organ  features  revealed  separately 
from  the  second-order  derivative  |0"(xm)|  and  small-angle 
scattering  may  provide  valuable  pathophysilogical  informa¬ 
tion  for  preclinical  and  clinical  applications.11-22  To  explore 
such  applications,  the  retrieval  of  1 0"(xm)|  from  the  measured 
interference  fringe  visibility  becomes  imperative. 


II.D.1.  A  theoretically  exact  approach 


Similar  to  the  way  practiced  in  the  propagation-based 
in-line  x-ray  phase  contrast  imaging,24-25  we  assume 
Vmti  (,m’  n  )  and  V,w,7j  (m,  n,)  to  represent  the  measured  in¬ 
terference  fringe  visibility  at  the  G  \  to  G2  distances  corre¬ 
sponding  to  the  7)  th  and  Tith  fractional  Talbot  distances,  re¬ 
spectively.  Substituting  Eqs.  (20)  and  (27)  into  Eq.  (26)  and 
letting  zt  be  equal  to  the  7j  th  and  Toth  fractional  Talbot  dis¬ 
tances,  respectively,  one  obtains 


Vm,7i0 n,  n) 


sine  (  ldT-^mXm)\ 


VM,T2(.m,  n) 


(29) 


(30) 


in  which  Eqs.  (13)  and  (14)  are  used.  Cancellation  of  sm<  n(z) 
from  Eqs.  (29)  and  (30)  yields  the  equation  to  retrieve  the 
module  |3>"(*m)l 

stnc  (k^l<*)"(*m)l)|  _  (VM,Tl  (>»,»)) 7-2  ^ 

sine  (id  | (x,„)|^  |  1  (vm,t 2(m,n)) 

which  can  be  solved  through  numerical  methods. 


II.D.2.  A  practical  approach 

Obviously,  to  repeat  the  measurements  at  two  distances  be¬ 
tween  G 1  and  Go  may  double  the  x-ray  dose  and  time  for 
data  acquisition.23-24  It  is  desirable  to  develop  a  method  that 
only  measures  once  to  retrieve  <t,,"(xm)|.  Toward  this  goal, 
one  may  have  already  noted  the  significant  difference  in  the 
variation  over  detector  cell  size  lrj  between  Vs(m,  n)  and  Vf(m, 
n).  As  shown  in  Eqs.  (20)  and  (27),  Vs{m,  n)  varies  over  ld, 
whereas  Vf  m,  n )  does  not  have  an  explicit  dependence  on 
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Id-  Let  +  1/2,  n)  denote  the  measured  visibility  con¬ 

trast  at  a  virtual  detector  cell  centered  at  (x,„  +  ld/2,  yn)  with 
dimension  ld  x  ld,  and  VM,ud{m  +  1/2,  n )  denote  the  mea¬ 
sured  visibility  contrast  at  another  virtual  detector  cell  also 
centered  at  (xm  +  ld!2,  yn)  but  with  dimension  2 ld  (in  x  di¬ 
rection)  x  ld  (in  y  direction),  where  xm  and  yn  are  given  by 
Eqs.  (11)  and  (12).  Substitution  of  Eq.  (20)  into  Eq.  (26)  yields 


VM,/d 


sine 


/  h  A Zt 
\S2  2-tx 


(32) 


V  M,2ld 


sine 


/  2 ld  A zt 
V  82  2n 


(33) 


where  Vfjd  (m  +  1  /2,  n)and  Vft 2id  (m  +  1/2,  n)  denote  the 
contribution  to  the  interference  fringe  visibility  from  the 
small-angle  x-ray  scattering.  Dividing  Eq.  (33)  by  Eq.  (32) 
yields 


cos 


/  Id  A zt 
Vg2  2?r 


Vm.2 id(m  +  n )  Vfjd(m  +  n) 
VM,id  (m  +  5 ,  n)  Vf,2id  (m  +  \ ,  n) 


As  shown  in  Refs.  7-9,  the  Vf(m,  n)  in  Eq.  (27),  the  reduc¬ 
tion  in  the  interference  fringe  visibility  caused  by  the  object’s 
fine  features  is  a  result  of  averaging  the  random  phase  shift 
induced  by  the  object’s  fine  features  over  the  detector  cell  at 
(m,  n).  Thus,  Vf{m,  n)  actually  represents  the  statistical  prop¬ 
erties  of  the  random  phase  at  detector  cell  (w,  n)J  and  varies 
at  the  scales  that  are  not  smaller  than  the  detector  cell  size, 
despite  the  fact  that  the  characteristic  scales  of  the  object’s 
fine  features  are  significantly  smaller  than  the  detector  cell 
size.  Keeping  this  in  mind  and  noting  the  fact  that  Vf(m,  n),  as 
given  in  Eq.  (27),  is  not  explicitly  dependent  on  ld,  it  should 
be  rational  for  one  to  assume 

vi,id  +\'A^  vfv*  (,n + 2’ n)  ’  (35) 


which  immediately  results  in 


cos 


mTg2 
2: x 


l  VM,2id{m  +  \,n)Y  | 

\  VM,ii{m+\,n)  ) 

(36) 


in  which  Eqs.  (13)  and  (14)  are  utilized.  Given  the  intensity 
variation  „(xg )  recorded  at  each  detector  cell  (m,  n)  as  a 
function  of  transverse  grating  shift  xg,  it  is  straightforward  to 
show  that  Vid,2!d(m  +  1/2,  n Jean  be  estimated  by  replacing 
Im.ni.Xg )  in  Eq-  (5)  with  /m>„(xg)  +  Im+i,n{xg )  to  calculate  the 
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Fourier  components  ao(m,  n)  and  a\{m,  n),  and  then  substitut¬ 
ing  the  obtained  Fourier  coefficients  into  Eq.  (6).  In  addition, 
one  can  approximate, 

VM,i/m  +  1/2,  n)  «  ^  (VMJd(m,n)  +  VM,id(m  +  1,  n)) . 

(37) 

Thus,  one  measurement  of  the  interference  fringe  visibility  at 
a  specified  distance  between  the  gratings  Gi  and  Gi  is  enough 
for  retrieving  |<J>"(xm)|.  Apparently,  measuring  the  interfer¬ 
ence  fringe  visibility  once  at  a  distance  between  gratings  G i 
and  Go  is  feasible,  in  addition  to  saving  radiation  dose  and 
speeding  up  data  acquisition.  Hence,  solving  Eq.  (36)  to  re¬ 
trieve  |<t>/(xm)|  is  preferable  to  solving  Eq.  (31),  even  though 
only  an  approximate  solution  can  be  provided. 

III.  NUMERICAL  EVALUATION 


conventional  attenuation 
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We  evaluate  and  validate  the  analytic  formulae  derived 
in  Sec.  II.A-II.C  to  describe  the  second-order  derivative  and 
the  resultant  second-order  differential  phase  contrast.  In  addi¬ 
tion,  we  evaluate  and  verify  the  practical  method  proposed  in 
Sec.  II.D.2  to  retrieve  the  second-order  differential  phase  con¬ 
trast  for  imaging.  Below  is  a  brief  description  of  the  tasks  to 
be  conducted. 

III.A.  Modeling  of  x-ray  differential  phase  contrast 
imaging  with  Talbot  interferometry 

The  modeling  of  x-ray  differential  phase  contrast  imaging 
implemented  with  the  Talbot  interferometry  has  been  evalu¬ 
ated  and  verified  previously.26  2S  In  the  simulation  study,  the 
x-ray  source  is  assumed  monochromatic  at  28  keV.  The  pe¬ 
riod  of  gratings  G i  and  G2  are  4  and  2  /*m,  respectively,  and 
the  distance  between  them  is  22.584  cm,  corresponding  to 
the  fifth  fractional  Talbot  distance.  It  should  be  pointed  out 
that  these  system  parameters  are  comparable  with  those  used 
in  the  investigation  of  dark-field  imaging  implemented  with 
the  Talbot  interferometry. 10,1 1,29  The  x-ray  flux  is  set  at  1.28 
x  107  photon/cm2  per  image  and  observes  the  Poisson  dis¬ 
tribution.  To  assure  the  simulation  study  at  high  fidelity,  the 
dimension  of  finite  x  ray  along  x-direction  is  31.3  nm,  corre¬ 
sponding  to  128  samplings  within  one  period  of  grating  Gi, 
while  the  number  of  steps  in  shifting  grating  G2  is  16.  As 
a  reference,  the  conventional  attenuation-contrast  images  of 
Phantom-II  (defined  in  Sec.  III.C)  at  detector  cell  dimensions 
192,  128,  and  64  /x m  are  presented  in  Figs.  3(a)-3(c),  respec¬ 
tively. 

III.B.  Validation  of  the  formulae  to  characterize 
second-order  differential  phase  contrast 

A  numerical  phantom  (called  Phantom-I),  consisting  of  69 
cylinders,  is  designed  to  evaluate  and  verify  the  accuracy  of 
Eq.  (20),  and  its  trans-axial  view  is  presented  in  Fig.  4(a). 
The  cylinders  are  deliberately  grouped  into  6  columns  and 
placed  parallel  to  the  y-axis  of  the  differential  phase  contrast 
imaging  system  (see  Fig.  1).  The  cylinders  in  each  column 


conventional  attenuation 
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Fig.  3.  The  conventional  attenuation-contrast  images  of  Phantom-II  at  de¬ 
tector  cell  dimension  192  (a),  128  (b),  and  64  /im  (c),  respectively.  (Exposure: 
1.28  x  107  photon/cm2  per  image.) 


are  of  identical  radius  R,  attenuation  index  /l,  and  refractive 
index  decrement  <5.  In  such  a  way,  the  phantom  can  assess  the 
accuracy  of  Eq.  (20)  over  the  variation  in  R,  ft,  and  8.  The 
parameters  of  each  cylinder  are  detailed  in  Table  I,  whereby 
the  refractive  index  of  water  is  assumed  as  n  =  1  —  <5water 
+  water  =  1  —  2.939  x  10~7  +  i\  -471  x  10~10,  and  Ms  is 
the  number  of  cylinders  in  a  column. 

Using  the  parameters  specified  above,  it  is  quite  straight¬ 
forward  to  calculate  the  resolvable  phase  shift  <J>s(x,„)  using 
Eq.  (3).  Subsequently,  the  second  differential  phase  shift  at 
each  detector  cell  ( m ,  n )  is  given  by 


(• Xm) 


Tv  (xm+i)  +  Ty  (x„,_i)  2 Ty.  (xm) 


(38) 


where  the  detector  cell  dimension  is  set  at  128  /xm  in  the 
investigation  using  Phantom-I.  The  visibility  degradation  due 
to  the  resolvable  phase  shift  can  be  attained  by  substituting 
Eq.  (38)  into  Eq.  (20).  To  evaluate  the  accuracy  of  using 
Eq.  (20)  to  predict  the  interference  fringe  visibility  degrada¬ 
tion,  we  carry  out  noise-free  computer  simulation  and  take 
the  simulation  result  as  a  reference.  To  assure  the  simulation 
study  at  high  fidelity,  the  dimension  of  finite  x  ray  along  x- 
direction  is  15.6  nm,  corresponding  to  256  samplings  within 
one  period  of  grating  G\ ,  while  the  number  of  steps  in  shifting 
grating  G2  is  64. 
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Fig.  4.  The  trans-axial  views  showing  the  dimension  and  layout  of  Phantom-I  (a)  and  Phantom-II  (b)  placed  in  the  scan  field  of  view. 


phantom-II 
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III.C.  Exploring  the  potential  of  second-order 
differential  phase  contrast  imaging 

To  explore  the  potential  of  the  second-order  differen¬ 
tial  phase  contrast  for  imaging,  another  numerical  phantom 
(called  Phantom-II)  is  employed  and  its  trans-axial  view  is 
presented  in  Fig.  4(b).  Phantom-II  consists  of  7  cylinders  that 
are  placed  parallel  to  the  y-axis  of  the  x-ray  differential  phase 
contrast  imaging  system.  Each  cylinder  is  of  identical  refrac¬ 
tive  index  n  =  1  —  2<5water  +  i/fWater  =  1  —  5.878  x  1CT7 
+  il.471  x  10"10,  but  different  radius  (0.3,  0.5  1.0,  1.5  2.0, 
3.0,  and  4.0  mm),  centering  at  xc  =  7.801,  10.601,  14.101, 
18.601,  24.101,  31.101,  and  40.126  mm,  respectively.  In  the 
simulation  study  with  Phantom-II,  grating  Go  is  shifted  16 
steps  in  data  acquisition  to  assure  the  accuracy  of  phase 
retrieving. 


III.D.  Second-order  differential  contrast  and 
its  variation  over  system  parameters 

As  illustrated  in  Eq.  (20),  the  detector  cell  dimension  l,i 
plays  an  important  role  in  generating  the  second-order  differ¬ 
ential  contrast  |<3>"(xm)|.  Hence,  it  is  essential  for  us  to  inves¬ 
tigate  the  variation  of  the  second-order  differential  contrast 
over  detector  cell  dimension.  Considering  the  adequacy  for 
x-ray  differential  phase  contrast  imaging,  the  detector  cell  di¬ 
mension  of  64,  128,  and  192  /um  are  included  in  the  investi¬ 
gation.  In  addition,  as  we  already  know,  the  number  of  grat- 


TABLE  I.  The  parameters  of  Phantom-I  (/,/:  detector  cell  dimension). 


Column  1  Column  2  Column  3  Column  4  Column  5  Column  6 


R/(5ld)  1  1 

^/ifvatcr  1  6 

ft!  ft  water  1  6 

Ms  18  3 


1  1 

1  0.333 

1  0.333 

6  18 


3  3 

1  1 

1  1 

18  6 


ing  shifting  steps  may  play  a  role  in  the  data  acquisition  of 
x-ray  differential  phase  contrast  imaging  with  the  Talbot  inter¬ 
ferometry.  Hence,  we  investigate  the  variation  of  the  second- 
order  differential  phase  contrast  over  grating  shifting  at  64, 
32,  16,  and  8  steps,  respectively. 


IV.  RESULTS 

The  analytic  formula  given  in  Sec.  II  and  the  potential  of 
the  second-order  differential  phase  contrast  imaging  is  eval¬ 
uated  and  verified  using  the  methods  and  parameters  spec¬ 
ified  in  Sec.  III.  Below  is  a  presentation  of  the  preliminary 
results. 


IV.A.  Validation  of  the  second-order  differential 
phase  contrast 

The  profile  of  |  A  s(x,„)|  over  xm  corresponding  to  Phantom- 
I  is  analytically  calculated  using  Eqs.  (21)  and  (38)  and  plot¬ 
ted  in  Fig.  5(a),  while  that  of  Vs(xm)  obtained  from  the  As(xm) 
with  Eq.  (20)  is  plotted  in  Fig.  5(b)  (dotted  line).  Meanwhile, 
the  profile  of  Vs(xm)  obtained  from  the  noiseless  modeling  and 
simulation  of  the  differential  phase  contrast  imaging  is  also 
plotted  in  Fig.  5(b)  as  a  reference  (solid  line).  It  is  observed 
that  the  second-order  differential  phase  contrast  As(xm)  gen¬ 
erated  by  the  second-order  derivative  is  magnified  by 

the  factor  l^/go,  as  predicted  in  Eq.  (22).  Except  at  the  ob¬ 
ject’s  boundaries  (“edge-detection”  regime),17'30  the  interfer¬ 
ence  fringe  visibility  obtained  with  Eq.  (20)  in  general  agrees 
well  with  the  simulation  result  (the  reference). 


IV.B.  The  second-order  differential  contrast 
in  dark-field  imaging 

Figures  6(a)-6(c)  show  the  dark-field  images  of  Phantom- 
II  at  detector  dimension  192,  128,  and  64  [im,  respectively,  in 
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Fig.  5.  The  profiles  of:  (a)  |As(n:m)|  obtained  using  Eqs.  (21)and(38),  and 
(b)  Vs(x,„)  obtained  using  Eq.  (20)  compared  with  the  corresponding  simula¬ 
tion  result  (baseline  reference)  of  Phantom-I  at  detector  cell  dimension  128 
(im  (No.  of  G2  shifting  steps:  64;  noise  free.) 


x(dexel) 


x(dexel) 


Fig.  6.  The  dark-field  images  of  Phantom-II  acquired  at  detector  cell  di¬ 
mension  192  (a),  128  (b),  and  64  /urn  (c),  respectively.  (No.  of  GS  shifting 
steps:  16;  exposure:  1.28  x  107 photon/cm2  per  image.) 
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Fig.  7.  The  profiles  of  the  dark-field  images  of  Phantom-II  corresponding 
to  the  central  lines  labeled  in  Fig.  6  (a),  (b),  and  (c)  and  compared  with  that 
is  analytically  calculated  using  Eq.  (20). 


which  the  edge  of  each  cylinder  can  be  seen  clearly.  It  should 
be  noted  that  no  small  angle  scattering  is  considered  in  the 
simulation,  and  thus  the  edge  enhancement  demonstrated  in 
Fig.  6  is  solely  the  contribution  made  by  the  modulus  of  the 
second-order  derivative  |<t>"  (xm)|.  In  addition,  the  profiles 
corresponding  to  the  central  lines  in  Fig.  6  are  correspond¬ 
ingly  plotted  in  Fig.  7,  whereby  the  profile  that  is  analytically 
calculated  using  Eqs.  (20)  and  (38)  is  also  presented.  A  close 
inspection  of  Fig.  7  shows  that  the  analytic  approximation 
agrees  well  with  the  reference  (simulation  result),  though  the 
agreement  degrades  with  increasing  noise. 

IV.C.  The  second-order  differential  contrast  and  its 
variation  over  detector  cell  dimension 

The  second-order  differential  phase  contrast  images 
|  As(xm)\  of  Phantom-II  retrieved  using  the  method  proposed 
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Fig.  8.  The  second-order  differential  phase  contrast  images  of  Phantom-II 
retrieved  by  the  proposed  method  at  detector  cell  dimension  192  (a),  128  (b), 
and  64  //in  (c),  respectively.  (No.  of  G2  shifting  steps:  16;  exposure:  1.28 
x  1()7  photon/cm2  per  image.) 


in  Sec.  II. D  [Eqs.  (21)  and  (36)]  at  detector  cell  dimension 
192,  128,  and  64  jim  are  presented  in  Fig.  8.  In  addition,  the 
profiles  across  the  central  lines  in  Fig.  8  are  correspondingly 
presented  in  Fig.  9,  whereby  the  profile  that  is  analytically  cal¬ 
culated  using  Eqs.  (21)  and  (38)  is  presented  as  a  reference. 
It  is  observed  that  the  second-order  differential  phase  con¬ 
trast  retrieved  using  the  method  proposed  in  this  work  agrees 
well  with  the  analytic  result  and  is  robust  over  detector  cell 
dimension. 


Fig.  9.  The  profiles  of  the  second-order  differential  phase  contrast  images 
of  Phantom-II  corresponding  to  the  central  lines  labeled  in  Figs.  8(a)-8(c) 
and  compared  with  that  is  analytically  calculated  using  Eq.  (21). 


IV. D.  The  second-order  differential  contrast 
and  its  variation  over  steps  of  grating  shifting 

The  second-order  differential  phase  contrast  images  of 
Phantom-II  retrieved  using  the  method  proposed  in  Sec.  II. D 
[Eqs.  (21)  and  (36)]  at  detector  cell  dimension  128  /im  and 
64,  32,  16,  and  8  steps  of  grating  shifting  are  presented  in 
Fig.  10.  Meanwhile,  the  profiles  corresponding  to  the  cen¬ 
tral  lines  in  Fig.  10  are  correspondingly  displayed  in  Fig.  1 1, 
in  which  the  profile  that  is  analytically  calculated  using 
Eqs.  (21)  and  (38)  is  presented  as  a  reference.  Again,  it  is 
observed  that  the  second-order  differential  phase  contrast  re¬ 
trieved  using  the  method  proposed  in  this  work  agrees  well 
with  the  analytic  result  and  is  robust  over  the  number  of  steps 
in  grating  shifting. 


V.  DISCUSSIONS 

We  conduct  a  systematic  investigation  into  the  contrast 
generated  by  the  second-order  derivative  <3>"(xm)  in  x-ray 
dark-field  imaging  implemented  with  the  Talbot  interferom¬ 
etry.  Based  on  the  Fresnel-Kirchhoff  diffraction  theory  un¬ 
der  the  paraxial  condition,  we  derive  the  analytic  formulae 
to  characterize  the  imaging  contrast  generated  by  the  second- 
order  derivative  0"(xm).  Recognizing  its  potential  for  imag¬ 
ing  applications,  we  propose  a  method  to  retrieve  the  second- 
order  differential  phase  contrast.  A  computer  simulation  study 
with  specially  designed  numerical  phantoms  is  carried  out  to 
validate  the  derived  analytic  formulae  and  evaluate  the  robust¬ 
ness  of  the  proposed  second-order  differential  phase  contrast 
retrieval  method  over  conditions.  What  follows  is  a  summary 
of  the  major  points  we  want  to  make  based  on  our  findings  of 
this  work. 
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Fig.  10.  The  second-order  differential  phase  contrast  images  of  Phantom- 
II  retrieved  by  the  proposed  method  with  64  (a),  32  (b),  16  (c),  and  8  (d) 
steps  of  G2  shifting  (detector  cell  dimension:  128  // m :  exposure:  1 .28  x  107 
photon/cm2  per  image). 


The  x-ray  exposure  set  in  the  simulation  is  relatively  low 
and  results  in  strong  Poisson  noise.  As  illustrated  in  Fig.  3, 
the  detection  of  the  cylinder’s  boundary  is  difficult,  espe¬ 
cially  if  radius  of  the  cylinder  is  small.  However,  a  com¬ 
parison  between  Figs.  3  and  6  clearly  demonstrates  that  a 
strong  edge  enhancement  indeed  exists  in  the  x-ray  dark- 
held  imaging  implemented  with  the  Talbot  interferometry. 
Actually,  the  existence  of  edge  enhancement  in  the  x-ray 
phase  contrast  imaging  implemented  with  the  Talbot  inter¬ 
ferometry  has  been  mentioned  in  the  literature. 12,26,29  Prior 
to  our  systematic  investigation,  Bech  et  al.  reported  their 
observation  of  strong  contrast  at  the  edge  of  a  plastic  con¬ 
tainer,  powdered  sugar,12,29  and  crystalline  sugar  suspended 
in  water11  in  their  experimental  investigation.  In  addition, 
Kohler  et  al.  qualitatively  discussed  the  influence  of  edge 
enhancement  on  the  modulation  transfer  function  (MTF)  in 
the  so-called  coherent  absorption  contrast  imaging  (CACI).26 
However,  our  investigation  is  the  first  time  that  a  set  of  an¬ 
alytic  formulae,  particularly  Eqs.  (20)  and  (22),  is  derived  to 
characterize  the  second-order  differential  contrast  <t>"(;c,„)  in 


Fig.  1 1.  The  profiles  of  second-order  differential  phase  contrast  images  of 
Phantom-II  corresponding  to  the  central  lines  labeled  in  Fig.  10  and  compared 
with  that  is  analytically  calculated  using  Eq.  (21). 


the  grating-based  phase  contrast  imaging,  which  reveals  that 
the  key  point  behind  the  manifestation  of  second-order  differ¬ 
ential  contrast  (P"s(xm)  is  the  factor  In  a  grating-based 
x-ray  phase  contrast  imaging  system,  g2,  the  period  of  grat¬ 
ing  G2,  is  usually  on  the  order  of  10°  /iiii,  while  the  detec¬ 
tor  cell  dimension  /,/  is  on  the  order  of  1 0 1  - 1 02  /im.  Hence, 
the  edge  enhancement  effect  caused  by  the  second-order 


Medical  Physics,  Vol.  39,  No.  12,  December  2012 


7247 


Y.  Yang  and  X.  Tang:  Second-order  differential  phase  contrast  and  imaging 


7247 


derivative  can  be  readily  magnified  by  10-100  times  in  x-ray 
differential  phase  contrast  imaging  implemented  with  the  Tal¬ 
bot  interferometry. 

Our  investigation  shows  that  the  small-angle  scattering  is 
not  the  sole  contributor  to  the  contrast  in  the  dark-field  imag¬ 
ing  implemented  with  the  x-ray  Talbot  interferometry.  The 
second-order  differential  phase  contrast  generated  by  <J>"(xm) 
can  make  a  significant  contribution  to  the  dark-field  contrast, 
especially  in  the  scenarios  whereby  the  detector  cell  dimen¬ 
sion  is  relatively  large,  e.g.,  on  the  order  of  1 0 1  - 1 02  /i  m .  This 
means  that,  even  in  the  cases  wherein  the  small-angle  scat¬ 
tering  is  weak,  the  contrast  generated  by  the  second-order 
derivative  of  an  object’s  smooth  structure  may  still  be  em¬ 
ployed  for  dark-field  imaging  implemented  with  the  Talbot 
interferometry.  It  should  be  noted  that  this  finding  is  of  rele¬ 
vance  for  preclinical  and  clinical  applications,  since  the  small- 
angle  scattering  is  weak  in  reality,  especially  at  the  situations 
in  which  x-ray  photons  are  energetic. 

It  has  been  well-known  that  the  contrast  in  the  propagation- 
based  in-line  x-ray  phase  contrast  imaging  is  induced  by 
the  second-order  derivative  of  the  smooth  structure  of  an 
object.16'17  21  23  This  means  that  the  second-order  derivative 
<t>"(xm)  is  the  root  cause  of  imaging  contrast  in  both  the  x- 
ray  phase  contrast  imaging  implemented  with  the  Talbot  in¬ 
terferometry  and  the  propagation-based  in-line  phase  contrast 
imaging.  However,  there  is  a  significant  disparity  between 
them  in  the  manifestation  of  second-order  differential  con¬ 
trast.  As  illustrated  in  Eqs.  (24)  and  (25),  the  second-order  dif¬ 
ferential  phase  contrast  in  the  propagation-based  in-line  x-ray 
phase  contrast  imaging  is  magnified  by  a  relatively  long  dis¬ 
tance  between  the  object  to  be  imaged  and  the  x-ray  detector, 
whereas  that  in  the  dark-field  imaging  implemented  with  the 
Talbot  interferometry  is  magnified  by  the  factor  Id/gi,  wherein 
the  distance  between  the  object  and  x-ray  detector  can  be  just 
equal  to  the  distance  between  grating  G \  and  G2,  i.e.,  the 
fractional  Talbot  distance  that  is  usually  substantially  shorter 
than  that  is  required  in  the  propagation-based  in-line  system. 
Moreover,  the  period  g2  and  the  detector  cell  dimension  Id  are 
usually  on  the  order  of  10°  and  lO'-lO2  /xm  in  an  x-ray  Talbot 
interferometry.  The  magnification  factor  may  result  in  a  sub¬ 
stantially  larger  second-order  differential  contrast  for  retrieval 
of  the  phase  variation  that  may  not  be  feasible  in  the  in-line 
x-ray  phase  contrast  imaging  system. 

The  images  presented  in  Figs.  8  and  10  demonstrate  that 
the  second-order  differential  phase  contrast  can  be  directly 
utilized  for  imaging,  and  its  performance  is  robust  over  de¬ 
tector  cell  dimension  and  grating  shifting  steps.  Alternatively, 
it  may  be  integrated  into  attenuation-contrast  imaging  for 
edge  enhancement,  similar  to  what  has  been  achieved  in  the 
propagation-based  in-line  x-ray  phase  contrast  imaging.  Nev¬ 
ertheless,  it  should  be  pointed  out  that,  in  the  propagation- 
based  in-line  x-ray  phase  contrast  imaging,  the  second-order 
differential  phase  contrast  is  intrinsically  bound  with  the 
attenuation-contrast,17  whereas  that  in  the  x-ray  phase  con¬ 
trast  imaging  implemented  with  the  Talbot  interferometry  is 
retrieved  separately  from  the  attenuation-contrast.  Hence,  the 
utilization  of  the  second-order  differential  phase  contrast  in 
the  x-ray  phase  contrast  imaging  implemented  with  the  Tal¬ 


bot  interferometry  becomes  flexible  and  may  provide  more 
opportunity  for  applications.  Moreover,  in  addition  to  be¬ 
ing  used  for  edge  enhancement,  the  second-order  differen¬ 
tial  contrast  can  be  utilized  for  holographic  imaging,17'30 
i.e.,  to  recover  the  distribution  of  refraction  index  decrement 
through  second-order  integration,  although  the  performance 
of  this  optional  imaging  method  may  degrade  with  decreasing 
detector  cell  dimension.  Inclusively,  all  the  imaging  mech¬ 
anisms  existing  in  the  x-ray  phase  contrast  imaging  system 
implemented  with  the  x-ray  Talbot  interferometry  may  make 
it  an  imaging  modality  to  provide  multicontrast  for  extensive 
applications. 

A  close  inspection  of  Fig.  5(b)  shows  that  the  dimension 
of  the  object  to  be  imaged  plays  an  important  role  in  generat¬ 
ing  the  second-order  differential  contrast.  For  example,  the 
second-order  differential  contrast  only  exists  at  the  bound¬ 
aries  of  the  relatively  large  cylinders  in  column  5  and  6,  but 
cross  the  entire  section  of  the  relatively  small  cylinders  in  col¬ 
umn  1  and  2.  This  means  that  the  second-order  differential 
contrast  manifests  itself  as  edge  enhancement  if  the  object 
to  be  imaged  is  large  relative  to  the  detector  cell,  but  as  el¬ 
evated  contrast  against  the  surroundings  when  the  object  is 
relatively  small.  It  should  be  pointed  out  that  this  may  be  of 
relevance  for  extensive  preclinical  applications  wherein  small 
animals  are  to  be  imaged  and  clinical  applications  whereby 
small  pathophysiological  lesions  are  to  be  detected  at  their 
early  stages. 

To  the  best  of  our  knowledge,  no  systematic  investigation 
has  thus  far  been  conducted  to  quantify  the  effect  of  high  or¬ 
der  derivatives  of  3>s(xm)  on  the  interference  fringe  visibil¬ 
ity  in  the  x-ray  differential  phase  contrast  imaging  and/or  CT 
implemented  with  the  Talbot  interferometry.  Due  to  space 
limitation,  our  effort  in  this  work  has  focused  on  the  inves¬ 
tigation  of  the  second-order  differential  phase  contrast  for 
radiographic  imaging  only.  In  fact,  the  second-order  differ¬ 
ential  phase  contrast  retrieved  in  the  x-ray  phase  contrast 
imaging  system  implemented  with  the  Talbot  interferome¬ 
try  can  readily  be  employed  for  CT  imaging.  In  addition,  it 
should  be  noted  that  Eq.  (24)  is  an  approximation  of  the  x- 
ray  intensity  at  detector  plane  in  the  propagation-based  in¬ 
line  x-ray  phase  contrast  imaging.  It  holds  only  if  the  re¬ 
solvable  phase  shift  varies  slowly  and  the  attenuation  is  or 
almost  is  x-  and  y-independent.  Similarly,  in  the  derivation 
of  Fourier  coefficients  Co(m,  n)  and  Cj  (m,  n),  we  have  as¬ 
sumed  that  the  contribution  from  the  derivative  of  attenua¬ 
tion  and  that  from  the  third  or  higher  order  derivatives  of 
the  resolvable  phase  shift  <J>,(x)  is  negligible.  If  these  high 
order  terms  are  taken  into  account,  the  mathematical  treat¬ 
ment  presented  in  this  paper  can  be  expanded  to  character¬ 
ize  the  edge  enhancement  effect  more  accurately  in  the  sce¬ 
narios  wherein  high  spatial  resolution  at  micro-order  is  de¬ 
sired.  Finally,  rigorously  speaking,  the  assumption  made  in 
Eq.  (9)  is  a  little  bit  heuristic,  because,  even  though  the  ori¬ 
entation  of  the  gratings  is  along  the  v-axis  only,  the  second- 
order  derivative  may  exist  along  not  only  the  x-axis  but  also 
the  y-axis.  Hence,  an  investigation  into  the  possible  existence 
of  92vy<t>s  and  d2xy<t>s  and  their  influence  on  dark-field  imag¬ 
ing  in  the  x-ray  differential  phase  contrast  imaging  is  deemed. 
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We  will  report  our  further  investigational  results  in  our  future 
publication. 


VI.  CONCLUSIONS 

Both  theoretical  analysis  and  computer  simulation  study 
show  that,  in  addition  to  the  small-angle  scattering  corre¬ 
sponding  to  an  object’s  fine  structure,  the  second-order  dif¬ 
ferential  phase  contrast  caused  by  the  second-order  deriva¬ 
tive  of  an  object’s  smooth  structures  makes  contribution  to 
the  contrast  in  the  x-ray  imaging  implemented  with  the  Tal¬ 
bot  interferometry.  With  the  proposed  retrieval  method,  the 
second-order  differential  phase  contrast  can  be  directly  uti¬ 
lized  for  imaging,  incorporated  with  other  contrast  image  for 
edge  enhancement,  or  even  holographic  imaging.  Therefore, 
it  is  believed  that  the  theoretical  derivation  and  experimen¬ 
tal  findings  presented  here  may  provide  a  foundation  for  the 
exploration  of  extensive  preclinical  and  eventually  clinical  ap¬ 
plications  by  making  use  of  this  new  imaging  mechanism. 
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APPENDIX:  DERIVATION  OF  THE  SECOND-ORDER 
DIFFERENTIAL  PHASE  CONTRAST 


Supposing  grating  G2  be  linearly  shifted  along  the  trans¬ 
verse  direction  xg,  the  mean  intensity  of  the  interference 
fringe  intensity  recorded  at  a  cell  indexed  by  (m,  n)  in  a  de¬ 
tector  can  be  expressed  as8  9 


1m,n  K-A'g 


Up) 


1  ft  ft 

7T  /  dy  dx\Ex  (xm  +  x,  y„  +  y,  z2b) I  , 

l~d  J-‘i  J-‘i 

(Al) 


where 

xm  =  ld,  m  —  0,  ±1,  ±2,  . . . ,  (A2) 

y«=(n-^jid,  n  =  0,  ±1,  ±2, . . . .  (A3) 

ld  is  the  detector  cell  dimension,  Ex  (x,  y,  zib)  is  the  electric 
field  at  location  (x,  y,  zib),  and  z2b  is  the  distance  between 
the  detector  and  x-ray  source.  The  incident  x-ray  beam  is  as¬ 
sumed  as  a  monochromatic  plane  wave  with  wavelength  k  and 
amplitude  Eq.  G\  is  a  phase  grating  and  G2  is  an  absorption 
grating  with  50%  duty  cycle.  The  distance  from  G  \  to  G2  is 


selected  as  the  /117  th  fractional  Talbot  distance 

ZT  —  mT^J~  mT  =  1,3,5,...,  (A4) 

8k 

where  g  1  is  the  pitch  of  the  phase  grating  Gi.  Usually,  one 
sets 

Si  =  2g2,  (A5) 

where  g2  is  the  pitch  of  the  absorption  grating  G2.  We  fo¬ 
cus  on  the  grating-based  differential  phase  contrast  imaging 
system  with  its  detector  cell  dimension  ld  large  enough  to 
satisfy 

2  nd  =  —  »  1,  (A6) 

82 

where  nd  is  assumed  to  be  an  integer,  and  gratings  G 1  and  G2 
be  analytically  represented  by  the  transmission  functions 

FiU)  =  (-!)”,  forny  <  x  <  (n  +  l)y, 

n  =  0,±1,±2, ...,  (A7) 


P2(x,xg)  = 


l  +  (-DH 


8  2 

if  n  —  <  x 

2  ~ 


■  xg  <  (n  +  1) 


n  =  0,  ±1,±2,  ... 


82 
2  ’ 
(A8) 


Since  the  projection  approximation8-9'26  can  be  used  to  esti¬ 
mate  the  electrical  field  immediately  behind  the  object  and  the 
paraxial  approximation  holds  valid  in  the  x-ray  beam’s  prop¬ 
agating  from  Gi  to  G2,8'9’ l2'26  the  electric  field  at  ( x ,  y,  z2b)  in 
the  detector  plane  can  be  written  as 


EXg(x,  y,  z2b)  =  exp  [2ni  P2  (x,  xg) 


Ly  l 

f>i 


dx\P\  Ui) 


x  exP  I  -^SUi)  -  «'3>sU  1) 


U  —  x\)2  +  (y  —  yO2 

x  exp  I  1 7 r - 

kzT 


(A9) 


where 


471  f 

S(x)=—  /  /S  (x,z)dz, 
k  Jz 

(A10) 

2i r  [ 

U)  =  —  /  Ss  (x,  z)dz 
k  Jz 

(All) 

are  the  projection  of  linear  attenuation  index  /I  and  refractive 
index  decrement  Ss,  respectively,  along  the  x-ray  propagation 
path  z.  Lx  and  Ly  are  the  dimensions  of  gratings  along  the  x 
and  y  directions. 

Substituting  Eq.  (A9)  into  Eq.  (Al),  and  noting  the  fact 
that 


P2  (x,  xg)  P o*  (x,  Xg)  =  P2  (x,  xg)  , 


(A12) 
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one  gets 

Im,n(Xg)  —  oi„  i  dxP2(xm+x,xg)  /  <iX|  P[(xi  ) 

J-f  J-if 

{  1  q,  ,  /.  (xm+X-X])2N 

x  exp\  J  explI7r - Y- - 


Since  P  \  (x)  and  /Fix,  x? )  are  periodic  functions  with  peri¬ 
ods  gi  and  g2,  respectively,  they  can  be  expressed  in  Fourier 
series 


Pi(x)  =  - 


2  i 


j=-oo 


n(2j  +  1) 


,2t r  (2j  +  1) 

exp  I  i - x 

8 1 


Lx 

a 


X  /  dx2P*(x2) exp  I  - ^S(x2)  +  i +v(x2) 


(A15) 


.  (x,„  +  x  -  x2)2 

x  exp  |  —nr - 

A. ZT 


(A  13) 


1  OO 

P2(x,xg)=  -  exp(-*^/) 


/=— OO 


where 


|2  /•£ 


a2/3zt 


^  /.  (Y  +  y„ -yi)2\ 

exp  7?r - - -  dyx 

ix  \  A  ZT  / 


a  l 


dy . 
(A  14) 

I 


l\ 

2nl 

x  exP 

i - (x  —  x„) 

\2J 

L  82  J 

(A16) 


where  sinc(x)  =  sin(7rx)/(jrx).  Substituting  Eqs.  (A  15)  and 
(A  16)  into  Eq.  (A13)  leads  to 


Im,n{Xg)  — 


2dn  ld 


7 r- 


E exp  (~2nil(xf2  +  \ 


1= — OO 


OO  OO 


exp  l  nil 


{niV'+^+l 


2)  E  E  (2jl  + 1)(272+ 1) 

j\=-oo  J2—  OO 


fldx‘l 


dx 2  exp  I  2tt;  (7)  -  j2  +  l)  1 

^  V  2g2 


S(xi)+ 5(x2)  ,  .  A  .  /,  /,  ,  4nd  x2  -  xi 

x  exp - - - (xi)  +  7<FS  (x2)  sine  2nd  l  H - 7 - 

2  /  \  V  mT  ld 

,  ~  .  ,  xm  71  +  72+1  xi+x2\/  4nd  x2  -  x, 

x  exp  2th - - - mT - - -  Z  + - - - 

.82  4  2g2  J  \  mT  ld 


(A17) 


in  which  Eqs.  (A4)-(A6)  are  used.  Equation  (A17)  means  that  the  intensity  /,„  n(xg)  is  a  periodic  function  of  xg  with  period  g2 
and  thus  can  be  expanded  into  a  Fourier  series 


lm  n(xg)  —  Y  Ci(m,  n)  exp  (  2nil  — 

it'oo  V 

with  the  Fourier  coefficient  given  by 


(A18) 


C/(m,  n)  = 


2an  ld 
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nil 


-P  T  -  E  E 


OO  OO 


exp  (^—niV1+yl rtiT^j 


Ll dxi  i 


2)  ™  ™  (27! +  1)  (272  +  I) 

7l=— 00  j2=-oo 


X\  +  X2 

dx2  exp  —2ni  (j2  -  j\  +  l)  — - - 

V  2g2 


S  (xi)  +  S  (x2)  \  .  f.  (.  4 ndx2-xl 

x  exp  | - - - 1  <t>s  (xO  +  1 4>.s  (x2)  )  sine  (  2 nd  (  / 


,  0  .  ,  x,„  71+72+I  x\+x2\( 

x  exp  (  -2m  ( - - - mT - - -  /  , 

,g 2  4  2g2  )  \  m  T  ld 


mT  ld 
4 nd  x2  -  X| 


(A19) 


r 


On  the  other  hand,  one  may  rewrite  Eq.  (A18)  in  a  well-known  Comparing  Eq.  (A20)  with  Eq.  (A  18),  one  obtains 
form,10'11 


°°  (  x  \ 

Im  n(xg)=ao(m,  n)+y  ai(m,  n)c os  I  2nl—  +  (p/(m,  n)  J. 

tr  \  82  j 


(A20) 


00  (jn  ,n)  =  Co(tn,n), 

(m,  n ) 


exp  (i<p\  {in ,  «))  =  Ci  (/«,  n)  . 


(A21) 


(A22) 
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Equations  (A21)  and(A22)  mean  that  all  the  information 
needed  for  the  formation  of  attenuation-contrast,  phase- 
contrast,  and  dark-field  contrast  imaging  are  available  in  the 
Fourier  coefficients  Co(m,  n )  and  C\{m,  n).  In  addition,  ac¬ 
cording  to  Eq.  (A6),  it  is  reasonable  to  assume  that 

m t  4 nd,  (A23) 


and  consequently, 

4 nd  x2  -  xi 


»  1  if|x2  -  xi\  >  ld. 


mT  Id 

Given  /  =  0  or  1 ,  it  is  not  difficult  to  show  that 
4 nd  x2  -  xi 


1  - 


»  1. 


m,  T  ld 

According  to  Eq.  (A6),  2 nd  >>  1,  one  has 
4  nd  x2  -  AT 


2nd  I  / 

'  mT  ld 
and  /  =  0  or  1 , 


Ys>  1  provided  |x2  —  x\  \  >  ld 
(A24) 


where  the  condition  |x2  —  x\ |  >  ld  means  that  the  absolute 
value  of  (x2  -  x\ )  is  comparable  to  or  larger  than  the  detector 
cell  dimension.  As  such,  the  second  sine  function  on  the  right 
side  of  Eq.  (A19)  becomes  very  small,  i.e.,  the  dominant  con¬ 
tribution  to  the  Fourier  coefficients  C\{m,  ri)  (/  =  0,1)  comes 
from  the  electric  field  at  locations  (xi ,  x2)  that  satisfies 

|a2  -  xi|  «;  ld.  (A25) 


Noting  that  S(x)  and  Os(x)  vary  with  the  characteristic  sizes 
that  are  not  smaller  than  ld,  and 


x\ 


xi  +  x2  x2  -  xi 
2  2 


a2 


xi  +  x2 
2 


+ 


(A26) 


it  should  be  straightforward  for  us  to  understand  that,  given 
xi  and  x2  that  satisfy  the  condition  specified  by  Eq.  (A25), 


.S(xi),  5(x2),  <t>s(xi),  and  <J>s(x2)  can  be  expanded  into  Taylor 
series  around  (xi  +  x2)/2.  Since  j6  is  usually  much  smaller 
than  <5,24,31  we  can  approximate  the  projection  S(x)  with  a 
zeroth-order  Taylor  series  expansion,  and  the  projection  <Tv(x) 
as  a  Taylor  series  expansion  up  to  the  second-order  deriva¬ 
tives,  i.e., 
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Since  Lx  ld  is  always  satisfied  in  x-ray  phase  contrast  imag¬ 
ing  implemented  with  the  Talbot  interferometry,  changing  the 
domain  of  integration  in  Eq.  (A19)  from  [-LJ 2,  LJ 2]  to 
(— oo,  oo)  can  only  lead  to  a  negligible  error.  Hence,  inserting 
Eqs.  (A27)-(A30)  into  Eq.  (A19),  changing  the  variables  of 
integration  with 


ll 


'  +  x2 
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(A31) 


and  replacing  Lx  with  oo,8  one  may  approximate  the  Fourier 
coefficients  as 
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(A32) 


Because  of  the  factor  l/(2yj  +  l)(2y2  +  1)  on  the  right  side 
of  Eq.  (A32),  the  dominant  contribution  to  the  Fourier  coeffi¬ 
cients  comes  from  the  terms  corresponding  to  the  (ji,j2)  that 
satisfy 


Thus,  one  has 


7i  +  72  +  1 
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«  Id, 


(A34) 


Ij'il  ~  10°  and  \j2\  ~  10°. 


in  which  Eq.  (A23)  is  used.  On  the  other  hand,  according  to 
(A33)  Eq.  (A6),  it  is  reasonable  for  one  to  assume 
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It  is  interesting  to  note  that,  in  comparison  with  the  condi¬ 
tion  imposed  on  x-ray  Talbot  interferometry  to  avoid  the  phe¬ 
nomenon  of  phase  wrapping,32 


82 
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Equation  (A35)  represents  a  significantly  relaxed  constraint. 
From  Eq.  (A35),  one  immediately  gets 
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in  which  Eqs.  (A4)and(A5)  are  used.  Inserting 
Eqs.  (A34)  and  (A37)  into  Eq.  (A32),  it  should  not  be 
hard  to  understand  that,  only  if  variable  u  is  in  the  vicinity 
of  xm  and  with  a  size  comparable  to  ld,  the  subtraction 


between  the  two  sign  functions,  as  given  on  the  right  side 
of  Eq.  (A32),  can  be  nonzero.  This  means  that  the  dominant 
contribution  to  the  Fourier  coefficients  Co(m,  n)  and  C\(m, 
n)  only  comes  from  the  variable  u  that  is  in  the  vicinity  of 
xm.  As  a  result,  each  of  the  projection  S(u)  and  <t>  ’ s(u)  in 
Eq.  (A32)  can  be  expanded  as  a  Taylor  series  around  xm. 
Again,  since  the  linear  attenuation  coefficient  ft  is  much 
smaller  than  the  refractive  index  decrement  8,  we  can  approx¬ 
imate  S(u)  with  a  zeroth-order  Taylor  expansion,  and  <1>'v(m)  a 
first-order  Taylor  expansion,  respectively, 

S(u)*S(xm),  (A38) 

(u)  SS  O'  (x,„)  +  O"  (xm)  (u  -  xm) .  (A39) 

Now  the  integration  in  Eq.  (A32)  can  be  carried  out  using 
Eqs.  (A3 8)  and  (A39), 
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Because  of  the  factors  l/(2yi  +  1 )  and  I  /(2/2  +  1)  on  the  right  side  of  Eq.  (A40),  only  the  terms  corresponding  to  the  integers 
j\  and  j2  that  satisfy  Eq.  (A33)  contribute  to  the  Fourier  coefficients  significantly.  Furthermore,  similar  to  the  smooth-phase 
condition  in  the  in-line  x-ray  phase  contrast  imaging,  16~lx  we  assume  that  the  resolvable  phase  shift  varies  slowly  such  that 
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Combining  Eqs.  (A33),  (A41),  and  (A23)  one  obtains 
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Substituting  Eq.  (A42)  into  Eq.  (A40)  and  using  the  relationship 
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where  8d  is  the  Kronecker  delta,  one  may  rewrite  Eq.  (A40)  as 
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where 

Vh  (xm)  = 
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in  which  the  following  formulae33 


E 


1 


71 


8’ 


y.  (~1  y  _  n 

h2j+l  4’ 


(A45) 


(A46) 

(A47) 


are  used  to  sum  the  corresponding  series.  It  should  be  noted  that,  using  Eqs.  (A6)  and  (A41),  one  may  further  estimate  the  Fourier 
coefficients  as 
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Combining  Eqs.  (A21),  (A22),  (A48),  and  (A49)  one  may  rep¬ 
resent  the  reduction  in  the  maxima  of  interference  fringe  vis¬ 
ibility  induced  by  the  resolvable  phase  shift  as 
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in  which  Eq.  (A41)  is  used. 
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Purpose:  Interior  tomography  has  been  recognized  as  one  of  the  most  effective  approaches  in  com¬ 
puted  tomography  (CT)  to  reduce  radiation  dose  rendered  to  patients.  In  this  work,  the  authors  pro¬ 
pose  and  evaluate  an  imaging  method  of  radial  differential  interior  tomography. 

Methods:  In  interior  tomography,  an  x-ray  beam  is  collimated  to  only  irradiate  the  region  of  interest 
(ROI)  with  suspected  lesions  while  the  surrounding  area/volume  of  normal  tissues/organs  is  spared.  In 
the  proposed  imaging  method  of  radial  differential  interior  tomography,  the  outcome  is  a  ROI  image 
that  has  gone  through  a  radial  differential  filtering.  The  image  reconstruction  algorithm  for  the  radial 
differential  interior  tomography  is  kept  in  the  fashion  of  differentiated  backprojection  and  projection 
onto  convex  sets,  but  the  required  a  priori  knowledge  in  a  small  round  area  becomes  zero  and  may 
be  more  readily  available  in  practice. 

Results:  Using  the  projection  data  simulated  by  computer  and  acquired  by  CT  scanner,  the  authors 
evaluate  and  verify  the  performance  of  the  proposed  radial  differential  interior  tomography  method 
and  its  associated  image  reconstruction  algorithm.  The  preliminary  results  show  that  the  proposed 
imaging  method  can  generate  an  image  that  is  the  radial  differentiation  of  a  conventional  tomographic 
image  and  is  robust  over  noise  that  inevitably  exist  in  practice. 

Conclusions:  It  is  believed  that  the  proposed  imaging  method  may  find  its  utility  in  advanced  clin¬ 
ical  applications  wherein  a  ROI-based  image  processing  and  analysis  is  required  for  lesion  visu¬ 
alization,  characterization,  and  diagnosis.  ©  2013  American  Association  of  Physicists  in  Medicine. 
[http://dx.doi.org/10.!  1 18/1.4812676] 

Key  words:  CT,  tomography,  interior  tomography,  reconstruction,  derivative  backprojection, 
projection  onto  convex  sets 


1.  INTRODUCTION 

X-ray  computed  tomography  (CT)  is  one  of  the  most  widely 
used  imaging  modalities  for  diagnostic  tasks  in  the  clinic. 
However,  the  x-ray  radiation  rendered  to  a  patient  might 
potentially  induce  clinical  consequences,  such  as  cancer. 1  7 
Though  the  medical  benefits  provided  by  diagnostic  CT  sub¬ 
stantially  outweigh  the  potential  risks,  it  is  still  mandatory 
to  reduce  the  radiation  dose  to  a  patient  as  much  as  possible 
while  maintaining  the  image  quality  for  diagnosis. 

In  the  conventional  CT  imaging,  a  tomographic  image 
is  reconstructed  from  the  projection  data  without  lateral 
truncation.  Among  the  methods  to  reduce  CT  radiation  dose 
that  have  been  proposed  in  the  literature, x  24  the  so-called 
method  of  interior  tomography 16-23  is  of  relevance,  wherein 
only  the  region  of  interest  (ROI)  with  suspected  lesions 
is  irradiated  via  dynamic  x-ray  beam  collimation.  As  a 
result,  the  normal  tissues/organs  surrounding  the  ROI  are 
spared  of  x-ray  radiation  dose,  which  is  definitely  of  clinical 
relevance,  especially  in  advanced  clinical  applications,  such 
as  cardiovascular  imaging.  This  means  that  in  the  interior 


tomography  an  image  is  reconstructed  from  the  projection 
data  with  lateral  truncation.  Thus  far,  under  the  framework 
of  total-variation  (TV)  minimization  based  compressed 
sensing,16,17  or  the  scheme  of  differentiated  backprojection 
(DBP)  and  projection  onto  convex  sets  (POCS), 18-23  the 
development  of  image  reconstruction  algorithms  for  interior 
tomography  has  become  a  subject  of  active  research. 

In  the  clinical  applications  of  conventional  tomography, 
certain  filtering  for  edge  detection  or  enhancement,  which  is 
mathematically  local,24-27  may  facilitate  the  tasks  in  image 
analysis  and  characterization  to  improve  the  accuracy  and 
precision  in  computer  aided  diagnosis  (CAD)  and  treatment 
planning  in  image-guided  radiation  therapy.23  26  For  example, 
the  Laplacian  for  edge  detection/enhancement  has  played 
an  important  role  in  contour  outlining  for  area/volume  mea¬ 
surement,  feature  extraction  for  image  registration/fusion, 
and  segmentation  for  image  understanding.26-29  It  is 
straightforward  for  us  to  understand  that  such  edge  de¬ 
tection/enhancement  filtering  may  also  be  desirable  in  the 
clinical  applications  of  interior  tomography.  Moreover,  it  is 
our  opinion  that  a  radial  differential  filtering,  which  is  a  local 
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and  linear  operator  for  edge  detection/enhancement,  may 
provide  the  morphological  information  that  is  relevant  for 
image  analysis  and  characterization  in  clinical  applications. 
Hence,  we  propose  the  imaging  method  of  radial  differential 
interior  tomography  in  this  paper  and  derive  its  associated 
image  reconstruction  algorithm. 

In  conventional  tomography,  a  transform  or  filtering  may 
be  carried  out  after  a  tomographic  image  has  been  recon¬ 
structed  by  a  filtered  backprojection  (FBP)  algorithm,  i.e., 
via  a  two-step  process.  Similarly,  in  radial  differential  in¬ 
terior  tomography,  the  radial  differential  filtering  may  also 
be  carried  out  once  the  tomographic  image  has  been  recon¬ 
structed  with  the  DBP-POCS  algorithm.18-23  However,  it  is 
not  hard  to  understand  that  the  computation  efficiency  of  such 
a  two-step  approach  can  be  significantly  improved  if  the  ra¬ 
dial  differential  filtering  is  integrated  into  image  reconstruc¬ 
tion  and  thus  the  postreconstruction  operation  can  be  avoided. 
It  also  should  be  noted  that  any  artifact  existing  in  the  recon¬ 
structed  interior  tomographic  image  may  be  picked  up  or  even 
amplified  by  the  postreconstruction  radial  differential  filter¬ 
ing.  In  addition,  by  avoiding  the  postreconstruction  filtering, 
certain  properties  of  the  reconstructed  images,  e.g.,  the  spa¬ 
tial  resolution,  may  not  be  degraded.  All  these  points  clearly 
show  that,  in  the  radial  differential  interior  tomography,  the 
DBP-POCS  based  one-step  image  reconstruction  algorithm 
(namely,  radial  differential  DBP-POCS  algorithm  hence¬ 
forth)  is  more  desirable  than  the  DBP-POCS  based  two-step 
approach. 

With  the  projection  data  of  a  phantom  simulated  by 
computer  and  a  large  animal  (sheep)  acquired  by  diagnos¬ 
tic  CT  scanner,  we  evaluate  the  performance  of  the  pro¬ 
posed  radial  differential  interior  tomography  and  the  derived 
DBP-POCS  based  one-step  image  reconstruction  algorithm. 
Moreover,  we  compare  the  performance  of  the  DBP-POCS 
based  one-step  algorithm  with  that  of  the  DBP-POCS  based 
two-step  algorithm.  In  such  a  way,  the  proposed  imaging 
method  of  radial  differential  interior  tomography  and  its  re¬ 
construction  algorithm  can  be  thoroughly  investigated  and 
characterized. 


2.  MATERIALS  AND  METHODS 

2. A.  Reconstruction  of  derivative  object 
function  with  DBP 

In  the  Cartesian  coordinate  system,  an  object  function  can 
be  denoted  as  a  real  function, 

fix)  =  f(xi,x2),  x  =  (*i,x2)  e  Hi2,  (1) 

while  its  parallel-beam  projection,  i.e.,  Radon  transform,  is 
defined  as30 


/ 


P(<P ,  r)  =  /(r0  +  r0±)df,  0  =  (cos0,  sin 0), 


0  =  (—  sin0,  cos0),  r  e  SR,  0  e  [0,  n). 


(2) 


The  Hilbert  transform  of  a  one-dimensional  (ID)  function 
g(r)  is  defined  as 

Hg{r)=  f  ^ '  )  dr'  =  [  -isgn(p)G(p)el27rrpdp, 

J  7t  (r  -  r')  J 

SR  SR 

(3) 

where  sgn(p)  is  the  sign  function  of  variable  p,  and  G(p)  is 
the  Fourier  transform  of  g(r),  i.e., 

Gip)  =  J  g(r)e~i2nrp  dr . 

SR 

In  the  local  polar  coordinate  system  with  respect  to  refer¬ 
ence  point  Xo,  (therein  the  origin  of  local  polar  coordinate  sys¬ 
tem  and  the  reference  point  are  coincident),  the  object  func¬ 
tion  and  its  derivative  along  the  radial  direction  can  be  ex¬ 
pressed  as 

fXo(s,9)  =  fisO+Xo),  0  =  (cos0,  sin0), 

J  e  m,  9  e  [0, 7 r),  (4) 


9  9 

difxois,  9)  =  —fX0(s,  9)  =  —f(s0  +  *o) 

Os  OS 

d 

—  — f(s9  +  xq)  ■  6,  s  e  SR,  9  e  [0,  it), 
ox ' 

(5) 

and  the  radial  Hilbert  filtering  of  the  derivative  object  function 
is  defined  as 


HgfXo(s)=  f  jt(s1_s/)dlfXois\9)ds' 


f 


i  d 

7t(s  —  ,v')  dx 


f(s'0  +  jcq)  •  Ods1.  (6) 


Starting  from  the  Fourier  series  of  object  function /(x) 


-/ 

SR2 


f(x)=  /  F(v)e'2nvxdv, 


(7) 


where  F(v)  =  F( iq,  V2 )  =  /  f(x)e  l2nv  xdx,  we  have 

SR2 


/ 


—  f{x)  =  i2n  /  F(v)e,Z7TVXvdv, 
dx 


SR2 


and 


HxefX0(s)  =  i2n  j  F(v)ei2xvx<>iv  ■  0) 
st2 

1 


/ 


7t(s  —  S') 


ei2ns'veds’dv. 


(8) 


(9) 


Changing  the  integral  variable  as 

f - 1 - ei2nsv'e  ds'  =  [  —ei2*( s~s')veds',  (10) 

J  7T(S  -  S')  J  7TS' 
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we  can  get 
HgfX0(s) 

=  i2n  J  F(v)e,2nv'xHv  ■  0)  j  _L ei2^s-s')v  eds'dv 

ft2  Jft 

71 

=  i2n  J  J  F(p0)ei2jv*°M0  •  0) 

0  3t 

X  [  \p\ dpdcp 

J  ns' 

9t 

71 

=  i2n  J  J  Fipty^w+pW  -O) 

o  m 

x  [  —ei2<s-s>cm(<l,-e)ds'\p\dpd(l) 

J  ns' 

3t 

71 

=  i2n  J  J  sgn(p)p2(0  •  0)P(0,  p)el2jtpXo'* 

0  SR 

X  [  —  j2*{'-*>eo**-°)dJdpd<t>. 

J  ns' 


Defining 

KJ9,s,(l>,p)=  [  —jW-fipc  «M>-e)ds' 
J  ns' 


[  _L_  e-‘2ns'p 

J  ns' 


_  _ i2t^^7rsP  COS(0— 0)  f  sin(2ns'p  cos  (0  —  0)) 


7- 


(ii) 


(12) 


we  can  have 

7 T 

Hgfx 0(s)  =  i2n  J  J  sgn(p)p2(0  •  0)P(0,  p) 

0  3t 

X  Kp{9,  s,  4 j,  p)ei2npXo  ^dpd4>.  (13) 

On  the  other  hand,  we  have 
Kp(6,  s,  (j),  p) 

_  gilnsp cos(0— 9)  I  _^_g— s’ p cosljfr— 


ds 


ITS' 


SR+ 


=  —i—e  2  p  w  e,sgn(p cos(0  —  0))  f  -  sin XdX 
n  J  X 

SR+ 

=  —  i ei2ltsp cos(^-0) Sgn(p  cos (0  -  0)).  (14) 

So,  we  arrive  at 

Hg  fx0(s) 

7 T 

=  —2 n  J  J  sgn(p)(ip)2(0  •  0)P(0,  p) 

0  9t 

x  ei2np(sc oS(0-e)+*o-0)sgn(/O  CQS(0  _ 


7l 

=  -2 Jr  J  J  sgn (p)(ip)zP(0,  p) 

0  9t 


x  ei2^(^co^-e)+*o- ■0)sgn(p)r/p|  cos(0  -  0)|c/0 

71 

~2n  J  J ( ip)2P(<t> ,  P) 

0  3t 

X  ea*PC»co«*-flH*o-«dp|  COs(0  -e)\d(p,  (15) 


where 


J  (ip)2P(0,  p)ei2np(scos <*-9H*o*)dp 


=  y  p"(4),  s  COS (0  -  0)  +  *0  •  0). 

471 2 


(16) 


Then,  the  DBP  formula  of  the  derivative  object  function  along 
the  radial  direction  in  the  parallel-beam  geometry  becomes 


-hi 


Hg  fXo(s )  =  -  —  J  P  (0,  (s  cos(0  -  0) 

0 

+  *0  •  0))|  COS (0  -  0)|r/0.  (17) 

In  practice,  the  DBP  algorithm  to  reconstruct  the  derivative 
object  function  along  the  radial  direction  in  the  fan-beam  ge¬ 
ometry  is  needed.  Since  p"(0  +  n,  r)  =  p"(<p,  — r )  holds  in 
general,  we  can  rewrite  Eq.  (17)  in  the  case  of  a  full  (2i r)  scan 
as 

2  7T 


Hgfx0(s)  =  j  p"(0,  (S  COS(0  -  0) 

0 

-  JCo  •  0))|  COS (0  —  0)|rf0,  (18) 


and  then 


2tt 


Hg,fx 0(s)  =  J  J  p(0,  r')S  (s  cos(0  -  0) 

0  SR 

+  *0  ■  0  —  r')| cos(0  —  9)\dr'd<j).  (19) 

Letting  p(£,  u)  denote  projection  in  the  equidistant  fan- 
beam  geometry  (§,  u),  there  exist  the  relationships 

0  =  §  +  arctan (u/D) ,  r  =  Rqu  /  \/d2  +  m2,  (20) 


£  =  0  —  arctan  ^r  /  —  r2^j  ,  n  =  Dr  /  ^ 


p(0,  r)  =  p(f,  m), 


n  =  Dr  /  Rq  —  r2, 

(21) 

(22) 
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and  the  Jacobean 
drdcp  = 


dr/du  d r/3§ 
dcp/du  3 </>/3£ 


=  \dr/du\  dudl;  = 


dud £  = 
R0D2 


(V  d2  +  u2y 


dr/du  0 
dip/du  1 

dud%. 


dud% 


(23) 


Here  D  and  Rq  are  the  distances  from  x-ray  source  to  the  de¬ 
tector  and  the  rotation  axis,  respectively.  By  denoting  s6  +  xq 


with  x,  the  integral  kernel  in  Eq.  (19)  becomes  8"(scos((p  —  0) 
+  Xo  •  <P  —  d)  —  S"(x  ■  (p  —  iJ ).  Furthermore,  according  to  the 
Appendix,  we  have 

S"(x  -4>-r')  =  S"(u*  -  u){y/D2  +  u-f  /  T\  (24) 

where  T  =  Rq  —  x  •  §x,  u*  —  Dx  ■  I-/T. 

In  a  way  similar  to  that  in  Ref.  31  the  DBP  algorithm  to 
reconstruct  the  derivative  object  function  along  the  radial  di¬ 
rection  in  the  equidistant  fan-beam  geometry  can  be  obtained 


Hefx  0(s) 


2n 


—  —  J  J  /?(£,  m)cos(0  —  6)8  (u*  —  w)sgn(cos(0  —  6))dud% 
0 

2  n 

47T  J 


o  m 

2  n 

i  r  RnD2  d2 


t 3  3  u2 


— -  (/?(§,  u)  cos(</>  —  0)sgn(cos(</>  —  9))) 


o 

2  TT 


1  C  R  D2  d2 

°  — -(p(£,  u)  cos(0  —  0))sgn(cos (cp  —  6)) 


J 


4tt  J  T3  3n2 
i  r  r0d2  3 


d$ 


„3  ^-(/>(t,  u)  cos((/>  -  0))  — (sgn(cos(</>  -  0))) 

1  *  ou  ou 


1  r  RnD 2  d2 


- —  f 

2j r  J 
0 

2n 

471  J 

0 

271 

/ 


r3  /?(£,  u)  cos (cp  -  0)  — (sgn(cos(0  -  0))) 


2n 

l  r  r0d2  d2 

—  I  — f-  ^y(p(?,M)cos(0-0))sgn(cos(0-0)) 
0 


d%  +  ri  +  r2. 


In  fact,  we  have 

2tt 

i 

n 


1  f  RqD2  3  3 

— p-  m)cos(0  -  0))  — (Sgn(cos(0  -  0))) 

1  J  ou  ou 


2i r  J 


d^ 


0 

2tu 


1  f  RqD2  3  D 

=  2n  J  ~Tr~  cos(^  “  x  2S(cos^  ~  0)) Sln^  ~ 


T3  3m 
1  f  R0D2  3 


£>2  +  m2 


0 

27T 


-u 


T 3  3m 


—  p(f ,  u) 


cos (0*  -  0)8(cos(<p*  -  0))  sin(</>*  -  0) 


H 


Z)2  +  M*2 


di; 


27T 


1  f  R°D~-p(^  u*)8(cos((p*  -  0))  sin2(</>*  -  6)  _  ^0di- 


0 

2n 

-J 


T 3 


(Z)2  +  M*2)2 


Ro£>4 


p(|,  u*)8(cos((p*  -  0))sin 2((/>*  -  0)rf£, 


r3(D2  +  u*2)2 


(25) 


(26) 
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where  </>*  =  §  +  arctan  ‘jj.  By  referring  to  Eq.  (A5),  we  can  further  have 


r  1 


D 


tv  ^  T2{D2  +  uf) 


-(t  *s  1  p(£i<u*) 

p(i;i,Ui)=  -~2^ 


71  * — '  || Jt  —  V, 
i=  1 


•  II2  ’ 


where  v,-  =  Ro ,  i  =  1,2.  Meanwhile,  we  have 

2  71 

1  r  R0D2 


V  2 


An 

J  T2 

0 

i 

2  n 

f  RoD2 

An 

J  T2 

0 

i 

2  71 

[  RoD 2 

dz 

p(%,  u)  cos(0  -  0)  — (sgn(cos(0  -  0))) 


T2 


p( £,  m)cos(</>  —  0) —  I  —  2i5(cos(</)  —  9))sm((p  —  0) 
3  u 


p(£,  u*) cos (</>*  —  0)  I  (5'(cos(</>*  —  0))  sin2(</>*  —  0) 


D 


D 2 


Z)2 


-<5(cos(0*  —  0))cos(</>*  —  0) 


£>2 


(Z)2  +  M*2)2 


+3(cos(0*  -  0))  sin (0-0) 


(Z)2  +  u*2)2 
2Du* 


(D2  +  u*2)2 


d'g 


2n 


=  -—  [ 
2: r  J 


RnD4 


/?(£,  u*)cos(cf>*  —  6)S'(cos((p*  —  0))sin2(0*  —  0)<Zf. 


o 


r3(zz2  +  m*2)2 


By  referring  to  Eq.  (A6),  we  obtain 

2 


1*2 


2tt  ^  R0Ti^^i,U^ 

i—  1 


l 


Z)  (Zm* 
Z>2  +  M*2  df 


5=6 


where 

<Zn*  Z)ZZo  Z)2  +  m*2 

^T  =  ' 


r  d 

Subsequently,  we  have 

2 

1  < 

1*2 


i  1 

~~  _  27r  ^  R()Ti  P^1, 
1  =  1 


)  1  + 


Z> 


/£>Z?o  _ 


D~  +  u 
D~ 


*2 


=  -— V 

9tt 


D2 


2tt  T2(D 2  +  uf) 


D2  +  u*2  V  T 
p^i,U*)  =  -  | 

I  27T  '  X  —  Vi  “ 

i=l 


l=f< 


(27) 


(28) 


(29) 


(30) 


(31) 


By  integrating  Eqs.  (27)  and  (31)  into  Eq.  (25),  we  obtain  the  following  DBP  formula  of  the  derivative  object  function  along  the 
radial  direction  in  the  equidistant  fan-beam  geometry, 


27T 


Hg  fx  oM  —  . 


47T  J 


Sgn(cos(0  -  0))^(p(f,  u)cos(<p  -  0)) 


<Z§ 


3  ^  P(fi,u*) 


2tt  "  II jc  —  in 
1  =  1  11  ' 


(32) 


Letting  p(f ,  y)  denote  projection  in  the  equiangular  fan-beam  geometry  (£,  y),  there  exist  the  relationships 


4>  =  £  +  y,  r  —  Rq  sin  y, 

(33) 

£  =  0  —  y,  y  =  arcsin(r  /  Z?()) , 

(34) 

p{(t>,r)  =  p(%,  y), 

(35) 
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where  Rq  is  the  distances  from  x-ray  source  to  the  rotation 
axis.  Meanwhile,  between  the  equiangular  and  equidistant 
fan-beam  geometries,  there  exist 

u  =  D  tan  y,  /?(£,  u )  =  p{£ ,  y),  (36) 

and 

d/du  =  (cos2  y/D)d/dy, 

d2/du2  =  (cos4  y  /  D2)(d2 /dy2  -  2  tan  y  d/d y).  (37) 


In  a  similar  way,  the  DBP  algorithm  to  reconstruct  the  deriva¬ 
tive  object  function  along  the  radial  direction  in  the  equiangu¬ 
lar  fan-beam  geometry  can  be  obtained, 

2tt 

,  ~  If  Rocos4y* 

Hgfx „Cs)  =  J  - j2>  sgn(cos(0  -  9)) 

0 


/  a2  a  \  , 

x  \jy~2'mr^rp,s-r) 

x  cos(0  -  9))\y=y,  d% 


3  y  p&,vn 

2n  2—/  \\x  _  v.  || 2 
/  =  1 


(38) 


where  y  *  =  arctanlx,-  •  £,/7j),  T,  =  Rq  —  x  ■  i  —  1,  2,  and 
£  i  =  0  —  n72  +  arcsin(jco  •  O^IRq),  f  2  =  29  —  £  1 .  The  above 
DBP  formula  will  be  used  to  demonstrate  the  feasibility  of 
the  proposed  imaging  method  of  radial  differential  interior  to¬ 
mography. 


2.B.  Projection  of  differentiated  backprojection 
onto  convex  sets  (DBP-POCS) 

It  should  be  noted  that  the  right  side  of  both 
Eqs.  (32)  and  (38)  represent  the  radial  Hilbert  transform  of  the 
derivative  object  function  d\fXo(s,  9).  Moreover,  it  is  impor¬ 
tant  to  note  that  the  Hilbert  transform  is  not  mathematically 
local.31'2  Hence,  the  reconstruction  of  the  derivative  object 
function  d\fXo(s,  9)  inside  an  ROI  using  either  Eq.  (32)  or 
Eq.  (38)  becomes  an  interior  tomography  problem  that  can  be 
dealt  with  using  the  DBP-POCS  based  methods.18-23  Here¬ 
after,  the  dependence  on  xq  and  9  will  be  omitted  for  brevity. 
The  implementation  of  a  DBP-POCS  based  method  is  car¬ 
ried  out  along  each  Hilbert  line  associated  with  a  local  co¬ 
ordinate  system,18-2'  and  thus  the  derivative  object  function 


3i  f(s)  can  be  viewed  as  a  ID  function  of  variable  .v  with 
a  definition  domain  of  normalized  interval  (—1,1).  On  each 
Hilbert  line,  AK,  Ah,  A,  and  X  represent  the  intervals  with 
the  a  priori  knowledge  3i  f(p\s)  =  0,  the  DBP  values  that 
can  be  calculated  from  Eq.  (38),  the  compact  support  of  the 
object  function  3i  f(s),  and  the  entire  interval  wherein  the 
DBP-POCS  based  method  is  implemented.18-23  For  the  case 
considered  in  this  paper,  there  is  a  relationship  among  these 
intervals:  A h  c  X,  Ax  C  A  C  X  =  (—1,  1).  L^,(X)  repre¬ 
sents  a  weighted  L 1  space  with  W(j)  =  (1  —  s'2)0-5,  and  the 
associated  inner  product  and  norm  are  defined  by 

(3i/t>  =  J  dsdlf1(s)dlf2(s)W(s), 

|3i/|;  =  (3i/,3i/V.  (39) 

To  implement  the  DBP-POCS  based  method,  four  convex 
sets  are  defined 1 8-23 

Ci  =  [dj  G  L2w(X)\(HxdJ)(S)  =  g(s)for  s  G  Ah } , 

(Hxdif)(s)  =  - p.v .  [  ds-i—idlf(s'y, 
n  J —i  s  -  s' 

C2  =  {3|/e  L2w(X)\dJ(s)  =  Ofor  s  $  A}; 

c3  =  { dje  L2w(X)\dif(s)  =  3,  flp>(s)  =  0 for  seA,}; 


L 


A\A  K 


dsd  t/(j)  =  C(f 


C4  =  {  3i/  G  LZW(X) 

CA-  f  dsdifp\s)  =  7rCA-, 
J  Ak 


Cip)  =  ttCa  - 


(40) 


where  tcCa  is  equal  to  the  ideal  projection  data  of  the  deriva¬ 
tive  object  function  acquired  along  the  Hilbert  line.  In  the 
equiangular  fan-beam  geometry,  we  have 

CA  =  ~  f  3i  fx0(s,  0)ds  =  —  f  -^-f(s0+xo)ds 
n  J  it  J  ds 

SR  SR 


=  -f(s0+x  o)|±£  =  0,  (41) 

71 

and  then  C^f)  =  0. 

Projection  operator  P,  corresponding  to  each  convex 
set  Ci  is  required  to  implement  the  DBP-POCS  based 
algorithm.1819  Projectors  P2  and  P3  are  trivial,  and  P\  and 
P4  are  specified  as18-19 


(PidJ)(s)  = 


11  f  ,  -  , 

- /  ds'dxfis1' 


(H+MHxdjKs), 


(H^h)(s)  =  - 


1  1 


tx  VTOs) 


,  1 

p.v.  I  ds  - 

J-i  s'  -  . 


h(s’)W(s'), 


( Mh)(s )  = 


g(s)  (s  e  Ah), 
h(s)  (s  <f  Ah)\ 
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(P49i /)(*)  = 


9i /(«)■ 


(^-/axaz^/V))/^) 

Ia\ak  ds'/W(s') 

9i  ZOO  (.s  i  A\Ak). 


(s  e  A\Ak) 


9i  m- 


Ia\ak  ds'd]f(s’)/  W(s) 


Ia\ak  ds'/W(s') 
9i  /CO  (s  i  A\Ak). 


(s  e  A\Ak), 


(42) 


To  determine  the  derivative  object  function  d\f(s)  that 
falls  into  the  intersection  of  the  four  convex  sets  defined  in 
Eq.  (40),  the  following  iterative  algorithm  is  utilized, 

di  f(k+l)  =  P4P3P2Pidif(k),  k  =  0,  1,  . . . ,  K  -  1,  K, 

(43) 

where  9i/(0)  is  the  initial  image  with  each  pixel  set  to  zero. 
In  this  work,  the  maximal  iteration  number  K  is  empirically 
set  as  100,  since  no  improvement  is  noticeable  after  the  100th 
iteration. 

3.  PERFORMANCE  EVALUATION 

The  proposed  imaging  method  of  radial  differential  inte¬ 
rior  tomography  and  its  reconstruction  algorithm  are  evalu¬ 
ated  using  the  projection  data  simulated  by  computer  and  ac¬ 
quired  by  CT  scanner. 

3.A.  Evaluation  with  projection  data  simulated 
by  computer 

The  modified  Shepp-Logan  mathematical  phantom”  is 
used  to  simulate  the  projection  data  in  the  equiangular  fan- 
beam  geometry,34  in  which  the  distance  from  the  x-ray  source 
to  the  rotation  axis  (Rq)  is  541  mm.  The  projection  data  are 
uniformly  acquired  in  a  full  scan  (360°)  at  1160  angular  po¬ 
sitions,  with  a  detector  array  consisting  of  888  cells  that  span 
a  52.1°  full  fan-angle.  The  interior  tomography  is  simulated 
by  setting  the  radius  of  the  ROI  to  be  scanned  as  40.5  mm 
and  truncating  the  projection  data  appropriately  with  lateral 
collimation.  The  origin  x4  of  the  local  polar  coordinate  sys¬ 
tem  is  fixed  at  (0,  0)  mm.  In  such  a  way,  the  a  priori  knowl¬ 
edge  of  the  Shepp-Logan  phantom  can  be  determined  as  0.3. 
Transaxial  tomographic  images  are  initially  reconstructed  in 
the  polar  coordinate  system  at  dimension  2048  x  2048,  i.e., 
2048  sampling  points  along  the  azimuthal  direction  (360°) 
and  radial  direction  (a  distance  of  128  mm  from  the  origin  xo), 
and  then  converted  into  a512  x  512  matrix  with  pixel  size 
0.5  x  0.5  mm2  in  the  Cartesian  coordinate  system,  in  which 
a  bilinear  interpolation  is  utilized.  A  region  with  a  constant 
value  (centered  at  the  origin  xq,  and  with  a  radius  of  102  sam¬ 
pling  points  along  the  radial  direction)  is  chosen  as  the  small 
round  area  where  the  a  priori  knowledge  is  required. 


3. B.  Evaluation  with  projection  data  acquired 
by  CT  scanner 

The  performance  of  the  proposed  imaging  method  and  its 
reconstruction  algorithm  is  further  evaluated  and  verified  us¬ 
ing  the  projection  data  of  a  large  animal  (sheep)  acquired  by 
a  CT  scanner.  In  data  acquisition,  the  distance  from  x-ray 
source  to  the  rotation  axis  is  570  mm.  The  projection  data 
are  also  uniformly  acquired  at  1160  angular  positions  over 
a  full  scan  (360°).  The  detector  array  consists  of  672  cells 
spanning  a  52.1°  full  fan-angle.  Truncated  projection  data  are 
acquired  by  setting  the  radius  of  the  ROI  to  be  scanned  as 
50  mm.  Again,  transaxial  tomographic  images  are  initially  re¬ 
constructed  in  the  polar  coordinate  system  at  dimension  2,048 
x  2,048,  i.e.,  2048  sampling  points  along  the  azimuthal  direc¬ 
tion  (360°)  and  radial  direction  (a  distance  of  128  mm  from 
the  origin  a'q),  and  then  converted  into  a  512  x  512  matrix 
with  pixel  size  0.5664  x  0.5664  mm2  in  the  Cartesian  coor¬ 
dinate  system.  An  air-filled  cavity  in  the  sheep’s  body  (the 
bronchus  with  its  attenuation  approximately  equal  to  zero, 
centered  at  origin  x() ,  and  with  a  radius  of  ten  sampling  points 
along  the  radial  direction)  is  chosen  as  the  small  round  area 
wherein  the  a  priori  knowledge  is  required. 

4.  RESULTS 

The  simulation  study  focuses  on  the  evaluation  of  recon¬ 
struction  accuracy,  while  the  animal  study  verifies  the  perfor¬ 
mance  in  the  presence  of  noise  in  a  practical  situation. 

4.A.  Performance  evaluation-phantom  study 

The  modified  Shepp-Logan  phantom’3  is  utilized  as  the 
basis  for  performance  evaluation.  Shown  in  Fig.  1(a)  is  the 
sinogram  of  the  modified  Shepp-Logan  phantom  simulated  in 
the  equiangular  fan-beam  geometry,  in  which  no  lateral  trun¬ 
cation  occurs.  The  transaxial  image  reconstructed  from  the 
sinogram  by  the  FBP  algorithm  is  presented  in  Fig.  1(b). 

The  transaxial  images  displayed  in  the  upper  row  of 
Fig.  2  are  obtained  from  the  projection  data  with  lateral 
truncation,  while  those  from  the  data  without  truncation 
are  presented  in  the  lower  row  as  a  reference.  The  images 
shown  in  Figs.  2(a)  and  2(a')  are  reconstructed  using  the 
DBP-POCS  algorithm23  and  those  in  Figs.  2(c)  and  2(c') 
are  reconstructed  using  the  radial  differential  DBP-POCS 
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(a)  (b) 


Fig.  1.  (a)  The  sinogram  of  the  modified  Shepp-Logan  phantom;  and 
(b)  a  transaxial  image  reconstructed  from  the  sinogram  [display  window 
(0  0.5)  mm-1]. 


the  DBP-POCS  reconstruction.  Moreover,  it  is  observed  that 
the  artifact  existing  in  the  image  reconstructed  by  the  DBP- 
POCS  algorithm  is  picked  up  by  the  postreconstruction  radial 
differentiation  [see  Fig.  2(b)], 

For  quantitative  evaluation,  the  profiles  along  the  central 
horizontal  and  vertical  lines  of  the  images  obtained  by  the 
postreconstruction  radial  differentiation  [Figs.  2(b)  and  2(b')] 
and  the  proposed  radial  differential  DBP-POCS  algorithm 
[Figs.  2(c)  and  2(c')]  are  plotted  in  Fig.  3.  The  RMSE  (root 
mean  square  error)  between  Figs.  2(b)  and  2(d)  and  Figs.  2(c) 
and  2(d)  are  0.0242  and  0.0173,  respectively,  showing  that 
the  proposed  radial  differential  interior  tomography  method 
indeed  outperforms  the  two-step  method  significantly  (almost 
40%)  in  artifact  avoidance. 


algorithm  proposed  in  this  work.  For  comparison,  the  im¬ 
ages  obtained  by  applying  a  postreconstruction  radial  differ¬ 
entiation  on  the  image  reconstructed  by  the  DBP-POCS  al¬ 
gorithm,  i.e.,  the  two-step  radial  differential  tomography,  are 
presented  in  Figs.  2(b)  and  2(b').  Meanwhile,  the  numeri¬ 
cal  radial  derivative  of  the  Shepp-Logan  phantom  obtained 
via  one-dimensional  radial  differential  filtering  with  adequate 
windowing  in  the  frequency  domain  is  included  in  Figs.  2(d) 
and  2(d')  as  the  ground  truth  for  comparison.  As  demon¬ 
strated  in  the  areas  indicated  by  the  dotted  and  solid  arrows  in 
Figs.  2(a)  and  2(c),  the  proposed  radial  differential  DBP- 
POCS  algorithm  outperforms  the  DBP-POCS  algorithm  in  re¬ 
construction  accuracy.  We  speculate  that  such  an  advantage 
may  be  attributed  to  the  fact  that  the  a  priori  knowledge  re¬ 
quired  by  the  proposed  radial  differential  DBP-POCS  recon¬ 
struction  is  always  zero,  rather  than  a  constant  as  required  in 


4.B.  Performance  evaluation-animal  study 

The  transaxial  images  presented  in  the  left  column  of 
Fig.  4  are  obtained  from  the  projection  data  without  lateral 
truncation,  while  those  from  the  data  with  truncation  are  pre¬ 
sented  in  the  right  column.  The  images  shown  in  the  top  row 
[display  window  (0  0.5)  mm-1]  of  Fig.  4  are  reconstructed 
using  the  DBP-POCS  algorithm21  and  those  in  the  bottom 
row  [display  window  (—0.02  0.02)  mm-2]  are  reconstructed 
using  the  radial  differential  DBP-POCS  algorithm  proposed 
in  this  work.  For  comparison,  the  images  generated  by  the 
two-path  method  are  presented  in  the  middle  row.  A  close 
inspection  of  Fig.  4(b')  shows  that  edges  of  the  sheep’s  tis¬ 
sues/organs  in  the  ROI  are  enhanced  significantly,  verify¬ 
ing  that  the  proposed  radial  differential  interior  tomography 


Fig.  2.  Transaxial  images  of  the  Shepp-Logan  phantom  reconstructed  from  the  projection  data  with  (top)  and  without  (bottom)  lateral  truncation  using:  (a-a') 
the  DBP-POCS  algorithm,  (b-b')  a  postreconstruction  radial  differentiation  algorithm,  (c-c')  the  radial  differential  DBP-POCS  algorithm,  and  (d-d')  numerical 
derivative  of  the  Shepp-Logan  phantom  [display  window:  (—0.1  0.1)  mm-1  in  (a-a'),  and  (—0.1  0.1)  mm~2  in  (b-b'),  (c-c'),  and  (d-d')]. 
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Reference  point  xQ=(0,0)  Reference  point  xQ=(0,0) 


Fig.  3.  Profiles  along  the  horizontal  (left)  and  vertical  (right)  lines  of  the  central  areas  in  the  images  displayed  in  Figs.  2(b)-2(b'),  2(c)-2(c'),  and  2(d)~2(d'). 


Fig.  4.  Transaxial  images  of  the  sheep  reconstructed  from  the  projection 
data  without  (left)  and  with  (right  lateral  truncation:  (a-a')  using  the  DBP 
POCS  algorithm,  (a'-b')  the  postreconstruction  radial  differentiation  algo¬ 
rithm,  and  (a"-b")  the  proposed  radial  differential  DBP-POCS  algorithm  [dis¬ 
play  window:  (0  0.5)  mm-1  in  (a-a')  and  (—0.02  0.02)  mm~2  in  (a'-b')  and 
(a"-b")]. 


and  its  associated  reconstruction  algorithm  indeed  can 
provide  information  complementary  to  the  original  recon¬ 
struction.  Meanwhile,  it  also  shows  that  the  proposed  radial 
differential  interior  tomography  and  its  image  reconstruction 
perform  well  in  the  presence  of  noise.  For  quantitative  eval¬ 
uation,  the  profiles  along  the  central  horizontal  and  vertical 
lines  of  the  images  obtained  by  the  proposed  radial  differ¬ 
ential  DBP-POCS  algorithm  [Figs.  4(a')-4(b')]  are  plotted  in 
Fig.  5. 

5.  DISCUSSIONS  AND  CONCLUSIONS 

In  this  work,  we  propose  the  imaging  method  of  radial  dif¬ 
ferential  interior  tomography  and  derive  the  associated  im¬ 
age  reconstruction  algorithm.  Using  the  projection  data  of  the 
phantom  simulated  by  computer  and  a  large  animal  (sheep) 
acquired  by  a  CT  scanner,  we  evaluate  and  verify  its  imaging 
performance.  The  results  of  the  preliminary  phantom  study 
demonstrate  the  reconstruction  accuracy  of  the  proposed  ra¬ 
dial  differential  interior  tomography,  while  the  animal  study 
data  show  its  robustness  in  the  presence  of  noise.  What  fol¬ 
lows  is  a  summary  of  the  points  we  would  like  to  make  based 
on  the  preliminary  results. 

It  is  important  for  us  to  point  out  that  the  radial  differ¬ 
ential  interior  tomography  proposed  in  this  work  is  essen¬ 
tially  different  from  the  so-called  Lambda  tomography.33-40 
In  general,  the  Lambda  tomography  is  under  the  framework 
of  local  tomography,  in  which  the  algorithm  for  image  recon¬ 
struction  is  in  the  fashion  of  FBP.  Specifically,  in  the  Lambda 
tomography,  the  projection  data  undergo  a  2nd-order  differen¬ 
tiation  that  is  mathematically  local  and  then  are  backprojected 
to  form  a  tomographic  image.  As  such,  the  two-dimensional 
Fourier  transform  of  the  Lambda  tomographic  image  is  equal 
to  that  of  the  conventional  tomographic  image  with  a  ra¬ 
dial  ramp  filtering.35”38  It  should  be  noted  that  a  ramp  fil¬ 
tered  conventional  tomographic  image  is  actually  equivalent 
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Fig.  5 .  Profiles  along  the  central  horizontal  (left)  and  vertical  (right)  lines  of  Figs.  4(a')-4(b')  and  4(a")-4(b"). 


to  an  Hilbert  transform  of  the  differentiated  conventional  to¬ 
mographic  image.32  It  should  also  be  noted  that  another  local 
tomography  image  reconstruction  algorithm  called  local  BPF 
algorithm39  has  been  proposed  in  the  literature,  in  which  the 
projection  data  go  through  a  lst-order  differentiation,  back- 
projection  onto  chords  and  then  another  lst-order  differentia¬ 
tion  along  the  chords.  It  should  be  pointed  out  that  such  a  to¬ 
mographic  image  is  actually  equivalent  to  a  Hilbert  transform 
of  the  differentiated  conventional  tomographic  image31,32  too. 

On  the  other  hand,  the  image  generated  by  the  radial  dif¬ 
ferential  interior  tomography  proposed  in  this  work  is  a  ver¬ 
sion  of  the  conventional  tomographic  image  with  a  radial 
differential  filtering  carried  out  in  the  image  domain,  rather 
than  a  version  with  a  Hilbert  transform  applied.  Hence,  the 
proposed  imaging  method  is  under  the  framework  of  inte¬ 
rior  tomography.  This  is  the  underlying  reason  why  either  the 
POCS  method,1 8-2 J  which  is  adopted  in  this  work,  or  the  TV- 
minimization  based  compressed  sensing  method,16, 17  has  to 
be  employed.  It  is  our  opinion  that,  from  the  practical  point 
of  view  of  image  processing,  visualization,  fusion,  and  un¬ 
derstanding,  a  differentiated  conventional  tomographic  image 
should  be  more  meaningful  than  its  counterpart  with  a  Hilbert 
transform  applied. 

In  the  DBP-POCS  based  image  reconstruction  solution  for 
the  interior  tomography,  a  priori  knowledge  in  a  small  area 
inside  the  ROI  to  be  reconstructed  is  required.  The  a  priori 
knowledge  can  be  available  in  a  small  area  that  is  relatively 
uniform  in  attenuation,  such  as  air-filled  cavities  (sinus)  or 
fluid-filled  compartments  (ventricles).  In  the  proposed  radial 
differential  interior  tomography,  the  reconstructed  image  is  a 
version  of  the  object  function  with  a  radial  differential  op¬ 
eration.  Consequently,  the  required  a  priori  knowledge  be¬ 
comes  zero  if  the  air-filled  cavity  or  fluid-filled  compartment, 
regardless  of  its  attenuation,  is  still  chosen  as  the  small  area 
to  provide  the  a  priori  knowledge.  We  would  like  to  indi¬ 
cate  that,  even  though  the  a  priori  knowledge  of  zero  does 
not  differ  from  that  of  a  nonzero  value  in  principle,  a  zero  a 


priori  knowledge  may  be  more  readily  available  in  practical 
situations. 

It  is  observed  in  our  preliminary  investigation  that  the  pro¬ 
posed  radial  differential  DBP-POCS  algorithm  is  indeed  more 
efficient  than  the  DBP-POCS  reconstruction  with  postrecon¬ 
struction  radial  filtering.  This  is  because  the  radial  differential 
filtering  in  the  former  is  actually  carried  out  in  the  projection 
domain,  whereas  that  in  the  latter  is  carried  out  postrecon¬ 
struction,  which  results  in  additional  computational  overhead. 
It  is  also  observed  [see  Figs.  2(a)-2(c)]  that  the  radial  dif¬ 
ferential  DPB-POCS  algorithm  outperforms  the  DBP-POCS 
two-step  reconstruction  algorithm  in  terms  of  artifact  avoid¬ 
ance.  We  think  this  may  be  attributed  to  the  fact  that  the  re¬ 
quired  a  priori  knowledge  in  the  former  is  zero,  whereas  that 
in  the  latter  is  nonzero  and  thus  is  harder  to  obtain  in  practical 
situations. 

Interior  tomography  has  recently  been  recognized  as  one 
of  the  promising  methods  to  reduce  CT’s  radiation  dose  in 
diagnostic  imaging  without  compromising  image  quality.16,40 
It  is  straightforward  to  understand  that,  as  demonstrated  in 
Figs.  4(a'  )  and  4(b'),  a  radial  differential  interior  tomographic 
image  may  stand  alone  to  reveal  more  details  about  the  ROI  in 
which  pathophysiological  lesions  are  suspected.  Meanwhile, 
the  radial  differential  interior  tomographic  image  may  pro¬ 
vide  extra  information  complementary  to  the  interior  tomo¬ 
graphic  image  (see  Fig.  4).  It  should  be  noted  that  such  ex¬ 
tra  information  may  be  of  relevance  in  image  analysis,  e.g., 
contour  outlining  for  area/volume  measurement,  edge  detec¬ 
tion  for  image  segmentation  and  morphologic  feature  extrac¬ 
tion  for  image  registration.  All  these  operations  are  of  sig¬ 
nificance  in  the  clinical  applications  wherein  the  CAD  based 
on  image  processing,  visualization,  fusion,  and  understand¬ 
ing  is  desirable.  Hence,  it  is  hoped  that  the  imaging  method 
of  radial  differential  interior  tomography  and  its  associated 
image  reconstruction  algorithm  (i.e.,  the  radial  differential 
DPB-POCS  algorithm)  may  find  their  applications  in  the 
future. 
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APPENDIX:  PROPERTIES  OF  THE  DIRAC 
FUNCTION  USED  IN  ALGORITHM  DERIVATION 

Regarding  the  Dirac  function,24  one  has 

5W(^)  =  &(n\s)/Xn+\  k>0,  n  =  0,l,2,..., 

(Al) 

where  the  /zth  order  derivative  of  Dirac  function,  <)(n) ,  is  ho¬ 
mogeneous  of  degree  —  (n+1). 

In  order  to  derive  the  DBP  formula  in  the  equidistant  fan- 
beam  geometry,  we  need  to  convert  <5"( x  ■  (f>  —  /)  into  S "(u* 
—  u ),  as  shown  below 
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where  T  —  Rq  —x  •  §x,  u*  =  Dx  •  %/T.  According  to  Eq.  (Al),  we  have 
8(x  ■(/>-/)=  S  '(u*  -  n)(\/ D2  +  zz2)3  /  T3. 

In  the  integral  calculations,  we  have  made  use  of  the  following  properties  of  the  Dirac  function, 
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Purpose:  Under  the  existing  theoretical  framework  of  x-ray  phase  contrast  imaging  methods  im¬ 
plemented  with  Talbot  interferometry,  the  dark-field  contrast  refers  to  the  reduction  in  interference 
fringe  visibility  due  to  small-angle  x-ray  scattering  of  the  subpixel  microstructures  of  an  object  to  be 
imaged.  This  study  investigates  how  an  object’s  subpixel  microstructures  can  also  affect  the  phase  of 
the  intensity  oscillations. 

Methods:  Instead  of  assuming  that  the  object’s  subpixel  microstructures  distribute  in  space  randomly, 
the  authors’  theoretical  derivation  starts  by  assuming  that  an  object’s  attenuation  projection  and  phase 
shift  vary  at  a  characteristic  size  that  is  not  smaller  than  the  period  of  analyzer  grating  Gi  and  a 
characteristic  length  dc.  Based  on  the  paraxial  Fresnel-Kirchhoff  theory,  the  analytic  formulae  to 
characterize  the  zeroth-  and  first-order  Fourier  coefficients  of  the  x-ray  irradiance  recorded  at  each 
detector  cell  are  derived.  Then  the  concept  of  complex  dark-field  contrast  is  introduced  to  quantify 
the  influence  of  the  object’s  microstructures  on  both  the  interference  fringe  visibility  and  the  phase 
of  intensity  oscillations.  A  method  based  on  the  phase-attenuation  duality  that  holds  for  soft  tissues 
and  high  x-ray  energies  is  proposed  to  retrieve  the  imaginary  part  of  the  complex  dark-field  contrast 
for  imaging.  Through  computer  simulation  study  with  a  specially  designed  numerical  phantom,  they 
evaluate  and  validate  the  derived  analytic  formulae  and  the  proposed  retrieval  method. 

Results:  Both  theoretical  analysis  and  computer  simulation  study  show  that  the  effect  of  an  object’s 
subpixel  microstructures  on  x-ray  phase  contrast  imaging  method  implemented  with  Talbot  interfer¬ 
ometry  can  be  fully  characterized  by  a  complex  dark-field  contrast.  The  imaginary  part  of  complex 
dark-field  contrast  quantifies  the  influence  of  the  object’s  subpixel  microstructures  on  the  phase  of 
intensity  oscillations.  Furthermore,  at  relatively  high  energies,  for  soft  tissues  it  can  be  retrieved  for 
imaging  with  a  method  based  on  the  phase-attenuation  duality. 

Conclusions:  The  analytic  formulae  derived  in  this  work  to  characterize  the  complex  dark-held 
contrast  in  x-ray  phase  contrast  imaging  method  implemented  with  Talbot  interferometry  are  of 
significance,  which  may  initiate  more  activities  in  the  research  and  development  of  x-ray  differential 
phase  contrast  imaging  for  extensive  biomedical  applications.  ©  2014  American  Association  of 
Physicists  in  Medicine.  [http://dx.doi.Org/10.1118/l.4896098] 

Key  words:  x-ray  differential  phase  contrast  imaging,  x-ray  Talbot  interferometry,  x-ray  dark-held 
imaging,  x-ray  phase  contrast  CT,  complex  dark-held  contrast,  phase-attenuation  duality 


1.  INTRODUCTION 

Among  a  variety  of  phase  contrast  imaging  techniques1'2  based 
on  x-ray  refraction,  the  differential  phase  contrast  imaging 
method  implemented  with  Talbot  interferometry’  5  is  feasible 
with  polychromatic  laboratory  x-ray  sources,  and  thus  has  a 
high  potential  for  translation  into  clinical  applications.  From 
a  single  set  of  projection  data,  the  grating-based  x-ray  differ¬ 
ential  phase  contrast  imaging  method  is  capable  of  providing 
images  corresponding  to  the  attenuation  contrast,  differential 
phase  contrast,  and  dark-held  contrast  simultaneously. 6~s  Fig¬ 
ure  1  shows  the  schematic  of  a  differential  phase  contrast  imag¬ 
ing  system  implemented  with  an  x-ray  tube  and  three  grat¬ 
ings.4'9  The  source  grating  Go  is  employed  to  enable  the  system 
using  a  conventional  x-ray  source  with  a  hnite  focal  spot  such 
that  the  spatial  coherence  condition  can  be  satisfied.3,4,9  Based 
on  the  Talbot  interferometry,9  phase  grating  G\  and  absorp¬ 


tion  grating  Go  work  together  as  a  shearing  interferometer 
to  detect  the  wavefront  alteration  caused  by  the  object  in  the 
x-ray  beam.4,8  Keeping  grating  G  i  hxed  and  shifting  grating  G2 
along  the  transverse  direction  xg,  the  x-ray  irradiance  recorded 
at  each  detector  pixel  ( m,n )  oscillates  as  a  periodic  function 
and  thus  can  be  expanded  into  a  Fourier  series6-7 

In,  n{xg)  —  ao(m,n)+  'S'  ai{tn,ri)cos\2nl  —  +  <pi(in,ri)\ ,  (1) 

tt  \  S2  ) 

where  g2  is  the  period  of  grating  G2.  The  images  corre¬ 
sponding  to  attenuation  contrast,  differential  phase  contrast, 
and  dark-field  contrast  can  be  acquired  from  the  zeroth-  and 
first-order  Fourier  components  ao,  <p\,  and  a  1,  respectively, 
via  the  following  equations:6-7,10 
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Fig.  1.  Schematic  of  a  grating  based  x-ray  differential  phase  contrast  CT 
system. 


T(m,n)  = 


asQ(m,n) 
arAm,n)  ’ 
82 


dxd>(m,n)  —  — 

B{m,n)  =  -In  V  ( m,n ), 


(2) 

(3) 

(4) 


where 


V(m,n) 


asx{m,n)  /  al(m,n) 
ar\{m,ri) / arAm,n.y 


(5) 


represents  the  reduction  in  interference  fringe  visibility 
(namely,  visibility  contrast),  B(m,n)  is  the  dark-field  con¬ 
trast.  dx<AHm,n)  and  T(m,n)  denote  the  gradient  of  projected 
wavefront  phase  profile  <b(m,n )  and  the  normalized  average 
transmission  of  the  object  to  be  imaged,  respectively.  A  is 
the  wavelength  of  x-ray,  z  is  the  distance  between  gratings 
G\  and  Gz,  and  superscripts  “s”  and  “r”  refer  to  the  projec¬ 
tion  data  obtained  with  and  without  the  object  in  x-ray  beam, 
respectively.  It  has  been  well  established  that  the  dark-field 
contrast  is  formed  through  the  mechanism  of  small-angle  x- 
ray  scattering  by  subpixel  microstructures  of  the  object  to 
be  imaged.71112  As  a  result,  the  dark-held  imaging  method 
can  be  used  to  extract  the  information  about  the  object’s  mi¬ 
crostructures  at  a  scale  that  is  beyond  the  spatial  resolution  of 
the  detection  system.1 3  A  number  of  theoretical  and  experi¬ 
mental  investigations  into  the  grating-based  x-ray  dark-held 
imaging  method  have  been  reported. 6,710-17  For  example,  in 
Refs.  13-15,  the  structure  of  an  object  is  assumed  to  fall  into 
two  categories:  smooth  and  hne.  A  smooth  structure  is  the 
feature  at  a  scale  that  is  comparable  to  or  larger  than  the 
dimension  of  detector  cell  used  for  signal  detection  and  thus 
is  resolvable  by  the  detector,  whereas  a  hne  structure  is  that 
at  a  scale  that  is  signihcantly  smaller  than  the  dimension  and 
thus  is  not  resolvable  by  detector  cells.  An  essential  assump¬ 
tion  shared  in  the  investigations  is  that  the  object’s  subpixel 
microstructures  distribute  in  space  randomly  and  a  Gaussian 
function  can  describe  the  angular  probability  distribution  of 
the  scattered  intensity.711-15 

In  principle,  one  may  decompose  an  object’s  refractive 
index  decrement  6,  attenuation  index  (3,  phase  shift  ®,  and 
attenuation  projection  A  into  their  smooth  (resolvable)  and 


hne  (unresolvable)  components13  15 


6  —  6S  +  6f, 

P  —  Ps  +  Pf  ~  Ps , 

®(x,y)  =  y  /  S(x,y,z)dz 


2  7i  f  2  n 

-  —  /  os{x,y,z)dz  +  — 

=  ®s(x,y)  +  ®f(x,y), 


j  Sf(x,y, 


z)dz 


A(x 


P(x,y,z)dz 


47T  f 

—  J  ps(x,y,z)dz  =  As(x,y), 


(6) 

(7) 

(8) 

(9) 


where  subscripts  “s”  and  “/”  refer  to  the  object’s  smooth 
(resolvable)  and  hne  (unresolvable)  structures,  respectively. 
Equations  (7)  and  (9)  indicate  that  the  effect  induced  by  an  ob¬ 
ject’s  hne  structures  on  the  attenuation  index  in  x-ray’s  prop¬ 
agation  is  negligible.13  Usually,  &f(x,y)  in  Eq.  (8)  has  been 
modeled  as  a  Gaussian  random  process  and  is  determined 
by  the  object’s  small-angle  scattering,13,15  while  ®,(x,j/)  in 
Eq.  (8)  and  A s(x,y)  in  Eq.  (9)  are  functions  that  vary  in  space 
with  the  characteristic  sizes  that  are  not  smaller  than  the  size 
of  a  detector  cell. 

It  has  been  claimed  that  the  dark-held  contrast  defined  by 
Eqs.  (4)  and  (5)  is  attributed  to  6f,  the  hne  component  of 
refractive  index  decrement  6  that  is  dependent  on  the  small- 
angle  scattering  caused  by  the  microstructures  of  an  object.7,1 1 
Under  the  assumption  that  the  small-angle  scattering  is  char¬ 
acterized  by  a  Gaussian  angle  distribution,11,13,15  the  grating- 
based  x-ray  dark-held  contrast  can  be  determined  by  the  width 
of  the  Gaussian  angle  distribution7,11  and  its  tomographic  im¬ 
ages  can  be  obtained  accordingly.7  On  the  other  hand,  since 
Eq.  (3)  is  usually  used  to  retrieve  an  object’s  phase  prohle 
®(m,n)  by  ID  integration  at  a  spatial  interval  that  is  compa¬ 
rable  to  detector  cell  size,1,18  it  has  been  implicitly  assumed 
that  <5>{m,n)  is  just  the  smooth  (resolvable)  component  of  the 
object’s  phase  shift,  i.e.,  <I>v(x,i/).  In  other  words,  the  hne 
(unresolvable)  component  of  the  object’s  phase  shift  <t>f(x,y) 
is  not  related  to  the  phase  of  intensity  oscillations  Re¬ 

cently,  Modregger  et  al. 19  established  a  scattering-based  per¬ 
spective  on  the  contrast  form  process  of  Talbot  interferometry. 
Then,  with  use  of  the  scattering-based  approach,  Modregger 
et  al.2l)  demonstrated  that  asymmetric  scattering  distributions 
lead  to  systematic  deviation  between  the  phase  signal  ( dp  -  dp) 
and  the  expect  value  of  the  scattering  angle  distribution  that 
should  be  proportional  to  the  differential  phase  contrast.  This 
indicates  that  the  small-angle  x-ray  scattering  caused  by  the 
microstructures  of  an  object  contributes  to  the  phase  signal, 
hence  one  may  speculate  that  the  ignorance  of  the  influence  of 
an  object’s  fine  structure  on  the  phase  of  intensity  oscillations 
<p\{m,n)  may  be  arbitrary.  Furthermore,  having  been  aware 
of  the  results  shown  by  Modregger  et  al .21  that  the  devia¬ 
tion  of  scattered  intensity  distribution  from  an  isotropic  Gaus¬ 
sian  distribution  can  result  in  artifacts  in  tomographic  images 
corresponding  to  the  dark-held  contrast  debited  by  Eqs.  (4) 
and  (5),  we  think  that  the  assumption — the  scattered  intensity 
distribution  observes  an  isotropic  Gaussian  distribution — may 
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be  too  strong.  Hence,  instead  of  assuming  that  the  subpixel 
microstructures  of  an  object  distribute  randomly  and  <t>/(x,y) 
be  modeled  as  a  Gaussian  random  process,  we  only  assume 
that  the  object’s  attenuation  projection  A(x,y)  and  phase  shift 
<l>(jr ,y)  vary  at  characteristic  sizes  that  are  not  smaller  than 
the  period  of  grating  G2  and  a  characteristic  length  d,  that  is 
determined  by  the  data  acquisition  geometry 


dc 


Azt 
82  ’ 


where 


(10) 


61  ,  ,  - 
ZT  =  mT—,  mT=  1,3,5,..., 

O/l 


(11) 


is  the  mj- th  fractional  Talbot  distance,8  and  g  1  is  the  pitch  of 
phase  grating  G\. 

Starting  from  the  relaxed  assumption,  we  rederive  in  this 
work  Eqs.  (2) — (5)  for  the  grating-based  differential  phase 
contrast  imaging  system  with  detector  cell  dimension  ld  large 
enough  to  satisfy 


ld»g2  and  ld » dc,  (12) 

a  condition  that  can  be  readily  fulfilled  in  an  x-ray  phase 
contrast  imaging  system  implemented  with  Talbot  interfer¬ 
ometry.11'7  By  taking  the  effect  of  the  object’s  subpixel  mi¬ 
crostructures  into  account,  the  analytic  formulae  of  the  zeroth- 
and  first-order  Fourier  components  ciq,  <p\,  and  ii\  in  Eq.  (1) 
are  rederived  through  a  mathematical  treatment  based  on  the 
paraxial  Fresnel-Kirchhoff  theory,  which  shows  that  the  sub¬ 
pixel  microstructures  of  an  object  indeed  not  only  reduce  the 
interference  fringe  visibility  V{m,n )  but  also  contribute  signif¬ 
icantly  to  the  phase  of  intensity  oscillations  <p\(m,n)-  Then,  we 
introduce  the  concept  of  complex  dark-field  contrast  to  fully 
characterize  the  effect  of  an  object’s  subpixel  microstructures 
on  the  reduction  in  the  interference  fringe  visibility  V{m,n ) 
and  the  phase  of  intensity  oscillations  <pi(m,n).  Moreover,  we 
propose  an  approximate  method  to  retrieve  the  imaginary  part 
of  the  complex  dark-field  contrast  for  imaging.  Through  com¬ 
puter  simulation  studies,  we  evaluate  and  verify  the  derived 
analytic  formulae  with  a  specially  designed  numerical  phan¬ 
tom.  Particularly,  we  demonstrate  that  the  imaginary  part  of 
the  complex  dark-field  contrast  is  strongly  dependent  not  only 
on  the  shape  but  also  the  orientation  of  object’s  microstruc¬ 
tures.  In  addition,  we  discuss  the  potential  of  the  imaginary 
part  of  the  complex  dark-field  contrast  for  imaging,  which 
may  provide  extra  information  complementary  to  the  atten¬ 
uation  contrast,  differential  phase  contrast,  and  the  dark-field 
contrast  defined  by  Eqs.  (4)  and  (5).  What  follows  is  a  detailed 
presentation  of  our  investigation. 


2.  MATERIALS  AND  METHODS 

The  ground  on  which  our  study  is  based  is  that  the 
interaction  between  the  x-ray  beam  and  an  object  to  be  im¬ 
aged  can  be  adequately  described  by  the  spatial  distribution 
of  the  object’s  complex  refractive  index  n  -  1  -  6  +  ifi.11  71 
Since  the  paraxial  condition  is  met  in  Talbot  interferometry,8 


the  analytic  formulae  to  characterize  the  grating-based  x-ray 
differential  phase  contrast  imaging  method  implemented  with 
Talbot  interferometry  are  derived  in  the  parallel  beam  ge¬ 
ometry.  As  illustrated  in  Fig.  1,  the  x-ray  beam  propagates 
along  the  z-axis,  and  the  object  to  be  imaged  and  the  detector 
are  placed  immediately  in  front  of  the  phase  grating  G 1  and 
behind  the  analyzer  grating  Go,  respectively.4 


2. A.  The  complex  dark-field  contrast  in  x-ray  phase 
imaging  implemented  with  the  Talbot  interferometry 

We  constrain  our  focus  on  the  cases  where  the  object’s 
features  are  at  scales  that  are  not  smaller  than  g2  and  dc. 
Supposing  grating  G2  is  linearly  shifted  along  the  transverse 
direction  xg,  the  mean  of  the  interference  fringe  intensity  over 
a  cell  indexed  by  (m,n)  in  a  detector  as  a  function  of  xg, 
which  is  referred  to  as  the  phase-stepping  curve  (PSC),  can 
be  expressed  as 

Im,n{xg)=-pj  /  d y  /  dx\EXg(xm  +  x,yn  +  y,z2)\~,  (13) 

ldJ-id/ 2  J-id/ 2 

where 


xm  =  |w+ - j/d,  m  =0,  ±  1,  ±2,  ...,  (14) 

yn=[n  +  ]^ld,  n  =  0,  ±1,  ±2,  ....  (15) 

Exg(x,y,z 2)  is  the  electric  held  at  location  ( x,y,Z2 )  and  z.i 
the  distance  between  the  detector  and  x-ray  source  along  the 
direction  of  x-ray  propagation.  The  incident  x-ray  beam  is 
assumed  as  a  monochromatic  plane  wave  with  wavelength  A 
and  amplitude  Eq.  Gi  is  a  phase  grating  and  G2  an  absorption 
grating  with  50%  duty  cycle,  and  the  distance  from  G\  to  G2 
is  selected  as  the  myth  fractional  Talbot  distance  zr  given  by 
Eq.  (11).  Furthermore,  in  order  to  maximize  the  interference 
fringe  visibility  in  the  detector  plane,  we  set8 


gi  =  2g2-  (16) 

According  to  the  derivation  detailed  in  the  Appendix,  the 
intensity  /m  n(xg)  is  a  periodic  function  of  xg  with  period 
g2  and  thus  can  be  expanded  into  a  Fourier  series 


Im,n{xg)  —  Co(m,n)  +  V  C2/+i(m,n)exp(2m7— j,  (17) 

itL  \  si) 

and  the  zeroth-  and  first-order  Fourier  coefficients  are  given 
by 


Co(m,n )  =  ao(m,n)  = 


|£ol2 


2  [‘Xytl+ld!  2 


2 12 
ld 


L 


dr 


-ld!  2 


/ 


yn+ld /2 


dt/exp(-A(x,i/)), 


yn-ld/2 


(18) 
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and 

C\(m,n)  =  — -exp(i<p\(m,n)), 

2|£’o|2  fXm+ld^2  ryn+id/2 
=  -i  — /  dx  /  d  y 

n~ld  Jxm-Idn  Jyn-idP- 


x  exp  -A (x,y)  +  i 


.  <X>  (x  +  dc,y)-d>(x-  dc,y) 


x  cos 


<D(x  +  dc,  y)  +  <t>(x  -  dc,  y)  -  2<D(x,  y) 


(19) 


in  which  Eq.  (1)  is  utilized.  It  should  be  noted  that  in  the 
derivation  of  Eqs.  (18)  and  (19),  we  do  not  require  that  the 
fine  (unresolvable)  features  of  the  object  distribute  randomly, 
or  the  phase  shift  related  to  the  object’s  fine  features  be 
modeled  as  a  Gaussian  random  process.  Instead,  we  assume 
that  O (x,y)  and  A(x,y)  vary  with  characteristic  sizes  that  are 
not  smaller  than  g2  and  dc.  Let 


j  rx+ld/2  ru+ldl2 

Mx,y)  =  ~r  dx\  /  dyiA(xuyi),  (20) 

I'd  J  x-ld/2  J  u- 


djv  i 

~dJx-ldl2  Jy-ld/2 


and 


dxi 

rdJx-id/2  Jy-id/2 


_  j  r-x+id/2  ru+ld/2 

®(x,y)  =  dx x  I  d ijiO(xi,yx)  (21) 

Id  J X- 


denote  the  mean  of  attenuation  projection  and  phase  shift 
over  a  region  of  dimension  ldxld,  respectively.  One  may  then 
rewrite  Eqs.  (18)  and  (19)  as 

ao(m,ri)  =  -^-exp(-A(xm,r/„)) 

rxm+ldl2  ryn+ld/2 

x  dx  d  exp  (- A  A  (*,*/)), 

Jxm-ldl2  J  yn 


-Id/ 2  J  yn-ld/2 

^i(m,n)exp(/0i(m,«)) 

4|£’0|2  ,  _  _  , 

—  i  -,^2  ®^P  A(.Xm,  Un)  yn)) 

1  d 

l‘Xm+ld/2  ryn+ld/2 

X  dx  dyexip(-AA(x,y) 

“ xm~ld/2  ^  yn~/'d/'2‘ 

+  idcAd>x{x,y\dc)) 

1  ( x  +  dc ,  y )  +  <J>  ( x  -  dc ,  y )  —  2  <1>  ( x ,  y ) 

xcos' 


(22) 


,  (23) 


where 


_  $(  xm+lf,yn)-<S>(xm-l-f,yn) 

dx®(Xm,yn)  =  ~ - - - —j - - - - - (24) 

Id 

represents  the  averaged  differential  phase  shift  over  the  detec¬ 
tor  cell  at  ( m,n ),  while 


AA(x,y)  =  A(x,y)- A(xm,y„), 


(25) 


A  <&x(x,y,dc)  = 


d>(x  +  dc,y)  -<£>(x  -  dc,y) 
ldc 

—  dxl&(xm,yii) 


(26) 


denote  the  deviation  of  attenuation  projection  and  differen¬ 
tial  phase  shift  from  their  mean,  respectively.  According  to 
Eq.  (20), 

l  fXm+ld/2  ryn+ld/2- 

- j  dx  dy  AA{x,y) 

a  ^ xm~ld/2  ^ Un~/d /2 

l  pXm+ld/2  ryn+ld/2  _ 

=  72  /  dx  /  dyA(x,y)-A(xm,yn)  =0, 

d  “  xm~l  d/2  ^ yn~/-d !2 


(27) 


and  thus  the  zeroth-  Fourier  coefficient  can  be  approximated 
as 


ao(m,n )  =  -^-exp(-A  (xm,t/„)) 


1  1  rxm+ld/ 2  ryn+ld/2 

x  1 1  +  /  dx  dy{AA(x,y))2 

C/  Jxm-lsl/ 2  J  Un 


d  J xm~ld/2  J  yn~ld/2 
i  i  rxm+ld/ 2  ryn+ld/2 

—  -  /  dx  /  dy(AA(x,y))3  +  - 

i-ldJxm-ldl2  Jljn-ld/2 

\E0\2 


-exp 


(  A(xm,ynfj . 


(28) 


and 


On  the  other  hand,  since  the  linear  attenuation  coefficient 
/ 3  is  much  smaller  than  the  refractive  index  decrement  6, 
it  is  reasonable  to  assume  that  AA (x,y)  is  negligible  in 
comparison  with  dcAd>x(x,y).  Hence  the  first-order  Fourier 
coefficient  can  be  estimated  as 

ai(m,n)exp(i<pi(m,n)) 

—  —i  tj2~  exP  (— A(xm,  yt\)  +  idcdxd>(xm,yn)J 

rxm+ld/2  ryn+ld/2 

x  /  dx  /  d y exp(idcAd)x (x,y, dc)) 

J xm~ld/2  J  yn~ld/2 

. (  ®(x  +  dc,y)+d>(x  —  dc,y)  —  2<b(x,y)\ 

x  cos i  2  I  • 

Combining  Eqs.  (28)  and  (29)  yields 
a[{m,n)las(m,n) 

—  - — — - -  exp(;  (0  (m,n)  -<pl  ( m,n ))) 

axym,n)laAm,n) 

=  Vi(m,n)exp  (idcdxi I>(xm, yn)) ,  (30) 

where 

2  fXm+ld/2  ryn+ld/2 

Vj (m,n)  -  —  I  dx  /  dy 

^ddxm—ld/2  J  yfl—ld/2 

x  exp(iJcAOJC(x,j/;<ic)) 

/  0(x  +  Jc,2/)-Ml>(x-£/c,2/)-20(x,t/) 

X  cos  - 

l  2 

(31) 

It  should  be  noted  that  in  this  work,  we  derive  the  analytic 
formulae  to  characterize  the  zeroth-  and  first-order  Fourier 


Medical  Physics,  Vol.  41,  No.  10,  October  2014 


101914-5 


Y.  Yang  and  X.  Tang:  Complex  dark-field  contrast  and  its  retrieval 


101914-5 


coefficients  of  the  x-ray  irradiance  recorded  at  each  detector 
cell  without  assuming  that  the  phase  shift  <t>  can  be  de¬ 
composed  into  smooth  (resolvable)  and  fine  (unresolvable) 
components.  Hence,  our  derivation  is  more  rigorous  in  terms 
of  mathematical  treatment  and  more  systematic  from  the 
standpoint  of  physics.  In  addition,  from  Eq.  (31)  it  is  not 
hard  to  show  that  V\{m,n)  is  completely  determined  by  the 
subpixel  microstructures  of  an  object.  Actually,  Eq.  (31) 
shows  that  Vj (m,n)  is  dependent  on  A<t>x(x,y;dc)  and  (<t>(x 
+  dc,y)  +  <t>(x  -  dc,y)  If  the  object’s  phase  shift 

d>(x,y)  varies  with  the  characteristic  sizes  that  are  not  less 
than  Id,  <f>(xm+ld/2,y„)  and  <&(xm  —  ld/2,yn)  in  Eq.  (24)  can 
be  estimated  by  expanding  <D(xi,i/i)  in  Eq.  (21)  into  Taylor 
series  around  (xm,yn).  i.e.. 


i.e.,  the  absolute  of  Vj (m,n)  is  just  the  visibility  contrast 
V(m,ri)  defined  by  Eq.  (5). 

From  now  on,  we  show  that  Vj (m,n)  is  in  general  complex. 
We  rewrite  Eq.  (31)  by  expanding  the  exponential  function 
into  a  power  series  of  A<J)  v(x, y',dc). 


V]  (m,n)  =  1  +  ^ 


Jdct 


k= 1 


Id 


1 +£<-!>' 


(dc) 


2k 


k= 1 


(2  k)\ 


M2k(m,n ) 


+  /^(-D' 


(dc) 


2k +  1 


k=0 


(2k+l)\ 


M2k+i(rn,n), 


(38) 


<&(xi,y\)  ~  0>(xm,yn)  +  dx<S>(xm,yn)(xi- xm) 

(I if  (x f/i  •  y n )  ( y  1  II n) ,  (32) 

in  which,  according  to  the  smooth  phase  condition,23  the 
derivatives  of  d>(xm,y„)  higher  than  the  first  have  been 
assumed  negligible.13  Substituting  Eq.  (32)  into  Eq.  (21),  the 
averaged  differential  phase  shift  defined  by  Eq.  (24)  can  be 
calculated  as 


where 


2  r*m+ldn  ryn+ld /2 

Mk(m,n)= -y  /  dx  dy(A<&x(x,y;dc))k 

d  ^ xm~ld/2  yn~ldl 2 

I  <l>(x  +  dc,y)  +  d>(x  -  dc,y)-2d)(x,y)\ 

I  2  ) 

(39) 


d ,  O  (  X  n, .  !1  n  ) 

J  rxm  +ld  ryn+ld/2 

~2J  dxi  /  dyi(<t>(xm,y„) 

l d  ^ Xm  ^  yn~ld 

+  dxd)(xm,  y„)(x  1  -  xm)  +  d,j(t>(xm,yn)(y  i  -  y„)) 

J  rxm  rljn+ld/2 

-  -J  /  dx i  /  dy\(<t>(xm,yn) 

d  J xm~ld  J yn-ldl^ 

+  <9*0  (xm,  yn)(x  1  —  Xm)  dy®(xm,  J/h)(  ]j\  ~  ]jn)) 

=  dx<t>(Xm,y,i)-  (33) 

Then  the  deviation  of  the  differential  phase  shift  defined  by 
Eq.  (26)  can  be  approximated  as 

A<t>x(x,y,dc)  *  dx<£>(x,y)  -  dxd>(x„„yn)  *  0, 

for  xm -  y  <  x  <  xm+  y ,  yn- y  <  y  <  yn  +  y ,  (34) 


According  to  Eqs.  (34)  and  (35),  both  A <t>x(x,y:dc)  and 
(d)(x  +  dc,y)  +  <&(x  - dc,y)-2d>(x,y))  are  solely  dependent 
on  the  small-angle  x-ray  scattering  caused  by  object’s  sub¬ 
pixel  microstructures.  If  the  subpixel  microstructures  of  an  ob¬ 
ject  distribute  randomly,  the  chance  that  A <$>x(x,y,dc)  defined 
by  Eq.  (26)  falls  into  an  interval  around  a  value  F  would  be 
the  same  as  that  around  the  value  —F.  As  a  result,  it  is  not 
difficult  to  show  that 

M2k+i(m,n) 

1  l-Xm+ld/2  ryn+ld/2 

=  ~n\  dx  dy(A<&x(x,y,dc)fk+1 

d  ^ xm~ld/2  J yn~ldl 2 

x  co^|<I>(x  +  fifc,y)  +  <t)(x-ifc,y)-2cl)(x,y)| 

(40) 


in  which,  Eqs.  (33)  and  (32)  are  used.  Furthermore,  according 
to  Eq.  (12),  dc  is  much  smaller  than  Id,  hence  <fi(x  +  d,,y) 
and  <f>(x - d,  ,y)  can  be  expanded  into  Taylor  series  around 
(x,y).  Since  the  second  and  higher  order  derivatives  of  phase 
shift  d>{x,y)  are  assumed  negligible,  we  have 

<&(x  +  dc,y)  +  <b(x-dc,y)-2<b(x,y)  Q  ^ 

Inserting  Eqs.  (34)  and  (35)  into  Eq.  (31)  results  in 

Vi  (m,n)  —  1 ,  (36) 

if  <l>(x,y)  varies  at  a  scale  that  is  comparable  to  or  larger 
than  Id-  Thus,  like  the  visibility  contrast  defined  by  Eq.  (5), 
the  contrast  related  to  Vj (m,n)  only  comes  from  the  effect 
induced  by  the  subpixel  features  of  an  object.  On  the  other 
hand,  by  combining  Eqs.  (30)  and  (5),  one  obtains 

|  Vj  (m,  n)\  =  V(m,n),  (37) 


Substituting  Eq.  (40)  into  Eq.  (38),  one  finds  that  the  imagi¬ 
nary  part  of  Vj (m,n)  is  negligible  under  the  assumption  that  an 
object’s  subpixel  microstructures  distribute  randomly.  How¬ 
ever,  in  this  study  we  do  not  make  such  an  assumption  and 
thus  in  general  Vj (m,n)  is  complex. 

Based  on  the  above  discussions,  it  is  reasonable  to  con¬ 
sider  Vj (m,n)  defined  in  Eq.  (30),  which  is  referred  as  the 
complex  visibility  contrast,  as  a  generalization  of  the  visibil¬ 
ity  contrast  defined  by  Eq.  (5).  Similar  to  defining  the  dark- 
field  contrast  B(m,n )  by  Eqs.  (4)  and  (5),  the  complex  dark- 
field  contrast  B\{m,n)  can  be  defined  as 

B\(m,n)  =  B\r{m,n)  +  i  Bu(m,n)  =  — lnVj(m,n),  (41) 

where  B\r(m,n )  and  Bu(m,n)  are  the  real  and  imaginary  parts 
of  the  complex  dark-field  contrast,  respectively,  and  can  be 
determined  by 
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B\r(m,ri)  +  iB\i(m,n) 

n+ld/~  rlln+ld /2 

dx  d  y 

l  d  ^  Xm—ld/2  yn—ld/2 

x  exp(idcA(S>x(x,y,dc)) 


rxm+'dl-  rl 

r-  dx 

^  si  J  Xm—lsj  12  J  !4n 


X  cos 


<f>  (x  +  dc ,  y )  +  <t>  ( x  —  dc ,  y )  -  2<t>  ( x ,  y ) 


,  (42) 


in  which  Eq.  (31)  is  used.  Using  Eqs.  (41),  (30),  and  (4)  and 
(5)  it  is  straightforward  to  show  that 


B(m,n)  =  -In 


asx(m,n) / ai(m,n) 
a^(m,n)  /  a'Q(m,?i) 


B\r(m,n), 


( m,n )  -  <p\(m,n)  =  dcdx<t>(xm,y„)- Bu(m,n). 


(43) 

(44) 


Equation  (43)  shows  that  the  real  part  of  the  complex 
dark-field  contrast  B\r(m,n)  is  just  the  dark-field  contrast 
B(m,n )  that  quantifies  the  relative  decrease  of  the  visibility 
due  to  the  subpixel  microstructures  of  an  object  to  be  imaged. 
Noting  that  the  visibility  is  defined  as  normalized  oscillation 
amplitude617  ai(m,n)/ao(rn,n),  we  may  refer  to  the  real  part 
of  the  complex  dark-field  contrast  B\r(m,n)  as  amplitude- 
based  dark-field  contrast.  Similarly,  we  may  refer  to  the 
imaginary  part  of  the  complex  dark-field  contrast  Bu(m,n)  as 
phase-based  dark-field  contrast,  since  Eq.  (44)  shows  that  the 
imaginary  part  of  the  complex  dark-field  contrast  Bu(m,n) 
represents  the  influences  of  the  object’s  subpixel  microstruc¬ 
tures  on  the  phase  of  intensity  oscillations  i p\(m,n ).  It  should 
be  pointed  out  that  a  nonzero  Bu(m,n)  means  a  violation  of 
Eq.  (3),  the  formula  that  is  widely  employed  to  calculate  the 
differential  phase  contrast  in  x-ray  differential  phase  contrast 
imaging  implemented  with  Talbot  interferometry. 


2.B.  The  retrieval  of  complex  dark-field  contrast  in 
grating-based  x-ray  phase  contrast  imaging  at  high 
photon  energy 

From  the  experimentally  measured  phase-stepping  curve, 
immediately  one  can  calculate  the  Fourier  coefficients  Co(m,n) 
and  C\{m,n),  or  equivalently,  ao(m,n ),  a\(m,n),  and  tpi(m,n ). 
Then  Eq.  (43)  can  be  utilized  to  estimate  the  real  part  of  the 
dark-field  contrast  B\r(m,n).  To  retrieve  the  imaginary  part  of 
complex  dark-field  contrast  Bu(m,n )  using  Eq.  (44),  however, 
the  average  differential  phase  shift  defined  by  Eq.  (24)  must 
be  determined  at  first.  In  this  section,  for  soft  tissues  to  be 
imaged  with  x-ray  Talbot  interferometry  at  high  energies,  we 
propose  an  approximate  method  to  calculate  the  average  differ¬ 
ential  phase  shift  using  the  x-ray  phase-attenuation  duality,26-27 
which  was  first  observed  by  Wu  et  al.  in  their  investigation  of 
propagation-based  in-line  x-ray  phase  contrast  imaging.  Ac¬ 
cording  to  Wu  et  al.,  among  the  three  types  of  interactions  be¬ 
tween  x-ray  and  soft  tissues,  i.e.,  photoelectric  absorption,  in¬ 
coherent  scattering  (Compton  scattering),  and  coherent  scatter¬ 
ing,  Compton  scattering  is  the  dominating  attenuation  process 
at  high  x-ray  energies.  As  a  result,  the  soft-tissue  attenuation 
cross  sections  are  well  approximated  by  those  of  x-ray  inco¬ 
herent  scattering  for  x-rays  of  approximately  60-500  keV.26-27 
Thus  the  average  of  attenuation  projection  and  phase  shift  can 
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'5  C  m-  IJn  )  —  6rKN  [ 

Id  Jx, 

L 

dr 

/ 

L 


Xyn+ld/2  ryn+ld/2 


z  rh 

dx  / 

J  Un 


d  y 


d^Xm-ld/2  J  yn~ldl2 

x  /  pe (x,y,z)dz, 

1  rxm+ld/2  ryn+ld/2 


rxm+id/z  r 

/  dx 

J  Xm.~ l si /2  J  U. 


d  y 


d'/xm-ld/2  J  yn-ld/2 

x  /  pe(x,y,z)dz. 


(45) 


(46) 


respectively.  pe(x,y,z )  is  the  electron  density,  re  is  the 
classic  electron  radius,  and  <xKN  is  the  total  cross  section  of 
Compton  scattering  from  a  free  electron  derived  from  the 
Klein-Nishina  equation,2'1-2 


(Tkn  =  27rr 


2 

e 


1+77  /2(l+?7) 

tj2  \  1+2/7 


—  ln(l  +2?7) 

n 


where 


+ 


1 

2ti 


ln(l  +2rj)- 


1+3/7  \ 

(1  +2t])2) 


(47) 


(48) 


h  is  the  plank  constant,  c  is  the  speed  of  light,  and  me  is  the 
rest  mass  of  an  electron.  Eqs.  (45)  and  (46)  indicate  that  both 
the  attenuation  projection  and  the  phase  shift  of  the  object  to 
be  imaged  are  proportional  to  the  projected  electron  density, 
i.e.,  the  x-ray  phase-attenuation  duality  holds  for  soft  tissues 
at  high  photon  energies.  Eliminating  the  integration  over  the 
electron  density pe(x,y,z)  from  Eqs.  (45)  and  (46)  leads  to 


(b(xm,//n)  A  {xm,ytl).  (49) 

O'  KN 

Using  Eqs.  (49)  and  (28),  the  average  differential  phase  shift 
of  an  object  can  be  approximated  as 


in  •  If  n  i 

^  ®(xm+i,y„) - 0(xm_ i, yn) 

*  2 Td 

_  dv e  A(xm+i,y„) - A(xm-i,yn) 

V  KN  2  ld 

Are  /  /ag(w-l,«),\  /  Qq(/»  +  1,»),\\ 

2/jcr kn  \  \arQ(m-l,n)  )  \  arQ(m  +  l,n)  )) 


(50) 


Equation  (50)  indicates  that  for  the  x-ray  phase  contrast 
imaging  implemented  with  the  Talbot  interferometry  at  en¬ 
ergy  that  is  higher  than  60  keV,  for  soft  tissues  the  average 
differential  phase  shift  can  be  approximately  estimated  us¬ 
ing  the  zeroth-order  Fourier  coefficient  ao(m,n).  Hence,  the 
imaginary  part  of  complex  dark-field  contrast  Bu(m,n)  can 
be  retrieved  with  resort  to  Eq.  (44). 


3.  NUMERICAL  EVALUATION 

In  this  section,  we  evaluate  and  validate  the  analytic  for¬ 
mulae  given  in  Sec.  2. A  to  describe  the  zeroth-  and  first-order 
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Fourier  coefficients  and  the  resultant  complex  dark-field  con¬ 
trast.  In  addition,  we  evaluate  and  verify  the  approximate 
method  proposed  in  section  Sec.  2.B  to  retrieve  the  imaginary 
part  of  the  complex  dark-field  signal  for  imaging  implemented 
with  x-ray  Talbot  interferometry  at  high  energy.  Below  is  a 
brief  description  of  the  tasks  to  be  accomplished. 

3. A.  Modeling  of  x-ray  differential  phase  contrast 
imaging  with  Talbot  interferometry 

The  modeling  of  x-ray  differential  phase  contrast  imaging 
implemented  with  Talbot  interferometry  is  based  on  Fres¬ 
nel  analysis,  which  has  been  evaluated  and  verified  previ¬ 
ously.  28-30  In  the  simulation  study,  the  detector  cell  dimension 
is  set  at  256  fim,  and  the  period  of  gratings  G\  and  G2  are  4  and 
2  //m,  respectively.  The  x-ray  source  is  assumed  monochro¬ 
matic  at  30  or  80  keV,  and  the  distance  between  the  gratings 
G\  and  G2  is  4.84  or  12.91  cm,  respectively,  corresponding 
to  the  first  fractional  Talbot  distance.  The  x-ray  flux  is  set 
at  108  photon/cm2  per  projection  and  observes  the  Poisson 
distribution.  A  360°  full  scan  at  1°  step  is  carried  out  in  data 
acquisition.  To  assure  the  simulation  study  at  high  fidelity,  the 
dimension  of  finite  x-ray  along  ^-direction  is  10  nm,  corre¬ 
sponding  to  200  samplings  within  one  period  of  grating  G2, 
while  the  number  of  steps  in  shifting  grating  Gi  is  20. 

3.B.  Validation  of  the  formulae  to  characterize  the 
zeroth-  and  first-  order  Fourier  coefficients 

It  is  straightforward  to  show  that  Eqs.  (28)  and  (42)— (44) 
are  equivalent  to  Eqs.  (28)  and  (29)  and  thus  they  can  be 
used  to  characterize  the  zeroth-  and  first-order  Fourier  coeffi¬ 
cients.  Our  effort  in  this  work  is  dedicated  to  investigating  the 
grating-based  x-ray  dark-field  contrast  imaging  in  the  parallel 
beam  geometry.  A  2D  numerical  phantom  that  is  a  disc  made 
of  water  and  7056  embedded  microstructures  is  designed  to 
evaluate  and  verify  the  accuracy  of  Eqs.  (28)  and  (42)-(44). 
As  illustrated  in  Fig.  2(a),  the  diameter  of  the  water  disc  is 
3.6864  cm,  and  the  microstructures  are  deliberately  grouped 
into  three  tilted  3x3  matrices  labeled  with  A,  B,  and  C.  The 
refractive  index  of  water  is  assumed  to  be  1-2.559  xlCF7 
+  /6.042X  10-11  for  x-ray  source  at  30keV  and  1-3.598  x  10~8 
+  /2.266x  1CT11  for  x-ray  source  at  80  keV,  respectively.  In 
each  matrix,  the  dimension  of  each  cluster  is  256  x  256  fim2. 
Matrix  A  is  designed  to  simulate  air  spheres,31  and  accord¬ 
ingly  the  microstructures  are  discs  with  identical  complex 
refractive  index  n  =  1 .  The  air  discs  in  each  column  are  of 
identical  size.  The  diameters  of  air  discs  in  the  left,  middle, 
and  right  columns  are  4,  8,  and  12  jum,  respectively,  while 
the  total  number  of  air  discs  in  the  corresponding  columns 
are  1728,  432,  and  192.  It  should  be  noted  that  the  ratio  of 
the  total  area  occupied  by  the  air  discs  in  a  cluster  to  the  clus¬ 
ter’s  dimension  (256x256  /jm2)  is  kept  constant  (0.11).  As 
demonstrated  in  Fig.  2(b),  among  all  192  air  discs  of  diameter 
12  /urn  in  the  right  column  of  matrix  A,  one  third  of  them  (64 
air  discs)  are  distributed  in  the  left  half  of  the  cluster  at  the 
top  row  and  form  a  16  x  4  pattern,  another  third  of  them  (64  air 
discs)  are  distributed  in  the  cluster  at  the  middle  row  and  form 
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Fig.  2.  Transaxial  view  of  the  numerical  phantom  (a)  and  zoomed  views  of 
the  air  discs  and  triangle  plates  in  the  areas  marked  by  dashed  lines  (b)  and 
solid  lines  (c),  respectively. 


a  8  x  8  pattern,  and  the  rest  one  third  of  them  (64  air  discs)  are 
distributed  in  the  bottom  half  of  the  cluster  at  the  bottom  row 
and  form  a  4  x  16  pattern.  Similarly,  among  all  432  air  discs  of 
diameter  8  yum  in  the  middle  column  of  matrix  A,  one  third  of 
them  (144  air  discs)  are  distributed  in  the  left  half  of  the  cluster 
in  the  top  row  and  form  a  24x6  pattern,  another  third  of 
them  are  distributed  in  the  cluster  in  the  middle  row  and  form 
a  12  x  12  pattern,  and  the  rest  of  them  are  distributed  in  the 
bottom  half  of  the  cluster  in  the  bottom  row  and  form  a  6  x  24 
pattern.  In  a  same  way,  all  1728  air  discs  of  diameter  4  /urn  are 
distributed  in  the  left  column  of  matrix  A.  That  is,  one  third  of 
them  (576  air  discs)  form  a  48  x  12  pattern  in  the  left  half  of 
the  cluster  in  the  top  row,  another  third  of  them  form  a  24  x  24 
pattern  in  the  cluster  in  the  middle  row,  and  the  rest  of  them 
form  a  12x48  pattern  in  the  bottom  half  of  the  cluster  in  the 
bottom  row.  In  addition,  the  configuration  of  the  microstruc¬ 
tures  in  matrix  B  is  same  as  that  in  matrix  A  except  that  the 
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refractive  index  of  each  microstructure  in  matrix  B  is  n  —  1 
-35water  +  3/ySwater-  Finally,  matrix  C  in  Fig.  2(a)  is  produced 
by  replacing  the  discs  of  diameters  4,  8,  and  12  yum  in  matrix 
B  with  equilateral  triangle  plates  of  sides  4.6188,  9.2376,  and 
13.8564  n m,  respectively.  As  illustrated  in  Fig.  2(c),  for  each 
equilateral  triangle  plate  in  matrix  C,  one  of  its  edges  is  along 
the  z-direction  and  a  vertex  of  the  triangle  is  on  the  left  side  of 
the  edge.  It  should  be  noted  that  in  the  top  rows  and  the  bottom 
rows  of  matrices  A,  B,  and  C,  the  microstructures  are  inten¬ 
tionally  distributed  in  the  left  and  bottom  half  of  the  clusters, 
respectively.  Thus,  the  distribution  of  the  subpixel  microstruc¬ 
tures  in  these  clusters  deviates  significantly  from  a  random 
distribution.  Note  that  the  phantom  is  deliberately  designed  to 
assess  the  accuracy  of  Eqs.  (42)-(44)  and  (28)  over  the  vari¬ 
ation  in  refractive  index,  dimension,  shape,  and  distribution 
of  the  subpixel  microstructures,  and  can  be  used  to  show  that 
the  complex  dark-held  contrast  is  jointly  determined  by  the 
number,  distribution,  dimension,  shape,  and  refractive  index 
of  subpixel  microstructures,  as  predicted  by  Eq.  (42). 

Using  the  parameters  specified  above,  it  is  quite  straight¬ 
forward  to  calculate  the  phase  shift  (D  and  attenuation  pro¬ 
jection  A  using  Eqs.  (8)  and  (9).  Subsequently,  the  average 
phase  shift  and  average  differential  phase  shift  at  detector  cell 
( m ,  n )  are  given  by  Eqs.  (21)  and  (24),  respectively,  and  the 
average  attenuation  is  given  by  Eq.  (20).  The  complex  dark- 
held  contrast  can  be  attained  using  Eq.  (42),  and  the  zeroth- 
order  Fourier  coefficient  can  be  estimated  using  Eq.  (28).  To 
evaluate  the  accuracy  of  Eqs.  (42)— (44)  and  (28)  in  predict¬ 
ing  the  dark-held  contrast  dehned  by  Eqs.  (4)  and  (5),  the 
relative  phase  shift  of  intensity  oscillations  4>\(m,n),  and  the 
zeroth-order  Fourier  coefficient,  we  carry  out  a  noiseless  com¬ 
puter  simulation  and  take  the  simulation  result  as  reference. 
To  assure  the  simulation  study  at  high  hdelity,  the  dimension 
of  hnite  x-ray  along  ^'-direction  is  10  nm,  corresponding  to 
200  samplings  within  one  period  of  grating  Go.  The  number 
of  steps  in  shifting  grating  Go  is  increased  from  20  to  100, 
because  the  number  of  incident  x-ray  photons  available  at 
each  step  is  not  a  concern  in  a  noiseless  simulation. 


3.C.  Exploring  the  potential  of  complex  dark-field 
contrast  imaging 

The  numerical  phantom  described  above  is  also  employed 
to  explore  the  potential  of  the  complex  dark-held  contrast  for 
imaging.  Specifically,  the  real  part  of  complex  dark-held,  or 
the  amplitude-based  dark-held  contrast,  can  be  directly  re¬ 
trieved  from  the  zeroth-  and  hrst-order  Fourier  coefficients 
using  Eq.  (43).  In  addition,  based  on  the  phase-attenuation 
duality  approach,  for  soft  tissues  the  average  differential  phase 
shift  can  be  approximately  retrieved  from  the  zeroth-order 
Fourier  coefficient  using  Eq.  (50)  at  high  energies.  Then,  the 
imaginary  part  of  the  complex  dark-held  contrast  B\j(m,n),  or 
the  phase-based  dark-held  contrast,  can  be  calculated  using 
Eq.  (44).  By  comparing  the  Bu{m,n )  retrieved  by  Eq.  (44) 
with  that  calculated  by  Eq.  (42),  the  accuracy  of  the  approxi¬ 
mate  retrieval  method  based  on  the  phase-attenuation  duality 
can  be  evaluated. 


4.  RESULTS 

Below  is  a  presentation  of  the  preliminary  results. 

4.A.  Validation  of  the  approach  to  the  zeroth-  and 
first-order  Fourier  coefficients 

For  x-ray  sources  at  30  and  80  keV,  the  prohles  of  the 
zeroth-order  Fourier  coefficient  over  xm  at  0°  and  45°  view 
angles  are  analytically  calculated  using  Eqs.  (28),  (20),  and  (9) 
and  plotted  in  Figs.  3(a)-3(d).  The  prohles  corresponding  to 
the  real  part  of  the  complex  dark-held  contrast,  i.e.,  the  quan¬ 
tity  calculated  using  the  right  side  of  Eq.  (43)  at  0°  and  45°  view 
angles  are  plotted  in  Figs.  4(a)-4(d)  in  which  Eqs.  (42),  (26), 
(24),  (21),  and  (8)  are  utilized.  The  prohle  corresponding  to 


(d)  X  (dexel) 


Fig.  3.  Profiles  of  the  zeroth-order  Fourier  coefficient  obtained  using 
Eqs.  (28),  (20),  and  (9)  compared  with  the  noiseless  simulation  result  (base¬ 
line  reference,  G2  shifting  steps:  100)  for  x-ray  source  at  30  keV  and  view 
angle  0°  (a),  30  keV  and  45°  (b),  80  keV  and  0°  (c),  and  80  keV  and  45°  (d). 


Medical  Physics,  Vol.  41,  No.  10,  October  2014 


101914-9 


Y.  Yang  and  X.  Tang:  Complex  dark-field  contrast  and  its  retrieval 


101914-9 


(b)  x  (dexel) 


(c)  X  (dexel) 


0.25 

0.2 


0.1 
0.05 
0 

0  20  40  60  80  100  120  140  160 

(d)  X  (dexel) 

Fig.  4.  Profiles  of  dark-field  contrast  defined  by  Eqs.  (4)  and  (5)  obtained 
using  Eqs.  (43),  (42),  (26),  (24),  (21),  and  (8)  compared  with  the  noiseless 
simulation  result  (baseline  reference,  Gi  shifting  steps:  100)  for  x-ray  source 
at  30  keV  and  view  angle  at  0°  (a),  30  keV  and  45°  (b),  80  keV  and  0°  (c), 
and  80  keV  and  45°  (d). 


Fig.  5.  Profiles  of  the  relative  phase  shift  of  the  intensity  oscillations  obtained 
using  Eqs.  (44),  (42),  (26),  (24),  (21),  and  (8)  compared  with  the  noiseless 
simulation  result  (baseline  reference,  G2  shifting  steps:  100)  for  x-ray  source 
at  30  keV  and  view  angle  at  0°  (a),  30  keV  and  45°  (b),  80  keV  and  0°  (c), 
and  80  keV  and  45°  (d). 


the  quantity  calculated  using  the  right  side  of  Eq.  (44)  at  the 
same  angulations  are  plotted  in  Figs.  5(a)-5(d),  in  which  Eqs. 
(42),  (26),  (24),  (21),  and  (8)  are  used.  Meanwhile,  the  profiles 
of  the  zeroth-order  Fourier  coefficient,  the  dark-field  contrast 
defined  by  Eqs.  (4)  and  (5)  [the  left  side  of  Eq.  (43)],  and 
the  relative  phase  shift  of  the  intensity  oscillations  [the  left 
side  of  Eq.  (44)]  which  are  obtained  from  the  modeling  and 
noiseless  simulation  of  the  differential  phase  contrast  imaging 
system,  are  plotted  in  Fig.  3(a)-3(d),  4(a)-4(d),  and  5(a)-5(d) 
as  reference  (dashed  lines).  From  Figs.  3-5,  it  is  observed  that 
for  x-ray  sources  at  30  and  80  keV,  the  zeroth-order  Fourier 
coefficient,  the  dark-field  contrast  defined  by  Eq.  (4)  and  (5), 
and  the  relative  phase  shift  of  the  intensity  oscillations  ob¬ 
tained  with  Eqs.  (28),  (43),  and  (44)  agree  very  well  with  the 
simulation  results  (the  references).  It  should  be  pointed  out  that 


although  the  phase-attenuation  duality  approach  holds  only  for 
x-ray  sources  at  high  photon  energies,  the  analytic  formulae  we 
derive  in  this  work  to  characterize  the  zeroth-  and  first-order 
Fourier  coefficients,  i.e.,  Eqs.  (28)  and  (29),  or  equivalently 
Eqs.  (28)  and  (42)-(44),  are  valid  for  an  x-ray  source  at  any  en¬ 
ergy,  as  illustrated  in  Figs.  3-5.  Hence,  Eqs.  (28)  and  (42)-(44) 
may  form  a  theoretical  foundation  for  extensive  investigation 
of  x-ray  imaging  implemented  with  Talbot  interferometry. 

4.B.  Retrieval  of  complex  dark-field  contrast 

From  the  zeroth-  and  first-order  Fourier  coefficients  ob¬ 
tained  from  the  modeling  and  simulation  of  the  differential 
phase  contrast  imaging  system  with  x-ray  source  at  80  keV, 
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Fig.  6.  Profiles  of  the  real  and  imaginary  parts  of  complex  dark-field  contrast 
retrieved  using  Eq.  (43)  and  by  the  proposed  method  [Eqs.  (44)  and  (50)] 
compared  with  that  is  analytically  calculated  using  Eqs.  (42),  (26),  (24),  (21), 
and  (8)  for  x-ray  source  at  80  keV  and  view  angles  at  0°  (a,  b)  and  45°  (c,  d) 
(G2  shifting  steps:  20;  exposure:  1.0  X  10s  photon/cm2  per  image). 

the  real  part  of  complex  dark-field  contrast  is  retrieved  using 
Eq.  (43),  while  the  imaginary  part  of  complex  dark-field  con¬ 
trast  is  retrieved  for  imaging  by  using  the  proposed  method 
based  on  the  phase-attenuation  duality  [Eqs.  (44)  and  (50)]. 
The  profiles  of  the  retrieved  real  and  imaginary  parts  of  the 
complex  dark-field  contrast  over  xm  at  0°  and  45°  view  an¬ 
gles  are  plotted  in  Figs.  6(a)-6(d),  respectively.  Meanwhile, 
the  profiles  corresponding  to  the  real  and  imaginary  parts  of 
complex  dark-field  contrast  that  are  analytically  calculated 
using  Eq.  (42)  are  also  plotted  in  Figs.  6(a)-6(d)  as  references. 
It  is  observed  that  the  complex  dark-field  contrast  retrieved 
using  Eq.  (43)  and  the  phase-attenuation  duality  based  method 
proposed  in  this  work  agree  well  with  the  analytical  result. 


In  addition,  as  illustrated  in  Figs.  6(a)  and  2(a),  all  three  re¬ 
gions  A,  B,  and  C  where  subpixel  microstructures  exist  can 
generate  significant  signals  corresponding  to  the  dark-field 
contrast  defined  by  Eqs.  (4)  and  (5),  or  the  amplitude-based 
dark-field  contrast,  but  only  region  C  where  the  microstruc¬ 
tures  are  equilateral  triangle  plates  generates  significant  signal 
corresponding  to  the  imaginary  part  of  complex  dark-field 
contrast,  or  the  phase-based  dark-field  contrast.  The  absence 
of  signal  corresponding  to  the  imaginary  part  of  the  complex 
dark-field  contrast  in  regions  A  and  B  can  be  attributed  to  the 
fact  that  the  shape  of  the  microstructures  in  regions  A  and  B 
is  spatially  symmetric.  Though  the  discs  in  regions  A  and  B 
are  not  distributed  randomly,  the  symmetry  in  their  shape  may 
cause  the  probability  that  A<t>x(x,y\dc)  defined  by  Eq.  (26) 
falls  into  an  interval  around  a  value  F  is  the  same  as  that 
around  the  value  —F.  Then,  Eq.  (40)  can  apply  and  finally 
leads  to  a  negligible  imaginary  part  of  the  complex  dark-field 
contrast.  Furthermore,  a  close  inspection  of  Figs.  2(a)-2(c), 
6(a)  and  6(b)  shows  that  both  the  real  and  imaginary  parts  of 
complex  dark-field  contrast  decrease  with  the  dimension  of 
microstructures,  and  are  dependent  on  the  distribution  pattern 
and  orientation  of  the  subpixel  microstructures. 

4. C.  Tomographic  imaging  of  phase  contrast 

Under  the  existing  theoretical  framework  of  x-ray  dif¬ 
ferential  phase  contrast  imaging  implemented  with  Talbot 
interferometry,  the  differential  phase  contrast  can  be  directly 
retrieved  from  the  relative  phase  shift  of  intensity  oscillations 
using  Eq.  (3).  Subsequently,  the  retrieved  differential  phase 
contrast  can  be  employed  to  reconstruct  tomographic  images 
corresponding  to  the  phase  contrast.  The  tomographic  images 
corresponding  to  the  phase  contrast  and  reconstructed  from 
data  acquired  at  30  and  80  keV  using  Eq.  (3)  are  presented 
in  Figs.  7(a),  7(b),  8(a)  and  8(b),  respectively.  It  is  observed 
that  the  subpixel  microstructures  in  region  C  generate  streak 
artifacts.  This  is  due  to  the  fact  that,  according  to  Eq.  (41), 
(38),  and  (39),  the  imaginary  part  of  the  complex  dark-field 
contrast  or  the  phase  component  of  the  complex  visibility 
contrast  is  a  nonlinear  function  of  phase  shift  (\>(x,y)  and 
the  deviation  of  the  differential  phase  shift  from  its  mean 
AO X(x,y,dc).  The  nonlinear  relationship  results  in  inconsis¬ 
tency  in  the  projection  and  generates  streak  artifacts  in  the 
reconstructed  image.  It  is  also  important  to  note  that,  since 
the  refractive  index  decrement  5  decreases  with  x-ray  energy, 
the  streak  artifacts  in  the  images  acquired  at  30  keV  are 
stronger  than  those  at  80  keV. 

5.  DISCUSSIONS 

We  investigate  the  contrast  generated  by  the  subpixel 
microstructures  of  an  object  in  the  x-ray  dark-field  imaging 
method  implemented  with  Talbot  interferometer.  Instead  of 
assuming  that  the  object’s  subpixel  microstructures  distribute 
randomly,  we  only  assume  that  an  object’s  attenuation  pro¬ 
jection  A(j c,y)  and  phase  shift  0>{x,y)  vary  at  a  characteristic 
size  that  is  not  smaller  than  the  grating  period  gi  and  the 
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Fig.  7.  Using  Eq.  (3),  the  phase  contrast  tomographic  images  reconstructed 
from  the  noiseless  projection  data  simulated  at  30  keV  (G2  shifting  steps: 
100)  (a)  and  the  projection  data  simulated  at  exposure  1 .0  X  10s  photon/cm2 
per  angular  position  (G2  shifting  steps:  20)  (b). 


Fig.  8.  Using  Eq.  (3),  the  phase  contrast  tomographic  images  reconstructed 
from  the  noiseless  projection  data  simulated  at  80  keV  (G2  shifting  steps: 
100)  (a)  and  the  projection  data  simulated  at  exposure  1 .0  X  108  photon/cm2 
per  angular  position  (G2  shifting  steps:  20)  (b). 


characteristic  length  dc.  Based  on  the  Fresnel-Kirchhoff 
diffraction  theory  under  the  paraxial  condition,  we  derive 
the  analytic  formulae  to  characterize  the  zeroth-  and  first- 
order  Fourier  coefficients  Co(m,n)  and  C\{m,n )  of  the  x-ray 
irradiance  recorded  at  the  detector  cell  index  by  ( m,n ).  The 
concept  of  complex  dark-field  contrast  is  introduced  and 
the  equations  governing  the  complex  dark-field  contrast  are 
derived.  Special  emphasis  is  placed  on  the  imaginary  part  of 
complex  dark-field  contrast.  In  addition,  for  soft  tissues  to 
be  imaged  with  x-ray  Talbot  interferometry  at  high  x-ray  en¬ 
ergies,  we  propose  a  method  based  on  the  phase-attenuation 
duality  to  retrieve  the  imaginary  part  for  potential  imaging 
applications.  A  computer  simulation  study  with  a  specially 
designed  numerical  phantom  is  carried  out  to  validate  the 
derived  analytic  formulae  and  the  proposed  retrieval  method. 
Below  is  a  summary  of  the  major  points  we  want  to  make 
based  on  our  findings  in  this  work. 

A  number  of  studies  have  been  conducted  to  investigate 
how  the  dark-field  contrast  defined  by  Eqs.  (4)  and  (5)  is  de¬ 
termined  by  the  fine  features  of  an  object  to  be  imaged,  or,  in 


other  words,  how  ai(m,n)/ ao(m,n)-the  normalized  oscillation 
amplitude6' 17-is  affected  by  the  object’s  unresolvable  features. 
Recently,  Modregger  el  al.l9-2t)  demonstrated  that  small-angle 
x-ray  scattering  with  an  asymmetric  distribution  of  scattering 
angles  contributes  to  the  phase  signal  (</>]’  -  0'  ).  In  addition, 
they  derived  an  analytic  formula  to  characterize  the  influence 
of  asymmetric  scattering  distribution  on  the  phase  signal.20 
In  this  work,  our  effort  also  focuses  on  investigation  of  the 
influence  of  an  object’s  subpixel  microstructures  on  <pi(m,n ), 
the  phase  of  the  first-order  Fourier  coefficient  C\(m,ri)  [see 
Eq.  ( 1 9)] .  However,  unlike  Modregger  etal. 20  who  carried  out 
the  derivation  with  the  use  of  a  scattering -based  approach,19 
we  derive  the  analytic  formula  from  first-principle  wave  cal¬ 
culations  to  characterize  the  dark-field  contrast  that  is  formed 
through  the  mechanism  of  small-angle  x-ray  scattering  by 
the  object’s  subpixel  microstructures.  As  a  result,  in  the  an¬ 
alytic  formula  derived  by  us,  the  dark-field  contrast  is  explic¬ 
itly  quantified  in  the  terms  of  the  object’s  phase  shift  [see 
Eq.  (42)],  which,  according  to  Eq.  (46),  is  closely  related  to 
the  electron  density  distribution  in  the  object  to  be  imaged. 
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In  addition,  we  generalize  the  dark-field  contrast  that  is  a 
real  quantity  as  defined  in  Eqs.  (4)  and  (5)  into  a  complex 
quantity  in  a  way  such  that  the  dark-field  contrast  defined  in 
Eqs.  (4)  and  (5)  is  just  the  real  part  of  the  complex  dark-field 
contrast  derived  in  this  work,  while  the  effect  of  the  object’s 
subpixel  microstructures  on  <p\(jn,ri)  is  the  imaginary  part.  We 
also  propose  an  approximate  method  to  retrieve  the  imagi¬ 
nary  part  of  the  complex  dark-field  contrast  for  imaging  based 
on  the  phase-attenuation  duality.  The  simulation  study  shows 
that  the  subpixel  microstructures  that  form  a  highly  ordered 
distribution  inside  an  object  may  generate  a  complex  dark- 
field  contrast  with  an  imaginary  part  that  is  comparable  to  the 
dark-field  contrast  defined  by  Eqs.  (4)  and  (5)  in  intensity  (see 
Fig.  6).  Furthermore,  our  simulation  shows  that  for  a  grating- 
based  x-ray  phase  contrast  imaging  system  implemented  at 
80  keV,  the  imaginary  part  of  the  complex  dark-field  contrast 
retrieved  using  the  phase-attenuation  duality  based  method 
agrees  well  with  the  analytic  results.  It  should  be  noted  that, 
owing  to  its  ability  to  penetrate  dense  or  thick  objects  and  its 
potential  for  radiation  dose  reduction,  a  higher  energy  x-ray 
may  benefit  the  grating-based  phase  contrast  imaging  meth¬ 
ods  or  systems  in  preclinical  and  eventually  clinical  applica¬ 
tions17,12’”.  However,  a  large  area  analyzer  grating  Gi  with 
a  high  aspect  ratio  is  necessary  for  the  x-ray  Talbot  interfer¬ 
ometry  to  function  at  high  energy.13  For  example,14  for  an 
analyzer  grating  made  of  gold  and  with  2.4  /jm  period,  to 
achieve  a  reasonable  imaging  contrast,  the  transmission  of 
absorbing  lamella  should  be  at  least  below  20%.  Thus  a  gold 
thickness  of  170  gm  or  more  and  a  depth-to-period  ratio  of 
71  or  more  are  needed  for  energy  of  100  keV.  Though  the 
fabrication  of  large  and  high  aspect-ratio  grating  is  still  a 
challenge,  significant  progress  in  the  manufacturing  process 
has  been  made  and  routine  application  of  differential  phase 
contrast  imaging  implemented  with  Talbot  interferometry  at 
high  energies  might  become  available  soon.11  15 

It  is  observed  in  Figs.  6(a)  and  6(b)  that,  in  comparison  to 
the  dark-field  contrast  defined  by  Eqs.  (4)  and  (5),  i.e.,  the  real 
part  of  the  complex  dark-field  contrast,  the  imaginary  part  of 
the  complex  dark-field  contrast  exhibits  significantly  stronger 
selectivity  on  the  shape  of  the  object’s  subpixel  microstruc¬ 
tures.  Such  a  difference  in  the  shape  selectivity  should  be 
readily  understandable  if  we  inspect  Eqs.  (38),  (39),  and  (41) 
in  detail.  Equation  (41)  indicates  that  the  imaginary  part  of  the 
complex  dark-field  is  the  negative  phase  of  the  complex  visi¬ 
bility  contrast  V\ (m,n),  and  thus  should  be  closely  relevant  to 
the  imaginary  part  of  V\{m,n).  On  the  other  hand,  according  to 
Eqs.  (38)  and  (39),  the  imaginary  part  of  the  complex  visibil¬ 
ity  contrast  is  determined  by  M^k+i,  k  =  0,1,2,...,  a  weighted 
average  of  the  terms  with  the  deviation  A<t> X(x,y;dc)  in  odd 
power  [see  Eq.  (26)],  and  thus  is  strongly  dependent  on  the 
asymmetry  of  the  microstructures’  shape,  or  the  asymmetry 
of  scattering  angle  distribution.1'’211  Hence,  it  should  not  be 
hard  to  understand  that  the  imaginary  part  of  the  complex 
dark-field  is  more  sensitive  to  the  microstructures’  asymmetry 
in  shape  than  the  real  part,  which,  according  to  Eq.  (41),  is 
the  negative  logarithm  of  the  magnitude  of  the  complex  vis¬ 
ibility  contrast  Vj (in,n).  Because  of  the  significant  difference 
in  shape  selectivity  between  the  real  and  imaginary  parts  of 


the  complex  dark-field  contrast,  an  imaging  of  the  imaginary 
part  of  the  complex  dark-field  contrast  may  provide  additional 
information  complementary  to  that  corresponding  to  the  atten¬ 
uation  contrast,  phase  contrast,  and  dark-field  contrast  defined 
by  Eqs.  (4)  and  (5).  Moreover,  we  would  like  to  point  out  that 
the  strong  shape  selectivity  of  the  imaginary  part  of  complex 
dark-field  contrast  may  be  used  for  advanced  biomedical  ap¬ 
plications  with  nanoparticulated  microstructures  as  the  con¬ 
trast  agent. 

It  is  also  observed  in  Figs.  6(a)-6(d)  that  both  the  projec¬ 
tions  corresponding  to  the  real  and  imaginary  parts  of  complex 
dark-field  contrast  are  strongly  dependent  on  the  view  angle 
at  which  the  projection  is  acquired,  or  equivalently,  on  the 
orientation  of  the  object’s  subpixel  microstructures.  A  close 
inspection  of  the  simulation  results  shows  us  that  the  signal 
generated  by  the  imaginary  part  of  the  complex  dark-field  con¬ 
trast  is  strong  enough  to  be  visible  in  the  projection  acquired  at 
certain  angulations.  Hence,  similar  to  the  so-called  directional 
dark-field  imaging  that  was  studied  by  Jensen  et  al., 16,37  the 
projection  corresponding  to  the  real  and  imaginary  parts  of 
dark-field  contrast  can  be  used  to  extract  orientational  infor¬ 
mation  of  microstructures  at  a  dimension  that  is  beyond  the 
spatial  resolution  of  a  detection  system.  In  addition,  such  an 
orientational  selectivity  may  enhance  the  biomedical  imaging 
with  nanoparticulated  microstructures  as  the  contrast  agent. 

It  has  been  demonstrated19’2"  that  asymmetric  scatter¬ 
ing  distribution  leads  to  systematic  errors  in  the  retrieval 
of  differential  phase  contrast  by  using  Eq.  (3).  Similar  to 
Modregger  et  al.,20  in  this  study  we  generalize  Eq.  (3)  into 
Eq.  (44)  by  explicitly  taking  the  effect  of  an  object’s  sub¬ 
pixel  microstructures  into  account.  The  deviation  of  Eq.  (3) 
into  Eq.  (44)  is  quantified  by  the  imaginary  part  of  the 
complex  dark-field  contrast,  which,  according  to  Eq.  (42), 
is  solely  determined  by  the  subpixel  microstructures  of  an 
object  and  is  nonlinear  with  respect  to  the  phase  shift  and 
the  differential  phase  shift.  Hence,  it  is  straightforward  to 
understand  that  Eq.  (3)  no  longer  holds  when  the  imaginary 
part  of  the  complex  dark-field  contrast  is  not  negligible, 
and  Eq.  (44)  is  a  more  general  theoretical  treatment  than 
Eq.  (3)  for  phase  contrast  characterization.  In  addition,  the 
non-negligible  imaginary  part  of  complex  dark-field  contrast 
may  result  in  an  inconsistency  in  the  x-ray  transform.  As  a 
result,  if  Eq.  (3)  is  still  used  to  reconstruct  the  tomographic 
images  corresponding  to  x-ray  phase  contrast  for  highly 
ordered  microstructures,  streak  artifacts  can  appear  in  the 
reconstructed  images,  as  observed  in  Figs.  7  and  8.  Our 
investigation  on  the  invalidity  of  Eq.  (3)  in  the  highly  ordered 
microstructures  of  an  object  is  of  theoretical  significance, 
because,  from  the  very  beginning,  Eq.  (3)  has  been  serving 
as  a  theoretical  foundation  for  x-ray  phase  contrast  CT 
implemented  with  Talbot  interferometry. 


6.  CONCLUSIONS 

Both  theoretical  analysis  and  computer  simulation  study 
based  on  the  paraxial  Fresnel-Kirchhoff  theory  show  that  the 
effect  of  an  object’s  subpixel  microstructures  on  x-ray  phase 
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contrast  imaging  implemented  with  Talbot  interferometry  can 
be  characterized  by  a  complex  dark-field  contrast.  The  imag¬ 
inary  part  of  complex  dark-field  contrast  quantifies  the  in¬ 
fluence  of  the  object’s  subpixel  microstructures  on  the  phase 
of  the  first-order  Fourier  coefficient,  which  can  be  retrieved 
for  imaging  using  the  proposed  method  based  on  the  phase- 
attenuation  duality  for  soft  tissues  to  be  imaged  with  Talbot 
interferometry  at  high  x-ray  energy.  The  x-ray  imaging  corre¬ 
sponding  to  the  imaginary  part  of  complex  dark-field  contrast 
can  provide  additional  and  complementary  information  to  that 
corresponding  to  the  attenuation  contrast,  phase  contrast,  and 
the  existing  dark-field  contrast.  Therefore,  it  is  believed  that 
the  theoretical  derivation  and  simulation  findings  presented 
in  this  paper  may  provide  a  foundation  for  the  exploration  of 
extensive  biomedical  applications  by  making  use  of  this  new 
imaging  mechanism. 
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APPENDIX:  DERIVATION  OF  THE  FOURIER 
COEFFICIENTS  FOR  THE  INTERFERENCE  FRINGE 
INTENSITY  IN  THE  GRATING-BASED 
DIFFERENTIAL  PHASE  CONTRAST  IMAGING 


Supposing  grating  G2  is  linearly  shifted  along  the  trans¬ 
verse  direction  xg,  the  mean  intensity  of  interference  fringe 
intensity  recorded  at  the  detector  cell  indexed  by  (m,n)  is13  38 


1  rld/2  r'dl2  2 

Im,n{xg)=  ~t  dy  dx\Ex  (xm  +  x,yn  +  y,Z2)\  , 

lldJ-ldl2  J-ld/2 

(Al) 

where 

xm  =  ^rn+  - j/d,  m  =  0,  ±  1,  ±2,...,  (A2) 


\jn  — 


Id, 


n  =  0,  ±  1,  +2,..., 


(A3) 


ld  is  the  detector  cell  dimension,  EXg(x,y,zi)  is  the  electric 
field  at  location  ( x,y,z2 ),  and  z2  is  the  distance  between 
the  detector  and  x-ray  source  along  the  direction  of  x-ray 
propagation.  The  incident  x-ray  beam  is  assumed  as  a 
monochromatic  plane  wave  with  wavelength  A  and  amplitude 
Eq.  G\  is  a  phase  grating  and  G2  is  an  absorption  grating  with 
50%  duty  cycle.  The  distance  from  G\  to  Go  is  selected  as  the 
m-/  -th  fractional  Talbot  distance 


Si  , 

ZT  =  mT—,  mT  =  1,3,5,. 
8/1 


(A4) 


where  gi  is  the  pitch  of  the  phase  grating  G 1.  In  order  to 
maximize  the  interference  fringe  visibility,  one  usually  sets 

gi=2g2,  (A5) 

where  go  is  the  pitch  of  grating  Go-  Furthermore,  we  focus  on 
the  grating-based  differential  phase  contrast  imaging  system 
with  its  detector  cell  dimension  ld  being  large  enough  to 
satisfy 

ld»g2  and  ld » dc,  (A6) 


where  dc  is  a  length  given  by 


,  Azt  mT 

dc=  -  =  -X~g2, 

gi  2 


(A7) 


in  which  Eqs.  (A4)  and  (A5)  are  used.  Let  G\  and  Go  be 
analytically  represented  as 


P i{x)  =  (-1)",  forrcy  <x<(n+l)y, 

n  =0,±1,±2,...,  (A8) 

Po(x,Xg)  =  - ,  for  Hy<X-Xj<(n+l)y, 


n  =  0,±l,+2,.... 


(A9) 


Since  the  projection  approximation1318'28  can  be  used  to 
estimate  the  electrical  field  immediately  behind  the  object  to 
be  imaged  and  the  paraxial  approximation  holds  valid  in  the 
x-ray’s  propagation  from  G\  to  g28,13’15’28,  the  electric  field  at 
(x,y,Z2)  in  the  detector  can  be  written  as38 


Ex  Ax, y  ,Z2b)  =  t 


iAz.r 


exp 

rLy/2 


(2mj-^P2(x,xg) 


pLy/l  pLx/ 2 

/  d'fi  /  c 

J—Ly/2  J —Lx/2 


dx\PAxi) 


x  exp(-^A(xi ,yi)-i^(xuyi) 


v  !■  (x-xi) +(y-yiY 

x  exp  171  — 


Azt 


(A10) 


where 


A  (x,y) 
d>(x,y) 


4  n 

T 

27T 

T 


J  /3(x,y,z)dz, 
J  5(x,y,z)dz 


(All) 

(A12) 


are  the  projection  of  linear  attenuation  index  f3  and  refractive 
index  decrement  5,  respectively,  along  x-ray  propagation  path 
z.  Lx  and  Lu  are  the  dimensions  of  gratings  along  the  x  and  y 
directions,  respectively. 

Substituting  Eq.  (A10)  into  Eq.  (Al),  and  noting  the  fact 
that 


P2(x,xg)P;(x,xg)  =  P2(x,xg),  (A13) 

we  get 
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7»i,/i(xg)  — 


\Eo\ 


A2/2,-2 


+ld/ 2  ryn+ld/2 

dx  /  d yP2{x,xg) 

d^T  J xm~ldl2  ^ yn~ld!2 

Lx/'Z  rLy!2 


/i^x  it  r 

dxi  \ 
Lx/ 2  J- 

fLx/2  [- 

/  dA2  / 

J-Lx!  2  J- 


Lyl  2 

Ly  1 2 
Ly/2 


1 


di/i/,i(xi)exp|--A(xi,j/1)-t<D(xi,i/i))exp|!7r 


.  (x-xi)2  +  (i/-7/i)" 


Azt 


dijiP{ (x2)exp  -  -  A(x2, yi)  +  z'tfe, yi)  exp 


.  (x  -  x2)  +(i/-  .i/2)': 

-i7T - 

Azt 


(A14) 


Since  P\{x)  and  P2(x,xs)  are  periodic  functions  with  peri¬ 
ods  gi  and  g2,  respectively,  they  can  be  expressed  in  Fourier 
series 


PlW  =  -  £  rt57TT)exp(f 


(27  +  1) 


,2n(2j  + 1) 


Si 


-x  > 


(A15) 


/=- 


/  .77 

2tt/  ,  , 

Pi' 

)SmC\2/ 

exp 

'  — (x-x«) 

82 

(A16) 


where  the  sine  function  is  defined  as  sinc(x)  =  sin(7rx)/(^x). 
Substituting  Eqs.  (A15)  and  (A16)  into  (A14)  leads  to 


'• . fe)=f£l>pM5+3)M5)l:  £ 


oo  oo 


exp  [nil  J1+A+1  rrir) 
2)  .Li  (2ji  +  l)(2j-y  + 1) 

Jl=~coJ2=~co  V  J  ’  J  ’ 


\gi  4 

/Lj c/2  rLyl'l  /*Z/jv:/2  /*Ljy/2  / 

dxj  /  dt/i  /  dx2  /  d;y2exp(  2ni(j\  -J2  +  I) 

Lx/2  J-Lu!  2  J-Lx/2  J-L.,/2  \ 


x  exp 


x  exp  2717 


/  2  J-Ly/2  J-Lx/ 2 

A(xi,j/1)  +  A(x2,z/2)  . 


Xi+X2 

2g2 


2 

J 1+72+1 


.  .  ,  |  x2-xi  + Wc 

z<P(xi,z/i)  +  z<l>(x2,i/2)  sinc| - 7 - |sinc 


c// 


^2  ~  ,(/l 

df 


dr 


Id 


1  ■'z  i  i  \  /  i/i+i/2 

—  x2-x,  +  WC\  .  Un — —  yi-y i 

1  xexp  27T! 


Id 


(A17) 


in  which  Eq.  (A4)-(A5)  are  used,  and 


Fourier  series 


df~— --  dc 


Id  ld/g2 


(A18) 


Equation  (A17)  means  that  the  intensity  7m  „(xg)  is  a  periodic 
function  of  xg  with  period  g2  and  thus  can  be  expanded  into  a 


Im,n(xg)=  V  Ci(m,n)exp 1 2nil  —  j , 

itL  \  82 1 


with  the  Fourier  coefficient  given  by 


(A19) 


ch^,..2SU(, I;  I; 


nW^Xrj  1  (2j  |  +  1 )  (2j2  +  1 ) 

rLx/2  rLy/2  pLx/2  r-Ly/2  /  Xi  +  X2\ 

x  /  dx[  /  dyi  dx2  /  di/2exp  2^/0'i-;2-Z)— — = 

J-Lx/2  J-Ly/2  J-Lx/ 2  J-Ly/2  \  Zg2  / 

X  exp  - 


/2  J-Ly/2  J-Lx/ 2 

A(xi,j/i)  +  A(x2,z/2) 


x  exp  27n 


X  m 


2 

71+72+1 


,  .  ,  ...  .  X2~ x\  —  ld, 

-z<D(xi,j/i)  +  z<I>(x2,z/2)  sinc( - ; - |sinc 


3/ 


7/2  l/i 
df 


2 — dc-^r1  X2-x\-ldc\  I  .  7/2  —  7/i 

exp  2717 


(A20) 
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On  the  other  hand,  we  can  rewrite  Eq.  (A19)  in  a  well- 
known  form 

Im,n(xg)  =  a0(m, n)  +  ^ a, ( w,n)cos  1 2nl  —  +tpi(m,n)  I . 

/=i  '  ^  / 

(A21) 

Comparing  Eq.  (A21)  with  Eq.  (A19),  we  obtain 

ao(m.n)  =  Co(m,n),  (A22) 


it  should  be  straightforward  for  us  to  understand  that,  given 
(xu  y\)  and  (X2,  1J2)  that  satisfy  the  condition  specified 
by  Eq.  (A24),  A(xi,t/i),  and  ®(xi,j/i)  can  be  expanded 
into  Taylor  series  around  ((x;  +  x2  —  ldc)/2,(yi  +  y2)/2),  and 
A(x2,  t/2)  and  (I>(x2,ij2)  can  be  expanded  into  Taylor  series 
around  ((xi+X2  +  /fl?c)/2,(j/i  + j/2)/2).  As  A (x,y)  and  <t>(x,y) 
meet  the  characteristic  size  condition,  we  may  approximate 
the  projections  A (x,y)  and  <t>(x,j/)  with  a  zeroth-order  Taylor 
expansion,  i.e.. 


a<(m,n ) 

— — — exp(«0i(/n,n))  =  C\(m,n).  (A23) 

Equations  (A22)  and  (A23)  mean  that  all  information  needed 
for  the  formation  of  attenuation  contrast,  differential  phase 
contrast,  and  dark-field  contrast  is  available  in  the  zeroth-  and 
first-order  Fourier  coefficients  Qj(m,n)  and  C\{m,n).  Because 
of  the  two  sine  functions  on  the  right  side  of  Eq.  (A20), 
the  dominant  contribution  to  the  Fourier  coefficients  Ci(m,n) 
( l  =  0,1)  comes  from  the  electric  field  at  locations  (xi,  ij\)  and 
(X2,  i/2)  that  satisfies 


|x2  — X! -ldc\  <sc  df  <s  dc  and  |*/2~  J/il  ^  df  ^  dc,  (A24) 


in  which  Eqs.  (A18)  and  (A6)  are  used.  In  this  study  we 
assume  that  A (x.j/)  and  <f>(x,j/)  vary  with  characteristic  sizes 
that  are  not  smaller  than  g2  and  clc  (namely,  characteristic  size 
condition).  Noting  that 


X1  +  X2  —  ldc  X2  —  x\—ldc 


Xi  - 

2 

2 

1/1  = 

1/1 +  1/2  1/2- 1/1 

2  2  ’ 

*2  = 

X|  +  X2  +  ldc  x2  — 

xi  —ldc 

2 

2 

1/2  = 

1/1 +  1/2  1/2 -.1/1 

2  '  2  ’ 

(A25) 


(A26) 


Mxuyi)~  A 


xi  +  x2 -ldc  y\  +  yi\ 
2  ’  2  )’ 


(A27) 


A(x2,i/2)~  A 


xi  +x2  +  Idc  yi  +  y2\ 
2  ’  2  }’ 


(A28) 


0(xi,i/i)s:<f> 


xi+x2-ldc  y\  +  y2\ 
2  ’  2  )’ 


(A29) 


(A30) 

On  the  other  hand,  since  Lx  »  l,i  is  always  satisfied  in  x-ray 
phase  contrast  imaging  implemented  with  the  Talbot  inter¬ 
ferometry,  changing  the  domain  of  integration  in  Eq.  (A20) 
from  [—Lxl 2,  Lx/2]  and  [—Ly/ 2,  Lu/2\  to  (-00,  00)  can  only 
lead  to  a  negligible  error.  Hence,  inserting  Eqs.  (A27)-(A30) 
into  Eq.  (A20),  changing  the  variables  of  integration  with 


u  — 


X1  +  X2 
2 


v  = 


X2-X1 

2 


(A31) 


cr  = 


1/1  +  1/2 
2 


7  = 


1/2-  1/1 
2 


(A32) 


and  replacing  Lx  and  Ly  with  00  (Ref.  13),  we  can  approxi¬ 
mate  the  Fourier  coefficients  as 


|£0|2  /./  \sin(^)  v1  V 


2  ~mTl 

(2},  +  l)(2;2+l) 


/oo  n  00 

a(m-/^,o-)+a(m  +  /^,ct)  /  d 


dcrexp  \2m{jx-j2-l)  — 

82 


x  exp 


+  i<f>\u  +  l  —  ,(rj—i(S)\u  —  l  —  ,(r 


x  sgn  1  + 


xm-j>+J2  2+1  dc-u 
Id!  2 


+  sgn  1 


i_Jl+J2+ldc-U 

U 2 


I  n  yn-cr\  /,  i/n  —  cr 
X  sgn  1+  +  sgn  1 


ld/2 


id/2  r 


(A33) 
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in  which  Eq.  (A18)  is  used  and  sgn(x)  is  the  sign  function.  From  Eq.  (A33),  we  immediately  get 

i2 


Ci(m,n)  = 


4|£’o|z _ U  _\  sin(H 

l 


,3 


fxm+id/2  j-yn+id /-  exp(t— |-02-7i)0i+72+1))  /.27t  .  .  ,, 

/  dx  d  lj  y  -  - exp \i  —  {ji-]2-l)x 

J*m-ld/2  Jyn-ld/2  j  oo  (2jl  +  1  )(2j2+  )  \  82 


x  exp  - 


A  (x- (71 +72  + 1  +1)^2  ,y)  +  A (x- (71 +72+ 1  -Z)^r,i/) 


x  exp|i|<D|x-0'1+72+l-/)y,t/j-<I,U-(7'i+7'2+l+Z)y,t/ 


(A34) 


Again,  since  A (x,y)  and  <l>(x,y)  meet  the  characteristic  size  condition,  it  is  not  hard  to  show  that  the  dominant  contribution  to 
the  Fourier  coefficients  comes  from  the  terms  corresponding  to  the  71  and  72  that  satisfy 


ji  —  ji  —  l  =  0. 

Substituting  Eq.  (A35)  into  Eq.  (A34)  yields 


Co(m,n)  = 


2  rxm  +ld/2  rUn+ldl z  “ 

/  .  .,  dx  .  ..  dl>  Zj 

J  Xm-ld/2  Jyn-ld/2  j  i=-c. 

/•Xm+ld/2  rlJn+ld/2  “  ( 

/  d  r  /  di/  >  — - 

Jxm-Id/2  Jyn-ld/2- 

a(x-(2(7'i-1)+1)^,j/)+a(x-(27'i  +  1)^,j/)' 


2[E0| 

J xm-ld/2 


yn+ld/2 


exp(-A(x-(27!  +  l)^,i/)) 


x  exp  - 


4|£’o|2  rXm+ld/2  fVn+id/2 
C\(m,n)  =  i — /  dx 


(271 +ir 

exp(-»Hr/» 

i  + l)(2(7i- 1)+ 1) 


(A35) 


(A36) 


x  expl  f I Ol x-(2(7,  —  1)+  l)^-,y\  —  olx  —  (2ji  +  l)-^p,i/ 


(A37) 


Because  of  the  factors  1/(271 +  1)2  on  the  right  side  of 
Eq.  (A36),  the  dominant  contribution  to  the  Fourier  coeffi¬ 
cient  Co(m,n)  comes  from  the  terms  corresponding  to  the  71 
that  satisfy 

|27i+1|  ~10°.  (A38) 

Due  to  the  fact  that  the  attenuation  projection  A (x,j/)  meets 
the  characteristic  size  condition  and  is  usually  much 
smaller  than  6,  we  can  approximate  A (x,y)  with  a  zeroth- 
order  Taylor  expansion 


(A39) 


39 


A\x-(2jl  +  l)—,y\xA(x,y). 


Using  Eq.  (A3 9)  and  formula 

00  1  2 

1  7t 

one  may  estimate  the  Fourier  coefficient  Co(m,n)  as 


(A40) 


2l2 


|£o|2  rxni+ldl  2  r‘Jn+ld/2 

Co(m,n)  =  — y-  /  dx  I  d//exp(-A(x,i/)). 

J  x„ 


d  Jxm-ld/2  J  lJn—ld/2 


On  the  other  hand,  noting  that  mj  is  odd  number  and 


(A41) 


exp(-»H7-M) 
7^(27i  +  D(2(7i-1)+1) 


I 


exp  - 


A 

*-(2(7i-1)  + 1)^,1/ 

+  A 

1 

+ 

2 

x  exp  /  <t>  x- (2(7! -1)  +  l)^,i/  - 4»  x- (2yT  + 1) -£,y 


-  z 


71= 


(-iy  +  (-i> 


2;j +  1  2QT-1)+1/ 


exp 

A( 

/ 

A(x-(2(7'i-1)+1)^,5/)+a(x-(27'i  + 1)^,5/)' 
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x  exp|i|<D|x-(20'1-l)+l)y,!/j-<l>(x-(271  +  l)y,i/ 


1  A  (— ly'1  /  ^(x-(2(ji-l)+l)^f-,y)+A(x-(2j1  +  l)^-,yy 


2  .Z  ^TT  exp 

J 1=-°°  \ 


x  exp| / 1 <J?|  a' -(2(/i -l)  +  l)y,t/j  -Q>[x-(2j\  +  l)y  ,i/ 


+  exp  - 


A  [x  ~  (2jx  +  1)  ,  y)  +  A  (x -  (2(7!  +  1)  +  1)  y)  ' 


x  exp|!|<D|x-(271  +  l)y,t/j-(l>|x-(2(7i+l)+l)y,j/ 


Equation  (A37)  can  be  rewritten  as 


2\Eq\2  rXm+ld/2  ryn+id/2  “  (-I)71 
C\(m,n)  =  —i  /  dx 

n  ld  Jxm-id!2  Jyn-id/2 


x  exp 


ryn+idi (_iyi 

/  di/  Zj 

Jyn-id/2  j^2j] 

A(x-(27'1  +  l)^+Jc,j/)+A(x-(27'1  +  l)^,t/)' 


x  exp(i('D(x-(27'1  +  l)y +Jc,i/j-<D(x-(27'1  +  l)y,!/ 


+  exp  - 


A  (x  —  (271  + 1)  ^ ,  i/ )  +  A  [x  -  (271  + 1)  -  dc, y ) ' 


x  exp|i|<l)|x-(27'I  +  l)y,!/j-  0)(x-(27'1  +  l)y-c/c,(/ 


Because  A (x,y)  and  <D(x,i/)  meet  the  characteristic  size  where 
condition,  a  function  f(x,y)  that  is  determined  by  A (x,y) 
and  d>(x,y)  can  be  well  approximated  by  a  truncated  Fourier 
transform 

j  rkM 

f(x,y)=^~  /  dkFk(y)exp(ikx), 

J-k 


(A44) 


-kM 


I<m  -  ■ 


Using  Eqs.  (A44)  and  (A45),  it  is  easy  to  show  that 


OO  /  J  V  ^  J  -m  \  —  A  OO  /  A  \  y  / 

Y  7—7 /(*-(27  +  1)y>J/)  =  2^  dkFk(y)exp(ikx)  Y  y^yexpl  -f(2y  +  1) 

j=- CO  j  \  /  J  j-~  00  •'  ' 

1  (kM  ^  (-l)j  ( 

=  2^  dkFk(y)exp(ikx)  Y  jYjC0S  (27  +  1) 

J  ~k-M  J  ' 


kdc 

~2 


kdc 

~Y 


n  1  fkM  n 

=  74“  /  dkFk(y)exp(ikx)=  -f(x,y), 
2  2n  J-kM  2 


(A42) 


(A43) 


(A45) 


(A46) 
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in  which  the  formula39 


£<-iy 


j= o 


c°s((2;'  +  1)q') 

2y  + 1 


n 

4’ 


is  used  to  sum  the  corresponding  series.  Applying  Eq.  (A46) 
to  Eq.  (A43),  the  Fourier  coefficient  C\(m,n)  can  be  calcu- 
(A47)  lated  as 


C\{m,n)  -  —i 


.|£ol 


7I2!2, 


m+Id/2  ryn+ld/2  [  /  \(x  +  dc,u)  +  A(x,y) 

dx  /  di/lexp 

d  J xm~l  d!2  yn~ld!2  ' 


x  exp(/(0(x  +  dc,y)-<I>(x,  y)))  +  exp  I  _X^A’-j)  +  M-\ — dc,y)  .  eXp  (/(0(x,(/)-®(A-isfc,f/))) 


,w 

n2l2, 


2  rxm+ldl2  ryn+ld/2 


rxm+id/z  r 

-i  _  /  dx  di/exp(-A(x,i/))exp(  i 

l d  ^ xm~ld!2  ^ yn~ld!2 


X  COS 


0(x  +  dc,  y)  +  ®(*  -  dc,  y)  -  2®(x,  y) 


.  0(x  +  dc,y)-( 3>(jc  -  dc,y) 


(A48) 


in  which,  based  on  a  discussion  the  same  as  that  for 
Eq.  (A39),  the  equation 

A (x-dc,y) ~  A(*  +  dc,y)  «  A(x,y),  (A49) 

is  used. 

It  should  be  noted  that  in  the  derivation  of  the  expressions 
of  the  zeroth-  and  first-order  Fourier  coefficients  Co(m,n) 
and  C\(m,n ),  i.e.,  Eqs.  (A41)  and  (A48),  we  do  not  make 
assumptions  that  the  subpixel  microstructures  of  an  object  are 
distributed  randomly. 
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Purpose:  X-ray  differential  phase  contrast  CT  implemented  with  Talbot  interferometry  employs 
phase-stepping  to  extract  information  of  x-ray  attenuation,  phase  shift,  and  small-angle  scattering. 

Since  inaccuracy  may  exist  in  the  absorption  grating  G2  due  to  an  imperfect  fabrication,  the  effective 
period  of  Go  can  be  as  large  as  twice  the  nominal  period,  leading  to  a  phenomenon  of  twin  peaks  that 
differ  remarkably  in  their  heights.  In  this  work,  the  authors  investigate  how  to  retrieve  and  dewrap 
the  phase  signal  from  the  phase-stepping  curve  (PSC)  with  the  feature  of  twin  peaks  for  x-ray  phase 
contrast  imaging. 

Methods:  Based  on  the  paraxial  Fresnel-Kirchhoff  theory,  the  analytical  formulae  to  characterize 
the  phenomenon  of  twin  peaks  in  the  PSC  are  derived.  Then  an  approach  to  dewrap  the  retrieved 
phase  signal  by  jointly  using  the  phases  of  the  first-  and  second-order  Fourier  components  is 
proposed.  Through  an  experimental  investigation  using  a  prototype  x-ray  phase  contrast  imaging 
system  implemented  with  Talbot  interferometry,  the  authors  evaluate  and  verify  the  derived  analytic 
formulae  and  the  proposed  approach  for  phase  retrieval  and  dewrapping. 

Results:  According  to  theoretical  analysis,  the  twin-peak  phenomenon  in  PSC  is  a  consequence 
of  combined  effects,  including  the  inaccuracy  in  absorption  grating  Go,  mismatch  between  phase 
grating  and  x-ray  source  spectrum,  and  finite  size  of  x-ray  tube’s  focal  spot.  The  proposed  approach 
is  experimentally  evaluated  by  scanning  a  phantom  consisting  of  organic  materials  and  a  lab  mouse. 

The  preliminary  data  show  that  compared  to  scanning  G2  over  only  one  single  nominal  period  and 
correcting  the  measured  phase  signal  with  an  intuitive  phase  dewrapping  method  that  is  being  used 
in  the  field,  stepping  G2  over  twice  its  nominal  period  and  dewrapping  the  measured  phase  signal 
with  the  proposed  approach  can  significantly  improve  the  quality  of  x-ray  differential  phase  contrast 
imaging  in  both  radiograph  and  CT. 

Conclusions:  Using  the  phase  retrieval  and  dewrapping  methods  proposed  to  deal  with  the  phenom¬ 
enon  of  twin  peaks  in  PSCs  and  phase  wrapping,  the  performance  of  grating-based  x-ray  differential 
phase  contrast  radiography  and  CT  can  be  significantly  improved.  ©  2016  American  Association  of 
Physicists  in  Medicine.  [http://dx.doi.Org/10.1118/l.4948690] 

Key  words:  x-ray  differential  phase  contrast  imaging,  x-ray  Talbot  interferometry,  microfocus  x-ray 
source,  x-ray  phase  contrast  CT,  phase-stepping  curve,  phase  retrieval,  phase  de-wrapping 


1.  INTRODUCTION 

As  an  emerging  imaging  modality  with  great  potential  in  a 
variety  of  applications,  including  medical  diagnosis,  biolog¬ 
ical  study,  and  material  sciences,  the  x-ray  differential  phase 
contrast  imaging  implemented  with  Talbot  interferometry  is 
compatible  to  a  polychromatic  x-ray  source  and  can  produce 
radiographic  and  tomographic  images  with  higher  contrast 
in  soft  tissues  compared  to  the  conventional  attenuation- 


based  x-ray  imaging. 1-3  From  a  single  set  of  projection 
data,  this  imaging  method  is  capable  of  generating  images 
corresponding  to  the  attenuation  contrast,  differential  phase 
contrast,  and  dark-field  contrast  simultaneously.4-6  Figure  1 
shows  the  schematic  of  a  Talbot  interferometry  with  a 
microfocus  x-ray  tube  and  two  gratings — phase  grating  G\ 
and  absorption  grating  G26’7 — that  work  together  as  a  shearing 
interferometer  to  detect  the  wavefront  alteration  caused  by  an 
object  in  the  x-ray  beam.2'6  Keeping  G\  fixed  and  shifting  G2 
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microfocus 
x-ray  tube 


Fig.  1.  Schematic  of  a  grating  based  x-ray  differential  phase  contrast  CT 
system  with  a  microfocus  x-ray  source. 


along  transverse  direction  xg,  the  x-ray  irradiance  recorded  at 
each  detector  pixel  ( m,n )  oscillates  as  a  periodic  function  of 
xg,  which  is  referred  to  as  the  phase-stepping  curve  (PSC), 
and  can  be  expanded  into  a  Fourier  series,4,5 


Imn(xg)  =  bo(m,n)+\ '  bi(m,n)cos\2jrl  —  +0i(m,n)\,  (1) 

j~i  \  82  I 

where  go  is  the  period  of  grating  Go-  Figure  2  shows  two  typical 
PSCs  in  a  grating-based  x-ray  differential  phase  contrast 
imaging  system.  It  has  been  well  established  that  the  images 
corresponding  to  the  attenuation  contrast,  differential  phase 
contrast,  and  dark-field  contrast  (or  visibility  contrast)  can 
be  acquired  from  the  PSCs’  zeroth-  and  first-order  Fourier 
components  bo,  6\,  and  b\,  respectively,  via  the  following 
equations:4,5 


A (m,n)  -  In 


bsJm,ri) 
b'0(m,n) 
82 


dx<f>(m,n)  = - (6\s(m,n)  —  8\  ( m,n )), 

dz  12 


V(m,n)  — 


b\s  (m,n)  /  bi(ni,n) 
b\r  (m,n)/b^.(m,ny 


(2) 

(3) 

(4) 


where  A (m,ri)  and  <D(m,n)  denote  the  projection  data  cor¬ 
responding  to  attenuation  and  phase,  respectively.  A  is  the 
x-ray’s  wavelength,  z\o  the  distance  between  gratings  G\  and 
Go,  and  superscripts  “v”  and  “r”  refer  to  the  data  obtained 
with  and  without  the  object  to  be  imaged  in  x-ray  beam.  As 
illustrated  in  Fig.  2,  in  the  PSCs  generated  by  perfect  gratings 
G  i  and  Go-  only  one  peak  should  be  observed  in  go — the 
nominal  period  of  grating  Go-  Recently,  however,  it  has  been 
reported4,9  that  the  effective  period  of  PSC  may  be  as  large  as 
twice  Go’s  nominal  period  go,  and  two  peaks  at  significantly 


Fig.  2.  The  PSCs,  or  intensity  modulation,  recorded  at  a  detector  cell  in  an 
x-ray  differential  phase  contrast  imaging  system,  as  a  function  of  transverse 
grating  shift  xg . 


different  heights  can  exist  in  the  PSC  over  the  distance  2go 
[see  Fig.  2  in  Ref.  8,  Fig.  3(a)  in  Ref.  9,  and  Fig.  5  in  this 
paper].  As  a  result,  Eq.  (1)  should  be  rewritten  as 

n(xg)  =  ao(m,n)+'y'  ai(in,n)cos\nl—  +<pi(m,n) ) .  (5) 

ti  \  s2  ) 

In  order  to  ensure  periodicity  in  the  phase  retrieval  from 
PSC,  it  has  been  suggested44'  that  the  absorption  grating  (or 
equivalently,  the  phase  grating)  should  be  shifted  over  double 
of  its  nominal  period.  Hence,  instead  of  getting  the  zeroth- 
and  first-order  Fourier  coefficients  bo,  8\,  and  b\  in  Eq.  (1), 
the  zeroth-,  first-,  and  second-order  Fourier  coefficients  ao,  <f>\, 
and  «i,  and  4>o  and  ao  in  Eq.  (5)  should  be  calculated  from  the 
PSC  with  an  effective  period  of  2go-  To  correctly  acquire 
the  information  corresponding  to  the  contrasts  generated 
x-ray  attenuation,  refraction  (phase),  and  small-angle  scatter¬ 
ing  (dark-field)  from  the  PSC  with  the  feature  of  twin  peaks, 
one  should  develop  a  theoretical  framework  similar  to  that  in 
Eqs.  (2)— (4 )  This  is  the  initial  motivation  of  our  work  to  be 
presented  in  this  paper. 

Based  on  the  paraxial  Fresnel-Kirchhoff  theory,6  we  derive 
the  analytical  formulae  to  characterize  the  Fourier  coefficients 
of  the  PSC  with  the  feature  of  twin  peaks,  in  which  its  effective 
period  is  as  large  as  twice  the  nominal  period  of  absorption 
grating  Go-  A  set  of  equations  similar  to  Eqs.  (2)— (4)  that 
can  be  utilized  to  extract  information  corresponding  to  the 
attenuation  contrast,  differential  phase  contrast,  and  dark-field 
contrast  is  derived.  Furthermore,  using  the  derived  analytical 
formulae,  we  propose  an  approach  to  dewrap  the  retrieved 
phase  signal  by  jointly  using  the  first-  and  second-order 
Fourier  components  <p\  and  <f>o-  To  evaluate  and  verify  the 
derived  analytic  formulae  and  the  proposed  approaches  for 
phase  retrieval  and  dewrapping,  an  experimental  investigation 
is  conducted  using  a  prototype  x-ray  phase  contrast  imaging 
system  implemented  with  Talbot  interferometry. 


2.  METHODS 

The  ground  on  which  our  study  is  based  is  that  the 
interaction  between  the  x-ray  beam  and  an  object  to  be  imaged 
can  be  adequately  described  by  the  spatial  distribution  of  the 
object’s  complex  refractive  index  n  —  1  -6+if3. 10-12  Given  an 
x-ray  Talbot  interferometry  with  twin  peaks  in  its  PSCs,  we 
derive  the  analytic  formulae  to  characterize  the  grating-based 
x-ray  differential  phase  contrast  imaging  method  in  cone  beam 
geometry.  As  illustrated  in  Fig.  1,  the  microfocus  x-ray  tube, 
phase  grating  G i,  and  absorption  grating  Go  are  placed  at  the 
planes  z  =  0,  z  =  Zu  and  z  =  zi  =  Z\  +  Z\o ,  respectively.  The 
object  to  be  imaged  is  placed  in  front  of  grating  G i  and  the 
detector  immediately  behind  grating  Go- 

2.A.  Phenomenon  of  twin  peaks  in  phase-stepping 
curve 

We  constrain  our  focus  on  the  Talbot  interferometry  with 
a  microfocus  x-ray  tube  that  is  assumed  to  act  as  an  extended 
incoherent  source  and  emanate  monochromatic  spherical 
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wave  at  wavelength  A.  Since  a  microfocus  x-ray  tube  is  in 
fact  a  polychromatic  source,  this  wavelength  A  should  be 
conceived  as  the  effective  wavelength  of  a  polychromatic  x- 
ray  source.  To  achieve  an  optimum  visibility,  it  is  quite  often 
to  design  the  phase  grating  G  i  in  such  a  way  that  the  resultant 
phase  shift  is  n.  An  ideal  phase  grating  G\  can  be  represented 
as  a  projection  operator13 


P  iW  = 


1, 


ng\  <x< 


g\<  x  <{n  +  l)gi. 


n  =  0,±l,+2,..., 

(6) 


where  gj  is  the  pitch  of  phase  grating  G\.  Similarly,  a  perfect 
absorption  grating  Gj  can  be  expressed  as  another  projection 
operator1 3 


1, 


Piix)  = 


0, 


ng2  <x< 


g  2, 


g2<  *<(«  +  ! ),?2, 


n  =  0,+  l,+2,. . . 


(7) 


It  should  be  noted  that  Eqs.  (6)  and  (7)  imply  that  both 
gratings  G\  and  G2  are  designed  to  have  a  duty  circle  of 
0.5.  For  an  actual  x-ray  Talbot  interferometry,  the  effective 
period  of  the  PSC  may  be  twice  the  nominal  period  of  grating 


G2,  which  may  be  mainly  due  to  the  imperfection  in  grating 
fabrication,  according  to  Refs.  8  and  9.  Figure  3  provides 
an  illustration  of  grating  G2?s  structure  that  is  formed  via  a 
conventional  fabrication  process.14  It  is  possible,  in  practice, 
that  the  thickness  of  the  gold  layers  at  top  is  different  from 
that  of  the  layer  at  the  bottom,  leading  to  the  fact  that  the 
effective  period  of  absorption  grating  G2  is  as  large  as  twice 
its  nominal  period  g2-  Consequently,  one  needs  to  modify  the 
projection  operator  in  Eq.  (7)  into 

Pi(x) 

1,  2ng2<x<^2n+^jg2, 

0,  ^2n  +  ^  j,?2  <x<  (2n  +  l)g2, 

=  •  n  —  0,+  l,+2,..., 

Wsi,  (2n+l)g2<x<^2n+^jg2, 

0,  \2n  +^jg2<  x  <  2(n  +  l)gi, 

(8) 

where  Wsi  is  the  relative  transmission  of  grating  G2’s  ridge 
compared  to  that  of  its  groove.  Given  a  wavelength  A,  the 
phase  shift  by  grating  G\  is  designed  to  be  n.  However,  a 
polychromatic  x-ray  source  is  usually  utilized  in  an  actual 
grating-based  differential  phase  contrast  imaging  system. 
Hence,  instead  of  using  the  operator  in  Eq.  (6),  a  more  general 
one 


P  iW 


1, 


exp(/gi), 


ng  1  <  x  < 


gi<x<  (n+l)gi. 


n  =0,+  l,+2,... 


(9) 


should  be  used  to  represent  the  phase  grating  G\,  where  Q\  is 
the  actual  phase  shift  due  to  grating  Gi.  In  general,  a  linear 
shifting  of  grating  G2  along  the  direction  of  xg  generates  an 
oscillation  in  intensity  at  the  detector  cell  indexed  by  ( m,n ), 
i.e.,  a  function  over  xg,  which  is  referred  to  as  the  PSC  and 
can  be  expressed  as 

Id 

J  pxm+-f  r  ijn+~f 

Im,n(xg)  =  -2  1  dx  I  ;  dy P2(x  -  Xg) I (x,y  ,Z2) , 

(j  J  xm  J-  J  yn — 

(10) 

where 

xm  =  [m  +  ^  jlrf,  Un=  [n  +  ^ld,  m,n  =  0,±l,+2„... 

(11) 

I(x,y  ,z,i)  denotes  the  intensity  immediately  in  front  of  grating 
G2,  which  can  be  expressed  as  the  convolution  between  the 


intensity  generated  by  a  point  source,  i.e.,  with  infinitesimal 
focal  spot,  and  the  geometrical  projection  of  the  source 
distribution  /source)* ,  y)  with  finite  focal  spot  through  the  object 
on  the  detector,15,16 


Fig.  3.  Schematic  of  an  imperfect  absorption  grating  produced  with  a  con¬ 
ventional  fabrication  process  (Ref.  14),  in  which  the  thickness  of  gold  above 
the  silicon  is  different  from  that  under  the  air. 
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I(x,y,z2)  = 


^12 


JJ 


dx0dy0Is 


_Zl_  __Zl_ 
source  |  -^-0?  \jQ 


x\Epoint(x  -  x0,y  -  y0,z2)\ 


Z 12  Z 12 

2 


(12) 


where  Epoml(x,y,z2)  denotes  the  electric  field  produced  by  a 
point  source  at  the  origin.  The  distance  z  12  is  selected  as  the 
mj- th  fractional  Talbot  distance 


g j 

Zi2  =  Z2-Z\  =  mT—^-,  mT  =  1,3,5,..., 
8  yA 


where 


r: 


Zl 
Z  2' 


(13) 


(14) 


In  order  to  maximize  the  interference  fringe  visibility,  one 
usually  sets 


gi  =  27g2- 


(15) 


According  to  the  derivation  detailed  in  the  Appendix ,  intensity 
I m,n(Xg)  is  a  periodic  function  of  xg  with  period  2g2  and  thus 
can  be  expanded  into  a  Fourier  series. 


Im,n(xg)=  ^  C/(m,n)exp  bn7 


l=— 00 


gi 


(16) 


and  the  zeroth-,  first-,  and  second-order  Fourier  coefficients 
are  given  by 

Co(m,n) 

=  ao(m,n) 


=  |A|- 


1+W»  ff 

Az\fd  JJ 


dx()dy()I$QmCQ  I  xq,  m 
Z\2  Z\2 


P7(A-,„-.ico)+^  fy(yn-yo)+^r 


X  du  dcrexp(-A(u,cr)), 

JyAm-x  0)-^  Jy(yn~yo)-^fL 

(17) 


ci\ (m,n) 


exp(/0i(m,n)) 


0sin(7r^)(/-  1) 

=  |A|~  ,g,  ,, - (1  —  WSi) sin (Q,) 


JJ 


n2z2  1 2 

"  *12  a 


dxod  ijqL 


Zl  Z 1  \  ■  X 0 

source  |  -^0?  _  U0 1  ^Xp  I  171 


Z\2  Z\2 

ry(xm-x  o)+t^  ry(yn-yo)+^r 


g  2 


ryixm-x  o>+^  n 
X  du  dcr 

JyUm-x  o)-t^  Jy(yn-yo)-^f 

X  exp(-A(M,cr)  +  /|<l)(i/+  -2-,<x )  — 2-,cr 


(18) 


C2(m,n) 


a2(m,n) 


exp  (i<f>2(m,n)) 


=  -i\A\2p^(l-cos(Q0) 


27 t2Z2  I2 

*12  ld 

x  1 1  dxodyolsomce\-— x0,-  —  y0)exp(-i2n  — 
Z 12  Zl2  /  \  gl 


Jf‘ 


y/  j 

ry(xm-x0)+^f-  n 

x  du  dcr 

Jy(xm-x  o)-^-  Jy(yn-yo)-^r 

x  exp  j- A(w,<x)  + 1  +  -4-,crj  -  <1)  jw -  -4- ,cr 


*y  l  * 

ry(yn-yo)+^T 


(19) 


in  which  Eq.  (5)  is  utilized,  (n,cr)  denotes  a  point  at  the  plane 
of  Gi  (z  =  Zi),  and  dc  is  given  by 


Tzi2  mT 
dc  = - =  ~r8i- 

gi  4 


4  n 


Mx'y)‘fIAhxiy-z)'ll+x^fdz 


is  the  projection  data  corresponding  to  attenuation,  and 


•1 Kx,y)=^j  [  <*(— x,—  y,z 

4  Jz  \zi  zi 


1 1  +  ——J—dz 


(20) 

(21) 

(22) 


is  that  corresponding  to  phase.  It  should  be  noted  that  in 
the  derivation  of  Eqs.  (17)-(19),  we  assume  that  the  fine 
(unresolvable)  features  of  the  object  to  be  imaged,  if  they 
exist,  distribute  randomly.  As  a  result,  the  fine  components 
of  attenuation  projection  A (x,y)  and  phase  shift  <l>(x,y) 
can  be  modeled  as  a  Gaussian  random  process.5,17  For 
sake  of  simplicity,  we  further  suppose  in  this  study  that 
the  intensity  profile  of  the  microfocus  x-ray  source  obeys 
Gaussian  distribution  with  a  root  mean  square  width  trv, 


e(x,y)=: 


1 


2^fXP\  2cr? 
Then  one  may  rewrite  Eq.  (17)  into 
|A|2(1+W,,-) 


x2+  y2 


(23) 


ao(m,n)  — 


8nz212 

; L 


dws 


7/ 


dY0t/i/oexP  ■ 


xl+yl 


2  w2 


“yl  * 

y(Xm~Xo)+ 


I  y  / j 

>y(xm-x  o)-~5» 

x  exp(-A(w,cr)), 


'  f 

du  / 

Jy( 


y/  i 

y(.yn-yo)+^L 


y(yn-yo har¬ 


der 


where 


Z 12 

ws  =  — crs 
Zl 


(24) 


(25) 


is  the  demagnified  source  size/1  In  a  typical  Talbot  interfer¬ 
ometry  with  a  microfocus  x-ray  tube,  one  usually  has  crs  ~ 
101  jum,  Zi 2/ Z 1  ~  10_l.  According  to  Eq.  (25),  the  demagnified 
source  size  ws  (~10°  fim)  is  much  smaller  than  the  detector 
cell  size  1^  (~102  /im).  Hence,  using  Eq.  (11),  it  is  not  hard  to 
show  that  the  Fourier  coefficient  ao(m,n )  can  be  approximated 


ao(m,n)  «  |A| 


2  1  +WS{ 

8  nz\l2dw2s 


JJ 

ryxm+-j^  r 

/  du  / 

/vr  y'd  L 

jyx-m. — t J  y 


t/xot/i/oexp  - 


xl+lJo 

2  w2 


yyn+- 

du  I  ,  iicrexp(-A(M,cr)) 


?ld 
yyn — f- 


[A|2 1  +  Wsl  exp(_A (yxm,yynj) , 

4z2 


(26) 
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where 


1  r*+y~¥  r«+I¥ 

yld  dx'  I  yid  dyiMxuyi) 

y 1  d J  x  2  J  y  2 


(27) 


denotes  the  mean  of  attenuation  projection  over  an  area  yld 
x  yl,j.  Similarly,  the  first-  and  second-order  Fourier  coeffi¬ 
cients  in  Eq.  (5)  can  be  estimated  as 


o.\(m,n) 


exp(i<pi(m,n )) 


!  V2|A|2 1  ^Sl  sin(8i)exp/-y[^— ^ 

\  2  \  zigi  I 

— 7T  j  Vi (m,n)exp(-A(yxm ,y  yn )) 
x exp |  l-  ldcdx<tyyxm,yijn)  +  j  j , 


(28) 


a2{m,n) 


exp  (i<f>2(m,n)) 


|A|2^§(1_C0S(ei)) 


x  exp  -2 n 


2/^v 


x  exp  ( i  |  dcdx<t>(yxm,y  y„)  +  -n )  ] , 


(29) 


where 


®(x,y)= 


,y ld 


rx+  2 

rfij,  dx' J, 
r  ldJx~^r~  Jv~  — 


denotes  the  mean  of  phase  shift  over  an  area  yld~xyld-  By 
definition,  one  has 


dx<b(yxm,yyn)  = 


yld 


(31) 


the  averaged  differential  phase  shift  over  the  detector  cell  at 

( m,n ), 


.  rid 


yyn+^r- 


/  d u  rxm  2 


r 

du  /  da 

Jyu 


x  exp  | i  |<E>  |m  +  y  ~^,cr 

-  ~^dx*b(yxm,y  i/n)  J  J , 


(32) 


yld 

l  ryxm+^L  r 
Vo  (m,n)  =  — /  ;  du  / 

)  JyXm-^r-  Jy 


yid 

yyn+ -f- 


y  l d Jyxm- 


yjn 


yld 


du 


x  exp |i|<D|M+y,crj-®L-y,0- 


dcdx$>(yxm,yyn))y 


(33) 


It  should  not  be  hard  to  show13  that,  if  phase  shift  <l>(x,ij) 
varies  at  a  scale  comparable  to  or  larger  than  Id,  both 

o(m+  ^,cr)  -<d(m-  ^,cr)  -  y  dx$>(yxm,y yn) 

on  the  right  side  of  Eq.  (32)  and 

*!>(«  +  ^p,cr)  -  -^-,<t)  -  dcdxQ>(yxm,y  yn) 

on  the  right  side  of  Eq.  (33)  can  be  approximated  as  zero, 
which  immediately  results  in  V\(m,n)  =  V2 (m,n)  =  1,  indicating 
that  V\(m,ri)  and  Vo (m,n)  are  mainly  induced  by  the  object’s 
subpixel  features,  i.e.,  they  correspond  to  the  dark-field 
contrast.13  On  the  other  hand,  since  the  object’s  subpixel 
microstructures,  if  they  exist,  are  assumed  to  distribute 
randomly,  the  chance  that 

o(m  +  y ’O-)  -$(«-  y,cr)  -  y  dx<S>(yxm,yyn) 

falls  into  an  interval  around  a  value  F  would  be  the  same  as 
that  around  the  value — F.13  As  a  result,  it  is  not  difficult  to 
show  that 


yid 

1  rvxm+^r  r 

y2ll  Jyx,,,-7^  d  Jy 


yyn+^r- 


du  /  du 

dJyxm-^f  Jyyn-^iy 

■  (J  d<  \  J  dc 

X  Sin  l<t>lM+y,Cr|-®lM-y,Cr 

dc  -  \ 

-  —dx<&(yxm,yyn)\=  0. 


(34) 


Similarly,  one  may  write 


(30)  — T 


j  ryxm+7l2d  n 

¥  J  rtd  dUJ 

Ld  JyXm-^r-  Jy 


yyn+ ^ 


„  -  ,  ,du  ,  du 

y  l-dJyXm-yL  Jyyn-I^l 

x  sin  +  -Wm-  y  ,0" 


-  dcdx<V{yxm,yyn)  =0. 


(35) 


Substituting  Eqs.  (34)  and  (35)  into  Eqs.  (32)  and  (33)  yields 

1 

du 


y^d 

\  ryxm+ -f-  r 

yld  dU 

Y  ld  J yxm — Jy 


yid 

yyn+^f- 


yyn 


y'd 


(J  dc  \  I  dc 

X  COS  I  O  I  H  +  y  ,<X  I  -  <I>  I  H  -  y  ,(X 
-  y5x<F(yxm,yt/n)j, 


(36) 


V2  (m,n)  =  - 


,  yid  ,  yid 

fyxm+-f-  ryyn+^f- 


ryxm+ -f-  r 

/  du 

JyXm-^r-  Jy 


yid 
yyn — f- 


d(T 


y2ldJyxm-y-¥ 

x  cos  1 0|  u  +  -cd|h  -  ~^~’cr 


dcdx<&(yxm,yyn)\, 


(37) 


which  indicates  that  the  dark-field  contrasts  Vj (m,n)  and 
Vo (m,n)  are  real.  In  a  typical  x-ray  Talbot  interferometry  with 
an  extended  incoherent  source,  the  contribution  of  the  third- 
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or  higher  order  Fourier  components  can  be  negligible,6  and 
thus,  one  may  approximate  the  PSC  as 


=  ao(m,n)  +  a\(m,n)cos  n—  +  cf>\(m,n) 
82 


+  ao(m,n) cos  2 n—  +  <p2(m,n) 

\  82 

=  \A\2l+W,s‘  exp  (—A  (yxm,yy„j) 

4-2 

8V2(1  —  W^f)  /  n2(zncrs 

x|  1+  27TT sm(Qi)exp  - 

n2(\  +  Wsi)  \  2  \  zig2 


x  sin 


.  I  mj  \ 
my—7:jV\(m,n) 


Xg  dc  3 

x  cos  1 7T  —  +  —dx<S>(yxm,yyn)  +  -n 
82  2  4 

4(1  -cos(<20)  /  2/zi2  crs 
- r - exp  -2k I - 


\  Z182 


x  V2(m,n) cos  +  dcdxQ>(yxm,yyn)  +  j ,  (38) 

in  which  Eqs.  (26),  (28),  and  (29)  are  used.  An  inspection  of 
Eq.  (38)  should  enable  one  to  recognize  the  existence  of  twin 
peaks  in  the  PSC,  which  are  determined  by 

4naxi  (m,n)  =  ao{in,n)  +  ai(m,n)  +  a.2(m,n),  (39) 

Imia2(m,n)  —  ao{m,n)  —  a\(m,n)  +  0,2(111, n) .  (40) 

This  means  that  the  twin  peaks  exist  in  the  PSC  of  x-ray  Talbot 
interferometry  if  and  only  if  a\(m,n)  4-  0,  i.e.,  the  PSC’s  twin- 
peak  feature  is  determined  by  its  first-order  Fourier  component 
that  corresponds  to  the  spatial  frequency  l/(2g2),  as  shown  in 
Eq.  (38). 

It  should  be  noted  that,  according  to  Eq.  (28),  if  there  is  no 
imperfection  in  analyzer  grating  G2(WSj  =  1),  or  phase  grating 
G 1  performs  perfectly  (Q\  =  7r),  one  has  a\(m,n)  —  0,  and  then 
Eqs.  (39)  and  (40)  become 

fmaxl(^M0  —  Anax  2  (  Ol  Jl ) 

,2  1  +  1F.V! 


=  1AI2  .y  exp(-Myxm'yy„)) 


4^2 

^  M  ,  4(1-cos(2i))  /  ~  2lzno-s.  .  . 

X  |  1  + - - - exp(  -2n  (  — —  |  ) V2(m,n) ), 


(41) 


and  the  PSC  of  x-ray  Talbot  interferometry  becomes 
^ ill  .n  (xg  ) 


=  ao(m,n )  +  02(01,0)  cos  \2n—  +  (f>i(m,n ) 

\  82 

=  1AI 21  tT"'  exp(~A  (yxm,yyn)) 

4  Z2 

.4(l-cos«2i))  /  .  i(zno-s  .  , 

x  I  1-/ - - - exp  -2n  -  )V2(m,n) 

\  \  zigi 


Xcos(27T—  +dcdx<b(yxm,yyn)} ). 


(42) 
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Equation  (42)  tells  us  that  there  exists  no  twin  peaks  in  the  PSC 
and  the  period  of  PSC  is  the  same  as  the  analyzer  grating’s 
nominal  period  g2.  Thus,  ideally,  by  shifting  the  analyzer 
grating  G2  just  over  its  nominal  period  g2,  one  may  produce 
a  PSC  and  extract  the  signal  corresponding  to  the  contrasts 
of  attenuation,  differential  phase,  and  dark-field,  respectively. 
However,  in  an  actual  x-ray  Talbot  interferometry  with  an 
imperfect  grating  G2  and  phase  grating  G  i  that  mismatches 
x-ray’s  spectrum,  one  has  Wsi  4  1  and  Q  \4  n.  Consequently, 
according  to  Eq.  (28),  a\(m,n)  4  0  and  the  phenomenon  of  twin 
peaks  occurs,  with  its  period  being  as  large  as  twice  grating 
GVs  nominal  period  g2.  Hence,  to  cope  with  the  feature  of  twin 
peaks  in  PSCs,  one  should  shift  the  analyzer  grating  G2  over 
its  effective  period  2 g2  to  produce  the  PSC  and  to  extract 
the  information  on  attenuation  contrast,  differential  phase 
contrast,  and  dark-field  contrast.  We  would  like  to  indicate 
that  Eq.  (38)  is  the  key  result  obtained  by  us  in  this  work, 
which  is  the  foundation  for  grating-based  x-ray  differential 
phase  contrast  imaging  with  the  feature  of  twin  peaks  in  PSCs, 
and  can  be  conceived  as  the  counterpart  of  Eq.  (1). 

Prior  to  ending  this  subsection,  it  is  worthwhile  inspecting 
the  relative  significance  of  the  first-order  Fourier  component 
compared  to  the  second-order  one,  which  can  be  quantified 
by  the  ratio 


X(m,n) 


a\(m,n) 
a2(m,n ) 


=  2V2 


.  ( mT  \  1 

iin  — n  - 

l  8  I  1 


i-w„- 

+  Wsi' 


tan 


x  exp 


3n2 

— 


/  Zncrs 
\  Zlg2 


\  V\(m,n) 
f  V2(m,n ) 


(43) 


where  Eqs.  (28)  and  (29)  are  used.  Equation  (43)  shows  that, 
in  addition  to  the  imperfection  in  the  analyzer  grating  and 
the  mismatch  between  phase  grating  and  x-ray  spectrum,  the 
focal  size  of  x-ray  source  (crs)  may  also  significantly  influence 
the  twin  peak  phenomenon.  Specifically,  the  larger  the  x- 
ray  source’s  focal  spot  size  cr^,  the  stronger  the  first-order 
Fourier  component  compared  to  the  second-order  one,  and 
accordingly,  the  more  apparent  may  be  the  feature  of  twin 
peaks  in  PSCs. 


2.B.  Phase  dewrapping  in  grating-based  x-ray 
differential  phase  contrast  imaging  with  the  feature 
of  twin  peaks  in  PSC 

Due  to  the  fact  that  phase  is  of  periodicity  and  thus 
nonambiguous  only  in  a  bounded  interval,  phase  wrapping 
may  occur  and  has  been  recognized  as  a  limitation  to  the 
applicability  of  phase  contrast  imaging.18  In  addition  to  the 
phase  dewrapping  methods  reported  in  the  literature, 19-21  we 
propose  a  novel  approach  herein  by  jointly  making  use  of  the 
phase  information  in  PSCs’  first-  and  second-order  Fourier 
components. 

Using  Eqs.  (28)  and  (29),  it  should  not  be  difficult  to  show 
that 


dc 

~2 


dxMyxm,yyn)  =  (pt(m,n). 


(44) 
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dcdx<X>(yxm,yyn)  =  p2{m,n),  (45) 

where 

ip\(m,n)  =  (f)\{m,n)—  <p\(m,n),  (46) 

tp2{m,n)  =  (f)s2(m,n)—  (47) 

denote  the  phase  difference  corresponding  to  the  first- 
and  second-order  Fourier  components,  respectively.  Equa¬ 
tions  (44)  and  (45)  indicate  that  the  relationship  holds  as 
follows: 

=  (48) 

From  the  measured  PSC,  immediately  one  can  calculate  the 
Fourier  coefficients  ao(m,n),  a\{m,n),  and  0i(m,n)  and  a2(m,n) 
and  02(m,n).  Thus,  in  principle,  both  Eqs.  (44)  and  (45)  can  be 
utilized  to  estimate  the  average  differential  phase  shift  defined 
in  Eq.  (31).  However,  in  the  case  wherein  the  phenomenon 
of  twin  peaks  occurs  (see  Fig.  5  in  Sec.  4),  the  first- 
order  Fourier  coefficient  [corresponding  to  spatial  frequency 
l/(2g2)]  is  remarkably  smaller  in  magnitude  than  the  second- 
order  coefficient  (corresponding  to  spatial  frequency  1  /g2).  As 
a  result,  the  measurement  of  the  first  -order  Fourier  coefficient 
may  suffer  more  than  the  second-order  coefficient  from  noise. 
Thus  one  should  utilize  Eq.  (45)  and  the  phase  difference  of 
the  second-order  Fourier  component  cj> 2(m,n)  to  estimate  the 
differential  phase  shift  of  the  object  to  be  imaged. 

Let  (p2w(m,n )  denote  the  measured  phase  difference  of 
the  second-order  Fourier  coefficients  that  may  have  been 
corrupted  by  phase  wrapping,  i.e.,  deviated  from  the  genuine 
phase  difference  ip2(m,n)  by  multiple  of  2ir, 

p2w(m,n)  =  ifi2(m,n)-2l2n,  l2  =  0,±1,±2,...,  (49) 

where  subscript  “w”  indicates  that  the  phase  may  have  been 
wrapped.  It  should  not  be  hard  to  understand  that,  if  the 
phase  difference  p2w{m,n)  has  indeed  been  wrapped  and  is 
substituted  into  Eq.  (45),  the  retrieved  differential  phase  shift 
is  erroneous,  which  may  cause  artifacts  in  x-ray  differential 
phase  contrast  imaging.18  To  get  the  genuine  phase  difference 
ip2(m,n)  from  ip2w(m,n),  a  dewrapping  method  is  proposed  by 
assuming  p2(m,n)  is  small  enough  to  meet20 

\ip2(m,n)\  <  n.  (50) 

Note  that  according  to  Eq.  (45),  Eq.  (50)  imposes  a  constraint 
on  the  gradient  of  phase  shift,  which  is  referred  to  as  the 
moderate  phase-variation  condition  henceforth.  Combining 
Eqs.  (49)  and  (50)  yields 

ip2(m,n)  =  W(<p2w(m,n)),  (51) 

where  W(- )  denotes  the  dewrapping  function  that  is  defined  as 

W(T')  =  T'-27rxroundj^j,  (52) 

and  the  function  round(x)  returns  an  integer  that  is  the  nearest 
to  x.  For  sake  of  convenience,  the  method  described  by 
Eqs.  (51)  and  (52)  is  called  the  conventional  phase  dewrapping 
method. 10 

Unfortunately,  however,  the  conventional  phase  dewrap¬ 
ping  method  cannot  be  applied  in  the  cases  where  the  genuine 


differential  phase  signal  ip2(m,n)  is  large  enough  to  violate 
Eq.  (50). 19  Hence,  based  on  Eq.  (48)  and  making  use  of  the 
measured  phase  difference  of  first-order  Fourier  component, 
i.e.,  p\w(m,n),  we  propose  an  approach  for  phase  dewrapping 
to  get  (p2(m,n)  from  p2w(m,n).  To  do  so,  we  first  estimate  the 
integer  l2  in  Eq.  (49)  and  then  add  back  21 2n  to  p2w(m,n). 
Similar  to  what  has  been  done  in  Ref.  21,  we  at  first  calculate 
the  gradient  of  the  genuine  phase  difference  <p2(m,n).  The 
two  components  of  the  gradient  are  expressed  as  Dxip2(m,n) 
and  Dy<p2(m,n),  where  Dx  and  i) ,,  denote  finite  difference 
operators  and  are  defined,  respectively,  by 

Dxx¥(m,n)  =  '¥(m  +  \,n)-'¥(m,n),  (53) 

Dy'i’(m,n)  =  ¥(»!,«  +  1)  -  xV(m,n).  (54) 

Combining  Eq.  (45)  with  Eq.  (53),  one  obtains 

Dxip2(m,n)  =  ylddcdxx<S>(yxm  +  ^,yyn  j ,  (55) 

i.e.,  the  gradient  component  Dxtp2(m,n )  is  proportional  to  the 
second-order  derivatives  of  the  object’s  average  differential 
phase  shift,  which,  according  to  the  smooth-phase  condition22 


4zi2 

2n 


dxx<t>(yxm,yyn) 


<£l. 


(56) 


is  actually  small  in  the  vast  majority  of  the  objects  to  be 
imaged.  Then  it  is  reasonable  to  estimate  Dxcp2(m,n)  as 


Dxip2(m,n)  =  Dxp2w(m,n), 


(57) 


if 


\Dxp2w(m,n)\  <n,  (58) 

where  Dxp2w(m,n)  is  the  gradient  component  of  measured 
phase  difference  corresponding  to  the  second-order  Fourier 
coefficient  along  the  ^-direction. 

There  exist  two  situations  where  the  condition  specified  by 
Eq.  (58)  is  not  met  by  an  object’s  measured  phase  difference 
p2w(m,n).  In  the  first  scenario,  phase  wrapping  occurs  in 
Dxip2w(m,n ),  i.e.,  Dxtp2w(m,n)  jumps  to  a  false  value  while 
the  genuine  gradient  component  Dxp2{m,n)  is  actually  small 
and  the  smooth-phase  condition  specified  in  Eq.  (56)  is  still 
satisfied.  In  this  case  the  genuine  gradient  component  should 
be  calculated  as 


D  x<p2(m,n)  =  W(Dxip2w(m,n)),  (59) 

i.e.,  applying  the  conventional  phase  dewrapping  method  on 
Dxip2(m,n).  In  the  second  scenario,  an  object’s  refractive 
index  decrement  6  is  so  large  that  Dxp2w(m,n )  becomes 
large  enough  to  violate  the  condition  specified  in  Eq.  (58). 
In  this  case,  however,  Eq.  (57)  holds  and  similar  equation 
is  applicable  to  Dxip\w(m,n ),  the  gradient  component  of 
measured  phase  difference  corresponding  to  the  first-order 
Fourier  coefficient  along  the  x-direction.  Hence,  one  may 
write 


Dx<pi(m,n )  =  Dxip]w(m,n).  (60) 

Combining  Eqs.  (48),  (57),  and  (60)  yields 

Dxpiw(m,n)=  ^Dxip2w(m,n).  (61) 
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Note  that  if  phase  wrapping  occurs,  D xcp2w(m,n)  jumps  by 
2n,  but  Dxipiw{m,n)  does  not  jump  by  n,  which  means 
that  Eq.  (61)  does  not  hold  whenever  a  phase  wrapping 
occurs.  Thus  one  can  use  Eq.  (61)  as  a  criterion  to  identify 
the  case,  in  which  a  large  magnitude  of  measured  gradient 


component  Dxip2w(m,n)  is  caused  by  the  fact  that  the 
object’s  1 5  is  really  large,  rather  than  a  phase  wrapping. 
Based  on  the  arguments  above,  the  gradient  of  the  genuine 
phase  difference  along  the  ^-direction  can  be  determined 
by 


Dxip2(m,n)  =  ■ 

W(Dxtp2w(m,n)), 

if  \Dxif2w(m,n)\  >  n  and 

Dxip\w(m,n)  1 
Dxip2w(m,n)  2 

Dx(p2w(m,n), 

else 

(62) 


where  parameter  s  is  a  small  positive  number.  Similarly,  the  genuine  gradient  along  the  (/-direction  can  be  estimated  as 


' 

W(Dyif2w{m,n)), 

if  \Dy<p2w(m,n)\  >  n  and 

Dy(p\w(m,n)  1 

Dy<p2(rn,n)  =  ■ 

D  ij<p2w(m,n)  2 

Dy<p2w(m,n), 

else 

>  e 


In  practice,  a  detector  cell  is  of  finite  dimension,  and  its  index  (m,n)  satisfies 
-  Ma  <  m  <  Mb,  and  —  Na<n<  N/„ 


(63) 


(64) 


where  Ma,  Mb,  Na,  and  N/,  are  positive  integers.  Usually  the  top-left  corner  (- Ma ,  -Na)  is  assumed  to  be  outside  an  object  to 
be  imaged,  and  the  differential  phase  shift  there  should  be  close  to  zero.  Hence,  using  Eq.  (58)  we  may  write 


<P2(-Ma-Na)  =  W(<p2w(-Ma,-Na)). 

At  any  other  locations  (-Ma,  n  +  1)  with  n  >  -Na,  the  integer  l2  in  Eq.  (49)  can  be  calculated  by 


/  (p2(-Ma,n  +  l)-<p2w(-Ma,n  +  l) 
/ 2  =  round  - - - 

\  Z7T 


=  round 


/  Dytp2(-Ma,n)  +  <p2(-Ma,n)-ip2w(-Ma,n  + 1)\ 
l  27T  )’ 


(65) 


(66) 


in  which  Eq.  (54)  has  been  utilized.  Using  Eq.  (49),  the  dewrapped  phase  difference  at  (- Ma,n  +  1)  with  n  >  —Na  can  be 
recursively  determined  by 


<P2(-Ma,n  + 1)  =  ip2  W(—Ma,n  +  l)  +  27rx  round 


Dyip2(-Ma,n)  +  ip2(-Ma,n)  -  (p2w(-Ma,n  +  1) 
2n 


n  >  —Na. 


(67) 


It  is  noted  that  Eq.  (67)  is  recursive.  With  the  genuine  gradient  component  Dyip2(-Ma,n)  in  Eq.  (63)  and  the  phase  difference  at 
the  top-left  corner  <p2(.—Ma—Na)  given  by  Eq.  (65),  one  can  use  Eq.  (67)  recursively  to  dewrap  the  measured  phase  difference  at 
location  (- Ma,n  +  1)  with  n  >  —Na.  In  the  same  manner,  the  following  recursive  formula 


,  ,  Ar  x  ,  ,r  .  -  ,( Dx<p2(m,-Na)  +  <p2(m,-Na)-<p2w(m  +  l,-Na)\  ^  .. 

<p2(m  +  l, -Na)  =  (p2w(m  +  1  ,-Na)  +  2n  x  round  I - - - I ,  m  >  -Ma 


(68) 


can  be  used  to  dewrap  at  location  (m  + 1  ,-Na)  with  m  >  —Ma. 

At  location  ( m  +  l,n  +  1)  with  m  >  —Ma  and  n  >  —Na,  it  is  easy  to  show  that  there  are  two  ways  to  estimate  the  genuine  phase 
difference  (p2(m  +  l,n  +  1).  One  is  based  on  integration  along  the  (/-direction 


ip2a(m  +  1  ,n  +  1)  =  ip2w(m  +  !,((  + 1)  +  2w  x  round 


Dytp2(m+]  ,n)  +  02 (m  +  \,n) -  <p2w(m  +  l,n  +  1) 


2n 


m  >  -Ma,  n  >  —Na,  (69) 


and  the  other  is  based  on  integration  along  the  ^-direction 


,  ,  ,  ,  ,,  ^  t  Dx(p2(m,n  +  l)  +  ip2(m,n+l)-tp2W(m  +  l,n+l)\ 

<Pib\jn  +  l,rc  + 1)  =  W2wvn+  l,n+  l)  +  2^xround  -  ,  m>-Ma ,  n>-Na • 

\  27r  / 


(70) 


Because  there  exists  noise  in  the  measured  phase  difference 
<P2w{m,n),  the  dewrapped  phase  difference  using  Eq.  (69), 
ip2a(m,n),  might  be  different  from  that  dewrapped  using 
Eq.  (70),  <p2b(m,n).21  According  to  Eqs.  (69)  and  (70),  the 
difference  between  them  should  be  a  multiple  of  2 n.  It  should 


be  noted  that  the  smooth-phase  condition  specified  by  Eq.  (56) 
is  satisfied  in  vast  majority  of  detector  cells.  Hence,  between 
ip2a(m,n)  and  tp2b(m,n),  it  is  reasonable  to  choose  the  one 
having  smaller  magnitude  as  an  estimation  of  the  genuine 
phase  difference  ip2(m,n),  i.e.. 
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(f2(in  +  1  ,n  +  1)  = 


Ifi2a(m+  l,n+  1), 


q>2b{m  +  \,n+  1), 


if  Wia(m  +  \,n  +  \)\  <  \ip2b{m  +  \,n  +  \)\ 

else 


,  m  >  —Ma,  n  >  -Na  . 


(71) 


Hence,  the  dewrapped  phase  difference  ip2(m,n)  can  be 
calculated  using  the  recursive  formulae  Eqs.  (67)-(71),  and 
the  differential  phase  contrast  of  the  object  to  be  imaged  is 
retrieved  with  resort  to  Eq.  (45).  In  summary,  Eqs.  (62),  (63), 
(65),  (67) — (71)  constitute  the  phase  dewrapping  approach, 
which  is  based  on  a  joint  utilization  of  the  first-  and  second- 
order  Fourier  coefficients  in  the  PSC  with  twin  peaks,  and  are 
another  important  result  of  the  presented  work. 


3.  EXPERIMENTAL  EVALUATION 

A  prototype  grating-based  differential  x-ray  phase  contrast 
imaging  system,  as  illustrated  in  Fig.  4,  is  utilized  to 
evaluate  and  validate  the  analytic  formulae  derived  above 
and  the  approaches  proposed  for  phase  retrieval  and  phase 
dewrapping  with  the  feature  of  twin  peaks  in  PSCs.  The 
experimental  setup  consists  of  a  microfocus  x-ray  tube 
(Trufocus  Corporation,  Watsonville,  CA),  a  flat  panel  x-ray 
detector  (Remote  RadEye4,  Teledyne  Dalsa,  Waterloo,  ON),  a 
rotating  motion  stage  (Velmex,  Bloomfield,  NY),  and  gratings 
G\  and  G2  that  are  fabricated  via  the  process  described  in 
Ref.  14.  The  nominal  periods  of  gratings  G\  and  G2  are  8 
and  4.6  n m,  respectively.  The  microfocus  x-ray  tube  used 
in  the  system  is  of  a  10  yum  nominal  focal  spot  size  and 
operates  continuously  at  40  kVp  and  0.22  mA  tube  current. 
An  optimum  visibility  is  reached  when  the  distance  between 
the  two  gratings  and  that  between  x-ray  source  and  grating 
G 1  are  adjusted  to  be  18.4  and  120.0  cm,  respectively.  The 
detector  consists  of  a  1024x2048  array,  with  each  cell  at 
dimension  48x48  /mr. 

A  cylindrical  water  phantom  consisting  of  four  tubes  filled 
with  glycerol,  alcohol,  isopropanol,  and  air  (namely  organic 
phantom)  and  a  lab  mouse  are  utilized  to  experimentally 
evaluate  and  verify  the  proposed  approaches  for  phase  retrieval 
and  phase  dewrapping.  The  projection  data  acquisition  is 
carried  out  as  a  360°  full  scan  at  2°  angular  interval,  and 


Fig.  4.  Photograph  of  the  prototype  x-ray  differential  phase  contrast  imaging 
system  implemented  with  Talbot  interferometry:  (a)  microfocus  x-ray  source; 
(b)  the  rest  of  the  system. 


thus,  a  total  of  180  projection  views  are  acquired  for  CT 
image  generation.  At  each  angular  position  in  data  acquisition, 
grating  G2  shifts  12  steps  over  a  9.6  yum  distance,  and  the  x-ray 
exposure  time  at  each  step  is  6.5  s.  At  each  detector  cell,  a  PSC 
consisting  of  23  data  points  over  a  9.2  yum  span  is  obtained 
from  the  raw  PSC  (12  data  points)  via  linear  interpolation. 
Note  that  9.2  yum  is  exactly  twice  the  nominal  period  of  grating 
Go-  The  Fourier  coefficients  ao(m,n),  a\(m,n)  and  <pi(m,n), 
and  ci2(m,n )  and  (hiinji)  corresponding  to  the  PSCs  with  and 
without  the  object  in  x-ray  beam  are  calculated.  With  the  phase 
differences  ^ p\w(m,n )  and  ip2w(m,n)  obtained  using  Eqs.  (46) 
and  (47),  one  can  obtain  the  gradient  of  the  genuine  phase 
difference  according  to  Eqs.  (62)  and  (63)  with  parameter  e 
being  selected  as  0.05.  Then  Eqs.  (65)  and  (67)-(71)  can  be 
utilized  to  dewrap  the  measured  phase  difference  ip2W(m,n) 
into  the  genuine  phase  difference  tpoim-n). 

Having  gone  through  the  phase  dewrapping  process  using 
the  proposed  approach,  one  can  calculate  the  differential  phase 
contrast  according  to  Eq.  (45).  The  FDK-like  reconstruction 
algorithm,6  which  is  actually  the  FDK  algorithm  with  its  ramp 
filtering  kernel  replaced  by  the  Hilbert  filtering  kernel,  can  be 
utilized  to  reconstruct  the  phase  contrast  CT  images. 

4.  RESULTS 

4. A.  The  phenomenon  of  twin  peaks  in  phase-shifting 
curves 

A  flat-field  PSC,  i.e.,  an  air  scan  without  an  object  in  x-ray 
beam,  is  recorded  by  shifting  grating  G2  120  times  at  step 
0.2  yum.  The  total  travel  distance  is  24  jum,  roughly  5.2  times 
G2’s  nominal  period  g2-  The  detector  cells  are  2x2  binned  into 
an  effective  dimension  96  X  96  fim2,  and  the  x-ray  exposure 
time  at  each  step  is  39  s,  which  is  relatively  long,  to  mitigate 
the  influence  of  Poisson  noise.  As  an  example,  a  flat-field 
PSC  exhibiting  the  twin-peak  feature  as  well  as  its  first-  and 
second-order  harmonics  is  presented  in  Fig.  5. 


Fig.  5.  A  flat-field  (air  scan)  phase  shifting  curve  plotted  with  data  acquired 
by  shifting  the  absorption  grating  G2  120  steps  over  24  /r  m. 
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4.B.  Quality  improvement  in  x-ray  differential  phase 
contrast  CT  by  dealing  with  the  twin-peak 
phenomenon 

To  show  the  performance  improvement  in  x-ray  differential 
phase  contrast  CT  by  dealing  with  the  phenomenon  of  twin 
peaks  in  phase  retrieval,  the  transverse  image  of  the  organic 
phantom  generated  using  the  proposed  approach  is  presented 
in  Fig.  6(b).  The  PSC  is  measured  by  stepping  grating  G2 
12  times  over  twice  its  nominal  period  and  the  retrieved 
signal  goes  through  phase  dewrapping  with  the  proposed 
approach.  The  counterpart  image  generated  without  dealing 
with  twin  peaks  is  displayed  in  Fig.  6(a),  in  which  the  PSC 
is  acquired  by  stepping  grating  G2  6  times  over  only  one 
nominal  period.  The  retrieved  signal  is  dewrapped  using  the 
conventional  approach.  To  mitigate  noise  influence,  detector 
cells  are  2  x2  binned  into  an  effective  dimension  96x96  jmr. 
It  is  observed  that  the  severe  glaring  and  shading  artifacts 
existing  in  Fig.  6(a)  disappear  in  Fig.  6(b),  showing  that  the 
performance  of  grating-based  differential  phase  contrast  CT 
is  significantly  improved  by  stepping  grating  G2  over  twice 
its  nominal  period  in  data  acquisition  and  dewrapping  the 
data  with  the  proposed  approach.  In  addition,  the  profiles 
corresponding  to  the  horizontal  lines  labeled  in  Figs.  6(a)  and 
6(b)  are  plotted  in  Fig.  6(c),  and  those  to  the  vertical  lines  in 
Fig.  6(d).  The  improvement  in  image  quality  can  be  quantified 
as  large  as  450  [Fig.  6(c)]  and  350  [Fig.  6(d)]  Hounsfield  units 
(HUs),  where  the  Hounsfield  unit  is  defined  using  water’s 
refractive  index  decrement  (6)  at  25  keV. 

To  demonstrate  robustness  of  the  proposed  approach  for 
phase  retrieval,  a  transverse  phase  contrast  CT  image  of 
the  mouse  produced  in  a  way  identical  to  that  used  in 
obtaining  the  image  shown  in  Fig.  6(b)  is  presented  in 


Fig.  7(b).  Meanwhile,  the  image  reconstructed  from  the  data 
obtained  with  phase  retrieved  from  the  PSC  over  one  nominal 
period  of  grating  Gi  and  corrected  with  the  conventional 
phase  dewrapping  method  is  presented  in  Fig.  7(a).  It  is 
observed  in  Fig.  7(a)  that  the  phenomenon  of  twin  peaks 
causes  severe  shading  artifacts.  However,  with  the  phase 
retrieval  and  dewrapping  methods  proposed  in  this  work,  those 
artifacts  can  be  substantially  reduced,  if  not  eliminated.  The 
visual  improvement  in  image  quality  can  be  quantitatively 
reinforced  by  the  profiles  presented  in  Figs.  7(c)  and  7(d), 
which  corresponds  to  the  horizontal  and  vertical  lines  labeled 
in  Figs.  7(a)  and  7(b),  respectively. 

4.C.  Quality  improvement  in  x-ray  differential  phase 
contrast  projection  imaging  by  phase  dewrapping 

Phase  wrapping  may  induce  disruptive  variations  in  the 
differential  phase  contrast  projection  image  acquired  by  the 
proposed  phase  retrieval  approach,  as  illustrated  by  the  dark 
and  bright  dots  in  the  image  presented  in  Fig.  8(a).  Those 
disruptive  artifacts  can  be  removed  by  either  the  conventional 
or  the  proposed  dewrapping  method,  as  shown  in  Figs.  8(b) 
and  8(c).  To  have  a  zoomed  inspection,  small  portions  labeled 
in  Figs.  8(b)  and  8(c)  and  their  difference  are  presented  in 
Figs.  8(d),  8(e),  and  8(f).  Each  bright  dot  in  Fig.  8(f)  indicates  a 
difference  of  either  2n  or  -2n  between  the  images  in  Figs.  8(d) 
and  8(e),  showing  that  the  proposed  dewrapping  approach 
performs  differently  from  the  conventional  method. 

To  compare  the  proposed  dewrapping  approach  with 
the  conventional  approach,  an  experiment  is  carried  out 
using  the  organic  phantom.  Presented  in  Fig.  9(a)  is  the 
differential  phase  contrast  projection  image  of  the  organic 
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Fig.  6.  Transverse  images  of  the  organic  phantom  reconstructed  from  the 
data  acquired  by  (a)  stepping  grating  G2  over  its  nominal  period  and  dewrap¬ 
ping  with  conventional  method,  and  (b)  stepping  G2  over  twice  its  nominal 
period  and  dewrapping  with  the  proposed  approach.  The  profiles  in  (c)  are 
along  the  horizontal  lines  in  (a)  and  (b),  while  those  in  (d)  along  the  vertical 
lines  in  (a)  and  (b)  [display:  [-400  300]  HU  in  (a)  and  (b)]. 


Fig.  7.  Transverse  images  of  the  mouse  reconstructed  from  the  data  acquired 
by  (a)  stepping  grating  G2  over  its  nominal  period  and  dewrapping  with 
conventional  method,  and  (b)  stepping  G2  over  twice  its  nominal  period  and 
dewrapping  with  the  proposed  approach.  The  profiles  in  (c)  are  along  the 
horizontal  lines  in  (a)  and  (b),  while  those  in  (d)  along  the  vertical  lines  in  (a) 
and  (b)  [display:  [-400300]  HU  in  (a)  and  (b)]. 
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Fig.  8.  Projection  images  of  the  mouse  obtained  from  the  original  measured  phase  difference  tp2W(  ni.  n )  (a),  that  corrected  with  the  conventional  phase 
dewrapping  method  (b),  and  that  corrected  with  the  proposed  approach  (c).  (d)  and  (e)  are  zoomed  viewing  of  the  areas  marked  in  (b)  and  (c),  respectively, 
(f)  is  the  absolute  value  of  the  difference  between  (d)  and  (e)  [display  window:  [-Jt/2  ji/2]  in  (a)-(e),  [0  2  ji]  in  (f)]. 


phantom  acquired  by  the  proposed  phase  retrieval  approach. 
Visually,  the  disruptive  artifacts  in  Fig.  9(a)  can  be  removed 
by  both  the  conventional  [Fig.  9(b)]  and  the  proposed 
dewrapping  methods  [Fig.  9(c)],  However,  the  plotting  of 
profiles  [Fig.  9(d)]  shows  that  the  conventional  approach 
may  cause  new  phase  wrapping  at  other  locations,  whereas 
the  proposed  phase  dewrapping  approach  does  not  lead  to 
any  new  phase  wrapping  at  other  locations.  The  maximum 
gradient  along  each  profile  in  Fig.  9(d)  is  used  to  quantitatively 
assess  the  phase  dewrapping  performance,  and  the  results 
corresponding  to  the  original,  conventional,  and  proposed 
approaches  are  2. On,  l.96n,  and  0.297T,  which  enforces  our 
visual  inspection  of  the  profiles  presented  in  Fig.  9(d). 


Fig.  9.  Projection  images  of  the  organic  phantom  obtained  from  the  original 
measured  phase  difference  (p2w(m,  n)  (a),  after  phase  dewrapping  by  con¬ 
ventional  method  (b),  and  by  the  proposed  approach  (c).  Profiles  along  the 
dashed  horizontal  lines  labeled  in  (a),  (b),  and  (c)  are  presented  in  (d)  [display 
window:  [jt/3  jt]  in  (a)-(c)]. 


5.  DISCUSSIONS  AND  CONCLUSIONS 

In  this  work,  we  derive  the  analytic  formulae  to  characterize 
the  phenomenon  of  twin  peaks  in  the  PSC  acquired  by  Talbot 
interferometry  with  a  microfocus  x-ray  tube.  Through  a  math¬ 
ematical  treatment  based  on  the  paraxial  Fresnel-Kirchhoff 
theory,  a  theoretical  framework,  as  described  by  Eqs.  (26), 
(28),  and  (29),  is  developed  for  the  retrieval  of  attenuation 
contrast,  differential  phase  contrast,  and  dark-field  contrast 
from  the  PSC  with  the  feature  of  twin  peaks.  As  demonstrated 
by  our  theoretical  study  [Eq.  (43)],  the  twin-peak  phenomenon 
in  PSC  is  a  consequence  of  combined  effects,  including  the 
defects  in  absorption  grating  GS s  fabrication,  mismatch  be¬ 
tween  phase  grating  Gi  and  x-ray  source  spectrum,  and  finite 
size  of  x-ray  tube’s  focal  spot.  The  preliminary  data  provided 
by  the  prototype  x-ray  phase  contrast  imaging  system  validate 
the  derived  analytic  formulae  and  verify  the  performance  of 
the  proposed  approaches  for  phase  retrieval  and  dewrapping. 

An  absorption  grating  with  a  large  area  and  high  aspect 
ratio  is  the  key  component  in  x-ray  differential  phase  contrast 
imaging  implemented  with  Talbot  interferometry. 14  Although 
significant  progress  has  been  made,23,24  the  fabrication  of  a 
large  and  high  aspect-ratio  absorption  grating  G2  is  still  a 
major  challenge.  It  is  possible  that  imperfection  may  exist  in 
an  absorption  grating  if  those  challenges  cannot  be  readily 
overcome  by  current  nanofabrication  technologies,  especially 
in  the  cases  wherein  a  reasonable  yield  rate  is  desired.  As 
analyzed  in  this  and  other  papers,8,9  it  is  not  uncommon  that 
the  effective  period  of  the  absorption  grating  G2  can  be  as  large 
as  twice  its  nominal  one.  Modregger  et  al.  '  and  McDonald 
et  al.,9  reported  the  phenomenon  of  twin  peaks  in  PSC  and 
suggested  that  the  absorption  grating  G2  should  be  shifted 
over  a  distance  that  is  equal  to  twice  its  nominal  period  to 
acquire  the  intensity  modulation  data  for  x-ray  phase  contrast 
imaging.  However,  to  the  best  of  our  knowledge,  no  systematic 
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investigation  into  the  grating-based  x-ray  differential  phase 
contrast  imaging  with  the  phenomenon  of  twin  peaks  in  PSC 
has  thus  far  been  derived  and  presented. 

Different  from  the  conventional  phase  dewrapping  method, 
which  is  quite  intuitive  from  the  perspective  of  data  process¬ 
ing,  the  approach  proposed  in  this  study  does  not  require 
that  the  phase  signal  be  small  enough  to  satisfy  the  moderate 
phase-variation  condition  specified  by  Eq.  (50).  It  should  be 
noted  that  the  case  presented  in  Fig.  9  is  an  exemplification  of 
the  cases  in  which  the  moderate  phase-variation  condition  is 
violated.  Accordingly,  the  conventional  dewrapping  method 
may  not  work  well,  but  the  proposed  dewrapping  approach 
still  works  well,  as  we  visually  observed  and  quantitatively 
verified  in  Sec.  4.C.  Thus,  the  approach  proposed  by  us  is 
applicable  in  more  general  cases,  which  may  be  of  higher 
practical  potential  in  a  variety  of  x-ray  phase  contrast  imaging 
applications,  ranging  from  medical  diagnosis  and  biological 
study  to  material  sciences. 

Generally  speaking,  imperfections  in  the  absorption  grating 
Go  diminish  the  visibility  in  PSC.  Moreover,  shifting  the 
absorption  grating  G2  over  a  distance  that  is  as  large  as  twice 
its  nominal  period  can  slow  down  the  data  acquisition  in  the 
x-ray  differential  phase  contrast  imaging  implemented  with 
the  Talbot  interferometry.  However,  the  phenomenon  of  twin 
peaks  existing  in  the  PSCs  in  practice  can  actually  provide 
an  opportunity  for  one  to  obtain  more  Fourier  coefficients  in 
comparison  to  the  case  with  ideal  gratings.  As  a  result,  more 
information  about  the  phase  contrast  and  dark-field  contrast 
of  the  object  to  be  imaged  can  be  acquired.  This  means 
that,  if  imperfection  in  the  absorption  grating  G2  cannot  be 
readily  eliminated  using  currently  available  nanofabrication 
technologies,  this  limitation  can  actually  be  turned  into  a 
benefit  in  the  phase  retrieval  process.  Specifically,  based  on  a 
joint  utilization  of  the  first-  and  second-order  Fourier  coeffi¬ 
cients  in  the  PSC  with  twin  peaks,  we  proposed  an  approach 
for  phase  dewrapping  in  phase  retrieval.  It  should  be  noted 
that  phase  dewrapping  is  a  challenging  task  in  x-ray  phase 
contrast  imaging  implemented  with  the  Talbot  interferometry 
or  other  measures.  Hence,  the  approach  proposed  in  this  work 
to  address  this  challenge  is  of  practical  importance. 

It  is  a  straightforward  thought  that  shifting  the  absorption 
grating  G2  over  twice  its  nominal  period  may  double  the  x- 
ray  dose  and  time  for  data  acquisition  proportionally,  if  the 
step  of  shifting  remains  unchanged.  However,  it  is  our  current 
speculation  that  the  step  (A2)  of  shifting  G2  over  twice  its 
nominal  period  can  be  larger  than  the  step  (Aj)  of  shifting 
G2  over  its  nominal  period,  i.e.,  A2  =  77  ■  Ai  and  q  >  1.0.  As 
such,  the  needed  dose  and  time  for  data  acquisition  using  the 
proposed  approach  can  be  reduced  proportionally.  A  thorough 
investigation  is  under  the  way  and  we  will  report  the  results 
in  the  near  future. 

The  analytical  derivation  presented  in  this  work  was 
initially  motivated  to  deal  with  the  phenomenon  of  twin  peaks 
in  a  PSC  that  hinders  accurate  or  precise  phase  retrieval 
in  practice.  Eater  on,  we  realized  that  the  derived  formulae 
can  be  effectively  utilized  for  phase  dewrapping  that  is 
another  challenging  task  in  the  differential  x-ray  phase  contrast 
imaging  system  implemented  with  Talbot  interferometer.  We 


would  like  to  indicate  that  the  analytic  formulae  derived  in  this 
work  may  be  of  the  relevance  beyond  what  has  been  presented 
thus  far,  and  their  extended  applications  in  differential  x-ray 
phase  contrast  imaging  system  are  anticipated. 
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APPENDIX:  CONCISE  DERIVATION  OF  FOURIER 
COEFFICIENTS  FOR  INTERFERENCE  FRINGE 
IN  GRATING-BASED  DIFFERENTIAL  PHASE 
CONTRAST  IMAGING 

Let  x-ray  propagate  along  the  z  direction,  and  place  the 
microfocus  x-ray  source,  phase  grating  G 1,  and  absorption 
grating  G2  at  the  planes  z  =  0,  z  =  Zi,  and  z  =  Z2,  respectively 
(Ref.  27).  Supposing  the  detector  is  immediately  behind 
absorption  grating  G2,  which  is  linearly  shifted  along  the 
transverse  direction  xg,  then  the  mean  intensity  of  interference 

fringe  recorded  at  the  detector  cell  indexed  by  ( m,n )  is  given 

by13,25 

l d  I'd 

l  rxm+-f  ryn+~Y 

Im,n{xs)=j2  I  dx  I  dyP2(x-xg)l(x,y,z2), 

^7  «/  Xm  ^  «/  Wn  ^ 


where 

xm  =  \in+)^ld,  yn=  +  m,n- 0,±l,+2„... 

(A2) 

P2(x)  is  a  projection  function  representing  the  analyzer  grating 
GY  Id  the  detector  cell  dimension,  and  I(x,y,z2 )  the  intensity 
immediately  in  front  of  G2,  which  can  be  expressed  as15,16 

I(x,y,Z2 )  =  -4-  / /  dxodyohomcei-— x0~—  i/o) 
z\2J  J  \  Z12  Z12  / 

x  |£point(*  -  *0 -  y  -  yo,Z2)\2,  (A3) 

where  Evoiat(x,y  ,z2 )  denotes  the  electric  field  produced  by  the 
point  source.  As  assumed  in  Sec.  2. A,  the  incident  x-ray  beam 
is  assumed  as  a  spherical  wave  that  is  monochromatic  with 
wavelength  A.  The  distance  from  G\  to  G2  is  selected  as  the 
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/  fractional  Talbot  distance6 
Si 

Zi2  =  Z2-Zi  =  mT—L-,  mT=  1,3,5,...,  (A4) 

8yA 

where  gi  is  the  pitch  of  the  phase  grating  G i,  and  y  =  zi/zi- 
In  order  to  maximize  the  interference  fringe  visibility,  one 
usually  sets6 

gi  =  2ygz,  (A5) 

where  g2  is  the  nominal  period  of  grating  G2.  Furthermore,  we 


focus  on  the  grating-based  differential  phase  contrast  imaging 
system  with  detector  cell  dimension  l,i  large  enough  to  meet 

Id  »  gi  and  ld  »  dc,  (A6) 

where  dc  is  a  length  given  by 


Azii  mT 
dr= - =  —g  1- 


(A7) 


gi  4 

As  discussed  in  Sec.  2,  one  may  analytically  represent  the 
gratings  G\  and  G2  as 


Pi(x)  = 


ngi<x<\n  +  -\gu 


1, 


exp(iQi),  \n  +  -\gi<x<(n  +  l)gi. 


n  =  0,+  l,+2,..., 


(A8) 


Pi(x)  = 


0, 


2ng2<x  <\2n+-\g2, 


1, 

0, 


Wsi,  (2n+l)g2<x<\2n+-\g2, 


2n  +  -\g2<x<(2n  +  l)g2, 


n  =0,+  l,+2,..., 


(A9) 


2« +2  Ig2<x<2(n+l)g2, 


where  Q 1  is  the  actual  phase  shift  due  to  grating  G 1,  and  Ws,  denotes  the  relative  transmission  of  the  ridge  in  grating  G  i  compared 
to  that  of  the  groove  (see  Fig.  3).  Based  on  the  projection  approximation13,16,25  and  the  paraxial  Fresnel-Kirchhoff  theory,6,13,16,25 
the  electric  field  immediately  in  front  of  the  analyzer  grating  G2  can  be  written  as15 


Fpoini  (r ,  y  ,£2)  —  A 


>('t  jx2+y2  +  zi} 

iAziZn 


/*'/ 


d  i/i  exp 


Mxuyi)  v 


i*&(x\,y\)\P i(^i)exp  in 


.  (xi-yx)2  +  (yl-yy)- 


Ayzn 


where  A  is  a  constant,  and 


(A10) 


An 


L 


Mx,y)  =  —  /  p\—x,—y,z  ,  1 


Z 1  Zl 


x2+  y2 


dz. 


(All) 


2n 


A 


L 


<S>(x,y)  =  —  /  <5  — x, —  i/,z  L  1 1  + 


Z 1  Zl 


x2+  y2 


dz 


(A12) 


are  the  projections  of  linear  attenuation  index  fi  and  refractive  index  decrement  6,  respectively,  along  x-ray  path  from  the  point 
source  at  coordinate  origin  to  a  point  (x,y,zi)  at  the  plane  of  Gi. 

Substituting  Eqs.  (A10)  and  (A3)  into  Eq.  (Al),  one  can  show  that  the  intensity  Im  n{xg)  is  a  periodic  function  of  xg  with 
period  2 g2. 


I,n,n{xg)=  V  Ci(m,n)exp\ml  — 
^  \  g2 


l=~  & 


(A  13) 


and  the  Fourier  coefficients  are  given  by 


Q(m,n)  =  |A|2  ^ 


i+(-i ywsi  .  11 


,  4/l2ii^ 

/=— 00  12 


1  ~  1  1  Jzi  Xm 

sine  I  -  exp  11— — iln — 


// 


Jdxi  1  dyx  1  dx  2  J  dy  2exp 


4  g2 
A(xi,yi)  +  A(x2,y2) 


dx ()d  l/()/source  I  X 0,  yo 

z  12  Zl2 


+  i(<&(x2,y2)-(&(xuyi)) 
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x  exp 


('  2^  "  y(Xm  ~  Xa)) (xi  “  Xl))  exp  ('  (  y'  2  m  ~  y('lJn  ~  ^o)) ( yi  ~  y2) 


X2~  X\~  jdc  \  /  Wo  —  i/! 

x  sine  I - - —  sine 1 


df 


4, 

J  ' J l=-o 


1  +(-l)Jlexp(/(2i)  .  (j i\  /.0  .  (x,  1 
- - - sine  ^  -  j  exp  .2^  -  -  - 


V  l+(-iy2expHQi)  .  (j2\  (  .  / 

x  2j  - 7 - Sinc|-|exp|-i27r;2| 


Ui  4 


where  the  sine  function  is  defined  as  sinc(x)  =  sin(7rx)/(;7rx),  and 
4z  12  dc 


df~ 


ld  Idlgl 


(A14) 


(A15) 


Because  of  the  two  sine  functions  on  the  right  side  of 
Eq.  (A14),  the  dominant  contribution  to  Fourier  coefficients 
Ci(m,n)  comes  from  the  electric  field  at  (x\,y\)  and  (x2,y2) 
that  satisfies 


/  , 

X2~Xl--dc 


<zzdf  <ndc  and  \y2  —  y i|  df  <K  dc.  (A16) 


As  a  consequence,  the  projections  A(x,y)  and  <t>(x,i/)  can  be 
approximated  as 

Hx2,m)^^[M+X2^dc  (Ai8) 


Inserting  Eqs.  (A17)  and  (A18)  into  Eq.  (A14)  and  changing 
the  variables  of  integration  with 


Xl+X2  X2-X! 

u  — - ,  v  = - , 

2  2 

yi  +  m  yi-yi 

°~- — x — >  y ~ — x — i 


(A  19) 
(A20) 


we  can  approximate  the  Fourier  coefficients  as 

,  ,,|2l+(-l )'Wsi  .  //. 

Ci(m,n)  =  \A\  - - sme  I  -  I  exp 

Zl  Zl  \  I  Xo 


472  l 2 
^~12  ld 


-4)// 


dxod  yo 


X/s 


source  |  Xo,  f/()  I  CXp  I  // ZT 

Z12  Zl2  /  \  g2 


ry(xm-x  o)+^  ry(yn-yo)+^2i 

X  r,(gi,wy)  /  t/ii  /  ,  t/cr 

■'y(.xm-x0)-?^  Jy(, 

A(u  -  jdc,cr)  +  A(u  +  jdc,cr)  ' 


hf.yn-yo)-^ 


X  exp  - 


x  exp) / ( €>|  m+  — z/c,cr  j  -o|m -  -dc,<r 


(A21) 


where 

r,(fii,mr) 

co 

=  2 


J=- o 


l+C-iy'expO^t)  l+(-iy  'expHGO  .  (j 

- sine  - 

2  2  \2 


(j-l\  l  —  2j 

x  sine  j  — lexpli/7nH7' — 


(A22) 


It  should  be  noted  that  in  the  derivation  of  Eq.  (A21),  we 
assume  that  the  fine  (unresolvable)  features  of  the  object  to 
be  imaged,  if  they  exist,  distribute  randomly.''17  And  it  is 
straightforward  to  show  that 
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are  used  to  sum  the  corresponding  series.  Applying  Eq.  (A23)  to  Eq.  (A21),  the  Fourier  coefficients  can  be  calculated 
as 
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1.  INTRODUCTION:  As  the  elderly  population  increases,  dementia  due  to  Alzheimer's  disease  (AD)  has 
emerged  as  a  major  threat  to  human’s  health1"3.  Recently,  the  x-ray  CT  based  on  a  new  imaging 
mechanism-refraction-is  emerging  as  a  new  technology  to  improve  CT’s  capability  of  differentiating  soft 
tissues4'10.  We  propose  to  develop  the  x-ray  phase  contrast  CT  imaging  method  with  an  x-ray  tube  and 
gratings  for  direct  detecting  of  amyloid  plaques  in  Alzheimer’s  brain.  It  is  hypothesized  that  the  disparity  in 
their  refractive  property  can  generate  contrast  between  amyloid  plaques  and  surrounding  neuronal  tissues 
in  AD  and  the  contrast  is  sufficient  for  imaging.  Without  the  involvement  of  contrast  agent  or  molecular 
probes,  the  so-called  BBB  (brain  blood  barrier)  can  thus  be  avoided.  The  project  started  on  05/15/2012 
and  ended  on  05/14/2016,  with  a  no  cost  one  year  extension  from  05/15/2015  to  05/14/2016.  Here  is  the 
final  report  of  the  project,  covering  the  key  research  accomplishments,  reportable  outcomes  and 
conclusions,  based  on  the  preliminary  data  acquired  over  the  span  of  four  years. 

2.  KEYWORDS:  Alzheimer’s  disease,  amyloid  plaque,  A-beta,  x-ray  phase  contrast,  CT,  x-ray  phase  contrast 
CT,  x-ray  differential  phase  contrast  CT,  Talbot  interferometer,  grating-based  differential  phase  contrast  CT. 

3.  ACCOMPLISHMENTS: 

What  were  the  major  goals  of  the  project? 

In  order  to  be  objective  and  complete,  the  three  Specific  Aims  (SAs)  specified  in  the  Statement  of  Work 
(SOW)  are  reiterated  here,  and  the  final  report  is  organized  in  line  with  these  SAs  as  adequately  as 
possible. 

SA#1  Develop  and  optimize  an  x-ray  phase  CT  to  explore  the  methodology  of  direct  imaging  of  AP; 
Outcome:  An  x-ray  tube-  and  grating-based  phase  CT  as  the  foundation  for  the  pursuit  of  SA  #2  and  #3. 

SA#2  Evaluate  the  x-ray  phase  CT’s  capability  of  imaging  Ap^o/Ap^  peptides/fibrils  at  the 
concentrations  existing  in  AD  brain; 

Outcome:  A  quantitative  understanding  of  x-ray  phase  CT’s  capability  in  imaging  the  Ap^o  and  Ap^ 
fibrils. 

SA#3  Verify  the  x-ray  phase  CT’s  capability  of  direct  imaging  of  AP  in  AD  using  postmortem  brain 
specimens. 

Outcome:  Quantitatively  evaluated  and  verified  performance  of  x-ray  phase  CT  for  imaging  APs  in  AD. 

What  was  accomplished  under  these  goals? 

Project  Timeline:  The  original  timeline  specified  in  the  SOW  is  presented  in  Table  I.  Mainly  due  to  two 
reasons  -  (/)  the  fabrication/optimization  of  x-ray  gratings  were  much  more  complicated  and  challenging 
than  what  we  initially  anticipated  and  (/'/)  the  acquisition  of  one  set  of  projection  data  in  the  x-ray  phase 
contrast  CT  takes  about  12  hours  because  of  the  limitation  in  output  power  of  the  micro-focus  x-ray  tube, 
a  one  year  no-cost  extension  of  this  project  has  been  request  and  approved.  Presented  in  Table  II  is  the 
revised  timeline,  with  the  new  ending  date  at  05/14/2016/. 


Table  I.  The  original  project  timeline  specified  in  the  project’s  SOW. 


Tasks 

Q1 

Q2 

Q3 

Q4 

Q5 

Q6 

Q7 

Q8 

Q9 

Q10 

Q11 

Q12 

D.1.1:  System  construction 

- ► 

D.1.2:  System  optimization 

- ► 

D.2:  Performance:  Phantom  study 

- ► 

D.3:  Performance:  Specimen  study 

- ► 
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Table  II.  The  revised  project  timeline  specified  in  the  project’s  SOW  with  one  year  extension. 


Tasks 

Qi 

Q2 

Q3 

q4 

Qs 

Qe 

Qy 

Qg 

Qg 

QlO 

Qll 

Qi  2 

Qi  3 

Qi  4 

Ql5 

Qi  6 

D.1.1 :  System  construction 

— ► 

D.1.2:  System  optimization 

- ► 

D.2:  Phantom  study 

- ► 

D.3:  Specimen  study 

— ► 

Accomplishments  towards  Specific  Aim  1  and  2: 

An  x-ray  phase  contrast  CT,  which  consists  of  a  micro-focus  tube,  a  C-MOS  flat  panel  x-ray  detector 
with  48 jum  detector  cell  dimension,  a  linear  motor-driven  stepper  and  two  x-ray  gratings  G1  and  G2,  has 
been  prototyped  in  the  Pi’s  lab  (see  Fig.  1)  for  carrying  out  the  tasks  of  this  project.  The  two  gratings  G ■, 
and  G2  are  the  key  components  of  the  prototype  system,  which  were  fabricated  in  the  NanoTechnology 
Research  Center  of  GaTech  (see  Fig.  2).  The  imaging  performance  of  this  prototype  system  has  gone 
through  optimization,  with  an  emphasis  on  coping  with  phase  wrapping11  and  the  imperfection13  in  Gi 
and  G2  and  the  possible  negative  influence  on  imaging  performance.  The  prototype  x-ray  phase 
contrast  CT  system  is  now  fully  functioning,  with  every  aspect  of  imaging  performance,  but  the  x-ray 
source  power  and  the  resultant  data  acquisition  time,  approaches  what  is  designed  (see  Fig.  1).  The 
relatively  long  data  acquisition  time  can  be  proportionally  shortened  using  a  micro-focus  tube  with  a 
larger  output  power.  We  summarize  the  development  and  optimization  that  have  been  made  by  us  to 
substantially  improve  the  prototype  x-ray  phase  contrast  CT  system’s  imaging  performance  for  imaging 
specimen  of  AD  brain  as  listed  below. 

A.  System  integration  and  optimization-Phase  de-wrapping:  There  inevitably  exists 
imperfection  in  either  grating  GI  or  G2,  or  both,  which  may  cause  the  so-called  phase  wrapping 
phenomenon  in  projection  data,  as  illustrated  in  Fig.  3  (a).  We  developed  a  phase  de-wrapping 
approach  based  on  a  theoretical  framework  derived  by  us11,  which  can  substantially  reduce,  if  not 
eliminate,  the  artifacts  caused  by  the  phase-wrapping  phenomenon,  as  demonstrated  in  Fig.  3  (b),  in 
which  a  cylindrical  water  phantom  consisting  of  four  (4)  cylindrical  targets  made  of  glycerol,  alchohol, 
isopropanol  and  air  (namely  organic  phantom  henceforth)  is  utilized. 


mm  ■ 


0ra,lnfl01^“D" 
AD  \ 


specim 


Linear 

stepper 


Figure  1.  A  picture  of  the  prototype  x-ray  phase  CT  system  that  is  fully  functioning  in  the  Pi's  lab:  (a)  the 
micro  focus  x-ray  tube  and  (b)  the  rest  of  the  system,  including  rotating  stage,  grating  GI,  grating  G2,  linear 
stepper,  flat  panel  x-ray  detector  and  data  acquisition  system. 
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Figure  2.  The  lithography  mask  of  phase  grating  G-i  photographed  by  a  microscope  at  50  time  magnification  (a), 
the  grating  G1  photographed  by  an  SEM  (scanning  electronic  microscope)  (b),  and  a  picture  of  the  PI  who  is 
working  at  the  clean  room  of  GaTech’s  NanoTechnology  Research  Center  (c). 


differentiakphase  contrast  radiography 
of  the  phantorm, without  de-wrapping’"**. 

differential  phase  contrast  radiography 
of  the  phantom:  after  de-wrapping 

. —  ' 

X 

x 

(a) 

detector  cell  dimension:  48x48  nm  ; 
disoiav  ranae=f-it  n\ 

(b) 

detector  cell  dimension :48x48  urn2; 
display  range=[-it  rr] 

Figure  3.  The  x-ray  phase  contrast  projection  images  of  an  organic  material  phantom  without  phase  de¬ 
wrapping  (a)  and  with  phase  de-wrapping  (b). 


B.  System  integration  and  Optimization-Extension  of  FOV:  As  we  can  see  in  Fig.  4,  with  phase 
de-wrapping,  the  field  of  view  in  the  projection  image  can  be  effectively  extended  to  be  equal  to  the 
active  area  of  gratings  G •)  and  G2  (60x60  mm2).  As  such,  the  FOV  in  tomographic  image  can  be 
extended  accordingly,  as  demonstrated  in  Fig.  4. 
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Figure  4.  The  x-ray  phase  contrast  CT  images  of  the  organic  material  phantom  with  FOV  truncated 
by  artifacts  due  to  phase-wrapping  (a)  and  with  FOV  extended  by  removing  the  artifacts  caused  by 
phase  wrapping  in  the  projection  domain  (b). 


C.  System  integration  and  Optimization-Reduction  of  artifacts  caused  by  twin-peaks:  The 

imperfection  in  fabrication  of  grating  G1  and  G2  causes  not  only  phase  wrapping  in  data  acquisition,  but 
also  the  so-called  feature  of  “twin-peaks”  in  the  phase-shifting  curves  (PSCs),  as  illustrated  in  Fig. 
5(a)13,14.  If  not  handled  adequately,  the  twin-peaks  can  generate  artifacts  in  reconstructed  x-ray  phase 
contrast  images,  as  exemplified  in  Fig.  5  (b).  We  derived  a  theoretical  framework  to  characterize  the 
twin-peaks  phenomenon  and  developed  an  algorithm  to  significantly  reduce,  if  not  eliminate,  the 
artifacts  caused  by  the  phenomenon  of  twin  peaks,  as  shown  in  Fig.  5  (c). 


Figure  5.  The  twin-peaks  phenomenon  existing  in  phase  stepping  curve  of  the  phase  contrast  CT 
prototyped  in  the  Pi’s  lab  (a)  and  image  of  the  organic  material  phantom  with  artifacts  caused  by  the 
twin-peaks  phenomenon  (b)  and  that  with  the  artifacts  removed. 
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D.  System  integration  &  optimization-imaging  performance:  Transverse  x-ray  phase  contrast 
CT  image  of  the  organic  material  phantom  reconstructed  from  the  projection  data  acquired  at  cell 
dimension  96x96  pm2  and  144x144  pm2  are  presented  in  Fig.  6  (a')  and  (b'),  respectively.  For 
comparison,  their  counterparts  in  the  attenuation  contrast  acquired  at  roughly  identical  x-ray  dose  are 
displayed  in  Fig.  6  (a)  and  (b).  The  contrast-to-noise  ratio  (CNR)  is  measured  between  the  glycerol 
target  and  its  surroundings.  It  is  observed  that,  given  identical  x-ray  dose,  the  CNR  in  phase  contrast 
CT  images  at  detector  cell  dimension  96x96  pm2  and  144x144  pm2  are  140-  and  76-folds  larger  than 
their  counterparts  in  the  attenuation  contrast,  showing  the  huge  potential  capability  of  x-ray  phase 
contrast  CT  in  soft  tissue  differentiation. 


Alcohol 


Glycerol 


Isopropanol 


Display  window  f-1000  20001  Display  window  f-300  6001 


Display  window  f-500  15001  Display  window  f-300  6001 


Figure  6.  CT  images  of  the  organic  material  phantom  corresponding  to  attenuation  contrast  (left  column) 
and  phase  contrast  (right  column)  at  detector  cell  dimension  96  pm  (top  row)  and  144  pm  (bottom  row). 


E.  Subsystem/components-Ap-peptide  phantoms:  As  specified  in  SA#2  of  the  SOW,  using  the 
specially  designed  Ap-phantoms,  we’ll  investigate  the  CNR  of  Ap^o  and  Ap^  fibrils  in  x-ray  phase 
contrast  CT  imaging,  as  a  function  over  the  molar  concentrations  corresponding  to  normal,  pathologic 
and  Alzheimer’s  brains,  in  which  the  amyloid  precursor  protein  (APP)  will  be  included  as  a  reference. 
Toward  this  goal,  we  have  made  three  PMMA  (Polymethyl  methacrylate)  frames  for  installing  the  Ap- 
phantoms,  and  shown  in  Fig.  7(a)  are  the  major  parts  (bodies  and  caps).  As  initially  specified,  the 
tunnels  drilled  in  the  PMMA  body  will  be  filled  with  Ap1.40/Ap1_42  peptides/fibrils  solutions  at  selected 
concentrations  (see  Table  I).  The  Ap-phantoms  with  the  Ap^0  and  Ap^  fibrils  filled  and  sealed  will  be 
installed  in  the  rotation  stage  of  the  prototype  x-ray  phase  contrast  CT  in  the  way  illustrated  in  Fig.  1(b) 
to  carry  out  the  tasks  toward  SA#2.  However,  to  avoid  biological  decay,  these  targets  filled  with  the  Ap^ 
40  and  Ap^  and  their  fibrils  have  to  be  stored  in  refrigerator  at  -20  C°.  For  convenience  in  storage  and 
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repeated  scan,  the  Ap^o  and  Ap^  peptides  and  fibrils  are  filled  in  PCR  (Polymerase  Chain  Reaction) 
tubes  as  illustrated  in  Fig.  7(b).  These  A-beta  targets  are  stored  in  refrigerator  and  are  mounted  on  top 
of  the  Ap-phantom  body  made  of  PMMA  (Fig.  7(a))  during  scan. 


Figure  7.  A  picture  showing:  (a)  the  phantom  body  made  of  PMMA  for  making  the  image  quality  phantom 
and  (b)  the  PCR  tubes  filled  with  amyloid  precursor  protein  (A)  and  Ap  peptides  (B,  C,  D)  and  Ap  peptides/ 
fibrils  (E,  F,  G)  to  be  installed  on  top  of  the  phantom  body  (see  Table  I). 


Accomplishments  towards  Specific  Aim  3. 

To  complete  the  tasks  towards  Specific  Aim  3,  we  need  to  have  a  collection  of  specimen  of  AD  brain, 
normally  aged  brain  and  pathologically  aged  brain.  Then,  we  scan  them  using  the  prototyped  x-ray  phase 
contrast  CT,  sort  and  analyze  the  acquired  images. 

A.  Collection  of  AD  brain  specimen:  Itemized  in  Table  III  are  the  specimen,  including  AD  brain, 
normally  aged  brain  and  pathologically  aged  brain,  collected  by  us  for  the  project  at  the  Emory 
Alzheimer  Disease  Research  Center.  Displayed  in  Fig.  8  are  the  pictures  of  an  AD  brain  specimen  (Fig. 
8(a))  and  a  normally  aged  brain.  Note  that  amyloid  plaques  are  visible  in  the  AD  brain  specimen  (Fig. 
8(a)). 
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Figure  8.  Photographs  showing  the  collection  of  brain  tissue  specimen  (a),  a  AD  brain  specimen  with  amyloid 
plaques  (b)  and  normal  brain  specimen  without  amyloid  plaques  (c). 


Table  III.  Collection  of  postmortem  specimen  of  AD  brain  and  normal  pathologically  aged  brain. 


Case 

Emory  Number 

Wet  Tissues 

Primary 

Secondary 

Tertiary  Neuro 

Number 

Provided 

Neuro  Diag. 

Neuro  Diag. 

Diagnosis 

E07-38 

A07-38 

F,T,0 

AD 

El  6-21 

A16-21 

F,T,0 

AD 

El  1-97 

All -97 

F 

AD 

El  1-1 39 

All -139 

F 

AD 

E05-74 

A05-74 

F,T,0 

Control 

El  0-1 42 

A10-142 

F,T,0 

Control 

Microinfarct-Hp 

NFT-Braak  stage  II 

El  6-45 

A16-45 

F,T,0 

Control 

Braak  1 

E04-74 

A04-74 

F,T,0 

Control/MCI 

AD  -  possible 

El  5-97 

A15-97 

F,T,0 

Control 

Possible  AD 

Braak  IV 

=  normal  aging 

=  asymtomatic  AD  or 
pathological  aging 

B.  Evaluation  and  comparison  of  imaging  AD  specimen  in  phase  contrast  and  attenuation 
contrast:  Typical  transverse  CT  images  corresponding  to  the  attenuation  contrast  and  phase  contrast 
acquired  by  the  prototype  x-ray  phase  contrast  CT  system  are  presented  in  Fig.  9  (a)  and  (b), 
respectively.  Given  identical  dose,  it  is  observed  that,  in  the  tomographic  image  corresponding  to  phase 
contrast,  the  gray  material  and  white  material  are  in  different  CT  number,  though  there  is  no  clear 
boundary  between  them.  However,  no  such  difference  in  their  CT  number  is  observed  in  the  image 
corresponding  to  attenuation  contrast.  In  addition,  there  seem  some  microstructures  in  the  AD  brain 
specimen  visible  in  the  image  corresponding  to  phase  contrast,  though  they  need  further  verification. 

Key  Research  Accomplishments:  We  have  accomplished  the  tasks  specified  in  the  Statement  of  Work 

and  below  is  a  summary  of  our  major  findings,  including  positive  and  negative,  and  related  discussions. 

Development  of  x-ray  phase  contrast  CT,  system  integration  and  Performance  Optimization:  The 

prototype  x-ray  phase  contrast  CT  has  been  built  and  working  at  its  full  functionality  as  a  “three-in-one” 
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imaging  system  that  generates  images  corresponding  to  the  attenuation  contrast,  differential  phase  contrast 
and  dark  field  contrast,  respectively.  The  imaging  performance  of  the  prototype  system  has  been  optimized 
by  significantly  improving  quality  of  the  key  components  -  gratings  G1  and  G2,  as  well  as  the  mechanical 
accuracy  and  precision  in  optical  component  installation  and  alignment. 


Figure  9.  CT  images  of  the  AD  brain  specimen  corresponding  to  attenuation  contrast  (a)  and  phase  contrast 
(b)  (image  in-plane  resolution:  48x48  |im;  image  slice  thickness:  0.96  mm). 


Figure  10.  Transverse  phase  contrast  CT  images  of  postmortem  AD  brain  specimen  from  the  front  lobe 
(a),  temporal  lobe  (b),  occipital  lobe  (c)  and  that  of  normally  aged  brain  specimen  (d)  (resolution  48  ^im3; 
display  window:  [-600  600]).  8 


Imaging  specimen  of  AD  brain,  normally  aged  brain,  and  pathologically  aged  brain,  with  x-ray  phase 
contrast  CT : 

•  To  the  best  of  our  knowledge,  it  is  the  first  time  that  the  specimen  of  AD  brain  is  imaged  and  compared 
to  normally  aged  brain  specimen  and  pathologically  aged  brain  specimen  using  the  grating-based  x-ray 
differential  phase  contrast  CT  (Fig.  10). 

•  It  has  been  shown  that  the  contrast  between  grey  matter  and  white  matter  in  the  grating  based 
differential  x-ray  phase  contrast  CT  image  is  substantially  higher  than  that  in  conventional  attenuation 
contrast  CT  image  (Fig.  9). 

•  It  has  been  demonstrated  that,  given  identical  x-ray  dose,  the  phase  contrast  CT  image  of  brain 
specimen  is  of  substantially  better  signal-to-noise  ratio  (SNR)  than  that  of  conventional  attenuation 
contrast  CT  image  (Fig.  9). 

•  Fiowever,  even  with  substantially  improved  SNR,  the  x-ray  phase  contrast  CT  still  cannot  convincingly 
differentiate  the  AD  brain  specimen  with  amyloid  plaques  from  the  normal  aged  brain  specimen  without 
amyloid  plaques  (Fig.  10). 

•  Two  major  factors  may  contribute  to  the  insufficient  SNR  for  differentiation  of  the  AD  brain  specimen 
with  amyloid  plaques  from  the  normal  aged  brain  specimen  without  amyloid  plaques:  (i)  the  micro-focus 
x-ray  tube  is  of  limited  power  and  cannot  reach  the  tube  current  that  may  generate  the  desired  SNR;  (ii) 
the  time  to  acquire  the  projection  data  for  tomographic  image  generation  is  approximately  12  hours, 
during  which  the  working  conditions  of  both  micro-focus  x-ray  tube  and  C-MOS  x-ray  detector  drift 
significantly,  which  may  significantly  degrade  the  performance  in  SNR. 

•  These  two  factors  can  be  effectively  addressed  simultaneously  using  a  micro-focus  tube  with 
significantly  larger  power  and  this  is  believed  to  be  a  major  opportunity  for  continuation  of  the 
investigation  initiated  and  carried  out  in  this  project  in  the  near  future. 

Scientific  leadership  establishment:  With  the  valued  support  by  this  grant,  the  research  group  led  by  the 
PI  at  Emory  University  has  established  an  international  scientific  leadership  in  x-ray  phase  contrast  CT 
imaging,  demonstrated  by  its  publication  in  the  prestigious  scientific  journals  and  conferences,  and  the 
invitation  by  journal’s  editorial  board  to  review  manuscripts,  and  by  federal  and  non-profit  funding  agencies 
for  the  study  sections  to  review  research  proposals  related  to  x-ray  phase  contrast  CT  imaging.  Especially, 
the  PI  was  the  co-chair  of  a  session  entitled  “Phase-contrast  CT  and  Few  View  CT”  in  the  3rd  International 
Conference  on  CT  Image  Formation  in  X-ray  Computed  Tomography  (Salt  Lake  City,  Utah,  June  22-25, 
2014),  as  well  as  the  chair  of  another  session  entitled  “Optical,  Ultrasound,  and  Emerging  Imaging 
Techniques”  in  the  AAPM’s  (American  Association  of  Physicists  in  Medicine)  52nd  Annual  Meeting  in  Austin, 
TX  (August  20-24,  2014). 

What  opportunities  for  training  and  professional  development  has  the  project  provided? 

The  project  provided  a  training  opportunity  for  Yi  Yang,  PhD,  a  post-doc  fellow  at  the  Department  of 
Radiology  and  Imaging  Sciences,  Emory  University  School  of  Medicine,  to  transit  from  the  career  path 
of  an  atomic/plasma  physicist  and  successfully  grow  into  an  imaging  scientist,  with  a  formal  position  of 
senior  research  associate  initially  at  the  Department  of  Radiology  and  Imaging  Sciences,  Emory 
University  School  of  Medicine  and  then  switched  to  a  formal  job  position  in  CT  industry  after  he  has 
gained  knowledge,  expertise  and  extensive  experience  in  CT  sciences  and  technologies,  via  his 
training  supported  under  this  grant. 

How  were  the  results  disseminated  to  communities  of  interest? 
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Nothing  to  report. 


What  do  you  plan  to  do  during  the  next  reporting  period  to  accomplish  the  goals? 

The  project  completes  at  the  end  of  this  reporting  period. 

4.  IMPACT 

What  was  the  impact  on  the  development  of  the  principal  discipline(s)  of  the  project? 

•  We  found  that,  in  addition  to  the  1s,-order  derivative  (existing  art),  the  2nd-order  derivative  also  play  a 
significant  role  in  the  grating  based  x-ray  phase  contrast  imaging.  We  derived  the  theoretical  foundation 
for  system  modeling  and  analysis  and  provide  a  practical  approach  for  imaging  applications,  which  has 
been  published  in  Medical  Physics  -  the  scientific  journal  of  American  Society  of  Physicist  in  Medicine 
(AAPM)11. 

•  We  found  that  the  dark  field  signal  in  the  grating  based  x-ray  phase  contrast  imaging  is  actually  a 
complex  signal,  rather  than  only  a  real  signal  as  what  has  been  assumed  in  the  literature  (existing 
knowledge).  We  derived  the  theoretical  foundation  for  system  modeling  and  analysis  and  provide  a 
practical  approach  for  signal  retrieval  and  imaging,  which  has  been  published  in  Medical  Physics  -  the 
scientific  journal  of  AAPM12. 

•  We  found  that  there  inevitably  exists  imperfection  in  gratings  -  the  key  components  of  x-ray  phase 
contrast  CT.  We  derived  the  theoretical  foundation  for  system  modeling  and  analysis  and  provide  an 
effective  approach  to  successfully  cope  with  it,  which  has  been  published  in  Medical  Physics  -  the 
scientific  journal  of  AAPM13. 

•  We  found  that,  in  the  situation  with  twin-peaks,  the  radiation  dose  required  by  grating  based  x-ray 
phase  contrast  CT  can  still  be  significantly  reduced  by  algebraic  method.  We  derived  the  theoretical 
foundation  for  system  modeling  and  analysis  and  provide  an  effective  approach  to  successfully  reduce 
radiation  dose.  The  method  and  preliminary  data  have  been  submitted  to  Medical  Physics  as  a  paper 
that  is  in  revision14. 

What  was  the  impact  on  other  disciplines? 

Nothing  to  report. 

What  was  the  impact  on  technology  transfer? 

Nothing  to  report. 

What  was  the  impact  on  society  beyond  science  and  technology? 

Nothing  to  report. 

5.  CHANGES/PROBLEMS 

Nothing  to  report. 


6.  PRODUCTS: 

Publications,  conference  papers,  and  presentations 


to 


In  Peer-reviewed  Journals  (manuscript  attached  in  appendix):  Five  papers  that  are  partially 
supported  by  the  grant  or  related  to  the  subject  of  the  project  were  published  in  Medical  Physics,  one  of 
the  leading  scientific  journals  in  Medical  Imaging.  In  addition,  one  manuscript  has  been  submitted  to 
Medical  Physics  and  in  the  revision  process. 

1 .  Tang  X,  Yang  Y  and  Tang  S,  “Characterization  of  imaging  performance  in  differential  phase  contrast  CT 
compared  with  the  conventional  CT  -  Spectrum  of  noise  equivalent  quanta  NEQ(k)”  Med.  Phys.,  39(7):  4467- 
82,2012. 

2.  Yang  Y  and  Tang  X,  “The  second-order  differential  phase  contrast  and  its  retrieval  for  imaging  with  x-ray 
Talbot  interferometry,”  Med.  Phys.,  v.39,  pp. 7237-53,  2012. 

3.  Tang  S  and  Tang  X,  “Radial  differential  interior  tomography  and  its  image  reconstruction  with  differentiated 
backprojection  and  projection  onto  convex  sets,”  Med.  Phys.,  v.40,  101914  (14pp.),  2013. 

4.  Yang  Y  and  Tang  X,  “Complex  dark-field  contrast  and  its  retrieval  in  x-ray  phase  contrast  imaging 
implemented  with  Talbot  interferometry,”  Med.  Phys.,  v.4l,  101914  (1 9pp.),  2014. 

5.  Yang  Y,  Xie  H,  Cai  W,  Mao  H  and  Tang  X,  “Grating-based  x-ray  differential  phase  contrast  imaging 
with  twin  peaks  in  phase-stepping  curves-phase  retrieval  and  dewrapping,”  Med.  Phys.,  v.42, 

pp. 2855-69,  201 6. 

6.  Xie  H,  Cai  W,  Yang  L,  Mao  H  and  Tang  X,  “Reducing  radiation  dose  in  grating  based  x-ray  phase 
contrast  CT  with  twin-peaks  in  its  phase  stepping  curves,”  submitted  to  Med.  Phys.,  in  revision,  2016 

In  peer-reviewed  Conferences  (manuscript  not  attached  in  appendix):  Seven  papers  were 
published  in  SPIE  Medical  Imaging  Conference,  RSNA’s  Scientific  Assembly  and  Exibition,  and  AAPM 
Annual  Meetings  etc.. 

1 .  X  Tang,  Y  Yang  and  S  Tang,  “The  potential  imaging  performance  of  differential  phase  contrast  CT  -  NPS(k), 
MTF(k)  and  NEQ(k),”  Proc.  2nd  International  Conf.  Image  Formation  in  X-ray  CT,  pp.271-74,  201 2. 

2.  X.  Tang,  Y.  Yang  and  S.  Tang,  “NEQ(k):  The  signal  and  noise  transfer  properties  in  differential  phase 
contrast  CT,”  54™  AAPM  (American  Association  of  Physicists  in  Medicine)  annual  Meeting,  Charlotte,  NC, 

July  29  -  Aug.  2,  2012. 

3.  X.  Tang,  Y.  Yang  and  S.  Tang,  “The  property  of  signal-to-noise  and  its  variation  over  spatial  frequency  in 
differential  phase  contrast  CT,”  IEEE  Medical  Imaging  Conference,  Anaheim,  Oct.  27  -  Nov.  3,  2012. 

4.  X.  Tang,  Y.  Yang  and  S.  Tang,  “Spectrum  of  noise  equivalent  quanta  NEQ(k)  -  Differential  phase  contrast  CT 
vs.  conventional  CT,”  RSNA  98th  Scientific  Assembly  and  Annual  Meeting  Program,  Chicago,  Nov.  25  -  30, 
2012. 

5.  X  Tang,  Y  Yang  and  S  Tang,  “Detectability  index  of  differential  phase  contrast  CT  compared  with 
conventional  CT:  a  preliminary  channelized  Hotelling  observer  study,”  Proc.  SPIE,  v.8668,  2013. 

6.  X.  Tang  and  Y.  Yang,  “Internal  noise  in  channelized  Hotelling  observer  (CHO)  study  of  detectability 
index  -  differential  phase  contrast  CT  vs.  conventional  CT,”  SPIE  Proc.  vol.  9033,  Medical  Imaging 
2014:  Physics  of  Medical  Imaging,  903326  (March  19,  2014):  doi:1 0.1 1 17/12.2043251 . 

7.  Y.  Yang  and  X.  Tang,  “Complex  dark-field  contrast  in  grating-based  x-ray  phase  contrast  imaging,” 
SPIE  Proc.  vol.  9421,  Medical  Imaging  2014:  Physics  of  Medical  Imaging,  941257  (March  18, 

201 5):  doi:1 0.1 1 1 7/1 2.2082294. 


Website(s)  or  other  Internet  site(s):  No 


Technologies  or  techniques:  Nothing  to  report. 
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Inventions,  patent  applications,  and/or  licenses:  Nothing  to  report. 


Other  Products:  Collection  of  specimens  of  AD  brain,  normally  aged  brain  and  pathologically  aged  brain. 

7.  PARTICIPANTS  &  OTHER  COLLABORATING  ORGANIZATIONS 


What  individuals  have  worked  on  the  project?  The  senior  personnel  who  have  participated  in  the  project 
are  listed  in  Table  IV. 

Table  IV.  Senior  personnel  of  the  project. 


Name 

Role 

Effort  (m/yr) 

Contribution 

X.  Tang,  PhD 

PI 

1.2 

Project  design  and  leadership,  x-ray  phase  contrast  CT 
development,  optimization,  data  acquisition  and  image 
analysis 

C  Meltzer,  MD 

Co-inv 

0.12 

Project  design,  AD  radiologic  guidance 

H  Mao,  PhD 

Co-inv 

0.24 

Biochemistry  guidance  and  support 

M  Gearing,  PhD 

Co-inv 

1.2 

AD  pathology  guidance  and  support,  collection  of  specimen 

Has  there  been  a  change  in  the  active  other  support  of  the  PD/PI(s)  or  senior/key  personnel  since 
the  last  reporting  period? 

Nothing  to  report. 

What  other  organizations  were  involved  as  partners? 

Nothing  to  report. 

8.  SPECIAL  REPORTING  REQUIREMENTS 
COLLABORATIVE  AWARDS:  Nothing  to  report. 

QUAD  CHARTS:  Nothing  to  report. 

9.  APPENDICES:  See  attachments. 
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